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Executive Summary 


The concept of an international strain gauge balance symposium was advocated in a technology 
assessment entitled “A White Paper on Internal Strain Gauge Balances.” An internal document 
published by NASA Langley Research Center (LaRC) staff members in March 1995, this white 
paper was based on an international survey of internal strain gauge balances conducted under 
contract in 1994-1995 (ref. 1). The conclusions of the white paper were presented to a peer review 
panel on wind tunnel testing technology, composed of selected leaders from major commercial and 
government aeronautical facilities, held in July 1995 at LaRC. The panel strongly endorsed the 
proposed international strain gauge balance symposium, which was the first of its kind. 

Based on the 1995 peer review endorsement, the first International Symposium on Strain Gauge 
Balances was sponsored under the auspices of the LaRC during October 22-25, 1996. Held at the 
LaRC Reid Conference Center, Hampton, Virginia, the Symposium provided an open international 
forum for presentation, discussion, and exchange of technical information among wind tunnel test 
technique specialists and strain gauge balance designers. The Symposium also served to initiate 
organized professional activities among the participating and relevant international technical 
communities. The program included a panel discussion (summarized in the Appendix), technical 
paper sessions, tours of local facilities, and vendor exhibits. 

Over 130 delegates from 15 countries were in attendance, including Australia, Canada, China, 
Finland, France, Germany, India, Indonesia, Israel, the Netherlands, Russia, South Africa, Sweden, 
United Kingdom, and the United States. The program opened with a panel discussion, followed by 
technical paper sessions, and guided tours of the National Transonic Facility (NTF) wind tunnel, a 
local commercial balance fabrication facility, and the LaRC balance calibration laboratory. Vendor 
exhibits were also available. 

The opening panel discussion addressed “Future Trends in Balance Development and 
Applications.” The nine panel members included eminent balance users and designers representing 
eight organizations and five countries. Formal presentation of papers in technical sessions 
followed the panel discussion. Forty-six technical papers were presented in 1 1 technical sessions 
covering the following areas: calibration, automatic calibration, data reduction, facility reports, 
design, accuracy and uncertainty analysis, strain gauges, instrumentation, balance design, thermal 
effects, finite element analysis, applications, and special balances. A general overview of the past 
several years’ activities of the AIAA/GTTC (Ground Testing Techniques Committee) Internal 
Balance Technology Working Group was presented. At the conclusion of the Symposium, a 
steering committee representing most of the nations and several US organizations attending the 
Symposium was established to initiate planning for a second international balance symposium, to 
be held in 1 999 in the UK. 

A Summary Report of the First International Symposium on Strain Gauge Balances, by John S. 
and Ping Tcheng, NASA LaRC, was presented at the 81 st Fluid Dynamics Panel Symposium on 
Advanced Measurement Technology held in Seattle, Washington, USA, 22-25 September 1997. 
This paper is attached as an appendix to these symposium proceedings. 

Also attached are a group photograph taken during the symposium, an index of authors, and a 
roster of names and addresses of the registered delegates to the symposium. 
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CALIBRATION OF MULTICOMPONENT STRAIN GAUGE BALANCES 
USING METHOD OF OPTIMUM EXPERIMENT PLANNING 


Vladimir S.Krivoruchenko, Ivan N.Panchenko 
Central Aerohydrodynamic Institute (TsAGI) 
Zhukosky, Moscow region, Russia 


Let’s consider under the term calibration of aerodynamic balances)) the 
experiment aimed to search of a functional relation between loads applied to balances 
and readings of a measuring equipment. The goal of this experiment is an attainment 
of operational calibration formulas of balances having a nominated precision at a 
maximum reduction of a total time for calibration, i.e. reduction of a total number of 
loading combinations. The totality of all loading combinations, applied within one 
calibration, we’ll name the plan of an experiment. 

The traditional methodology of multicomponent aerodynamic balances 
calibration conduction comprises doubled conduction of single calibrations for each 
component. Readings are taken during direct and inverse loading processes in 
differently located points. Using results of single calibrations main coefficients and 
terms describing influence of separate components are determined. For the 
determination of corrections from twin interactions additional calibrations with 
additional loadings are conducted. 

As its disadvantage may be considered long duration and difficulty of 
calibrations since as a result the main part of experimental data doesn’t include 
considerable information for getting coefficients in operation formulas. Besides that, 
during calibration using traditional methodology there is not envisaged calculation of 
coefficients reflecting interactions of more higher orders. 

There are existing methodologies of calibrations conduction based on 
application of arbitrary combinations of loads with consequent results procession 
using least square method. Let’s name X - vector of independent variables (loads) 
matrix, Y - vector of observations, B - vectors with elements being coefficients of 
regression equation. In a matrix form solution of a system of equations has the 
following form: 


(X'X)*B=X'*Y 

(X'X) A *(X'X)*B=(X'X) A *(X'Y) 

B=(X'X) A *(X' *Y) 

where (X'X) is a matrix reverse to a matrix (X'X). 

But, as it’s known, despite a good least square approximation of a function as 
a whole, greatly correlated evaluations of coefficients in a regression equation don’t 
reflect real process of separate variables variation. Consequently variation of a 
polynomial order or omitting in it even a part of terms leads to variation of numerical 
values of all regression coefficients. Such uncertainty in regression coefficients 
evaluation makes difficult their physical interpretation. This uncertainty can be 
avoided if to use methods of optimum planning of experiments. These methods 
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particularly include a plan of an overall factorial experiment which for K - component 
balances represents N= 2 K different loading combinations and loads’ values are equal 
to limit values within a variation interval. 

For all that (X'X) matrix becomes a diagonal one and all its elements are equal 
to 1 /N and coefficients B=( 1 /N).(X'.Y) are determined independently. Therefore such 
kind of planning is also called an orthogonal one. 

Since each regression coefficient for all components is evaluated by results of 
all N readings, the dispersion in coefficients evaluation is N times less than the 
dispersion for a single measurement error. Using a traditional methodology the factors 
were varied independently and, naturally, in evaluation of each regression coefficients 
only a part of readings participates. 

It can be said that this planning is optimum in the following sense: 

1 . A 11 calculations are extremely simple 

2. All regression coefficients are determined independently with the same 
minimum dispersion 

3 . operation formulas for different components are calculated with the same 
dispersion. 

Let’s illustrate all said above by a sample of a plan for three factors 
(components) X\, X2, X3 and corresponding vectors of observations (results) Y. 
Loading ranges divided by components let’s norm to the interval (- 1 /+ 1 ) using 
formulas 


x=(X-X 0 )/((X max -X min )/ 2 ), where X 0 =(X m ax+X min )/2 

Then the planning matrix X will be written in a form (here and below for 
shortening under an expression X 1X2X3 their multiplication is understood) 
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( diag {8} is a diagonal matrix 8*8 with elements equal to 8) 

Coefficients of a regression equation B are calculated according to formulas: 
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bo (+ Y j + Y 2 + Y 3 + Y 4 + Y 5 + Y 6 + Y 7 + Yg)/8 

b, ( -Y, -Y 2 -Y 3 -Y4+Y 5 +Y 6 +Y7+Y 8 )/8 
b 2 ( -Y, -Y 2 +Y 3 +Y 4 - Y 5 - Y 6 +Y 7 +Y 8 )/8 
B = b 3 = (-Y,+Y 2 -Y 3 +Y4-Y 5 +Y 6 -Y 7 +Y 8 )/8 
b 12 (+Y, +Y 2 -Y 3 -Y 4 -Y 5 -Y 6 +Y 7 +Y 8 )/8 

b, 3 (+Y, -Y 2 +Y 3 -Y 4 -Y 5 +Y 6 -Y 7 + Y 8 )/8 

b 23 (+Y, -Y 2 - Y3+Y4 +Y 5 - Y 6 - Y 7 +Y 8 )/8 

b [23 (-Y,+Y 2 +Y 3 - Y4+Y5 -Y 6 -Y 7 +Y 8 )/8 

The regression equation will be the following: 

Y= b 0 + bi * xi + b 2 * x 2 + b 3 * x 3 + bi 2 *xix 2 + bi 3 * xix 3 + b 23 * x 2 x 3 + bi 23 * xix 2 x 3 

By analogous way there may be constructed plans and made calculations for 
an every number of independent variables with a total number of loading 
combinations equal to N=2 K . 

It can be easily seen that if in a plan matrix X to extract columns, 
corresponding to variables X], X 2 , X 3 (i.e. the loading plan) and change values + 1 to - 
1 and -1 to 0, then in lines we’ll obtain a sequence (up-down) of binary numbers 0, 1, 
2,3. 
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The complexity of calibrations is directly related to a total number of loadings 
(P), i.e. transitions from 0 to 1 and back. If one arranges the lines in a plan matrix not 
in order of binary numbers but in order of numbers sequence in Gray code, the 
complexity may be reduced almost two times. Each consequent number in Gray code 
differs from a previous one only in one digit. 
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Binary code Gray code 
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When deriving calibration formulas for multicomponent aerodynamic balances 
the influences (or effects) of three or more components in the same time are usually 
neglected, i.e. there are neglected terms of the third order and the following regression 
model is used: 

Y = b 0 + SUM (i=l,k) (bi * xj ) + SUM (i, j=l,k i^J) (by * Xj * xj ) 

With an increase of factors the number of loadings in a total factorial 
experiment increases in an exponential way N=2 K At the same time the number of 
coefficients in a regression model presented above increases by a paraboloidal law. 
Therefore there appears an excess of a number of loadings particularly if one remembers 
that not all twin influences are significant. 

The number of loadings may be reduced using plans of fractional-factorial 
experiment. The main idea of this method is construction of orthogonal plans in which 
effects of higher order with a low probability of appearance are mixed with new 
independent variables (loads). So, in an example presented above, it’s possible to 
restrict oneself only by terms of the first and second orders for components Xj, X2, X3 
and introduce a fourths loading component X4 in a plan matrix X instead of a product 
X 1X2X3 assuming also twin interactions of a X4 component with other insignificant 
ones. Then the plan matrix X will have the following form: 
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Conducting calibrations and calculations using a methodology presented we’ll 
obtain coefficients for four component balances with 8 loading combinations instead 
16. But we suppose that influences X1X2X3X4, X1X2X3, X1X2X4, X2X3X4, X1X3X4, 
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X2X4 and X3X4 are insignificant, since during calculations they will be introduced 
correspondingly into coefficients B 0 , B 4 , B 3 , Bi, B 2 , B23, Bo, Bi 2 of a regression 
equation 


Y= b 0 + b t * xi + b 2 * x 2 + b 3 * x 3 + b 4 + bo * xi x 2 + bo * xj x 3 + b 23 * x 2 x 3 

That means that compared with full equation 

Y= bo + bi * X] + b 2 * x 2 + b 3 * x 3 + b 4 + bo * xi x 2 + bo * xi X 3 + b 23 * x 2 x 3 + 

+ b )4 * xi x 4 + b 24 * x 2 x 4 + b 34 * x 3 X 4 + bo 3 * Xi x 2 x 3 + bo 4 * xi x 2 x 4 + b 234 * x 2 X 3 x 4 + 
+ bo4 * Xi X 3 X 4 + bo34 * xi x 2 x 3 x 4 

(which we could obtain after 16 loadings), we are neglecting last 8 terms and besides 
that we increase by a /2 times an arbitrary error, but we reduce two times a calibration 
program. 

For standard six component aerodynamic balances that means 32 (or even 
less) loading combinations instead 64 according to plan of a full factorial experiment. 

The methodology of calibration tests conduction includes a sequential 
conduction of several calibrations. First calibration is conducted at maximum loads in 
a variation range according to a plan of a full factorial experiment. As a result the 
main coefficients, essential single and twin influences of other components are 
evaluated. 

Selection of experiments’ plans (total or fractional) and loads variation ranges 
for further calibrations is conducted on a basis of a necessity of a check of main 
coefficients linearity, specification of twin influences values and provision of required 
balances formulas errors. 

As a rule the second calibration is conducted at variation ranges reduced two 
times. At the same time the comparison with obtained earlier values of regression 
coefficients is conducted in order to reveal second order non-linearities. If coefficients 
variations are insignificant, the calibration procedure is finished. If they are 
significant, the correction of equation coefficients is conducted. In order to reveal 
non-linearities sometimes it’s needed to conduct up to six calibrations. Nevertheless 
even in these cases the total number of loading points is of the order of magnitude 
smaller compared to traditional methodology. 

After calibrations conduction there is conducted an inversion of a system of 
equation with respect to readings of a measurement equipment and receiving of 
balances operation formulas in a standard form. An inversion procedure is presented 
in a report of Ivan N.Panchenko at this conference. 

It appeared to be reasonable to use plans of a factorial experiment also for 
investigations of a calibration stand itself and also for another calibration equipment 
and for technology of their application. 
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Abstract 


Calibration of internal wind tunnel balances is a time consuming task. Therefore several 
approaches have been made to automate the process. Nevertheless there are facilities with few 
balances that do not need (or cannot afford) an automatic calibration machine. Those facilities do 
still have a need for manual calibration procedures. Many have purchased calibration software 
from the balance manufacturer, others have written their own procedures and some will work 
forever with the matrices that came along with the balance and never recalibrate the instrument. 

This paper presents a manual calibration and measuring software that was developed with the 
following goals in mind: 

• All routines necessary for a calibration should be in one program 

• User friendly interface (GUI). 

• Extensive on-line help 

• Extensive error checking and mistake avoiding 

• Quick look for calibration results 

• Exchangeable data format 

• Interface to an existing matrix calculation program 

• Reuse data acquisition software for wind tunnel measurements 

• Software should run on a widespread hardware and software platform 
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1 


Introduction 


Although the accuracy of force measurements is one of the most important issues in a wind 
tunnel, calibration of internal force balances after the initial calibration by the manufacturer is not 
very popular with the tunnel staff due to several reasons: 

• the task is time consuming and, in case of larger balances, strenuous 

• due to the long intervals between calibrations staff members have to get used to the calibration 
software and put together the pieces they need for the job 

Several approaches have been made to shorten the time and manpower needed for a calibration 
by developing automatic calibration machines. Although these machines work successful they are 
expensive and there are facilities with few balances that do not need an automatic machine. If 
those facilities want a balance to be calibrated they can give it away. If they choose to make the 
calibration on their own they need (besides a calibration rig and dead-weights) a piece of software 
not necessarily provided by the manufacturer. 

The department of Aerodynamics and Measuring Techniques of the Technical University of 
Darmstadt develops and manufactures internal wind tunnel balances since several years. Load 
ranges allowing, these balances are calibrated by the department. Calibration software was 
developed by different members of the department on different platforms. Older platforms like 
the HP86 or a 286-PC were very limited in computing power and memory sizes and forced the 
programmer to split the task in several parts and to restrict visualisation of data to the inevitable. 
The human interface consisted at best of some screen menus but mostly it was the simple 
question and answer scheme, documentation was rather rudimentary. Supported by an external 
contract we decided to gather our experience and build a program from scratch that combined all 
the elements needed for a calibration. 


2 Basic Hardware and Software 


Computer platforms and operating systems are rather short-lived compared to wind tunnel 
balances. Therefore enhancing existing software is not always possible and you have to consider 
the possible lifetime of a platform before you start the project. The Intel-486 or Pentium-based 
PC with its various Windows operating systems is a widespread affordable platform with a well- 
known user interface that probably will not vanish in the nearer future. For easier programming 
especially of the graphical user interface (GUI) and the data acquisition task we used a package 
by National Instruments called LabWindows/CVI. It consists mainly of an ANSI compatible C- 
compiler generating 32-bit code, an graphical editor for the user interface and several libraries for 
data acquisition and analysis in an integrated development environment. The finished program 
comes with a runtime module. 
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3 


Contents of the program 


The program can be used for calibration of a balance as well as for data acquisition in the wind 
tunnel. 

In any case the user interface is consistent on every level, i.e. wherever possible the same types 
of controls (buttons, displays etc.) have been used for similar tasks to make orientation easier. 
Controls can be operated by mouse or keyboard. 

The program supports the user by offering default values for inputs and by disabling controls 
that are unreasonable in that circumstance while maintaining configuration freedom at a certain 
degree. 

Having in mind that working with a calibration program is an intermittent process one cannot 
expect that the user remembers the meaning of a control after a year or so. Therefore extensive 
on-line help is available for every step of calibration or data acquisition. Apart from a 'Help'- 
button in ever}' panel (window) there is a popup help for every control in the panel. 

Parameters entered for a calibration can be saved and automatically reloaded upon the next 
program start. 


4 Structure of the program 

4.1 Calibration process 

The calibration process is divided into the following main segments: 

• Preparation of a calibration 

• Running through a calibration 

• Analysis of a calibration 

4.1.1 Preparing a calibration 

This is the part of the program where the major part of the input has to be done. Most of the 
parameters do not change during a complete balance calibration (e.g. the balance parameters), 
some won't change forever (e.g. the g-constant of the calibration place and the masses of the 
dead-weights) while others have to be set for every series of loads. Therefore the parameters are 
divided in groups that can be changed individually. Groups used by the program are 

• balance parameters 

• load combination 

• load point on the sleeve 

• load steps to be applied 

• measuring instrument settings 

• stability settings for automatic acquisition 
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This is also the preferred order to enter the parameters which can be followed when entering 
parameters for a new balance. However the user is not bound to this order. On the other hand not 
all parameter groups are independent of each other, e.g. changing the load point on the sleeve 
with a given stack of dead-weights will alter the moment. With every change in a group of 
parameters the program cross-checks with relevant groups. Parameter groups that prevent the 
program from starting the calibration or that might damage the balance are marked in the main 
window. The program will not allow to start a calibration with insufficient parameters. 
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Fig. 1 Main window 


Balance parameters include mechanical and electrical parameters. 

• Mechanical parameters describe the load envelope of the balance. 

Although the program cannot prevent a user from inadvertently damage the balance by 
applying intolerable loads, it can warn on several occasions during the parameter input if the 
calculated loads extend the balance's boundaries. Different models for defining the envelope 
are offered (rectangle, rhombus, THD/DASA set of equations based on maximum allowed 
stress). 

• Electrical parameters describe the wiring of the balance's bridges. 

This is necessary because there are balances that provide more signals than load components. 
The calculation of the load signal has to be done in the computer. These factors define how to 
combine balance signals to load signals. This information is necessary for the calculation of 
the matrix and for calculating forces and moments in the measuring mode. 
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Selection of the load combination, i.e. of the main and combined load, depends on the chosen 
rolling angle. This program version supposes that all loads with exception of the X-load (drag) 
are applied without pulleys in the Z-direction. Therefore only loads that can be generated under a 
given rolling angle are selectable. 



Fig. 2 Selection of load combination 

The program then offers those (earlier defined) points on the sleeve that are able to generate 
the desired load, if there is more than one applicable point. 

Defining and putting on dead- weights is based on the following principle: instead of entering a 
mass value or a dead-weight number during the calibration one defines the set of available dead- 
weights once. Every dead-weight in this set has a unique number. The user selects his stack of 
dead-weights for a load series from this set. During the calibration the user will be requested to 
put on a certain weight. While the dead-weights are selected the program calculates the generated 
forces generated and displays them with respect to the balance's boundaries. If boundaries are 
exceeded there are several warnings. However it is possible to calibrate the balance with this load. 
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Fig. 3 Selection of load levels 


Preparing the measuring instrument depends on the instrument used. In the current version the 
program supports a HBM DMCplus connected via an IEEE-488 bus. The DMCplus is a high 
resolution multichannel A/D system working with carrier frequency amplifiers. Apart from the 
instrument specific settings balance signals are assigned to instrument channels in this panel. This 
gives the opportunity to reconfigure the measuring system, should one channel become defective. 
Also sample frequency and samples per mean value are selectable. All settings are transmitted to 
the instrument prior to every calibration run. The operator has a chance to test his settings without 
starting an actual calibration run. A 'Signal Test' panel with a similar appearance to that of the 
calibration can be started to test connections and proper function of the measuring chain. 

One of the unpleasant effects of dead-weight calibration is the pendulum oscillation of the 
weight stack induced by every weight applied or put off. The program offers during the 
calibration run several means to observe the incoming data. The user can try to dampen the 
oscillation according to this data displays. Above that he can set two signal derived limits that 
govern the automatic triggering of data logging. These are the differences between two 
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consecutive mean values of a signal (long-term stability) and the standard deviations of the latest 
mean values. 

4.1.2 Calibration run 

Supposed the program finds complete and valid parameters for a calibration, a run can be 
started. During a calibration run the user interacts basically with two panels. One that displays 
incoming data under different aspects and lets the user save a reading, the other requesting him to 
do some action like applying or putting off weights or load harnesses. The operator is guided 
through the process by these panels and the underlying code. He can observe the effect of 
applying weights on several graphic displays. 

• Each averaged signal is displayed in an analogue meter and as a number. 

• The standard deviation of every averaged signal is displayed as a number. 

• Signal stability is displayed by bar graphs showing the difference of consecutive mean values 
or the standard deviation of the latest reading. The user defined stability limits are shown with 
the bar graphs and can be changed during the process. 

• A strip chart display (optional) shows the incoming readings and their averaged values. 

• A x-y graph (optional) depicts the current signals over force compared to the previous saved 
readings. 



Fig. 4 Display of incoming signals 
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The operator can change the order of the meters to channel sequence, signal sequence and 
component sequence where the rules for combining balance signals to component signals (see 
above) are taken into account. Readings are always saved in signal sequence. 

All the displays above help the operator to view the data from every possible angle during 
calibration in order to detect faulty data as early as possible. 

Over years we observed that one major source of error is the operator himself. The calibration 
process can sometimes be boring and one distraction that leads to omitting a weight or an 
adjustment makes the calibration run worthless. So the panel that requests the operator to move a 
weight not only tells him the number of the weight and the action to carry out. It also shows an 
illustration how the weight stack should appear after the operation. Since signal reading is 
continued during the request panel the operator has also access to the meters and graphic displays. 
If he confirms the weight stack change the program calculates with a linear extrapolation the 
probable signal based on the previous load stages and warns the user if there is a too big 
difference to the real signal (wrong or no weight applied). Should the user detect an error only 
after registration of a reading (e.g. balance not adjusted) he can go one step back in the calibration 
run. All these methods help to avoid calibration run repeats. 



Fig. 5 Weight move confirmation 
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The data file generated by the calibration run is an ASCII-file designed so that it can be read 
easily by most spreadsheet programs (e.g. MS-Excel) should the user wish to evaluate the data in 
any way. 

4.1.3 Analysis 

The first analysis however can take place in the program itself. Measured signals are 
graphically displayed over applied forces. Polynomial approximations of first, second and third 
degree are calculated and the differences between measured values and approximations are 
depicted. For all approximations one can examine their coefficients. 



The overall analysis, i.e. the calculation of the matrix, is done with another program. The 
reason for not integrating this essential part of a calibration in the current program was the 
existence of well tested and optimised FORTRAN code. Considering limited time and the risk of 
introducing bugs in the converted program code lead to the decision to use the existing program 
and create an interface between it and the calibration program. 

The analysis program is able to calculate matrices of first, second or third order and to verify 
the matrices against the calibration data. The underlying mathematical method is mentioned in 
another paper of this meeting [1], 
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4.2 Measuring process 

It is obvious that using the same equipment for calibration and wind tunnel data acquisition 
offers advantages in terms of accuracy. While this is true for the measuring cascade from the 
balance to the A/D converter in this project we went a step farther. Instead of programming data 
acquisition routines for the connection between the host system of the customer an the measuring 
instrument, there is a built-in section in this program that is able to take readings, calculate forces 
with the appropriate matrix and display them. By integrating this measurement section the 
program can use the same data acquisition routines and instrument settings like that of the 
calibration. The parameter files describing the properties of the balance and the measuring 
instrument are reused. 

Of course the customer's existing data acquisition system has to be provided with the 
calculated values. For that we use an existing TCP/IP network. The program acts as an TCP/IP 
server responding to connection and data requests from the network. A small data request and 
answer protocol was developed. The server can reply to data requests from more than one client. 

The measuring mode is also able to generate alarm signals should the permitted load on a 
component be exceeded. It does this by activating digital ports provided by the DMCplus, which 
can be wired to signal lamps or switches. 

5 Other features 

The program contains some other features that are not necessary for a calibration but are 
helpful in many ways. 

• Calibration plan 

The operator can prepare a calibration plan where he marks all the load combinations he 
wishes to calibrate. During calibration he can let the program follow the plan. Even 6 7 calibrated 
combination is marked in the corresponding panel giving a quick look at the work still to do. 

• Remote reading trigger 

A simple switch can be connected to the DMCplus' digital input to allow the operator weight 
stack change confirmation and saving of the reading without leaving the calibration rig. This is 
helpful in situations where the PC could not be placed very near the rig. 

• Automatic load of the latest parameter file 

• Entering comments in data files 

• Multilingual support 

The language for menus, panel labelling and the help systems can be set to the users preference 
(currently supported languages are German, English and French). 

6 Summary 

A software system for the manual calibration of internal balances has been developed with a 
state-of-the-art human interface. Efforts were made to suite the software to the needs of the 
inexperienced calibrator without neglecting the flexibility required by the experienced. All tools 
including a hypertext help system have been combined in one easy to use package with consistent 
interfaces for every task. Extensive error checking is done for input as well as for data acquisition. 


16 


References 


1. Ewald, Berad; and Hufnagel, Klaus: The Development of Advanced Internal Balances for 
Cryogenic and Conventional Tunnels, NASA International Symposium on Strain-Gage 
Balances, 1996 


17 


Page intentionally left blank 


TRANSFORMATION OF AERODYNAMIC BALANCES FORMULAS TO THE 
RESOLVED RESPECTING TO LOADING FORM 


Ivan N.Panchenko 

Central Aerohydrodynamic Institute (TsAGI) 
Zhukovsky, Moscow Region, Russia 


Formulas of strain-gauge balances introduce by themselves dependencies between loads X,Y....M Z , applied to balances 
and signals of measuring channels N^Ny,... N M . Introducing loads of n-component strain gauge balances with n- 

dimensioned vector X, and signals of measuring channels , correspondingly, with vector N, dependencies between 
loads and signals can be introduced in the common form: 


f = (X,N) = 0 

Introducing system (1) in the real form relatively to N or X, we’ll have: 

n=a(X) 


a) 

( 2 ) 

(3) 


Functions (2) and (3) are usually introduced with power line, and are restricted in most cases with second polynomial’s 
power. For some strain gauge balances it is necessary to input members of the third power. 

If restricting dependencies (2) and (3) with polynomials of the second power, they get the form: 

N,=i.Ai x j + ti.4.,,KX, (4) 


V J 
i - 1 r=l s=r 




(5) 


fi = 1 <i=P 


where n is a number of balance’s components. 

In traditional calibration of strain gauge balances there are obtained formulas in the form of system (4), because in this 
case as arguments there are considered loads of components and active test can be carried out, i.e. it is possible to pose 
loads with determined, earlier chosen way. 


{n + 3) n 

Each one equation of systems (4) and (5) consists of terms. Number of terms in formulas of six-component 

strain gauge balances is 27. Traditional calibration of strain gauge balances on determination of formulas coefficients 
consists of two steps. 

On the first step there are posed loads on one component for example, X a . In this case nonzero will be only two terms of 
each equation of system (4): 
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4 = 4,„ 4 + 4 ,, % 


where: i = 

Results of calibration of component X a are processed with respect to method of least squares and coefficients A, a and A laa 
are determined. 


By fulfilling consequently calibrations of each one component there are determined all coefficients in single loads and 
their squares. 

On the second step there are determined coefficients in multiplying of loads. For this purpose there are posed loads of 
two corresponding components, for example, for determination of coefficients in multiplying of loads XJCb, there is carried 
out simultaneous loading of these components. In this case each equation of system (4) will have the form: 


4 ~ A, a 4 + A, ao x] + 4 ,/, x h + 4 _ w x] + 4 ,,* 4 x h 


( 6 ) 


and will connect 5 terms. Coefficients of the first 4 terms are determined on the first step of calibration. Unknown remains 
one coefficient A iah in each equation, which is determined with respect to materials of calibrations, using also the method 
of least squares. 

Carrying out calibrations of each one pair combination of components there are determined all coefficients in loads’ 

n[n —1) 

multiplyings. Number of terms with multiplyings of loads for ^-component strain gauge balances is . 

Equations of the system (4) are origin equations, obtained as the result of traditional calibration of strain gauge balances. 
These equations are called non-inverted formulas of strain gauge balances. They can be used for determination of signals 
of measuring channels with respect to known loads of the components. 

Determination of loads with formulas (4) is possible using process of consequent approximations (iteration method). 

Let’s introduce the algorithm of one of methods of iterations, because we use it for obtaining of inverted formulas of 
strain gauge balances. Lets introduced system of equations (4) in total form: 


4 = 4,! 4 +. . .+4„ x J+ .. .+4,„ x. + 4,n4 2 +4, 2 44+- -+4,, 4 4 +. . . 


4 = 4 ,, 4 +• ■ -+4j Xj +. . .+ 4 , K + 4,i , 4 2 + 4, 2 4 ^ +• ■ -+A,, 4 4 +• • • 


4 - 4,i 4 +• ■ - + A,j 4+- • - + 4,» 4 + 4,n 4 2 + 4,12 4 4 +• ■ -+4,« 4 4 +• ■ • 


( 7 ) 


Dividing each equation of the system (7) for coefficients in diagonal terms (; = 1) and carrying out regroup of terms, 
we’ll obtain: 
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N. 

X = — 

4, 


4 1 X 2 +... + 4 fL X^+^Xf+.-.+^X, x f 
4,1 " 4,i 4,, 4,, 


x y «-S- 

7 Aj 


A 

Aj 


A 


A 


X +...+-irX u +Ar-A+--- + ^ ± x r x r 


A,r, 


Aj 


Aj 


A 


j.j 


( 8 ) 


N. 


K 4,„ 


x;+...+^ L x„. 1 +— x; 2 +...+— x. x+. 


_4.« 4,.« 


4,„ 


4,„ 


or 


4 =44 - 4,2 x 2 +...+4,«x„ +4,n x; 2 +...+K lt „x r x s +■ 


Xj =SjN. - 


4,4 + -+Kj,x. +4, n 4 2 +-+4>44+... 


(9) 


4 = 44 , 


4,, 4+--+ 4,,-, 4_, +4,„ 4 2 +...+4,,44 +••• 


The equations of the form (9) are called balances semiinverted formulas. Transforming the system (9) into the form 
convenient for its’ listing in the matrix form. For this purpose load and their combinations from the right part of the 

equation X l X 2 ,...X„,X 2 , XiX 2 ,-X 2 X x ... X* are substituted for F\,F 2 ,...F,...F d and coefficients’ indexes are posing into 
correspondence with them. As result we’ll have: 


4 =44 - o+4_ 2 f 2 +4 3 4 +...+4,„4 +- + 4.„4 


x, -44- 4,i 4 +0+ 4,3- F 3 + • • • + 4 ,„ f +... 4 >rf F rf 


X, =r.N.-[x„,i- +k, 2 f 2 +...+ k„,.,f„, +0+...+X, y F,] 


Here d = n/2(n+3) 

Introducing matrix designations: 


( 10 ) 




X l 

X, 


X 


- vector of loads; 
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- vector of output signals; 


{/V} = 


n 2 


N.. 



■r, 

0 . 

. 0 

M= 

0 

J,.. 

. 0 


0 

0 


array of diagonal elements; 


[S]' 1 array of sensitivity 



array of forces and moments of influences; 



0 


..K ]n . 

~K, d 

[*]= 

1 ^1 
1 

0 

• i 

s i 

^ 1 
i 

\ j* 

i '*• 
i 




0 . 

■K„m 


- array of coefficients of influences 


The system of equations (10) can be introduced in the form of the matrix equation, taking into account above-mentioned 
notations: 


w-rciM-[*]{F} no 

Arrays [5] and [ K\ are known from strain gauge balances calibration, the array of output signals {N} is known from 
measuring equipment observations in wind-tunnel testing. 

Calculation of loads with respect to method of successive approximations fulfilled in the following way: at first the 
approximate values of loads by the first term of array equation ( 1 1 ) are determined: 

Wo = [S]{Af} 

after this loads are made more precise with respect to iterations method. The first iteration: elements of the array of forces 
and moments of influences are determined: 

(F,), =(*,) o, ... Wo- W)o, (*,)*. WoW) 0 , ... Too Wo. ... (X „) 2 0 


where 


Wi-Wo-mw. 


The second iteration: 




{.Y},= {X}o-[K]{F} 2 


K-th iteration: 
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( 12 ) 


{Fi)k - (^i)h.—(A/)*.i....(.V' ( ,)*.|,( Xj ) ^ 


(*,)*-.(*,)*.,. 


W* = Wo-Wffh 

The iteration process usually breaks out if the following terms have place: 

|[/q{F}*-[K]{f}*. l |<{cp}, 

where coefficients <p, of the array ftp} are numerically equal to the corresponding diagonal coefficients S, of the array [5]. 
In this case the absolute value of remainder [K\{F}i t - [AT]{/ 7 } S .| becomes less than minimum resolvable values of loads. 

For common six-component strain gauge balances in the case of substitution in the system (10) of different combinations 
of observations of the measuring equipment N, the term (12) fulfills after 3/5 iterations. In non good conditions for 
fulfilling of this term (12) there can be required considerably high number of iterations, and in some cases the process can 
not be fulfilled at all. This a considerable loss in determination of loads in aerodynamic test, because the calculations must 
be carried out in the real time. The process can be broken after some number of iterations, but in this case there is a real 
opportunity to get high errors in determination of loads. 

For determination of loads in the time of aerodynamic test it is best of all to have the formulas of strain gauge balances in 
the form of system (5). The formulas in the form of system (5) can be obtained from the formulas of system (4). The 
process of obtaining of formulas of system (5) from formulas of system (4) we’II call invention of formulas of strain gauge 
balances, and formulas by themselves - inverted. 

There exist different variants of obtaining of inverted formulas of strain gauge balances from noninverted, which are 
mainly reduced to approximate solution of systems of nonlinear equations. They require invention of arrays of the line, 
equal to maximum number of terms in equations (for equations of the second power - 27 terms). For lattice strain gauge 
balances with nonconsiderable weight of nonlinear terms these methods permit to distinguish the required precision of 
inventions. 

In the case of existing in formulas of high nonlinear terms of the terms of the third power, known methods do not provide 
required precision of invention. Practice of invention of formulas of strain gauge balances has shown that for providing of 
equation of the inverted formulas to the origin ones it is necessary to input into inverted formulas term of the third power, 
though such terms don’t exist in non-inverted formulas. But a priori we don’t know which terms of the third power can 
exist in inverted formulas, so they are to be reserved. In this case the line of arrays for six-component strain gauge balances 
is equal to 83. 

Offered method of invention permits to obtain formulas, resolved relatively to loads (inverted), which contain term up to 
the third power. Non depending from the number of terms in formulas of strain gauge balances, algorithms of calculations 
contain invention of arrays of the size not higher than 3-3. The inventions method does not have limits on the number of 
terms in equations, on power of invented equations and weight of terms and influences, including nonlinear. 

The main specialty of offered method is modeling of the process of calibration of strain gauge balances, as arguments in 
which there are used signal of measuring channels, i.e. there is modeling an active test in relation to signals of measuring 
channels. 

In modeling of calibrations there are posed necessary combinations of signals of measuring channels, for which with 
respect to semiinverted formulas, using method of iterations, there are determined loads of the components. 

Posing necessary combinations of signals (active test) and obtaining for them values of loads it is possible to determine 
coefficients of inverted formulas. 

Let’s consider algorithm of determination of coefficients of inverted formulas, which contain terms up to the third power. 
For this purpose we’ll add the system (5) with terms of the third power: 

// « // n n n 

^ = Z 8,N, +11 8,,, JV,J\ 8, A N t N,i\ (13) 

i— I /> = 1 </=/> <t*=1 l—e. hi— l 

Transforming system (5.9) in the way that first sum contains terms with observations of one channel, second sum - of 
two, third sum - of three channels: 
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► 


( 14 ) 


X,=i.(Bj J N l +B f N, + B f N;)+ 

/= 1 ' ’ ' 

+ Z Z (b,„N,N.+B 4 N.Nl + B. , N*N,)+ 

\ ./>M P <1 j,pq P <7 Jy»P~^ P 4 ) 


P = 1 < 7=/ ,+1 

+1 f Ib^nmn. 

k=\ l=k+\ rn=l+\ 

j = 1,2,3.. .» 


Process of determination of coefficients is divided into three steps, at each one terms of one sum will be determined. 

Introducing the first sum of the system (14) with respect to representation of nonzero observation of i-th channel of 
system (14) we’ll have the form: 


X = B..N i +B.sN? + B ,,N 3 

'' (15) 

i =1,2,3 ...» 

Each one n of equations of this system contains three terms and has three undetermined coefficients. For determination of 
these coefficients it is necessary to represent three values of observations N, and with respect to one of described above 
methods of iterations to determine loads Xj of all n components. 

Every time, when it is necessary to represent three levels of observations, we’ll multiply maximum observations of 
channels at coefficients, p\, pi and p^, if it is necessary, to represent two levels - for p\ and pi. Maximum observations of 
channels we’ll introduce as Mj. Then system of equations for determination of coefficients of observations of / - th channel 
will have the form: 


(*,),- + s ,f (a «,)' + V M' 

(*/), = Bjp 3 M,) + + Bjp,M,y 

Introducing system (16) in the matrix form: 

[Xb-imBl (17) 

where i = 1,2 , ...n - number of channel, for which coefficients are determined 



"M, (x 2 ) r - 



l*]r 

W 2 M 2 - 

M 2 

(18) 


_(X ,) 3 (X 2 )y 

M 3 . 



B 1 . 1 Bi. 2 

■B i.n 



W- 

Bi 2 . i Bi 2 . 2 

• Bi 2 ,n 


(19) 


Bi 3 . i 5/3.2.... 

• Bi 3 ,n 
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( 20 ) 


l N l = 


(Pi Mi) (p ,M,) (p, Mi)' 

(p 2 Mi) (p 2 M,) 2 (p 2 M,) 
(p 3 M/) (p 3 M,) 2 (p 3 Mi) 


Array [A], can be introduced as boundle of two arrays: 


Coefficients B are determined from (17): 


or taking into account (22) 



r _2 3 ■ 

Pi Pi Pi 


’ Mi 0 0 " 

14= 

2 3 

P 2 p 2 P 2 

X 

O 

CN 

O 


2 3 

P 3 P 3 P 3 


_0 0 M, 3 _ 


or 


[N],=[T] m 

[B],=[X], [N]-' 


[*1 - [*1 W [TV 


( 21 ) 


(22) 


(23) 


Described processes is fulfilled n times and all coefficients of the first sum of system (14) are determined. 

Array [7]' 1 is generic for all channels, that’s why in determination of coefficients of the first sum of system (14) they are 
calculated for one time. 

In representation of observations of two channels, for example p and q (in determination of coefficients of the second 
sum), system (14) will have the form: 


X. = B . N. + B . , N 2 + B ,Nl + 

j j*p p j,j>- p jy p 

+ B ; ,K + B ,N 2 + B ,N 3 + 

‘ * * M n 








(24) 


+ B ■ .N. N+ B , N. N 2 + B , N 2 N 

j,Pd p q j>p<i~ P Q j’P'y P $ 


Each equation of system (24) has 9 terms, but coefficients of first six terms have been determined already on the first 
step, so only three last coefficients are undetermined. For their determination, as in the first case, we’ll form three 
equations with different combinations of observations N p and N q : 

1) - p\M p , p\M q \ 2) - p\M p , piM q \ 3) - fhM p , p\M q , where M p and M q , as before, are maximum observations of channels p 
and q. By use of semiin verted formulas we’ll determine loads X for represented observations. Lets also calculate load, 
determined with respect to sum of terms with determinate coefficients. For that purpose we’ll enter designation: 


X =B il> N„+B ,N 2 +B 3 

j p j,p- p 


ISr +BiN +B. tN~ +B.>N a 

p j.a i i jp i 


(25) 


Let’s introduce this system for pointed above combinations of signals in the matrix form: 

mx'[B] pq 

where: 


(26) 
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w,, - 

(A (A-W, 


.(A (X : ),...(x.), 


K, - 


A Mp 

Px 

K 

Px K 

Px M q 

Px M] 

A’ Af J 

Px Mp 

Px 

K 

Px Mp 

Pz M, 

PI K 

A: 

Pr^Mp 

p\K 

Pi k 

pM 

P 2 


a ’ m 



' b ,< 

^.2- 

- B ,j 

A.' 





v. 

Va- 

.B , .. 

P~J 

.B , 

P~.n 



A, 

= 

a. 

b , .< 

Va- 

B ,.a~ 

- B P.r 
■Kj - 

■ B P, 

A. 





a, 

Va" 

.B . .. 

<r>/ 

6 , 

<r,n 





a. 

Va~ 

■ B , ... 

<7 ./ 

B , 

<! .« J 




By use of system (25) loads X," are determined. 
Entering designation 


Yj = Bj. „ N p N q + 5, w - N p N q - + Bj q N' N q 


from expression (24) we’ll have: 


Yj ~Xj- X” 

From this expression we determine loads Yj. 

System (27) is used for determination of coefficients. Introducing it in the matrix form: 

[y] m =w lxl [B] pq 

Here: 


(27) 


(28) 




(29) 



(A (A-( 

A -A), ' 

M« = 

(A (A-l 

'A -(A 


.(A (k),...( 

A -(A . 
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[N] 


P<J 


Px 2 M, M q 
Px Pi M P M f 


Px m p M) 

p pi m p m] 


Px M) 

P\ Pi M 2 p Mg 


Pi Pi 

M P M 0 

pi Pi Nl 

M 1 

p <} 

p.p 1 M\ M 

r\ r 2 p q 

Px 

Px 

Px 


M n M 

p 

o 

o 

ppl 

P\ Pi 

Px Pi 


0 

M, Ml 0 

P\ Pi 

Px Pi 

Px Pi 


0 

0 M] M t 


= [Z]x[M] 


P<I 


= 


B 


Pi- 1 '" 


B 

pi 

B , . 

. p 


BpqJ- 

B , . 

m ~ ../ 

B , . 

p'q.j 


^Pi* 

B , 

/>?" .» 

B , 


System (29) with taking into account (30) will have a form: 

m w =[z] m Pq [B\ pq 


( 30 ) 


From this we have the following: 


[B] p!l =[M)-' pq [Z]-' [Y\ pif (31) 

With respect to this expression coefficients B of the second sum of system (14) with observations of channels p and q are 
determined. For determination of all coefficients of the second sum described process must be doubled for all n/2(n-\) pair 
combinations of channels. 


For determination of coefficients of the third sum of system (14) it is necessary to represent observations of three 
channels, for example k, l, m, then system will have the form: 


Xj = B J k N + B J k2 N 2 k + B Jk 3 Nl + Bjj N, + B J /2 N f + B jj3 N f + 

+ B, m N m + B J m 2 Nl + B J kl N k N, + B . „ 2 N k Nf + B JJ? , N k N, + 
N k Nl + B. k 2 M N 2 k N u + B JJm N,N m + 


+ B, b „, N, N.. +B 


(32) 


j.krn 


J.knr 


+ B 


j Jm 2 N, Nl + B j ( 2 m NfN m + B J Um N k N, N m 


The equations of system (32) have 1 9 coefficients, but all of them, besides the last one, have been determined before, so 
for determination of coefficients of the third sum it is necessary to represent one combination of observations, for example 
pM h , pMi, pM m . 


If designate loads, determined by sum of all terms with determined coefficients, through [X\"u m , and the last term 
through [y]*/*,, then system (32) in the matrix form will be: 


{X\ klm =[X\" klm +[Y] klm , 

From here 

[B]klm [5] |(/ m 


Flere: 


m*/» Wum ■ [ X\L VQu* = [Bhm 

[I %n, = [( Yi)iti m ( K 2 W . . .( Yj)u m . . . . ( Y„) k/m ] 
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[B]kim - [B|d m | Biti mn \ 


and 


[N] klm = [N k N,NJ = V k V l N m 


then 




Above process is repeated C] times. 

All determined with respect to this way coefficients form a generic array. 

Described above method of invention of formulas of multi-component strain gauge balances permits to obtain formulas 
of strain gauge balances with invention error, which does not exceed ( 1 . . .3)- 1 0“~% from the ranges of components. For 
balances, which have mean square errors (0. 1 ...0.3)%, invention error practically does not influence summary error of 
strain gauge balances’ formulas. 

As result of calculation errors all the coefficients of inverted formulas have zero values. It is necessary to work out the 
process of excluding of non considerable terms , because they lead to increase of mean square errors in determination of 
loads. For this purpose into diagonal components of non-inverted formulas there are introduced corresponding loads and 
signals are determined. Lets call them maximum signals of components. These signals are introduced into inverted 
formulas and relative weight of each term in percents to the range of component C is determined. There is chosen criteria 
K. If for term there is true the term then this term is getting zero value. How to chose coefficient K1 For this purpose there 
were carried out special tests. There were determined sums of relative loads of all extra terms of each one component. 
They for six-component strain gauge balances were approximately (2... 3) K. From another side there was determined error 
of inverted formulas in dependence from the coefficient. For this purpose there were posed different combinations of loads 

X. and with respect to non-inverted formulas there were determined signals N. After that these signals were introduced 

into inverted formulas and loads X p were calculated. Difference of these loads, related to the range of component gave 
relative calculation error with respect to inverted formulas, which was also equal approximately to (2... 3 )K. In such way if 
we pose criteria K = 0.1%, then formulas of balances will give the error in loads determination because of invention errors 
(0.2... 0.3)% from the components’ ranges. 
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SUMMARY 


Multi-component internal force and moment balances have been utilized in wind 
tunnels for over 50 years as the primary measurement instrument for defining aerody- 
namic performance. Designs for these instruments have evolved to meet the increasing acu- 
racy requirements. However, much less has been done to improve the processes used to 
calibrate these important instruments. 

Conventional wind tunnel test applications require that the balance perform in a 6 degree 
of freedom environment; yet standard calibration processes characterize the balance using 
primarily single, two or in very limited cases, three combined loads. Additionally, the 
common practice is to use matrix based math models representing only two combined load 
terms. 

Data acquired from a number of different balances and from both manual and automatic 
calibration processes will be presented. The data suggests that second order combined load 
characterizations described by standard error of the curve fit statistics are not indicative 
when used to predict performance under combined load conditions outside the calibration 
envelope. There is substantial opportunity to reduce uncertainty (improve the quality and 
robustness of the calibration) by tailoring the loading combinations and including higher 
order combined load terms in the math model when interactions and non-linearity’s are 
present. 


The Conventional Wind Tunnel Balance Calibration Process 
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The internal force/moment balance remains one of the fundamental instruments 
used in wind tunnel testing yet the calibration of these important instruments in most facili 
ties is infrequent. A number of wind tunnel balance designs have evolved over the years 
(ie: single piece moment balances, Task/Able force balances, two-shell force balances). All 
designs depend upon a calibration process to develop repeatable relationships between the 
six strain gage outputs and applied loads/moments. 


The calibration process relates the recorded output of the strain gages to a specified and 
defined force vector (magnitude, and direction) applied at a known position relative to the 
Balance Moment Center (BMC). The six degrees of freedom are referred to as normal 
force (NF), side force (SF), axial force (AF), pitching moment (PM), yawing moment (YM) 
and rolling moment (RM). A math model is used to develop the correlation between output 
of the gages and applied load (and moment). A math model of matrix form is generally 
used to develop a series of constants w hich provide resultant applied loads determined 
from raw balance outputs. The typical form of this math model is the equation shown be- 
low, a 2nd order polynomial expansion in six variables. This form of equation is the typical 
6x27 matrix (27 constants required to solve for each of the 6 components). 


6 6 



7=1 7=1 


7=1 *= 7+1 


Fi>Fp F k 
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Computed Load 
Balance Channel Readout 
Linear Coefficient 
Squared term Coefficient 
Cross-Product Coefficient 



Figure 1 - The conventional method of bal- 
ance calibration uses dead weight, cables 
and and pulley’s. 


To obtain the highest quality data during test, 
great care is exercised in both the design of 
the balance and the calibration methods. 
Presently, the most commonly used method of 
calibration consists of the manual application 
of dead weight. Calibrated increments of 
dead weight are applied to the balance at pre- 
cise locations relative to the balance moment 
center. Prior to taking each data point, the 
balance is typically loaded and re-leveled to 
establish the load vector direction. This proc- 
ess is used for both positive and negative 
loadings at various stations along the balance 
centerline (thus applying moments). 

If the balance has interaction sensitivity be- 
tween components, combined load effects 
must also be developed. To determine these 
effects, two (or more) components are loaded 
simultaneously using a cable and pulley or 
bell crank system. Great care must be exer- 
cised to align and re-level during combined 
loadings; misalignments cause the resultant 
applied load vectors to deviate from target 
input values resulting in errors in developing 
the constant matrix set. These errors are un- 
detectable without performing an additional 
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calibration using a different process, or repeating the same calibration after fully disas- 
sembling the calibration fixture. Figure 1 shows a typical set-up for manual calibration of 
a wind tunnel balance. In this calibration, a combined load including normal force, pitch- 
ing moment and rolling moment are applied using a cable-pulley system. Prior to acquir- 
ing each data point, the balance must be re-aligned to ensure that the loads are perpen- 
dicular to the balance reference axis. 

The manual process of dead weight loading is tedious and labor intensive typically con- 
sisting of between 250 and 800 individual load points. It usually requires two or more ex- 
perienced calibration technicians 2 to 4 weeks to complete. The excessive resources re- 
quired for manual calibration inherently prohibits studies on calibration repeatablity. 
These practical calibration limitations have hampered the ability of the balance design en- 
gineer to fully explore the sensitivities of the balance system to combined load terms, limit- 
ing the development of the math model to combined order terms of two with limited 3rd 
order terms. 

Use of Automated Calibration Machines 

The use of automated calibration systems provide the ability to quickly and easily apply a 
wide variety of loadings. Both single component and combined loads (of any combination) 
are applied with the same ease and process resulting in a constant uncertainty for the cali- 
bration process. 

The automatic calibration system used to acquire data for part of this study was the Auto- 
matic Balance Calibration System (ABCS) developed by Israel Aircraft Industries. The 
ABCS is a fully self-contained and integrated 6 degree of freedom calibration system capa- 
ble of performing all tasks required for the balance calibration process (see Figure 2). The 
machine applies a force to the balance using hydraulic actuators. Precision load cells and 
high resolution optical sensors are used to determine applied load vector magnitude and 
direction. Load position is determined from mechanical measurements. 

The ABCS is based on a non-repositioning 
principle. The applied force actuators are al- 
lowed to move as a result of balance deflection. 
The position of the deflected balance is meas- 
ured relative to the fixed end of the balance 
axis using six (6) 0.5 micron incremental opti- 
cal linear displacement gages. By measuring 
this deflection, the applied force vectors may 
be established mathematically. The calibration 
machine is further described in reference (1). 

Contribution of Error Sources to the Calibra- 
tion Process 



Figure 2 - The Automated Balance Cali- 
bration System used to develop the calibra- 
tion data. 
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It is important to understand the contribution of the uncertainties of the calibration proc- 
ess to the total uncertainty of the force measurement system in use. These error sources are 
identified and shown in Figure 3. Typically, the calibration process errors are grouped to- 
gether and are difficult to differentiate. In most cases, the end user may not be concerned 
with the relative contribution of each of the error sources; the combination of sources re- 
sult in bias errors which are propagated to the wind tunnel data. However, the relative 
contributions are important to the balance designer or calibration laboratory. 



Figure 3 - Uncertainty sources for the wind tunnel balances include physical as well as non- 
physical errors. 


The Calibration Process errors may be categorized as either physical or mathematical er- 
rors. The physical error sources include uncertainties resulting from precision and bias 
errors in the application of calibration load vectors (magnitude, direction and location). 
Other sources of physical error include hysteresis, drift and repeatability (resulting from 
temperature changes, dynamics, calibration technique or other physical phenomena of the 
balance). 

The mathematical error sources result largely from the experimental math model used to 
characterize the performance of the balance. The selection of the input load sequences 
used to develop the calibration math model, the checkloads used to evaluate the perform- 
ance of the math model (robustness), the form or order of the matrix, and the regression 
technique all contribute to the creation of ‘standard errors’. These ‘standard errors’ (the 
standard deviation of the difference between applied load and calculated load) are rou- 
tinely propagated to the wind tunnel test experiment as bias errors and are used as 
‘goodness’ measures of the calibration and balance. 

The Matrix Form and Math Model commonly used for Wind Tunnel Balances 
While there is currently no standard practice for calibration and implementation of a math 
model to characterize a balance, most facilities use some form of multi-variable matrix 
model. The form described previously (a 6x27 matrix) is the most common; however, a 
number of adaptations have been developed such as, adding cubic terms (a 6x33 matrix) or 
absolute value terms (a 6x96 matrix). 
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Global least squares regression processes are used to define optimum constants necessary 
to fit the balance output to the applied loads. Once these constants are established, the 
calibration ‘goodness’ is generally checked by back-calculating the loads from the original 
calibration dataset and comparing those with the actual applied loads. The difference be- 
tween applied loads and calculated loads (average error) and the standard deviation of 
these errors over the total data set are then used to measure how well the math model fits 
the calibration data set. 

It is important to recognize that the math modeling process can only provide an optimum 
solution to fit data in the calibration set. How well that math model fits data which is not 
contained in the calibration set is dependent upon the selection of applied loads and the 
form of the math model. The robustness of a calibration can only be determined by devel- 
oping a set of check-loads which are not contained in the original data set. 

The 6x27 form commonly used is an expansion of two variable combinations of a possible 6 
components and requires a minimum of 27 independent data points (6 components per 
data point) to solve for the necessary constants (300-800 points are common). When per- 
forming the matrix algebra, it is important that the data points are independent. If an it- 
erative technique is utilized, a singularity will exist during matrix inversion. Whereas, if a 
non-iterative technique is used, an improper solotion will be generated. 

If only 27 data points were provided to develop the matrix, the back-calculations would 
show a standard error of 0% since the model would fit all the calibration data. As addi- 
tional data points are added (over defining the problem), the standard errors will rise as 
the model adjusts (linear regression) to compensate for the additional information. It 
seems that selecting a minimum number of calibration points appears to give favorable 
back-calculated results. However, it is important to recognize that a calibration completed 
with this few data points will provide misleading calculated loads when load conditions de- 
viate even a small amount from the original calibration loadings. Selection of the calibra- 
tion load points (number of points, distribution of points and combinations) is critical to 
developing a characterization that accurately models the performance of the balance over a 
wide operating range. 

The Selection of Calibration Loads 

The selection of calibration loads is one of the most important elements in the balance cali- 
bration process. Ideally, the balance would be calibrated over only those loads expected 
during a specific test program. However in general, calibrations are performed for univer- 
sal usage and frequently are used for years, perhaps with only limited check loads applied 
for verification during the interim. 

The minimum number of calibration points required to characterize the balance is related 
to the selection of the math model. A 6x27 matrix requires 27 independent data points. 
Higher order models, 6x33 for instance, require 33 data points. Equally important, the 
calibration data points must include sufficient loads to characterize all the terms used in 
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the math model. If the math model includes a NF-AF combination term, non trivial data 
must be provided which combines NF and AF. 

If insufficient combination term calibration loading data is provided, and the regression 
process manages to provide a solution (very possible if there exists interactions about the 
zero point), the combined load term constant will be highly erroneous. Yet, by examining 
the back-calculated results, the standard errors and bias may be quite acceptable. The er- 
roneous constant may only be detected by applying check loads not included in the original 
calibration load set. 

The distribution of the calibration data points is also important. Should the distribution of 
points be imbalanced (skewed toward a certain load level), the resulting slope will also be 
skewed, since the global least squares process equally weights each point. For example, as- 
sume the axial force is calibrated from 0 to full scale and back to 0 in 20% increments, rep- 
resenting 11 data points. Combination loads (perhaps 100 data points) performed on other 
components while holding axial at full scale will skew the development of the axial primary 
slope and force the interaction scatter errors into the primary slope of axial force. 



3 Normal Fore* Side Fore* Axial Forca 



Pitching Mommt Yawing Moment Rolling Moment 


Figure 4 - Typical 285 point calibration histogram of axial force showing the frequency of oc- 
currence of each loading condition. Note that the y-axis is normalized by the count of the 
maximum occurence. 


Figure 4 illustrates the distribution of data points for an actual calibration sequence of 285 
data points. Notice how the load sequences are distributed. Full scale axial force occurs 10 
times more often than the incremental loadings of axial; in addition, axial is loaded in only 
one direction. The resulting scatter in axial data at full scale (caused by interactions), will 
shift the slope of the primary constant and force the incremental data to accommodate 
higher errors in the curve fit. Some calibration labs reduce this effect by using a subset of 
the loads to determine the linear coefficients. Figure 5 illustrates the same histogram 
(distribution of data point frequency) for a 1322 point calibration sequence. Note that the 
distribution of data points is more balanced. 

Larger numbers of well distributed calibration points will produce a better characteriza- 
tion of the balance. It should be noted that these larger calibration sequences will lead to 
higher standard errors when comparing back-calculations. However, the true standard 
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Figure 5 -A 1322 point calibration has a balanced distribution of data point occurences thus pro- 
viding a more balanced constant solution. 

errors resulting from wind tunnel test data will be much smaller due to the increased ro- 
bustness of the math model. 



288 729 1322 

points points points 


Figure 6 - Illustrates how both a 288 
point calibration and a 729 point 
calibration compare with a 1322 
point calibration (back-calculated 
RMS results). 


Comparisons between calibrations with differing ap- 
plied loads (285 points, 729 points and 1322 points). 
To illustrate the differences between calibration 
sizes, we compared the standard error results for dif- 
fering calibration load schedules. The standard er- 
ror back-calculated results of a 288 point calibration 
and a 729 point calibration were compared with 
those of a 1322 point calibration (see Figure 6). As 
expected the smaller calibration files generally pro- 
duced smaller standard errors, resulting from back 
calculated data. The more data used to develop the 
matrix sensitivities, the more degrees of freedom are 
characterized. The 1322 point calibration signifi- 
cantly over-defines the problem thus leading to 
higher back calculated standard errors. 


The largest calibration (1322 points) represents an even distribution of data points over the 
full scale range of the balance. The smaller calibration sets, while replicating many of the 
exact points in the 1322 point file, also contain an imbalanced distribution of data points. 


While higher order calibration schedules will increase the standard errors of the back- 
calculated results, the calibration will be more robust to higher order terms and thus, will 
more accurately reflect performance of the balance during wind tunnel testing. To illus- 
trate this, a solution of the calibration data from the large calibration set (1322 points) us- 
ing the matrix for each of the smaller sets (288 and 729 point calibration) was performed. 
Because the 1322 point set contains a large number of load conditions not included in either 
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Figure 8 - Cross comparing the standard 
errors by running the large data set (1322 
points) through each of the smaller data sets 
(288 and 729 point) illustrates how the 
smaller sets are less robust to data not in- 
cluded in the original calibration matrix. 
Note that the 1322 point data set contains 
only 2 component combined loads. 


of the smaller sets, the model is required to 
extrapolate. Thus, the standard errors re- 
sulting from the cross-comparison are higher 
than back calculations (shown in Figure 8). 


Effects of Combined Loads and use of check 
loads to validate calibration quality 
(robustness test) 

The intent of the calibration process is to pro- 
vide a math model which accurately and re- 
liably predicts the applied loads from balance 
outputs (ie: develop a robust calibration). 

One way to test for calibration robustness is to 
acquire multi-component check load data 
which was not included in the data set used to 
develop the original matrix constant set. The 
standard errors from these check loads can 
then be used to develop confidence levels in 
the ability of the math model to characterize 
the balance. If the results of the check loads 
are consistent with those from the back- 


calculations, then the calibration could be considered robust. However, these results are 
highly dependent on the check loads selected. It is desirable to acquire 3,4,5 or 6 compo- 
nent combined loads for check loads. 


both manual and automatic calibrations are 
shown in 

Figure 7. While the back-calculated data from 
the applied data set containing only single and 
two component loadings shows nominal stan- 
dard errors around 0.05%, these errors are 
higher for three component check loads and 
significantly higher for six component check 
loads. 
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Figure 7 - RMS Check load errors resulting 
from combined loadings illustrates the limi- 
tations of the math model to account for 
higher order relationships between compo- 
nents. 


These check load errors are indicative that the 
characterization process (the applied calibra- 
tion loads combined with the math model) are 
not robust to multi-component combined loads. 
These results illustrate that while initial cali- 
bration shows the balance to perform near 
0.05% (for back calculated data), errors 3 to 5 
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times these values are likely during combined load conditions. This is disturbing since 
ty pical wind tunnel test programs always include 6 component combined load terms, even 
during the simplest of test programs. 

Limitations of the math model 

The typical math model used to characterize the balance considers terms with a maximum 
combination of two components. Additionally, the form of the equation is generally limited 
to second order. If a balance contains higher order or multiple combined order terms 
(relationships which could be characterized by combinations of three, four or even six 
components), these relationships can not be represented by the math model and show up as 
precision (scatter) errors. 


The problem is illustrated in Figure 9. These higher order combinations may be dealt with 
in two ways; the math model can be left unchanged or the influences of the higher order 
and multiple combined load terms can be incorporated. If the form of the math model is 
not modified and should combined loads exist during testing which were not part of the 
original calibration matrix, conventionally accepted uncertainty bands placed on the 
original calibration can not represent the accuracy of the balance with any degree of 
mathematical certainty (refer to the Test Process portion of Figure 9). 
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Figure 9 - A cauorauon loan set limited to combined load cases with two components will not accu- 
rately model an applied load population containing 6 component combined load terms. Therefore, 
confidence intervals developed using commonly accepted practices are not valid 


However, the additional combined load terms can be added to the data set used to develop 
the original constants; this will incorporate the influences of these higher order relation- 
ships and the resulting standard errors (which will be substantially higher than those de- 
veloped using 2 component combined load calibration approaches) can be accepted. This 
process provides a more accurately defined balance. 
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Calibration Process 


Test Process 


6. component 
Standard Errors 


Figure 10 - By increasing the order of the input calibration, we can either expand our math 
model to accommodate the increased order, or use the lower order simulation and accept a 
higher, more representative error. 

The calibration quality can be improved by modifing the math model to include the influ- 
ences of high order and multiple combined load terms as required ( shown pictorially in 
Figure 10). In this way, the model provides for combinations more accurately reflecting 
those loading conditions achieved in test. Relationships not previously modeled are now ac- 
counted for as higher order combined load terms. However, substantial calibration efforts 
are required to include a large number of combined load terms. Performing these calibra- 
tions are only feasible with automated processes. This approach provides the best method 
for eliminating the bias effects of the math model, and reduces the problem to predomi- 
nantly the precision errors of the calibration process. 


Adding Additional Terms to the Calibration Model 

To verify the presence of higher order combined loads terms, a 729 point data set, with 
check load data sets containing 3 component and 6 component combined loads, was used as 
a baseline. A single three component combined term was selectively added to the original 
calibration, the resulting standard errors of the modified model were compared to those of 
the original model. The form of the equation was as follows: 


6 6 5 6 



7=1 7=1 7=1 *=/+! 


Where: 

c lmn is the additional combined load term selected from the 56 possible combina- 
tions. 

This modified form become a 6x28 matrix and the additional combined load term (using 3 
components) was developed from existing data. There were 56 combinations of three com- 
ponents to be evaluated. A new matrix was developed for each; the six component com- 
bined load check calibration data was then passed through the revised matrix. The stan- 
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dard errors for each component were compared with the check loads from the original 
6x27 matrix (without the additional combined load term). After computing all combina- 
tions (56 possible), the combination load set which provided the most dramatic improve- 
ment in standard errors was plotted. Substantial improvements could be made in most 
components by adding a single term (combining 3 components). Figure 11 shows this data 
plotted against the 6x27 baseline solution and the original back-calculated data without the 
check loads. The added term is identified as a PYA (Pitch, Yaw, Axial) combination. No- 
tice that by adding the PYA term, the standard errors from the 6 component check loads 
were reduced significantly. 

It is noted that there was no improvement in the standard errors when the combined load 
term was a cubic form of a single variable (ie: NF 3 ). This was also true of second order 
combinations with two variables (ie: NF 2 *AF). This would seem to indicate that the rela- 
tionships do not require higher order curve fits and that the improvements may be made 
by including first order combined load terms. 

Adding 4 combined load terms and six combined load terms was also explored. The results 
were inconclusive since there was insufficient data for these additional terms to be gener- 
ated. Additional calibration loads were required to evaluate the potential for improvement 
when adding these terms. 


— x— 6 Comp Check Loads 



NF PM SF YM RM AF 


Figure 11 - By adding a single combination term, in this case a PYA term to the matrix 
model, standard errors for each component could be reduced. (The matrix was developed us- 
ing the 729 point calibration file and standard errors are plotted using six component check 
loads). 

Conclusions 

The calibration processes the industry has used for over 50 years must be re-evaluated. 
The use of standard error methods, prediction levels, and uncertainty practices on the 
presently accepted calibration loading files and second order math model do not represent 
the combined loading environment to the degree that is indicated. Futhermore, the selec- 
tion of applied calibration loads has a strong influence on the performance of the calibra- 
tion model. 
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This evaluation shows that the calibration process must include multi-component load se- 
quences tailored specifically to the loads expected in test. While the quality of calibration is 
dependent on the calibration process (manual or automatic), the selection of the math 
model and input calibration loads has an equally large effect on the quality of the resulting 
calibration. 

Additional investigation is required. Experiments must be developed to define a ‘best- 
practice’ math model for use in the calibration problem. Additionally, calibration load se- 
quences must be defined to ensure the highest quality data in the range of interest during 
testing. 
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Abstract 

The „German-Netherlands Wind Tunnel" (DNW) is a modem large atmospheric Low 
Speed Wind Tunnel. The tunnel is equipped with a six component external balance 
and with a tail sting mounting. During the construction period of this tunnel in 1978 a 
request for proposal for an Internal Balance was published and in 1984 and 1989 
two additional balances were purchased. For all three balances VFW in Bremen (now 
Daimler Benz Aerospace, Deutsche Airbus GmbH) got the contract. 

These balances were a large step forward with respect to size, ranges and required 
requested accuracy. For design and fabrication of the balances the technology of the 
electron beam welded balance, which was invented at VFW, was used. 

The first balance (designated „W 605“) had conventional cone joints for sting and 
model attachment. The two other balances (designated „W 608“ and „W 616“) were 
designed with flange joints. 

The large size of these balances allowed the application of rather large strain gages, 
which resulted in excellent stability of the measurement. Combined with the excellent 
stability and accuracy of the signal acquisition electronics of the DNW thermal effects 
were observed. Especially the influence of spatial thermal gradients reduced the 
accuracy. So as a combined effort of VFW and DNW some research on correction of 
thermal effects was performed. The result finally was a force measuring technology in 
the DNW with outstanding accuracy and reliability. 
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1 . 


Introduction 


The „Deutsch-Niederlandischer Windkanal“ (DNW) was designed and constructed between 
1976 and 1980. The DNW is a large subsonic atmospheric wind tunnel with four exchangeable 
test sections : 


Max. Speed 

6 x 8 m 2 90 m/s 

6 x 8 m 2 110 m/s 

6 x 6 m 2 145 m/s 

9,5 x 9,5 m 2 62 m/s 

For force testing the tunnel is equipped with a six component external balance and with a tail 
sting mounting for Internal Balances. For more details see [1], 

In 1978 the DNW sent out a Request for Proposal for an Internal Balance. This competition was 
won by VFW with the proposal internal Balance W 605“. 


Open test section 

Closed (or slotted) test section 

Closed test section 

Closed (or slotted) test section 


2. Balance W 605 

The specified Load Ranges (for simultaneously acting loads) for this balance were : 


Axial Force 

X 

= 

12.500 

N 

Side Force 

Y 

= 

12.500 

N 

Normal Force 

Z 

= 

30.000 

N 

Rolling Moment 

Mx 

= 

9.000 

Nm 

Pitching Moment 

My 

= 

11.500 

Nm 

Yawing Moment 

Mz 

= 

9.000 

Nm 

Maximum Diameter 

D 

= 

200 

mm 

Maximum Length 

L 

= 

1.250 

mm 


An extraordingly high accuracy was requested for this DNW balance. 

Fabrication of a balance of this size was absolutely new territory at VFW. Some time before the 
technology of the electron beam welded balance was developed at VFW. With this concept the 
balance is fabricated from several parts, which are assembled by electron beam welding. With a 
correct selection of the material and with a sophisticated heat treatment the strength and other 
properties of the material are perfectly restored in the welding seam, so this fabrication method 
gives complete freedom in the design of the structure and the resulting balance behaves 
exactly like a one piece balance. One of the first balances fabricated with this method was the 
roll and spin balance W 64. Details of the fabrication steps are shown in the Figures 1 to 3. 
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Figure 1 shows the parts of the 
balance before welding. The two 
main parts are already clamped 
together by two screws in their posi- 
tion to each other. The two other 
parts are the „spring plates 1 *. Figure 
2 shows the balance right after the 
welding process. The balance is as- 
sembled by four straight welding 
seams between the outrigger beams Figure 1 : Parts of balance W 64 before welding 



and the spring plates. 


Figure 3 shows the appearance of 
the finished electron beam welded 
balance. Only some remains of the 
welding seam at the inner edge 
between outrigger beam and spring- 
plate shows the fabrication proce- 
dure of this balance. The result is a 
de facto one-piece balance. We 
decided to fabricate the first DNW 
balance W 605 according to this 
principle regardless of its much 
larger size. Nevertheless we ran into 
problems, since at that time the per- 
formance of the available electron 
beam welding machine was limited. 

The new DNW balance W 605 was 
designed as a conventional double 
bending beam. The bending posi- 
tions were designed as cages for 
maximum stiffness. Maraging 300 
was used for this balance. Figure 4 
demonstrates the principle design. 



Figure 2 : Balance W 64 after welding with mounting 

screws still attached 



Figure 3 : Finished Central Part of Balance W 64 



Figure 4 : Design of Balance W 605 
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Figure 5 shows a cross section of this balance. The total 
required depth of the welding seam was 22 mm. It 
proved to be impossible to achieve a welding with the 
electron beam welding machine available at the com- 
pany at that time. So we used a special welding seam 

design. The necessary depth of 
the seam was achieved in two 
welding steps, see Figure 6. A 
first welding was applied, which 
covered only the inner part of the 
parallelogram spring plate. Then 
a strip of the same alloy was 
inserted and the welding was 
completed with two additional 
welding seams at the outer part 
Figure 6 : Welding of the spring plate, 
seam design of W 605 




Figure 5 : Cross Section of W 605 


Certainly we ran a considerable risk with 
this welding design. Nevertheless it 
worked quite well. The very low hystere- 
sis of this balance observed during the 
calibration showed, that the welding 
design was totally successful. 

Figure 7 shows the parts of this balance 
including the strips for the double welding 
seam. Please note, that the spring plates 
are finally machined including all the 
springs and the axial force element. 

Figure 8 shows the balance after weld- 
ing, heat treatment and final finishing of 
all outer surfaces. One disadvantage of 
this fabrication process is not visible in 
this photograph. The spring plates were 
slightly distorted by the welding process. 

Although the distortion was within the 
limits and barely visible to the naked eye 
we wanted to avoid this in further 
balances. So for all balances fabricated 
after the W 605 we used a slightly differ- 
ent fabrication sequence. 

The spring plates are fabricated prior to 
welding as closed and solid plates. The 
inner surface of the plates are machined 
to the final depth of all elements visible 



Figure 7 : Parts of Balance W 605 



Figure 8 .: Balance W 605 ready for gaging 
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later in the parallelogram. Nevertheless the springs and the axial force sensor arrangement are 
still parts of a solid plate. After welding and heat treatment all external surfaces of the balance 
are machined. During these fabrication steps the spring plates are still solid plates, so the 
balance is a very rigid body and machining forces are no problem. Springs and axial force 
sensors are fabricated as the last step of machining milling and/or EDM from the outside. With 
this procedure the distortions due to welding are much reduced. 


3. Balance W 608 

In 1984 the DNW sent out another request for proposal for a strain gage balance, which in size 
was very similar to the W 605. VFW won this competition with the proposal „Balance W 608“. 
The specifications for this balance were : 

Load Ranges (for simultaneously acting loads) : 

Load Ranges „A“ Load Ranges „B“ 


Axial Force 

X 

= 

12.500 

N 

X 

— 

20.000 

N 

Side Force 

Y 

= 

12.500 

N 

Y 

= 

6.250 

N 

Normal Force 

Z 

= 

30.000 

N 

Z 

- 

50.000 

N 

Rolling Moment 

M x 

= 

9.000 

Nm 

M x 

= 

4.500 

Nm 

Pitching Moment 

M y 

- 

11.500 

Nm 

M y 

= 

15.000 

Nm 

Yawing Moment 

M z 

= 

9.000 

Nm 

M z 

= 

4.500 

Nm 


The load range combination W was identical to the load ranges of balance W 605. The load 
range combination „B“ was defined for testing cases with very high longitudinal loads and 
restricted lateral loads. A design study demonstrated, that for a balance design according to 
load ranges JK U the load ranges „B“ are included in the safe overload ranges. So both load 
range combination could be fulfilled easily with one balance design and separate calibrations for 
both cases. 


The balance was designed 
from the very beginning for the 
use in combination with a 
force free air-bridge to 
transmit drive air to the engine 
simulators (TPS) of the model. 
To provide enough space in 
the model for the drive air 
ducts, the balance length was 
limited. So for the model and 
sting joints of this balance 
flange joints were used. Apart 
from the shorter length the 
mounting procedure with 
flanges is simpler than with a 
cone joint. 



Figure 9 : DNW-Balance W 608 
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The structural design of this balance is very similar to the balance W 608. One important differ- 
ence is, that in the meantime a more powerful electron beam welding machine became avail- 
able. So in this balance the welding was done with a single welding seam only with a depth of 
20 mm. The other difference is the fully symmetrical coupling of the axial force bending beam. 

The body diameter of the balance W 608 is 200 mm and the maximum flange diameter is 218 
mm. Total length is 1.000 mm. 


4. Balance W 616 

The third balance was acquired by DNW in 1990 and again the company, now called DASA 
Deutsche Airbus GmbH, won the contract. The load ranges were chosen for sensitive 
measurements with slightly smaller models. The specification was : 



Axial Force 

X = 

6.500 

N 

Side Force 

Y = 

10.000 

N 

Normal Force 

Z = 

20.000 

N 

Rolling Moment 

Mx = 

4.500 

Nm 

Pitching Moment 

My = 

7.500 

Nm 

Yawing Moment 

Mz = 

3.000 

Nm 


Maximum Diameter D 


150 


mm 


Maximum Length 


700 


mm 


Also this balance was a conven- 
tional design with cage bending 
positions. For optimum accuracy of 
axial force measurement the spring 
parallelogram was designed with a 
large number (9) of springs. The 
axial force bending beam was 
designed as a trapezoidal beam for 
near constant bending stress. Also 
this balance was fabricated as a 
welded balance; the single welding 
seams had a depth of 14 mm. 


Figure 10 : DNW-Balance W 616 
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5. Accuracy of DNW Balances 


For the accuracy of the DNW-baiances very high standards were required. For a precise specifi- 
cation of the accuracy the following formula was specified between the DNW and VFW already 
for the first balance W 605 : 


8 t < 0,001 • 





F n 


K 

. 

a , + 7, 



l 


n= 1 

F 

n,max 



with 


8i tolerated error in component „i“ related to Fj 

Fj specified load of component „i“ 

a* accuracy coefficient of component „l“ 

F n actually acting load in component „n“ 

Fn.max specified load of component „n“ 


This formula takes into account, that balance accuracy is reduced by simultaneous acting 
components but is valid for a single acting component as well. The accuracy coefficients are : 


Accuracy Coefficients 

W 605 , W 608 

W 616 

a x 

1,5 

1,2 

a Y 

1,7 

1,1 

a z 

1,3 

1,0 

3mx 

1,5 

1,4 

aMy 

1,0 

1,2 

3mz 

1,0 

1,4 


The repeatability was specified to be better than 1/3 of the specified accuracy. All DNW- 
Balances fulfilled this accuracy specification. 


6. Calibration Procedures 


When the first of the DNW-Balances was designed and fabricated, calibration equipment for 
balances of this size was not available at VFW. So a calibration rig for loads up to 5 metric tons 
was designed and constructed in a very short time. Since the preparation of a calibrated dead- 
weight set up to 5 tons seemed to expensive, the calibration loads were generated by rough 
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dead-weights and the loads were measured by high precision load cells between the balance 
loading sleeve and the dead-weight. 

For the balance 605 the calibration loads were generated by a very comfortable procedure. Fuel 
oil tanks with a total capacity of more than 3000 litre’s were mounted on a lightweight platform. 
The platform with the empty tanks was carefully weighted and attached to the loading sleeve as 
the first loading step via a high precision load cell. The dead-weight was increased and 
decreased by pumping water into the tanks or by draining the tanks. 

When the balance W 608 asked for a calibration load up to 5 tons, the available space in the 
calibration rig was not sufficient for the water tanks, so the dead weight was made from iron 
blocks, which were loaded by a simple mechanic device. 


Figure 11 shows the 
balance enclosed by the 
loading sleeve in the 
Deutsche Airbus calibration 
rig. Unfortunately this 
calibration rig is erected so 
tightly in a building, that it is 
nearly impossible to get a 
good total photographic view 
of this calibration rig ! 

Balance Calibration in this 
manual rig is very time 
consuming. The procedure 
results in excellent calibra- 
tion accuracy if the calibra- 
tion is done with utmost care 
and patience. So a lot of 
man power is consumed for 
a complete calibration. 



Figure 1 1 : Balance W 608 with Loading Sleeve in the 


Calibration Rig 


The balance W 605 was 
recalibrated in the same rig 
after nearly 10 years of use in the DNW. The result of this recalibration was remarkable for two 
aspects. The calibration matrix was very close to the original matrix, so the stability of the 
balance and especially the long term stability of the strain gage application was excellent. 


The second remarkable result was that the total scatter of the calibration results in terms of 
standard deviation was clearly improved in the case of the second calibration. We assume there 
are two reasons behind this efFect. The first effect may be the improved experience of the cali- 
bration crew. Nevertheless the results indicate, that the hysteresis of the balance was lower in 
the second calibration. Obviously the internal hysteresis of the balance material is reduced by 
years of balance utilisation. The balance, at least the balance body, becomes better by the 
years like a good wine. Unfortunately is was not possible to separate the two mentioned effects. 
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7. Thermal Effects 


During a typical measurement of the high-lift performance of a transport aircraft in the atmos- 
pheric test section of the DNW the wind-on runs of about half an hour are succeeded by wind- 
off activities for the change of slat and flap elements or other model parts. These model 
modifications last typically also half an hour. As a consequence of this wind-on/wind-off 
sequence an up and down drift of the wind tunnel air temperature during a test is unavoidable 
although a heat exchanger is used to stabilise the temperature. 


© 


© 



The temperature variations of the order of magnitude of three centigrade per hour are expe- 
rienced by the internal balance in the following manner: by the metallic surface of the model 
heat will be picked-up from the test section air and conducted via the model structure to the 
balance. Through the balance the heat is conducted to the sting support which is connected to 
structures which normally have a temperature level lower than the test section air. This heat 
transport through the balance has been addressed as being the cause of a significant drift of 
the balance axial sensor readings which was observed during wind-off periods when the tunnel 
was stopped after a 
measurement. The reason 
for this must be a small 
deformation of the axial 
load measuring element 
as a consequence of the 
heat flux through the 
extremely non-homogene- 
ous mass distribution of 
the balance body. This 
deformation is sensed by 
the strain gages as 
mechanical stress although caused 
thermal gradients inside the balance. 

In order to provide the possibility 
separate the thermal effects from 
mechanical stresses caused by 
aerodynamic loads which should be meas- 
ured a distribution of 16 temperature 
sensors has been installed at the balance 
W605. 6 of these sensors are located on 
the centre line, 5 each at the axial load 
parallelograms at both sides of the balance 
body, see Fig. 12. The output of these 
sensors was calibrated against the R1 drift 
during representative heating/cooling tests 
with the balance. The Figs. 13 and 14 show 
the non-linear and non-symmetric 
behaviour of the local temperatures 
together with the drifting R1 signal during a 


by 

to 
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Figure.13 : Temperature Drift Calibration 


49 


calibration cycle. From this calibrations it became obvious that there exists no simple correlation 
between the temperatures and R1 which could be used for correcting the R1 drift by using a first 
and a second zero measurement and assuming a linear drift between them during the wind-on 
measurements. In order to cope with the observed non-linear behaviour a relatively simple 
deformation hypothesis of the balance body was created to correlate the distributed 
temperatures with local lengthening or bending of the four main parts of the balance body, see 
Fig. 12. A formulae containing a set of 1 1 linear combinations of subsets of the 16 temperatures 
with calibrated constants [3] was found to be an optimum representation of the actual 
deformation of the balance due to the drift of the local temperatures relative to the zero 
measurement. For the evaluation of the constants a comprehensive calibration data base was 
analysed with the aid of a least square method. 

In Fig. 14 the correction of the R1 reading using this formulae is shown in comparison with a +/- 
.03% error bandwidth for R1 . A resolution of .02 centigrade is necessary for the measurement of 
the PT 100 sensors to come out in this error band. 



Figure 14 : Correction of Axial Force Signal Drift 


8. OPERATIONAL ASPECTS 

Since the model weight is distributed over all components of the internal balance load during 
aerodynamic tests with varying attitude of the model the balance measurements have to be 
corrected for this weight influence. This means for example that the axial load of the balance 
which is the main contribution to the drag has to be corrected by a term w ■ spangle of attack) . 
Since the weight W is relatively large for typical models at DNW the high accuracy desired for 
the drag evaluation asks for a very accurate angle of attack determination. For this reason at 
DNW a set of inclinometers is located on a stiff platform mounted to the model flange of the 
balance. At the beginning of a test the misalignment of this platform against the balance refer- 
ence plane and the misalignments of the balance plane against the model reference co- 
ordinates are calibrated very carefully to reach the desired angle of attack accuracy of +/- .015 
degrees. 
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During measurements with turbine driven engine simulators (TPS) mounted to an aircraft model 
compressed drive air has to be conducted over the balance from the non-weighted to the 
weighted part of the model structure. This is done at DNW with so-called airline bridges, see 
Fig. 15, which are combined from low reaction flexures. The small residual reactions of the 
balance on the bridges have to be calibrated dependent on the pressure and the temperature of 
the drive flow through the air lines. From this and the calibration of the stiffening effects of the 
bridge system corrections of the balance measurements are available during a test. To 
guarantee for the accuracy of this calibrations for more than one model assemblage the balance 
and the bridge structure as separated units are combined mechanically via interface planes at 
the balance body which allow for an accurate reproducing mounting, see Fig. 15. 

In order to avoid an increase of the aforementioned thermal problems the balance body has 
been isolated from the air lines by a cylindrical shell which shields the balance against heat 
conduction and radiation. 

All these measures have been necessary to take full benefit of the excellent accuracy and 
repeatability characteristics of the large balances during more than ten years of operation at 
DNW. 
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Figure 15 : Balance W 608 with Low Reaction Air Bridge 
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9. Summary 


The large size of the Internal Balances for the DNW was a special challenge for the balance 
technology. Regardless of the large dimensions the electron beam welded balances concept 
was successful also for these balances. 

The large dimensions allowed the application of relatively large strain gages with excellent 
stability, so the very high accuracy requirements were met. Nevertheless due to the large 
dimensions of the balances thermal effects developed, which reduced the accuracy. So a 
sophisticated temperature gradient correction was developed. 

For tests with TPS engine simulation force free air-bridges were developed for use together with 
these balances. 
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RECENT ADVANCES OF WIND TUNNEL BALANCE TECHNIQUES IN CARDC 


HE Dexin GU Xingruo 

China Aerodynamics Research and Development Center 
Mianyang, Sichuan, P.R. of China 


ABSTRACT 


This paper gives a brief introduction to different kinds of wind tunnel balances, calibration 
machines and their applications in CARDC. 


INTRODUCTION 


Founded in 1968, China Aerodynamic Research and Development Center (CARDC ) is a 
national establishment for aerodynamics research. Extensively research on the fields such as 
aeronautics, astronautics and wind engineering by three major means of wind tunnel tests, numerical 
calculations and model free flight tests. 

At present, CARDC is equipped with over 30 aerodynamic and aerothermodynamic test 
facilities with the speed range covering low speed through high speed to hypervelocity among which 
are: 8mx6m/12mxl6m, 4mx3m, <t>3.2m low speed wind tunnel, 1.2mxl.2m and 0.6mx0.6m trisonic 
wind tunnels, O0.5m hypersonic wind tunnel; 02m and <t> 0.6m shock tunnels, <t>0.6m hypersonic 
propulsion wind tunnel, O0.3m low density wind tunnel, arc heaters and arc-heated wind tunnel, 
200m free-flight ballistic range and under building 2.4mx2.4m transonic wind tunnel being under 
construction ect.. Table 1. The simulation abilities are: Mach number M=0. 015 ~ 24, Reynolds 
number Re/m=2xl0 4 ~ 1 0 9 , altitude H=0 ~1 14 km, total pressure po=1.0xl0 5 Pa ~ 65 MPa, total 
temperature To =823 ~ 700 K, enthalpy E=4 ~ 25 MJ/Kg. 

In various kinds of wind tunnels and test facilities, mechanical balances, strain gauge balances, 
piezoelectric balances, special balances and the correspondent calibration machines are set up. 


MECHANICAL BALANCE 


In 1.4mxl.4m, 4mx3m and <t>3.2m low speed wind tunnels, each is equipped with six 
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components platform or pyramidal balances. The twin-ring pull-press strain elements are used in both 
kinds of balances, this avoids the nonlinear problem due to large loads when only single-ring strain 
elem ent is used. 


CONVENTIONAL STRAIN GAGE BALANCE 


Up to now, there are over 100 conventional strain gage balances used in wind tunnels and test 
facilities in CARDC. These balances have been classified into series according to sizes and designed 
loads. 


Box Balance 


Box balances used in low speed wind tunnels are mainly internal balances. Their dimensions 
range from 200mm (length) x70mm(width)x50mm(height) to 550mmxl60mmxl30mm. The 
designed loads of normal force components range from 3~25KN. Several typical balances of these 
kind used in CARDC 8mx6m wind tunnel are shown in Fig 1. The balance is composed of a fixed 
frame and a float frame. There are seven cantilever type sensitive elements in the fixed frame on 
which strain gages are mounted. Seven elastic linkers, four in the direction Y, two in direction Z and 
one in direction X, each with elastic hinge on both ends, are used to connect the fixed frame and 
floating frame, and the floating frame is connected with the linkers of models. For the sake of two 
free degrees, the linkers can only transform press/ pull forces in direction of axles to perform force 
resolutions. In CARDC, eighteen internal box type balances have been developed since the first 
application in 1980 (table 2). The application shows that this kind of balances are high rigidity, low 
interference, and better mechanical property. The precision and accuracy are within 0.3% and 0.5%, 
respectively. So we think them to be a kind of balances with good future in low speed wind tunnel. 

In addition to the internal box type balances, CARDC has developed an external balance in 1995 
(Fig 2), which is applied to measure forces on real automobiles in 8mx6m wind tunnel. The contour 
size of this balance is 200mm(length)xl000mm(width)x500mm(height), and the designed normal 
load 50 KN. There are four load cells between the fixed and floating frames. Each of the cells can 
measure the perpendicular forces Fxi, Fyi and Fzi (i= 1 — 4), and by means of following matrix the 
aerodynamic forces and moments acting on models can be found 
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The accuracy of each component of the balance is better than 0.03% within the designed load range. 


Sting Balance 


This kind of balances are mostly used in transonic and supersonic wind tunnel tests. More and 
more usage in low speed wind tunnel is also found. The diameters of this kind of balances range from 
3.5mm to 120mm in CARDC, designed normal forces 30N~ 40kN (tables 3 and 4). For the axle force, 
I-shaped beams are usually used as measurement elements of normal forces. Sometimes flexible plates 
are used directly. For the other forces components the measuring elements usually are single or triple 
beams that are arranged symmetrically. A sting balance used in 1.2mxl.2m trisonic wind tunnel for 
full scale model tests is shown in Fig 3. 

Fig 4 shows another kind of sting balance, which can be used in force tests of store models. 
During a wind tunnel test, for example, eight balances were used and 40 aerodynamic components of 
store and store frame were measured at the same time. 


SPECIAL STRAIN GAGE BALANCE 


Hinge Moment Balances 


A variety kinds of hinge moment balances are used in CARDC in which half-model and full- 
model balances are the mostly used two types. The full-model hinge moment balances include lateral 
type(the axle of balance are perpendicular to the model’s) and longitudinal type (the axles of balance 
and model are parallel), and elastic plate type. 

A full scale tail hinge moment balance used in 8mx 6m low speed wind tunnel is shown in Fig 5. 

Fig 6 shows a lateral balance and a longitudinal balance used in 1.2m xl.2m trisonic wind tunnel 
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for the hinge moment measurements of rudder models. The advantages of the lateral balance are high 
stiffness and easy design of the drag force element. The advantages of longitudinal type are the 
efficient usage of space, the matched left and right measuring values. The disadvantages are smaller 
space, more difficult to design, mount and conduct the measuring line. 

Fig 7 shows various kinds of elastic plate type hinge moment balances used in 1.2m xl.2m 
trisonic wind tunnel for hinge moment measurement of half-model and full-model rudders. By 
combining balance and model together, the elastic plate hinge balance ascertains the overlap of hinge 
axle with balance calibration center. The normal force has less effects on the hinge moment and 
always is perpendicular to balance. These simplify the data processing. However, every angle of 
rudder requires a balance, and this is its main disadvantage. 


Dynamic Derivative Balances 


This kind of balances have been equipped in low speed, transonic, supersonic and hypersonic 
wind tunnels in CARDC. There are two types, forced vibration and free vibration type. Fig 8 shows a 
forced vibration derivative balance and its test equipment used in CARDC 4m x 3m low speed wind 
tunnel. The model can vibrate in three uncoupled freedoms, vertical, pitching and rolling , in a certain 
frequency. Digital data processing method is used to acquire dynamic derivatives of high angle of 
attack. Fig 9 shows a forced vibration derivative balance with its test equipment used in 1 .2m x 
1 ,2m trisonic wind tunnel in CARDC. This balance is used to measure the damping derivative of pitch. 
According to the mounting method, it can be divided into two types: one is single sting type, which is 
mainly used for derivative measurement of long -thin models, and another is double sting type 
composed of inner and outer shelves mainly used for the derivation measurement of aircraft models. 


Jet-Flow Balances 


The jet-flow balance systems used in CARDC 0.6m x 0.6m trisonic wind tunnel is given in Fig 
10. As a six-component ring balance, the center hole of the balance element is used to install high 
pressure jet-flow pipe and hollow balance sting. As shown in the figures, the inner side of spring beam 
at B-B section is used for axial force measurement and eight rectangular members at the A-A cross 
section are used to measure the other five load components. 


High-Frequency Base Balance 

This kind of balances are used for measuring dynamic loads on civil structures. High sensitivity 
and rigidity are required, A five-component high-frequency base balance used in 1.4m x 1.4m low 
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speed wind tunnel of CARDC is given in Fig 1 1 . A base tray cross member and shear force rod 
constitute the structure of the balance. The shear force rod elements is connected with drag and side 
force and the cross beam elements is connected with wind tunnel turntable measure three moments. 
The balance body’s natural frequency is higher than 250Hz. A six-component high frequency base 
balance used in CARDC 4m x3m wind tunnel is shown in Fig 12. This balance is composed of cross- 
shaped frame, elastic linkers, strain elements and turntable. Multi-edged frame is used as the base of 
the balance and six elastic levers are used to connect the frame and the strain elements to form a 
floating frame with six degree of freedoms. The model is fixed by the frame in test so that the 
aerodynamic force acting on the model can be resulted according to the foreseeable coordinate 
system and pass through the strain elements. 

For this balance, the static calibrating accuracy of each element is 0. l%~0.5%,the precision is 
0.3%~0.8%. The minimal scale is 0.1g~0.5g. The natural frequency is higher than 260FLz for lift and 
side force elements and 480Hz for other elements. 


Wire Suspension Balance 


To decrease the interference and increase the stiffness of support, a wire type-support system for 
high angle of attack test in CARDC 03. 2m subsonic wind tunnel has been developed. The test setup 
of the system consists of internal strain gage balance, struts, strut support, right and left columns, 
upper beam, base and transmission mechanism ( see Fig 13). The model is mounted by attaching to 
both ends of the balance which is supported in wind tunnel by 8-struts with one end connected to the 
inner rod of the balance and other connected with to the support via load cell. The two strut supports 
are placed coaxially and driven by a servo motor via transmission mechanism housed in the right and 
left columns and the base of the setup to fulfill unlimited angle of attack variation. The setup is 
mounted the turntable of the tunnel to fulfill variation of model side slip. 

To evaluate the performance of the system a delta wing-body combination model has been tested. 
Some typical results are given in Fig 14. No vibration of the model-balance-support was observed 
during the test. 


Rotor Balance 


The CARDC 8mx6m low speed wind tunnel is also equipped with a rotor/fuselage combination 
test device (Fig 15) in which a rotor balance, a fuselage balance and a torque meter is included. The 
rotor balance is a box type strain gage balance which is composed of a upper plate, seven flexible 
links, seven load cells and a base plate, Fig 16. The load cell consists of two force transducers for 
static loads and a piezoelectric transducer for dynamic loads. In the load cell two force transducers 
are arranged oppositely and preloading is applied to the force transducer unit to get symmetric output 
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characteristics. Four vertical load cells placed symmetrically to the rotor shaft are used to measure the 
thrust, pitching moment and rolling moment . Two horizontal load cells placed symmetrically to the 
rotor shaft are used to measure the side force and the moment produced by the bearing supporting the 
rotor shaft. The load cell measuring the drag is placed in the front of the balance. The torque meter is 
used to measure the torque of the rotor, but no interference to the rotor balance is induced. 

The static calibration results of the rotor balance shows the precision for all components is better 
than 0.2% and the accuracy is 1%. The dynamic calibration, except Mx and Mz components, the 
precision for other components is better than 1.2%. 

Rotary Balance 


The rotary balance testing technique is developed in CARDC 4mx3m low speed wind tunnel 
(Fig 17) to measure the overall aerodynamic forces and moments acting on the aircraft rotating round 
the freestream vector at different angle of attack and side slip wind and then to study and predict of 
the spinning and spin-recovery behavior of aircraft. 

The general arrangement of CARDC rotary balance testing system is composed of model 
support-attitude mechanism, power and transmission system, six-component balance, data acquisition 
and reduction system, and setup support. The model support-attitude mechanism consists of a model 
support strut, a carriage and a arc track.. The angle of attack and side slip of model is obtained by 
adjusting both the pitching and rolling angle referring to the body-axis-system. The model can be 
installed in wind tunnel in sting, dorsal and central support, respectively. 

The balance for force or moment measurement was specially designed with two attachments to 
connect it to the model at forward/aft end and to increase the stiffness of model support, see Fig 18. 

Rotary balance test is of a dynamic one. In the test structure vibration induced by the dynamic 
unbalance of model-balance-support system during rotation, inertial forces due to fluctuation of 
rotating speed and the noise caused by the slipping would introduce incident error and then affect the 
precision of the test results. 


Water-cooling Balance 


To decrease the temperature effects on strain gage balances in conventional hypersonic wind 
tunnel, a series of six -component water-cooling balances were developed in <J>0.5m hypersonic wind 
tunnel of CARDC, their diameters range from 20 to 28mm and normal forces range from 250 to 
2500N, table 5. 
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A typical six -component water-cooling internal balance is given in Fig 19. It consists of water- 
cooling system, balance and rear supporting sting. Firstly cooling water goes through metal flexible 
pipe out of sting into water-cooling pipe, at the heat-insulation joint the sting and the balance are 
heat-insulated, and the water go then through bellows into water cooling case, the balance itself and 
the joint part of the balance and the model being heat-insulated and cooled, and finally the water goes 
out through another bellows and a metal flexible pipe. Under the condition of water-cooling, the 
temperature of balance body can be controlled within 50°C. But for the cause of reducing 
temperature effects to output signal temperature compensation is also necessary. The temperature 
effect of every balance component after temperature compensation is generally less than 0.3% if the 
temperature of gas flow is within 80 and 600°C. 


Medium Temperature Balance 


In hypersonic wind tunnel tests, the application of medium temperature balance is one of 
methods to solve the temperature-related problems. That is taking measures to make the balance 
elements be heat-insulated. One of the measures is the application of heat-insulating house. A six- 
Component medium temperature balance used in CARDC O0.5m hypersonic wind tunnel is shown in 
Fig 20. 


Microbalance 


Recent years, three and two component external microbalances are developed and used in 
CARDC <t>0.3m low density wind tunnel , which is mostly used to simulate the flight status and 
condition of space vehicle at high altitude and speed. 

A typical external microbalance is given in Fig 21. It uses twisting moment elements through 
amplification by leverage to increase the balance sensitivity, and uses the signal of force by arm of 
force to measure aerodynamic load. The mass of sting and model burdened by balance elements can 
be trimmed to the center of elements, in this way the arm of force is zero and the mass causes no 
signal under vibration. The balance designed load: normal and axial force components is 0.002N, 
pitch moment component 0.05Nmm. The balance static calibration accuracy is better than 0.5%. 


PIEZOELECTRIC BALANCES 


There are two kinds of piezoelectric balances are used in pulse wind tunnels, one kind with 
elastic elements and the other without. The former has been used in CARDC. The structure is almost 
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same as strain gage balance except for substituting piezoelectric ceramic strips for strain gages. A 
typical piezoelectric balance used in CARDC <t>2m shock tunnel is shown in Fig 22. From the 
structure showed in the figure, it is known that all the polarized vectors of ceramic strips are 
perpendicular to the silvered strip surface. Different polarities are set for different units, plus 
piezoelectric effect is adopted to change strain into electricity. The advantages are: simple 
construction, high rigidity and sensitivity, low nonlinearity, wide load range and high frequency 
response. The accuracy is low at low frequency or after long time operation, this is the disadvantage. 

When the balance is used for force measurement in pulse wind tunnel, the inertia force signals 
due to vibration of model, balance and supporting system will be mixed with the real output to form 
actual output signals. Inertia compensation by using an accelerator is necessary for the balance except 
reducing the altitude and increasing the frequency of inertia force. 

For a real system, accurate and full compensation is hardly possible and what can be done is to 
compensate the frequency within the range of critical frequency. Fig 23 shows the compensation 
effect on output wave in the force measurement test of CARDC 02m shock tunnel. From this Figure, 
it can be seen that the output wave after compensation is coordinative to the wave of total pressure. 
At present, the piezoelectric balances have been classified into series, the balances’ cross section sizes 
range from 5mm(width)xlOmm(height) to 30mmx30mm, the designed loads of normal force range 
from 0. IN -5KN, see table 6. 


STRAIN GAGE 


The strain gages used for the balances of CARDC are developed by her own staff. There are two 
kinds of them, which have been classified into series. Except for unusual occasions, strain gage 
balances are mostly foil-based. According to the temperature, foil strain gages can be divided into 
two kinds, normal and medium temperature. The former is applied under the temperature of 80 ’C, 
and their sensitive grids range from lmmx0.8mm to 6mmx 4.2mm(length by width ), and their 
resistances range from 150-10000. Except single-shaft strain gages, there are double-shaft semi- 
bridge strain gages, its adhesive can be adjusted without pressure, those make the installation of the 
strain gages a great convenience. The working temperature of medium temperature strain gage is up 
to 250 *C . 


BALANCE CALIBRATION 


Calibration Machines 

There are 13 different calibration machines in service in CARDC. Their designed loads of normal 
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force components range from IN to 50kN. 

A automatic balance calibration machine used in CARDC 1.2mxl.2m trisonic wind tunnel has 
been developed recently. This machine is composed of following subsystems: loading, displacing, 
inspecting, controlling and measuring. Six machine-electrocith force generators in a two-dimensional 
space compose a definite space force resource system which give load to the six-component balance 
by means of single component and multi-components. The magnitude of loading is measured by 
sensors and the resolution is 0.005%. The accuracy is better than 0.02%. The displacement subsystem 
is mechanism with six degree of freedoms which can fulfill the needs of three line and three angle 
displacement to ascertain the loading adapter to be positioned in accuracy. The value of 
displacements are measured by an inspecting system composed of high accuracy vortex probes and 
the resolution for line displacement is smaller than 0.001mm, for angle less than 1". The positioning 
precision for loading adapter is ±0.02mm and ±15". 

The control subsystem works by two microcomputers to execute the six force generators and six 
degree of freedoms moving mechanism through a closed loop. High accuracy data inspecting device 
is used in the measurement subsystem for the measurement of loading weights, balance outputs and 
displacements. One computer is used for the administration of control and measurement subsystems. 

Fig 24 shows a full automatic reposition compensation balance calibration machine with six 
freedoms used in CARDC <t>0.5m hypersonic wind tunnel. The machine is equipped with six air- 
pressure type of force generators. 


Calibration Method 


A special kind of loading program, the combination of unit loading and multi-unit loading, is 
used in CARDC to calibrate balances. In the first, each of six components is loaded by unit loading, 
then multi-unit loading to all components at the same time is followed. In full scale range, eight 
loading point s are chosen for each component in unit loading and multi-unit loading. For multi-unit 
loading the points are separated into two groups, 1, 3, 5, 7 in group one and 2, 4, 6, 8 in the second 
group. Each group is loaded according to the order of table 7, which is designed according to 
orthogonality. Every loading point has the same chance to appear in any row and both loading groups 
present in any two rows, the chance for each group is equal. This loading approach has the advantage 
of high efficiency in loading and needs less change for loads. Furthermore, all six-component balances 
are loaded in two directions so that the hysterisis can be illustrated in the procedure. 

The general formula of balance calibration can be expressed as 
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( 2 ) 


r, = f, + 2>/ • + 1»/ • |ac/,| + £ i>/' • Ay, • At/, + £ <// • au) 

;=i ;=i j=i 1=1 J= I 

f/W,2 6; 

where . a j --the first order coefficient, a is the main coefficient when i=j, a is interference 
coefficient when i*j\ 

bj , cf , dj —high order interference coefficient; 

F — applied load; 

AU— output signal increment. 
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Table 1 . Wind Tunnels and Test Facilities of CARDC 


No 

Code 

Facility 

Test section 

Performance 

Built 


Name 

Name 

Dimension [m] 


Date 



1.4mxl.4m Low 


V=15~50m/s 

1978 

1 

FL-11 

Speed Wind 

1.4x1. 4x2. 8 

Re/m=2.6 x io 6 




Tunnel 


N=100kW 




4m x 3m 

4x3x8 

V=15~80m/s 


2 

FL-12 

Low Speed 

4x2.2x15 

Re/m=5.2xl0 6 

1971 



Wind Tunnel 


N=2600kW 




8mx6m / 12mxl6m 


Vi=5~21m/s 


3 

FL-13 

Low Speed 

12x16x25 

V 2 =20~85m/s 

. 1978 



Wind Tunnel 

8x6x15 

Re/m=5.7xl0 6 

N=3x2600kW 




03. 2m 


V=12~145m/s 


4 

FL-14 

Subsonic 

03.2x5 

Re/m=9.5xl0 6 

1993 



Wind Tunnel 


N=5200kW 




0.6mx0.6m 


M=0.5~3.5 


5 

Fl-21 

Trisonic 

0.6x0.6x1.775 

Re/m=2.9xl0 7 

1969 



Wind Tunnel 


Po=4.9xl0 5 Pa 




0.6mx0.6m 


M=0.5~4.5 


6 

Fl-23 

Trisonic 

0.6x0. 6x2. 5 

Re/m=4.3xl0 7 

1975 



Wind Tunnel 


Po=7.4xl0 5 Pa 




1.2mxl.2m 


M=0. 4-3.0 


7 

Fl-24 

Trisonic 

1.2x1. 2x3. 6 

Re/m=3.5xl0 7 

1976 



Wind Tunnel 


Po=4.54xl0 5 Pa 




2.4mx2.4m 


M=0.3~1.4 


8 

FL-26 

Transonic 

24x2.4x7 

Re/m=7xl0 7 

under 



Wind Tunnel 


Po=4.5xl0 5 Pa 

construction 



00.5m 


M=5~ 1 0 


9 

FL-31 

Hypersonic 

00.5 

Re/m=5.6xl0 7 

1976 



Wind Tunnel 


Po=l 1 ,6Mpa 
To=1073K 





00.8 

M=6~24, t<20ms 


10 

FD-14 

02m 

01.2 

Re/m=10 4 ~10 8 

1978 



Shock Tunnel 

02.0 

Po=67Mpa 

To=4500K 
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Table l(cont). Wind Tunnels and Test Facilities in CARDC 


No 

Code 

Name 

Facility 

Name 

Test Section 
Dimension [m] 

Performance 

Built 

Date 

11 

FD-15 

Supersonic 
Arc Heater 
Wind Tunnel 

00.4-0.6 

M=5~8 

E=4~25MJ/kg 

H=30~80km 

t=200~400s 

1978 

12 

FD-17 

00.3m 
Low Density 
Wind Tunnel 

00.3 

M=6~24 

To=1700K 

H=60~94km 

1977 

13 

FD-18 

200m 

Free-Flight 
Ballistic Range 

Range Chamber 
01.5x200 

V=2~6.5km/s 

Po=5xl0 s Pa 

Re/m=10 3 ~2xl0 9 

H=0~60km 

1979 

14 

FD-20 

00.6m 
Hypersonic 
Propulsion 
Wind Tunnel 

00.6 

M=4~6, 

Po=8~10 5 Pa 

H=20~60km 

t<5s 

1988 


Table 2. Some Box Strain Gage Balances for Low Speed Wind Tunnels in CARDC 


Type 

Load Range [N or F 



Dimension [mm] 

Y 

Mz 

X 

Mx 

Z 

My 

L 

W 

H 

TH0701B 

3000 

400 

500 

240 

700 

300 

200 

70 

56 

TH1001A 

6500 

1000 

2200 

450 

1500 

700 

340 

100 

80 

TH1002A 

3400 

850 

500 

150 

300 

150 

340 

100 

86 

TH1301A 

10000 

3100 

4000 

700 

2700 

1100 

450 

130 

104 

TH1601A 

25000 

6000 

8000 

3000 

5000 

4000 

550 

160 

130 

TH1601B 

10000 

1500 

2500 

600 

2000 

600 

400 

160 

160 
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Table 3. Some Sting Strain Gage Balances For Low Speed Wind Tunnels in CARDC 


Type 

Load Range [N or N.m] 

Dimension 

[mm] 

Y 

Mz 

X 

Mx 

z 

My 

D 

L 

TG0101A 

30 

2 

5 

1 

30 

1.5 

10 

100 

TG0151A 

60 

5 

20 

2 

60 

2 


130 

TG0401A 

1500 

150 

300 

80 

200 

100 

40 

314 

TG0501A 

3000 

400 

1000 

200 

1000 

300 

50 

410 

TG0502A 

3000 

200 

500 

100 

700 

150 

50 

410 

TG0561A 

5000 

600 

1200 

500 

2000 

500 

56 

430 

TG0601A 

5200 

800 

1800 

560 

1200 

560 

60 

432 

TG0701A1 

7000 

1000 

1500 

1000 

3000 

1000 

70 

554 

TG0801A 

10000 

2000 

2000 

1500 

5000 

2000 

80 

554 

TG1201 

40000 

5500 

7000 

3000 

5000 

5000 

120 

730 

TG1202 

25000 

6000 

8000 

4000 

5000 

4000 

120 

730 

TGI 203 

25000 

10000 

8000 

6000 

7000 

6000 

120 

730 


Table 4 Some Sting Strain Gage Balances for Trisonic Wind Tunnels in CARDC 


Type 

Load Range [N or N.m] 

Dimension 

[mm] 

Y 

Mz 

X 

Mx 

Z 

My 

D 

L 

2N6-20A 

250 

20 

100 

5 

150 

10 

20 

163 

2N6-22B 

600 

40 

160 

10 

200 

15 

22 

217 

2N6-24A 

1200 

60 

200 

15 

200 

20 

24 

210 

2N6-26A 

1200 

90 

200 

15 

200 

30 

26 

206 

2N6-28B 

1600 

90 

200 

20 

400 

40 

28 

223 

2N6-30A 

3000 

150 

350 

35 

500 

40 

30 

235 

2N6-32A 

3000 

200 

200 

50 

500 

50 

32 

233 

3N6-10A 

60 

3 

50 

1.5 

100 

3 

10 

95 

3N6-26B 

1200 

80 

100 

10 

300 

20 

26 

220 

3N6-28B 

3600 

120 

200 

20 

500 

45 

28 

240 

3N6-30B 

2400 

150 

200 

20 

500 

50 

30 

246 

3N6-32C 

5600 

250 

200 

60 

900 

100 

32 

275 

3N6-34B 

5000 

120 

300 

30 

400 

50 

34 

300 

3N6-36B 

3500 

120 

400 

80 

350 

100 

36 

280 

3N6-45A 

6000 

500 

500 

100 

1100 

250 

45 

388 

3N6-50A 

10000 

700 

1000 

150 

2000 

400 

50 

378 

3N6-60 

20000 

2000 

3000 

300 

8000 

800 

60 

415 


67 


Table 5. Some Sting Strain Gage Balances for Hypersonic Wind Tunnel in CARDC 


Type 

Load Range [N or N.m] 

Dimension 

[mm] 

Note 

Y 

Mz 

X 

Mx 

Z 

My 

D 

L 


5N6-20A 

250 

10 

120 

2 

80 

6 

20 

245 

m 

5N6-22A 

294 

11.8 

196 

2 

98 

4.9 

22 

215 

[2] 

5N6-24B 

490 

29.4 

343 

2 

147 

9.8 

24 

227 

[i] 

5N6-24D 

147 

9.8 

98 

1 

49 

2.9 

24 

227 

rn 

5N6-24G 

980 

58.5 

98 

9.8 

196 

39.2 

24 

213 

[13 

5N6-26A 

1765 

98 

196 

14.7 

490 

49 

26 

235 

rn 

5N6-28A 

3530 

118 

196 

19.6 

490 

44 

28 

243 

[3] 

5N6-28B 

1569 

108 

196 

19.6 

490 

44 

28 

243 

rn 

5N6-28C 

2452 

49 

294 

11.8 

343 

12.7 

28 

215 

rn 


Note: [1] water-cooling balance; 

[2] medium temperature balance; 

[3] convention balance. 


Table 6. Sting Piezoelectric Balances for Shock Tunnel in CARDC 


Type 

Load Range [N or N.m] 

Sting Diameter 
[mm] 

Y 

Mz 

X 

Mx 

Z 

My 

YD3-20A 

240 

530 

2000 

— 

— 

— 

20 

YD6-25A 

800 

1200 

3000 

30 

250 

560 

25 

YD3-30A 

1500 

2000 

6000 

— 

— 

— 

30 
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Table 7 Orthogonal Loading 


order 


1 

component number 
2 3 4 5 

6 

order 


1 

component number 
2 3 4 5 

6 

0 

0 

0 

0 

0 

0 

0 

33 

1 

2 

2 

2 

2 

1 

1 

1 

1 

1 

1 

1 

1 

34 

1 

2 

2 

2 

2 

2 

2 

1 

1 

1 

1 

1 

2 

35 

1 

2 

2 

2 

2 

3 

3 

1 

1 

1 

1 

1 

3 

36 

1 

2 

2 

2 

2 

4 

4 

1 

1 

1 

1 

1 

4 

37 

2 

3 

4 

1 

2 

4 

5 

2 

1 

2 

3 

4 

4 

38 

2 

3 

4 

1 

2 

3 

6 

2 

1 

2 

3 

4 

3 

39 

2 

3 

4 

1 

2 

2 

7 

2 

1 

2 

3 

4 

2 

40 

2 

3 

4 

1 

2 

1 

8 

2 

1 

2 

3 

4 

1 

41 

3 

4 

2 

1 

3 

1 

9 

3 

2 

4 

3 

1 

1 

42 

3 

4 

2 

1 

3 

2 

10 

3 

2 

4 

3 

1 

2 

43 

3 

4 

2 

1 

3 

3 

11 

3 

2 

4 

3 

1 

3 

44 

3 

4 

2 

1 

3 

4 

12 

3 

2 

4 

3 

1 

4 

45 

4 

1 

4 

2 

3 

4 

13 

4 

3 

2 

4 

1 

4 

46 

4 

1 

4 

2 

3 

3 

14 

4 

3 

2 

4 

1 

3 

47 

4 

1 

4 

2 

3 

2 

15 

4 

3 

2 

4 

1 

2 

48 

4 

1 

4 

2 

3 

1 

16 

4 

3 

2 

4 

1 

1 

49 

4 

2 

3 

1 

4 

1 

17 

4 

4 

1 

3 

2 

1 

50 

4 

2 

3 

1 

4 

2 

18 

4 

4 

1 

3 

2 

2 

51 

4 

2 

3 

1 

4 

3 

19 

4 

4 

1 

3 

2 

3 

52 

4 

2 

3 

1 

4 

4 

20 

4 

4 

1 

3 

2 

4 

53 

3 

3 

1 

2 

4 

4 

21 

3 

1 

3 

4 

2 

4 

54 

3 

3 

1 

2 

4 

3 

22 

3 

1 

3 

4 

2 

3 

55 

3 

3 

1 

2 

4 

2 

23 

3 

1 

3 

4 

2 

2 

56 

3 

3 

1 

2 

4 

1 

24 

3 

I 

3 

4 

2 

1 

57 

2 

4 

3 

2 

1 

1 

25 

2 

2 

1 

4 

3 

1 

58 

2 

4 

3 

2 

1 

2 

26 

2 

2 

1 

4 

3 

2 

59 

2 

4 

3 

2 

1 

3 

27 

2 

2 

1 

4 

3 

3 

60 

2 

4 

3 

2 

1 

4 

28 

2 

2 

1 

4 

3 

4 

61 

1 

4 

4 

4 

4 

4 

29 

1 

■**( 

3 

3 

3 

4 

62 

1 

4 

4 

4 

4 

3 

30 

1 

3 

3 

3 

3 

3 

63 

1 

4 

4 

4 

4 

2 

31 

1 

3 

3 

3 

3 

2 

64 

1 

4 

4 

4 

4 

1 

32 

1 

3 

3 

3 

3 

1 

65 

0 

0 

0 

0 

0 

0 
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Figure 1. Internal Box Balances Used in 8mx6m Low Speed Wind Tunnel. 



Figure 2. External Box Balance Used in 8mx6m Low Speed Wind Tunnel. 
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Figure 3. Sting Balance Used in Trisonic Wind Tunnels. 



Figure 4. Sting Balances Used for Force Test of Store Model in Trisonic Wind Tunnels 
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Figure 5. Hinge Moment Balance Used in 8mx6m Low Speed Wind Tunnel. 


Figure 6. Hinge Moment Balances Used in Trisonic Wind Tunnels. 
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(a) elastic plate type 


(b) very large elastic plate type 


Figure 7. Elastic Plate Type Hinge Moment Balance Used in 1.2mxl.2m Trisonic Wind Tunnel. 



Figure 8. Dynamic Derivative Balance Used in 4mx3m Low Speed Wind Tunnel. 


73 


1 2 3 4 5 6 



7.sting; 8. motor; 9. support. 



Figure 9. Pitch Dynamic Derivative Balance Used in 1.2mxl .2m Trisonic Wind Tunnel. 
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Figure 10. Jet-Flow Balance Used in Trisonic Wind Tunnels. 
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Figure 1 1. High-Frequency Base Balance Used in 1.4mxl.4m Low Speed Wind Tunnel. 



Figure 12. High-Frequency Base Balance Used in 4mx3m Low Speed Wind Tunnel. 
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Figure 13. Wire Suspension Balance Used in 03. 2m Low Speed Wind Tunnel. 



Figure 14. Typical Test Results by Wire Suspension Balance System. 
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Figure 15. Rotor/Fuselage Combination Test Device. 





Figure 16. Rotor Balance Being Calibrated. 
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Figure 17. Rotary Balance Measuring Force System Used in 4mx3m Low Speed Wind Tunnel. 




Figure 18. Rotary Balance. 
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1 . water cooling/Lnsulation cover; 2. balance component; 

3. bellows; 4. cooling/insulation adapter; 

5. sting 6. cooling water lube. 

Figure 19. Six Component Water-Cooling Balance Used in O0.5m Trisonic Wind Tunnel. 








1. Insulation pad; 2. component insulation cover; 

3. balance component; 4. Insulation ring; 

5. sting; 6. sting insulation cover; 

7. cooling cover; 8. cooling water tube. 

Figure 20. Medium Temperature Balance Used in <J>0.5m Trisonic Wind Tunnel. 
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1. external element; 2. internal element; 3. sting; 

4. connection of element; 5. connection of sting. 


Figure 21. External Microbalance Used in <t>0.3m Low Density Wind Tunnel. 
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3. elastic element; 
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Figure 22. A Typical Piezoelectric Balance Used in <t>2m Shock Tunnel. 
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Figure 23 The Inertia Compensation Effect of Piezoelectric Balance. 



Figure 24. Part of the full automatic calibration machine. 
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THE AIAA/GTTC INTERNAL BALANCE TECHNOLOGY WORKING GROUP 


David M. Cahill 

Sverdrup Technology Inc., AEDC Group 
Arnold Air Force Base, TN 37389-6001 

SUMMARY 

A working group on internal balance technology has been formed under the auspices of the Ground 
Testing Technical Committee (GTTC) of the American Institute of Aeronautics and Astronautics (AIAA) 
to share information on and experiences with all facets of internal balances and develop standards that 
could be used to allow the facilities to work together to advance the state-of-the-art. The working group’s 
membership consists primarily of individuals from organizations that calibrate and use internal balances. 

The working group has made excellent progress in three areas: the exchange of information, which requires 
developing open communications and trust among the member organizations, is flourishing and has had a 
major impact on the achievements made by the working group; documentation of the balance technology in 
use at the member organizations; and the establishment of standards for balance nomenclature, axis system, 
reporting, and an interim standard for a calibration matrix. These efforts will benefit the wind tunnel testing 
community as a whole through the standardization of balance calibration, usage, terminology, and 
uncertainty estimation. The standards will improve understanding and communication between facilities as 
well as the quality of the test data. 


INTRODUCTION 

Internal balances are the mainstay instrument used by nearly every wind tunnel to measure the 
aerodynamic loads on the test article. For the most part each of the facilities designs, fabricates, calibrates, 
and utilizes internal balances in near seclusion. The time has arrived for collaboration on issues concerning 
the design, use, calibration, and uncertainty estimation for internal strain-gage balances to begin and 
become commonplace. To this end. The Internal Balance Technology Working Group was formed under 
the auspices of the Ground Testing Technical Committee (GTTC) of the American Institute of Aeronautics 
and Astronautics (AIAA) to share information and experiences and develop standards that could be used to 
allow the facilities to work together to advance the state-of-the-art. The working group membership 
consists primarily of individuals from organizations that calibrate and use internal balances. 

FORMATION OF THE WORKING GROUP 

The concept of forming a working group for internal balances originated from discussions between 
individuals from the Arnold Engineering Development Center (AEDC), the National Aeronautics and 
Space Administration (NASA) facility at Langley Research Center (LaRC), and the Boeing Commercial 
Airplane Group. The discussions also revealed that there was considerable skepticism concerning the 


* -The research reported herein was performed by the Arnold Engineering Development Center (AEDC), Air Force Materiel 
Command. Work and analysis for this research were done by personnel of Sverdrup Technology, Inc., AEDC Group, 
technical services contractor for AEDC. Further reproduction is authorized to satisfy needs of the U. S. Government. 
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willingness to share information and the ability to reach consensus among the individuals working in the 
area of internal balances. However, despite the skepticism, it was decided that the time had come for 
sharing information and the development of standards. 


The Ground Testing Technical Committee of the American Institute of Aeronautics and Astronautics 
was asked to the sponsor a working group on internal balance technology. Sponsorship was unanimously 
approved, provided that a working group which adequately represented the industry could be formed. 
Invitations to participate in the working group were sent to 13 wind tunnel facilities in North America in 
the Spring of 1994 with plans for the first meetings to be held at the ALAA Ground Test Conference in 
Colorado Springs on June 20 and 21. The response to the invitation was tremendous with all of the 
facilities agreeing to participate. The current participants in the working group are: 


AEDC 

NASA Ames Research Center (ARC) 
Boeing 

Calspan Corp. 

Institute for Aerospace Research (IAR) 
LaRC 


Lockheed-Martin 
McDonnell Douglas Aerospace 
Micro Craft (San Diego and El Segundo) 
NASA Lewis Research Center (LeRC) 
Naval Surface Warfare Center 
Northrop-Grumman 


The first order of business was to acclimate the participants to the idea of sharing information by having 
each participant provide a short briefing on the status of the balance technology at their facility. As a 
result of the briefings group’s first product was conceived — a document, internal to the group, containing 
information about each facility and their balance technology (balance design, calibration, and use). This 
document has been completed and will continue to be updated as necessary. 


The second topic was the membership of the working group. Initially, the membership of the working 
group was limited to individuals from facilities in the U.S. and Canada; however, several European 
organizations expressed an interest in joining the working group. After considerable discussion, the initial 
membership agreed that achieving consensus was going to be a difficult task among the current 
membership and that expanding the membership might impede the group’s progres, possibly to the point of 
being ineffective. Concerns were also expressed over of the willingness of competing airplane 
manufacturers to share information. After considerable discussion group agreed to form North American 
and European working groups. Once standards had been set in both groups, representatives of each group 
could meet to develop mutual standards. However, it is my understanding that a European wor kin g group 
has yet to be formed. 


The next task undertaken was the development of a working group charter which includes the group’s 
objectives, structure and operation. The charter that was finally approved is presented in the next section. 


WORKING GROUP CHARTER 
Scope 

Internal strain-gage balances are used extensively to measure the aerodynamic loads on a test article 
during a wind tunnel test There has been little collaboration on internal balances; consequently several 
types of balances, calibration methods, calibration matrices, tare adjustments, and uncertainty evaluations 
have evolved. The time has arrived at which a collaborative effort is needed to advance the state-of-the-art 
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for internal strain-gage balance technology. Individuals from wind tunnel facilities will pool their 
information and experiences to enhance each other’s capabilities and to develop standards for their use, 
calibration, tare adjustment, and uncertainty evaluation. The working group is not an opportunity for an 
organization to promote their particular balance design, fabrication, and/or calibration services. 

Structure 

The Internal Balance Technology Working Group was formed under the auspices of the AIAA 
Ground Testing Technical Committee (GTTC). The working group will be staffed by selected 
representatives from various wind tunnel facilities and is not limited to members of the AIAA or GTTC. 
The Chairperson for the working group shall be a member of the GTTC and will be appointed by the 
GTTC Chairperson. Membership on the working group is currently limited to individuals from facilities 
operated by government or commercial enterprises in the US and Canada. 

Objectives 

1. Provide a forum for the members to share information on the methodologies and capabilities for 
internal strain-gage balances. A document which will remain internal to the working group will be 
prepared containing a section for each facility. 

2. Recommend a calibration matrix format which can be utilized in all of the testing facilities. 

3. Develop general guidelines for selecting a balance type and the extent of calibration necessary to 
meet the objectives of a particular wind tunnel test. 

4. Develop a recommended balance calibration uncertainty methodology that is in agreement with 
existing uncertainty standards (AGARD AR-304 and AIAA S-07 1-1995) 

5. Develop methods of accounting for weight tare adjustments (both calibration and testing) that are 
accepted by the members. 

6. Investigate new methodologies for the design, attachment, and calibration of internal balances. 

7. Develop and publish a Recommended Practices document (or documents) for internal strain-gage 
balance methodologies, including an adjustment methodology for thermal effects on balances. 

Operation 

1. The working group will meet twice annually at the times and locations concurrent with the 
scheduled GTTC meetings. 

2. Present a formal report on the status of the working group at each GTTC meeting. 

3. Accept responsibility for organizing and hosting sessions germane to the scope of the working 
group as requested by the GTTC. 
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CALIBRATION STANDARDS 


A major milestone has recently been reached with the member’s acceptance of a standard terminology, 
calibration matrix, and calibration file and report structure. The form of the calibration matrix was set to 
accommodate almost all of the terms currently in use at the individual facilities. It should be noted that this 
form of the calibration matrix is an interim standard that can be used by all of the facilities for sharing 
calibrations, calibration data, and for facilitating the analysis of calibration data, various load schemes, and 
other variables in balance calibration between facilities. As stated above, one of the goals of the working 
group is to develop a matrix which provides the best model of the balance; however, much work is required 
before such a matrix can be determined. The information provided here summarizes the agreed-upon 
standards. 


Terminology 


Balance Types 

One of the first nomenclature problems to be resolved was the terminology used to designate the 
different types of balances/calibrations that are used by working group members. There are three types used 
and they have been designated as: 

Force - Output from calibration matrix yields forward and aft forces in the normal and side planes 
along with rolling moment and axial force. 

Moment - Output from calibration matrix yields forward and aft moments in the normal and side 
planes along with rolling moment and axial force. 

Direct Read - Output from calibration matrix yields forces and moments in the normal and side 
planes along with rolling moment and axial force. 


Forces and Moments 

Every facility involved calibrates balances using various terminology for the six components of the 
balance, as well as for the gages and their output. After much discussion, group members agreed on the 
following terminology for applied loads and calculated output; 

AF - Axial Force 
SF - Side Force 
NF - Normal Force 
RM - Rolling Moment 
PM - Pitching Moment 
YM - Yawing Moment 

1 - Suffix designating the Forward Gage, if necessary 

2 - Suffix designating the Aft Gage, if necessary 

r - Prefix designating gage readings in microvolts 
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The terminology for the gage order, loads, and readings for the three balance types is summarized as 
follows: 


Gage 

Force Balance 

Moment Balance 

Direct Read Balance 

Order 

Loads 

Readings 

Loads 

Readings 

Loads 

Readings 

1 

NF1 

rNFl 

PM1 

rPMl 

NF 

rNF 

2 

NF2 

rNF2 

PM2 

rPM2 

PM 

rPM 

3 

SF1 

rSFl 

YM1 

rYMl 

SF 

rSF 

4 

SF2 

rSF2 

YM2 

rYM2 

YM 

rYM 

5 

RM 

rRM 

RM 

rRM 

RM 

rRM 

6 

AF 

rAF 

AF 

rAF 

AF 

rAF 


Balance Axis System and Moment Reference Center 

The calibration and use of a balance requires that an axis system and directions of the forces and 
moments be defined. The same axis system and load directions were used by most of the members while 
others used systems with some minor variations. The selected standard balance axis system shown in Fig. 1 
is oriented such that its origin is at 
the moment reference center 
(MRC). The positive directions for 
the axes, forces, and moments are 
indicated by the directions of the 
arrows. The MRC may be at any 
location along the balance X axis. 

For force and moment balances the 
location of the MRC relative to the 
gage locations is defined by the 
distances from the MRC to each 
gage. A positive distance indicates 
that a gage is located in the 
positive X direction from (forward 
of) the MRC. The locations of the 
gages relative to the MRC are 
defined as follows: 

Xi Distance from the MRC to the forward gage in the normal force plane (X - Z plane) 

X 2 Distance from the MRC to the aft gage in the normal force plane (X - Z plane) 

X 3 Distance from the MRC to the forward gage in the side force plane (X - Y plane) 

X4 Distance from the MRC to the aft gage in the side force plane (X - Y plane) 

Designated Balance Capacity 

It was desired that some terminology/methodology be accepted that would allow for a common method 
for designating the capacity of a balance. The method agreed upon is provided below for the three balance 
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designations. Note that the designated balance capacity does not necessarily provide the absolute ma xim um 
loads that can be applied in any single plane. The designated capacity is for naming conventions and to 
provide the general capacity of a balance. The absolute capacities must be obtained from the custodian of 
the balance. 

Moment and Force Balances - Maximum NF and SF with no PM or YM, maximum PM and YM with 

no NF or SF, with maximum AF and RM applied in both cases. 

Direct Read Balance - All components fully loaded simultaneously. 

Calibration Matrix 

Nearly every member of the working group used a calibration matrix that was different in some respect 
from that used by any other member. Some used a simple 6 by 6 (6 rows by 6 columns) matrix, others used 
a more “standard” 6 by 27 (or 33) matrix (in either an iterative or direct form in the data reduction 
process), while still others used a matrix made from various smaller matrices to account for variations in 
load directions. Not only were there wide variations in the calibration matrices but also in the application of 
the calibration loads. The loadings varied from applying up to four component loadings to loading only 
single components by applying loads only at gage locations. With the wide diversity in calibration matrices 
and loading methodologies, arriving at a standard was indeed a challenge. After considerable debate, a 
matrix which encompassed nearly all of the terms used by the individual facilities was developed and agreed 
upon by all of the members as an interim standard which could be used by the individual facilities. Each 
organization has agreed that it will use or provide a calibration matrix in this form. It was suggested, but 
not required, that facilities change their calibration matrix to the interim standard. Some members have 
indicated that they will be changing their matrix generation and data reduction programs to conform to the 
interim standard. No agreement has been reached concerning the application of calibration loads. The 
agreement on calibration loadings includes the determination of the type, combinations, and number of 
loadings that are required to provide a calibration matrix with a specified accuracy. The development of the 
required calibration loadings is one of the objectives of the working group and will require that extensive 
set of data be acquired and a full analysis performed. 

The interim calibration standard is a 6 by 96 matrix that requires iteration for the calculation of the final 
forces and moments (i.e., in the data reduction program). The calibration matrix is the result of the curve fit 
of the calibration data with the applied loads as the independent parameter and the microvolt output as the 
dependent parameter. The curve fit methodology has not been standardized but is expected to be in the 
form of a global regression analysis. The coefficients in the matrix have the units of microVolts per 
engineering unit (EU), EU 2 , or EU 3 . Forces and moments are expressed in engineering units of pounds and 
inch-pounds, respectively. The matrix will be normalized to 1 volt (or 1 milliamp) excitation. The matrix 
will not be normalized by the sensitivity (primary) constants. The transpose of the matrix will normally be 
used for printing and display purposes. The composition of a transposed matrix is provided in Table 1. Only 
the first twelve columns of the matrix are shown in the actual transpose form with the remaining 84 
columns being provided as column number and column (term) identification. Note that the designation 
“1.1” means, for a force balance, forward normal force squared (NFl 2 )and “15.61” would mean the absolute 
value of rolling moment multiplied by axial force (abs(RM*AF)). 


88 


Since the matrix is a composite of the matrices from several facilities, only the essential coefficients, as 
determined by each facility, need to be included in the matrix. It should be noted that the absolute value 
terms are included to capture the bidirectional behavior associated with the design and manufacturing 
techniques used for some balances (e.g., shell balances). In cases where these terms are not normally 
required (e.g. single-piece and the AEDC 3-piece balances) they should be set to zero. The terms which 
cannot be correctly determined from the calibration loads should also be set to zero. 

Matrix File 

In order to exchange the calibration information between facilities, a standard file containing the 
required information needed to be defined. Many items of information were considered for inclusion in the 
matrix file, along with several possible formats for the file. The standard matrix file which was agreed upon 
is a comma delimited ASCII text file which will be used to transmit the calibration matrix and the 
information necessary for its use. The contents and order of the file are shown in Table 2. The calibration 
matrix will be transmitted in transposed form using the following formats( same as shown in Table 1): 

• Include labels for each column and row 

• Coefficients in El 2. 6 format (#. 111111 II II II E±##) 

Calibration Report 

Since the matrix file provides only the information absolutely necessary for the use of the calibration 
matrix, a report documenting the balance, calibration process, and calibration results was required. The 
calibration report fully documents the calibration process and includes the pertinent information relative to 
the balance. Many items of information were also suggested and considered for inclusion in the calibration 
report. Again, after considerable discussion, agreement was reached on the information that should be 
included in the report. The information to be included in the calibration report is provided in Table 3. Some 
of the parameters included have not yet been completely defined and may be changed. Note that the report 
need not contain the information in the order shown in Table 3. The document should be transmitted either 
electronically using the current version of Microsoft Word for Windows™ or in hard copy form. 

CONCLUDING REMARKS 

The AIAA/GTTC Internal Balance Technology Working Group was formed p rim arily to provide a 
means of developing standards and fostering communication between North American organizations that 
calibrate and use internal balances. The working group’s goals are to continue to foster open 
communications as well as setting standards for internal balance design and fabrication, calibration 
(including required loadings), usage, uncertainty estimation, and reporting. In the three years since the 
working group was formed, tremendous progress has been made, particularly in increased communication 
between member organizations and in the establishment of several key standards regarding the terminology 
and calibration of internal balances. Ultimately, the working group will develop a formal document 
describing all of the adopted standards and practices. The results of the working group will benefit the wind 
tunnel test community as a whole by improving understanding through the use of a common terminology 
and communications between the participating facilities. The data quality and interpretation of data 
between facilities should also be enhanced for these same reasons. 
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Table 1. Interim Standard Calibration Matrix 


The example shown is for a force balance. Note that only the first 12 columns are shown in the 
transposed matrix format. The remaining 84 columns (terms) of the matrix are comprised of various 
combinations of the first 12 terms and are shown below in their proper order. 


Col # Col/Row ID 

rNFl 

rNF2 

rSFl rSF2 

rRM 

rAF 

1 

1 

(NF1) 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxE±xx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

2 

2 

(NF2) 

x.xxxxxxEtxx 

x.xxxxxxE±xx 

x.xxxxxxE±xx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

3 

3 

(SF1) 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxE±xx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

4 

4 

(SF2) 

x.xxxxxxEtxx 

x.xxxxxxE±xx 

x.xxxxxxE±xx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

5 

5 

(RM) 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

6 

6 

(AF) 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x-xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

7 


111 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

8 


121 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

9 


131 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

10 


141 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

11 


151 

x.xxxxxxE±xx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

12 


161 

x.xxxxxxEtxx 

x.xxxxxxE±xx 

x.xxxxxxEtxx x.xxxxxxEtxx 

x.xxxxxxEtxx 

x.xxxxxxEtxx 

Col# 

Col. ID 

Col# Col. ID 

Col# Col. ID 

Col# 

Col. ID 

13 


1.1 

34 

3.4 

55 1.121 

76 

121.4 

14 


2.2 

35 

3.5 

56 1.131 

77 

121.5 

15 


3.3 

36 

3.6 

57 1.141 

78 

121.6 

16 


4.4 

37 

4.5 

58 1.151 

79 

131.4 

17 


5.5 

38 

4.6 

59 1.161 

80 

131.5 

18 


6.6 

39 

5.6 

60 2.131 

81 

131.6 

19 


l.lll 

40 

11.21 

61 2.141 

82 

141.5 

20 


2.121 

41 

11.31 

62 2.151 

83 

141.6 

21 


3.131 

42 

11.41 

63 2.161 

84 

151.6 

22 


4.141 

43 

11.51 

64 3.141 

85 

1 . 1.1 

23 


5.151 

44 

11.61 

65 3.151 

86 

2.2.2 

24 


6.161 

45 

12.31 

66 3.161 

87 

3.3.3 

25 


1.2 

46 

12.41 

67 4.151 

88 

4.4.4 

26 


1.3 

47 

12.51 

68 4.161 

89 

5.5.5 

27 


1.4 

48 

12.61 

69 5.161 

90 

6.6.6 

28 


1.5 

49 

13.41 

70 111.2 

91 

11 . 1.11 

29 


1.6 

50 

13.51 

71 111.3 

92 

12.2.21 

30 


2.3 

51 

13.61 

72 111.4 

93 

13.3.31 

31 


2.4 

52 

14.51 

73 111.5 

94 

14.4.41 

32 


2.5 

53 

14.61 

74 111.6 

95 

15.5.51 

33 


2.6 

54 

15.61 

75 121.3 

96 

16.6.61 
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Table 2. Contents of the Calibration Matrix File 


File Order 

Description 

1 

Facility designation plus calibration number (Not determined) 

2 

Balance identification 

3 

Balance calibration type 

4 

Math model (Not determined) 

5 

Convergence criteria 

6 

Maximum rated loads, all 6 components, lbs & in-lbs 

7 

Calibration temperatures, deg F 

8 

Temperature correction constants 

9 

MRC to gage distances. Xi, X 2 , X?, X4. in 

10 

Additional comments (10 lines; 80 characters/line) 

11 

Calibration matrix (96 lines plus header, E12.6) 


All items except the calibration matrix and additional comments are 1 line of 80 characters. 
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Table 3. Contents of the Calibration Report 


Item 

Description 

_L_ 

Excitation sunnl v. V 

2 

Calibration date 

3 

Calibration temperature, dee F 

4 

Facility designation (Not defined) 

5 

± Maximum calibration loads for all 6 components, lbs & in-lbs 

6 

± Maximum rated loads for all 6 components, lbs & in-lbs 

7 

Temperature correction constants 

8 

Balance identification 

9 

Balance type 

10 

Balance calibration type 

11 

Calibration number 

12 

X,. X^. X^. Xd distances, in 

13 

Moment reference center, in 

14 

Shunts and where used 

15 

Name of calibration contact 

16 

Gage resistance, ohms 

17 

Voltage range of balance. V 

18 

Which bridges are used 

19 

Primary constant units 

20 

Wire color code 

21 

Balance manufacturer 

22 

Natural zeros and explanation 

23 

Pin location, in 

24 

Balance deflection constants. deg/EU 

25 

Calibration matrix 

26 

Identification of calibration body 

27 

Calibration methodology 

28 

Balance uncertainties and how obtained 

29 

Type of temperature sensors 

30 

Material type 

31 

Balance electronic sign convention 

32 

Connector type 

33 

Balance sketch 

34 

Load rhombus sketch 

35 

Is a dummy balance available 

36 

Wires per gage 

37 

Wiring diagram 

38 

Gage manufacturer 

39 

Gage type 

40 

Safety factors and basis 

41 

Attachment methodology 

42 

Additional comments 

43 

Math model 

44 

Convergence criteria 
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STRAIN GAUGE BALANCE DEVELOPMENT AT NLR 


H.B. Vos 

National Aerospace Laboratory NLR 
Emmeloord, NL 


SUMMARY 

The National Aerospace Laboratory (NLR) has developed and manufactured strain gauge balances 
for more than thirty years. All types of balances were developed, not only for NLR tunnels and 
models but also for many customers and other research institutes. 

Through the years new techniques and new materials became available. 

In order to raise the overall accuracy of balance measurements the total process of balance design, 
manufacture and calibration has been reviewed. 

Based on extensive investigations many design criteria for the various parts of the balances have 
been modified and brought in to practice. 

This paper summarizes the state of the art of balance technology at NLR. 


INTRODUCTION 

NLR has developed and manufactured strain gauge balances for more than thirty years. New 
techniques and new materials allow more predictable and more accurate designs. Review of the 
balance creation process shows that ‘the 1 accuracy of a balance is not a simple design criterium 
that can be met by using state of the art means and methods. The achieved accuracy will be the 
result of a very fragile chain of conditions. 

Identifying all of the chain links is difficult because of the variation of conditions during balance 
use. A few links however are easily identified: 

- Design: by adequately choosing the balance concept, and in adequate designing of the several 
functional parts of the balance, a highly predictable behaviour can be achieved. 

- Instrumentation: the use of high quality materials and accurate application ensure long term 
durability of the measuring instrument. 

- Calibration: this makes a complexly shaped piece of steel into a measuring instrument. The 
accuracy of the calibration equipment and of the calibration procedures determine directly the 
accuracy of the balance. 

Other links vary with the use of a balance, e.g. environmental conditions (temperature, pressure, 
humidity) or dynamic loading. Although for some conditions some generally applicable 
compensation techniques are valid, most of these conditions have to be evaluated for specific 
cases. Adaptation of techniques is then often necessary. 

In recent years several investigations have been carried out. They included: 

- The relationship between load capacity and measuring hysteresis. 

- New connections between model and balance, and between balance and sting/earth 
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- High load capacity balances. 

- The predictability of natural frequencies of balance systems. 

- Error causes during application of calibration weights and errors due to the use of elastic hinges. 

- Optimized measuring strain levels. 

- The effect of surface treatment on strain gauge measurements. 

- New temperature compensation techniques. 

- Improved predictability of thermal behaviour of the balance system. 

- New data processing techniques. 

- The use of Finite Element Methods (F.E.M.) in the design phase. 

Although the results of the investigations have been incorporated in the design of a new 
generation of balances, the improvement of the accuracy of balance measurements and of the 
predictability is an ongoing process. 

If accuracy is considered as the difference between applied loads and calculated loads NLR has 
achieved <0.1% f.s. typically for the new generation sting balances and < 0.05% f.s. for the new 
half model balances. 

A short description of the design and instrumentation concepts, and the evaluation of balance 
results is given. 


DESIGN AND DESIGN TOOLS 


Design tools 

The design of balance bodies has been modified to ensure an optimal amount of measuring strain 
under the strain gauges and to minimize ‘parasitic' strain caused by other loadings (interactions 
from other components, thermal loads, centrifugal loads). In order to improve the accuracy of the 
strain measurements, and to make the behaviour of the balance more predictable, the use of Finite 
Element Methods (COSMOS/M, ELFTNT) has become indispensable. 

The F.E. methods have been used for 

- Stress concentration optimization. 

- Strain level optimization. 

- Thermal expansion calculations of axial force elements. 

- Calculation of thermal stresses. 

- Natural frequencies of balance systems. 

- Calculation of centrifugal effects on strain gauge bridges of rotating systems. 

Also the CAD/CAM system CATIA has increasingly been used for the design and manufacturing 
of complex balance bodies. 

Beside these commercially available software programs, NLR has developed computer programs 
for special purposes. These programs include F.E.M. postprocessing and algorithms for calculating 
stress and strain. 
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Short description of the design process 

The predesign of a new balance is based on conventional calculation methods. This predesign 
should satisfy all conditions and constraints that have been set for the design. 

The predesign then is modelled for F.E.M. and analysed. This F.E.M. model consists of BEAM- 
elements only so that it still can be changed quite easily. Modification of the geometry is usually 
necessary and is continued until again all conditions are satisfied. 

With this BEAM-element model stress and strain are calculated and also thermal expansion of 
parts of the balance construction is analysed. Sometimes this analysis dictates the changing of the 
basic concept so radically that a new predesign has to be made. 

After this a SOLID-element model is made of the total balance construction. With this F.E.M. 
model stress concentration effects, plane stress effects and thermal effects on strain gauge bridge 
output can be analysed. Usually only small dimensional changes are necessary in this phase. With 
this model a good prediction of the strain gauge bridge output can be given. On basis of these 
results changing the instrumentation configuration (location of the strain gauges) could be 
necessary. See figure 1 for an example of a F.E.M.-model. 

For an internal six-component balance this process can be very time consuming and the evaluation 
of the results is very elaborate. For less complex balance bodies however quick reliable results can 
be obtained within a few days. 

After this the balance body can be drawn. 

Several balances have been specially gauged after manufacturing to be able to measure at locations 
where the highest stresses were expected. In this way the calculated stresses can be verified. At this 
moment calculated values fall within 10% of real values, which is considered sufficient at this 
moment for design purposes. 

Reasons for discrepancies are: 

- Physical properties of the used materials not exactly known. 

- Exact dimensions of the real balance body not known on all gauge locations; measuring them 
could be very elaborate and not always possible. 

- Exact position of strain gauges not known and often difficult to measure. 

- The loads are applied by means of calibration equipment which could influence the load path 
through the balance; the theoretical loading point (balance centre) as used in the calculations 
could be different from the real loading point which is determined by the dimensions of the 
calibration equipment. 

Especially this effect can be found in the interaction output of a certain load on the other strain 
gauge bridges. 

- F.E.M. model can not have the exact geometry of the real balance due to the finite geometry of 
the elements. Also the element mesh fineness will influence the results. 

Of course none of these single reasons will cause the 10% deviation, but all the small 
contributions add up to this percentage. 

Until now the safety factor adopted is four on ultimate strength; in case of small balances with a 
high loading capacity this factor limits the design possibilities significantly. With the gaining of 
more experience with F.E.M. and comparing this with experimental results, more confidence in the 
predictability can be gained. This could mean that in some cases lower safety factors can be 
accepted. 
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Connections 


The connections of the balance with the model and sting (or some other non metric part of the 
model support) have been thoroughly investigated in recent years. These connections are of 
paramount interest to the balance performance. It is shown that the effects of the model/balance 
interface (but sometimes also of the balance/sting- interface) can jeopardize an otherwise excellent 
balance behaviour. 

It has become clear that there is no type of connection that can be universally used for all balance 
ranges. Depending on the type and range of the balance a connection has to be evaluated on its 
merits. 

The connections investigated for sting balances were: 

- Cone: enhanced by reducing contact area, determinate positioning, modified mounting and 
dismounting procedures. As model/balance interface this connection has been rejected because of 
unavoidable hysteresis and bad reproducibility. The matching of the mating cones (male and 
female) is an important aspect. Especially the female cones are difficult to manufacture and can 
easily be less accurate than the male cones. This results in large hysteresis and possible damage. 
The way the loads are transferred in a cone connection can have a significant influence on nearby 
measuring sections. Due to the slightly varying transfer area (as a result of bad fits or micro 
movement during external loading) the stress distribution in the measuring section could be 
influenced. This has led to significant hysteresis in the strain gauge bridge output, and to a 
sensitivity variation of the bridge in the measuring section. To avoid this a certain minimum 
distance is necessary between the cone and the measuring section. This distance is dependent on 
the load range of the balance, the diameter of the measuring section and the dimensions of the 
cone. It is worthwhile to determine this minimum distance in order to keep the balance as short 
as possible. 

Cones still are used as balance/sting connection because in most cases the model incidence is 
directly measured by means of instrumentation inside the model and small position hysteresis in 
this connection is therefore acceptable. 

The advantages of this connection are its large load carrying capability and yet compact 
dimensions and robust form. 

- Cylindrical bush and cylindrical tap: always a clearance fit with relative movement between the 
connecting parts. Movement can be avoided by means of expandable elements but this introduces 
position hysteresis. Vulnerability of joint faces (galling!) is a main problem. The manufacture of 
cylinders can be very accurate but to have a good clearance fit every balance housing of new 
models must be matched to the already existing balance. This could give a discrepancy with the 
calibration model and hence influence the calculated results. 

- Flange: two types of flanges have been investigated: so called ‘lip’ flanges of which the 
interfaces are parallel to the balance centre line, and ‘end face' flanges which are perpendicular 
to the balance centre line. 

Both types have been used on NLR balances and both show very low hysteresis and very good 
position reproducibility. 

The disadvantage of lip flanges is that they require much space on both sides of the measuring 
part of the balance. This type of connection has for this reason only been used for balances for 
low speed wind tunnel models which have enough space available. 

The end face flanges have been widely used in several shapes. This connection is much more 
compact in axial direction of the balance and has the same outer diameter as the balance body. 
For small diameters (e.g. use in slender wind tunnel models) and relatively highly stressed 
balances this connection is not suitable. 

NLR has developed a hydraulically prestressed end flange connection for the model side of the 
balance which has the same outer diameter as the balance. This connection is virtually hysteresis 
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free (< 0,005°) and has a high position accuracy (< 0,015 mm). If possible this type of 
connection will always be used for new balances. Figure 2 shows a schematic drawing of this 
connection. 

At this moment the general purpose six-component sting balances of the new generation have an 
enhanced cone at the sting side and an end face flange at the model side. 

For other types of balances (external, model parts) only flange connections are used. 

Measuring elements 

Axial Force Element: Several constructions have been designed to improve the decoupling and to 
minimize temperature effects. By analysing the deformation of the element due to thermal 
expansion it is possible to place strain gauge bridges that give output of opposite sign as compared 
to the axial force bridge thermal output. If such a compensation bridge is used, care must be taken 
to optimize (in the design phase!) also the strain level for this bridge otherwise the signal will 
lower the accuracy of the combined signal. NLR has used a compensation bridge on several axial 
force elements. The design of the axial force element has been adjusted in such a way that a 
compensation bridge is no longer necessary. Figure 3 shows an axial force with double decoupling 
beams. This setup copes with most of the thermal expansion problems. 

This is the most complex part of the balance which is most sensitive to error causes. Compared to 
the other strain gauge bridges the axial force bridge gives generally the highest measuring 
hysteresis. This could be caused by ‘heaping up' of material hysteresis in the thin flexures of the 
element thus giving micro deformation of the measuring flexure. 

In the axial force element usually also the rolling moment is measured. 

Other measuring elements for the remaining components: Normal setup is the presence of two 
measuring sections symmetrically placed with respect to the axial force element. These sections 
could be massive or have a cage form, depending on the desired bridge output and the specified 
load range. 

In each section two strain gauge bridges are placed. These bridges primarily react on the moments 
(pitching moment, yawing moment) and on the loads due to normal force and side force. 

The effect of radial temperature gradients in these sections is partly compensated by measuring also 
the lateral contraction strain. In this case the strain gauge bridge is self-compensating. 

Specific design aspects 

Each type of balance has its own specific design problems. 

Internal strain gauge balances 

Universal six component balances: one piece design with several measuring sections 
Problems: quality of model/balance interface; higher order interactions to be determined correcdy. 
Dedicated compact six component balances with high axial capacity: possible temperature problems 
when used in small models. By using self-compensating strain gauge bridges the problems can be 
minimized. 

External balances 

Half model balances almost completely statically determinate with high accuracy dynamometers, 
either commercially available load cells or developed in house e.g. if dictated by available space. 
Figure 4 shows a photograph of a balance for non-aerospace research. 

At this moment the design experience allows excellent balances to be realized. 
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Problems: Size and accuracy of the calibration equipment 
Rotary balances 

Compact balances which are able to measure six components in propeller constructions 
Problems: Temperature and centrifugal effects on bridge readings, and to avoid damage to the 
instrumentation due to centrifugal loading. 

NLR has gained experience to cope with these problems. 

Figure 5 shows a photograph of a rotary balance. 

Model part balances 

Dedicated balances for use in wind tunnel models of which the loads on model parts have to be 
measured (fins, rudders, tail plane etc.). 

Problems: limited space, low strain gauge bridge output. Often the earth side has to be included in 
the design and calibration. 


INSTRUMENTATION 

All used materials (strain gauges, resistances, wiring, coating material) are commercially 
available. 

Description of the procedure 

- Definition of instrumentation location: for complex balance bodies optimized with help of F.E.M. 

- Surface preparation: all locations where instrumentation material has to be placed (strain gages, 
compensation resistances) are given a roughness Ra 0,4 - 0,8 pm. 

- Bonding strain gauges and compensation resistances: special attention is given to accurate 
positioning and the required clamping force. 

- Wiring: the most time consuming part. 

To have enough slack in the wiring (especially in an axial force element) is essential, but due to 
complex geometry sometimes difficult to create. 

- Checks: electrical measurements and temperature runs must make clear that the gauges are 
bonded well and that all wiring is correctly. 

- Three hardware compensations are applied: 

• Sensitivity shift due to temperature changes. 

- Criterium: < 0,003% f.s./°C (0*- 50°C). 

• Zero shift due to temperature changes. 

- Criterium: < 0,01% f.s fC (0‘- 50*C). 

• Bridge (un)balance: < 1000 pV. 

All compensation resistances are placed as close as possible to the bridges, or to the half bridges 
if compensated per half bridge. 

The resistance values are determined by changing the temperature at a rate that is typical for the 
NLR wind tunnel conditions. This is done in a computer controlled oven. By recording the 
bridge outputs almost continuously (triggered by 2°C balance temperature change or half an horn- 
no temperature change) the relation between temperature change and output can be accurately 
determined. See figure 6 for typical compensation results. 

A great advantage of this procedure is also that the behaviour of the bridge signals can be 
evaluated during the complete temperature ran and in a number of cases faults in the 
instrumentation have been detected in this way. Also a better understanding of the thermal 
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expansion behaviour of the balance construction can be obtained. 

If no further hardware compensation is possible (for example in case of output due to thermo- 
mechanical effects) software compensation can be applied on basis of the same temperature run 
results or based on the temperature distribution as measured by temperature sensors on the 
balance. 

Development of instrumentation techniques 

New instrumentation materials or new techniques are investigated with standard test beams. 

New strain gauges or a new coating material are evaluated on test beams. Completely 
compensated strain gauge bridges are placed and coated. The beams are tested with dead weight 
loading. 

Instrumentation techniques (e.g. temperature compensation, bonding techniques) are also optimized 
with these test beams. 

If the use of a new balance body material is considered, standard test beams of this new material 
are made and tested with several types of strain gauges. 

EVALUATION OF BALANCE RESULTS 

After design and manufacture of a new type of strain gauge balance several tests are performed 
to determine if the balance satisfies the design requirements: 

- Strain measurements on non-bridge locations. 

- Bridge output due to nominal loading. 

- First order interactions. 

- Behaviour at increased temperatures and temperature gradients. 

- Quality of the individual bridge signals: hysteresis, mean and maximum deviation of curve fit 
(second or third order polynoms) through bridge output, zero shift with temperature. 

- Difference between measured loads and applied loads and the distribution of deviations. 

- Determination of balance deformation due to nominal loading. 

- Repeatability of the results. 

- Influence of data processing is evaluated: matrix inversion or iteration. At this moment NLR is 
testing a new processing system (based on an iteration method) which will also improve 
presentation capabilities and analysis of the calibration results. 

- Creep. 

The analysis of these test results can be very elaborate due to the many possible error causes as 
already mentioned in the introduction. 

Evaluation of the results is often difficult because of the absence of uniquely defined criteria for 
several aspects. The determination and/or definition of relevant criteria is one of the main subjects 
of investigation at this moment. The sum of these criteria must give the maximum inaccuracy of 
the balance in carefully conditioned environments. The definition of such an inaccuracy number (% 
f.s. or % rated load?, not in dragcounts!) should be done in a way that the value of this number can 
be determined under reproducible conditions. This inaccuracy number makes direct comparison of 
balances possible and can be used as design feedback. Essential is that the definition of the number 
is clear and unique. 

The inaccuracy of the load measurements in the wind tunnel is higher than the balance inaccuracy 
under calibration conditions due to extra possible error causes in tunnel conditions. The balance 
inaccuracy number therefore can only give information about the expected balance behaviour in 
tunnel conditions. 
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CONCLUDING REMARKS 


The development of a new generation general purpose sting balances was the beginning of a 
complete review of the balance creation process. This has resulted in a more extensive use of 
modem computational tools and the adaptation of instrumentation techniques. Predictability of 
results has improved significantly. The design tools could easily be adopted for other types of 
balances (external, rotary). 

Other aspects (e.g. calibration and calibration equipment) are still being reviewed and investigations 
are going on. 
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Figure 1 F.E.M. -model of an axial force element under axial loading 


Threaded end Support 



Figure 2 Model/balance connection 




Figure 3 Axial force element with double decoupling beams 
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Figure 4 Balance for non-aerospace research 
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Figure 5 Compact rotary balances 
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Figure 6 Typical compensation results of a temperature run 
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Hampton, VA 

Abstract 

Direct measurements of forces and moments are some of the most important data acquired 
during aerodynamic testing. This paper deals with the force and strain measurement 
capabilities at the Langley Research Center (LaRC). It begins with a progressive history of 
LaRC force measurement developments beginning in the 1940’s and ends with the center’s 
current capabilities. Various types of force and moment transducers used at LaRC are 
discussed including six-component sting mounted balances, semi-span balances, hinge 
moment balances, flow-through balances, rotor balances, and many other unique 
transducers. Also discussed are some unique strain-gage applications, such as those used 
in extreme environments. The final topics deal with the LaRC’s ability to perform custom 
calibrations and our current levels of effort in the area of force and strain measurement. 

History 

Force and strain measurements are some of the most frequently acquired data in 
aerodynamic testing. Langley Research Center (LaRC) instrumentation engineers have a 
long history in this critical area. In 1940, the first LaRC strain gage balance was designed 
and produced for aerodynamic testing. LaRC balances of the 1940’s used multipiece 
construction techniques with multiple measuring sections. They were physically large, 
used custom wire strain gages, and were much less accurate than modem balances 
(figure 1). 



Figure 1 - Langley Historical Balance Photos 


105 


In the 1950’s, electrical discharge machining was developed. This ability to make smaller, 
more precise cuts enhanced LaRC’s ability to machine complex measuring elements. LaRC 
engineers were able to design more complex configurations that could be machined with 
single piece construction. Single piece construction became the preferred production 
method for all future LaRC force measurement transducers. In the. 1950’s and 1960’s most 
LaRC balances used either a radius front end fit (fig.2) or a diameter front end fit (fig.3) 
with taper fits for the mechanical ground and foil strain gages were used. 



Figure 2 - A LaRC Radius Fit Balance 



Figure 3 - A LaRC Diameter Fit Balance 
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In the late 1970’s and early 1980’s the majority of LaRC balance development effort was 
concentrated on the development of cryogenic balances. This is a maturing technology and 
is still a major focus today. The effort to develop the National Aerospace Plane (NASP) 
was begun in the late 1980’s and early 1990’s. The NASP project required the ability to 
more accurately measure high temperature strain (above 100° C). A significant amount of 
effort was applied to high temperature strain measurement and culminated with the patent of 
the LaRC High Temperature Strain Gage. Currently, LaRC is focusing on instrumentation 
uncertainty predictions, thermal compensation techniques, and operational productivity 
improvements. The development and maintenance of LaRC force and strain measurement 
instrumentation is the responsibility of the Model, Instrumentation, and Systems Branch 
(MISB) in the Experimental Test Techniques Division (ETTD). As always, LaRC is 
constantly looking for future developmental projects that will improve instrumentation 
accuracies, durability cost effectiveness, and productivity. The MISB currently supports 
many types of force and strain measurement instrumentation and activities, some of which 
are discussed below. 


Force Transducer Types 

LaRC develops, maintains, and operates many unique force transducer types. These 
include external, hinge moment, flow through and rotor balances. LaRC also has 
developed many unusual balance systems for use in unique, highly specialized test 
conditions. 

LaRC operates three external balance systems in different environments. The most recent 
of these is the three component balance in the 8 Ft. High Temperature Tunnel (8’HTT). A 
photo of this balance is shown in figure 4. 



Figure 4 - The 8’HTT External Balance 
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Here a model of a scramjet engine is mounted on top of the balance. This balance operates 
in an elevated temperature environment in which thermal gradients across the balance can 
produce erroneous data. This balance was designed using patented compensation 
techniques, which theoretically cancel any errors due to thermal expansion differences that 
may occur within the large balance structure. 

Another custom force transducer type that the MISB supports is hinge moment balances. 
The distinguishing characteristic of these balances are their small size. One such balance is 
shown in figure 5. 



Figure 5 - Hinge Moment Balances 

Hinge moment balances are typically used to measure the forces and moments on model 
control surfaces such as ailerons and elevons. These balances are usually three component 
transducers that measure two forces and one moment. Often these transducers are designed 
for specific applications such as the hinge moment balance shown in figure 6. 
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Figure 6 - A Custom Hinge Moment Balance 

This balance was designed to measure the aerodynamic loads applied to a vertical tail 
rudder. It was designed with the unique ability to vary the angular setting of the rudder 
throughout the wind tunnel test. Also it should be noted that calibration loading points are 
included as part of the balance design. 

The Low Turbulence Pressure Tunnel (LTPT) requested the design of another unique 
balance system. In this case, the model was a long, two-dimensional airfoil, which 
spanned the test section and was mounted on rotating drum sidewalls. The model produced 
high lift and pitching moments relative to the drag. This greatly increased the difficulty of 
obtaining accurate axial component measurements. The dual balance system, shown in 
figure 7, was produced for these 2D Eppler tests. 



Figure 7 - A Dual Balance System 
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Results of these aerodynamic tests can be found in reference 1 . Perhaps the most unique 
feature of this balance system was the thermal flexure mounted in one of the sidewalls. 
This flexure provided relief for the thermal expansion and contraction of the long model 
and controlled the side forces that otherwise would have overloaded the main balance 
system. Also included were balance lockouts, which were used during setups and rotation 
of the entire model and balance system. 

Two other unique balance types used at LaRC are flow through balances and rotor 
balances. A picture of a large flow through balance can be viewed in figure 8. 



Figure 8 - A LaRC Flow Through Balance 

Flow through balances are used in powered wind tunnel tests. The design challenge here is 
to maintain balance measurement accuracy while paralleling the measuring elements with a 
bellows arrangement. Calibrations must also provide interaction corrections for pressure 
and mass flow rates. LaRC has used many types of custom rotor balances. The most 
complex to date was the 1633CR-balance system (figure 9). 
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Figure 9 - A Forward Counter Rotating Balance Assembly 
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This figure shows only the front balance in this counter rotating system. This test was 
designed to measure the interference effects between a forward and aft propeller propulsion 
system. The design challenges resulted from not only the system complexity, but also due 
to thermal issues that were generated by the 16000-RPM propeller speed. 


Strain Measurement 

Strain measurement is a critical area, which supports force measurement at Langley. In the 
recent past, this is the area where the greatest balance advancement has taken place. 
Langley has developed multiple strain measurement application and usage techniques that 
involve bonding, thermal compensation, moisture barrier, and wiring/connector techniques 
for many environmental extremes. These strain measurement techniques are not only 
applied to balances, but also to many structural tests. An example of our high temperature 
strain gage effort is shown in figure 10. 



Figure 10 - Carbon/Carbon Test Specimen 


The strain gage and application technique shown was developed at LaRC. It can be seen 
that the strain gage bridge is still operational while the test material is failing due to 
delamination at 1100° C. At the opposite extreme, a custom force transducer for the CETA 
experiment is shown successfully operating in space (figure 1 1). 
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Figure 1 1 - A Force Transducer Platform in a Space Environment 

In a space environment the transducer must perform in extreme cold and vacuum 
conditions. This test was designed to measure the astronaut’s level of effort expended 
performing various tasks. 


Calibration and Data Reduction 

Calibration and data reduction are other critical areas for the production of force 
instrumentation. The LaRC calibration effort begins with the standards lab. This lab 
maintains our force and mass standards and ensures that they are traceable back to the 
United States National Institute of Standards and Technology (NIST). The next step in 
force transducer calibration typically is the application of dead weights and data acquisition. 
Langley's calibration strategy is to apply calibration loads to simulate test conditions as 
closely as possible. A more detailed explanation of the LaRC calibration process is given in 
reference 2. . A loading schedule usually begins with the application of simple single 
component loadings and progresses into complex sequences of multicomponent check 
loadings. A photograph of a six component load application can be seen in figure 12. 
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Figure 12 - A Six Component Dead Weight Calibration Loading 

Following acquisition, the data is reduced using a least squares curve fit to generate all 
possible sensitivities, first order, second order, and cross product interaction coefficients 
(see references 3 and 4). Often, custom calibrations must be performed, such as the on site 
semi span model calibration shown in figure 13. 



Figure 13 - An On Model Balance Calibration 
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While the balance was fully calibrated in our lab, the model system required an on model 
check calibration. A cable load applying axial force and a yawing moment are being shown. 

Conclusion 

In conclusion, the Model Instrumentation and Systems Branch supports a wide variety of 
force and strain measurement capabilities. Accurate measurements are required in the 
presence of many challenging requirements such as: limited physical space, rotating 
systems, use of exotic materials, and extreme environments. The MISB typically produces 
about ten new balances per year and supports approximately 300 existing force 
transducers. There are about 350 tunnel installations and 10,000 strain gage installations 
performed annually. Our metrology efforts include about 80 six component balance, and 
650-load cells/torque wrenches/analytical balance calibrations per year. Hopefully, this 
broad overview presents a better understanding of the NASA Langley Research Center’s 
force and strain measurement capabilities. 
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ABSTRACT 


The Cologne Cryogenic Tunnel, better known as KKK, is a Low Speed Atmospheric Wind 
Tunnel working at temperatures from ambient down to 100 K. The test section size is 2.4 by 
2.4 meters. The tunnel has the Reynolds number capability of a highly pressurised tunnel of 
the same size. The tunnel allows Reynolds number excursions at constant Mach number 
without change in dynamic pressure, so there are no model deformation effects. With this 
simulation capability the tunnel will be highly useful for Reynolds Number testing during the 
high lift system development of transport type airlines. This capability may be improved even 
more by the use of half models. In conventional tunnels the half model technique is 
successfully and routinely used in the Airbus development wind tunnel test programmes. 

The typical design of compact half model balances leads to a high sensitivity against 
temperature effects, so a very careful design of the half model mounting system is necessary 
to get the required high accuracy and repeatability with half models. 

In co-operation of the DLR and the Technical University of Darmstadt a half model mounting 
and measuring system was developed and constructed. The Technical University of 
Darmstadt was responsible for the balance design and manufacture; on the other hand the 
DLR designed and constructed the difficult balance installation. To avoid any accuracy 
degradation due to temperature effects, the complete balance including the angle of attack 
drive is isolated and conditioned to ambient temperature. 

The connections to the cold model at the model side of the balance and to the cold tunnel 
structure at the earth side created serious design problems. Large forces must be transferred 
by these connections and heat flow through the connections must be avoided as perfectly as 
possible. A combination of isolation and local heating was developed to fulfil these 
requirements. 

The half model balance is designed by an interactive computer programme, which analyses 
the stress distribution in the balance and allows an optimised design for signal strength and 
stiffness. The half model balance is fabricated from one piece of high strength maraging steel 
by milling and EDM. Regardless of the fact, that the balance will be conditioned to ambient 
temperature in the cryogenic environment, gaging and wiring will be done with materials and 
methods fully qualified for cryogenic conditions. The balance was be calibrated using a third 
order algorithm. 

To allow engine interference testing, in the design of the balance provisions have been made 
for installation of a compressed air bridge for the engine simulation drive air (resp. nitrogen). 
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1. Introduction 

Since more than 15 years the half model testing technique is used by Deutsche Airbus, Bremen, 
with excellent results in the Airbus wind tunnel programme. Especially for the development of 
the high lift wing configuration the half model technique allows a much larger model scale in a 
given tunnel and reduces model construction cost. Low speed engine interference, which has a 
large influence on take off and landing performance, can be studied successfully with half 
models equipped with turbine driven simulators (TPS). 

The Cologne Cryogenic Tunnel is fully developed and qualified for operational testing. The intro- 
duction of the half model technique into this tunnel results in a Reynolds Number / Mach 
Number capability, which is comparable to much larger and highly pressurised conventional 
tunnels. This capability is achieved with constant dynamic pressure through the Reynolds 
Number range at a given Mach Number, so there is no interference between model deformation 
and Reynolds Number effects. 

. 

Therefore the DLR decided to provide a half model mounting and balance system for the KKK. 
The balance is designed and fabricated by the Technical University of Darmstadt while the turn- 
table and the thermal isolation and conditioning system is designed and fabricated by the DLR. 

2. The Cologne Cryogenic Tunnel (KKK) 

The well known KKK originally was a conventional Low Speed Tunnel, which was modified for 
cryogenic operation [1,2]. To enable cryogenic test operation, the KKK has some additional 
systems, which distinguish the cryogenic tunnel from a conventional tunnel. The main features 
of the KKK are shown in Figure 1 : 

o A closed test section including an access lock and a model conditioning room for model 
handling, while the tunnel circuit is held at low temperature. 

o A liquid nitrogen injection system to control the gas temperature. 

o An exhaust system to control the tunnel pressure 

o An internal insulation system to protect the concrete shell from the low temperature. 
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o A control system to control Mach Number, temperature and pressure with the required 
accuracy. 


The temperature of the test 
gas can be varied between 
300 K and 100 K by injection 
of liquid nitrogen into the 
circuit downstream of the 
second corner. By cooling the 
obtained Reynolds Number at 
constant drive power may be 
increased by a factor of 5.5 to 
9,5 Million. 

Thus by independent varia- 
tion of the test parameters 
the influence of the Mach 
Number, Reynolds Number 
and dynamic pressure (strain) 
on the model results may be 
considered separately. 



The modified tunnel has the following technical characteristics : 


Test section dimensions 
Length of test section 
Cross section area 
Max. model wing span 
Test section static pressure 
Temperature Range 


2.4 m x 2.4 m 

5.4 m 
5,76 m2 

1.5 m 

Atmospheric 
100 K to 300 K 


Max. Ma-Number (300K) 0.325 

Max. Ma-Number (100K) 0.38 

Max. Re-Number 9.5 x 10 6 

Fan power 1 MW 

Loss coefficient 0.171 
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The Re-Ma-Number capability of the tunnel is shown in Fig. 2. 



Figure 2 : Full and Half Model Reynolds Number 

Simulation Capability of the KKK 


The test section area consists of the con- 
traction, the test section itself and the 
transition section to the first diffuser as 
well as lock and model conditioning room . 
The test section arrangement of the KKK 
is shown in Figure 3. Corresponding to the 
dimensions of the model cart there is an 
opening measuring 1,5 m in width and 3.1 
m in length. The upper cover of the cart 
serves as test section floor for the duration 
of the tests. 

The access lock and the model condition- 
ing room are below the test section. Both 
rooms serve for model modifications at 
ambient temperature while the tunnel is 
held at low temperature. This ensures 
economical operation of the tunnel. As the 
lock and the model conditioning room have 
individual temperature systems for cooling 
down and warming up they can be 
employed as independent cryo-test 
facilities. 

If changes need to be made to the model 
during low temperature operations, a lift 



Model Cart 


Testing Position Model Handling 

Position 

Figure 4. Cart in testing position and in 
model handling position 
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system is used to lower the model cart into the lock, which is at the same temperature as the 
tunnel. The hole in the floor is then sealed with a vapour-tight cover (see Fig. 4) to isolate the 
lock from the low temperature tunnel. 

If major conversions are to be made to the model or if the model is to be changed, the model 
cart remains parked in the lock. The interior of the lock is gradually warmed up by circulating 
warm nitrogen gas. Finally, before opening the rig door and before human entry dry air is blown 
into the lock. Due to the great mass of the steel model support and the lift system the complete 
operation takes almost four hours. 

To achieve shorter model access times in the case of minor changes on the model such as 
adjusting the flap angle, a model conditioning room (MCR) was installed directly beneath the 
lock (Fig. 3) The two rooms can be separated by a vertically moving double sliding door. With 
the door open, the model can be moved into the model conditioning room with the aid of the lift 
system. The double sliding doors close around the sting. In this case the warm-up process 
described above can be completed in about 60 minutes as a result of the much smaller volume 
and the much smaller masses in the model conditioning room. So the conditioning room 
improves the productivity of the KKK substantially. 


3. The Need for Half Model T esting in the KKK 


Figure 5 shows an Airbus half model 
with engine simulation (TPS). The 
model scale is 1 : 16 with respect to 
the Airbus A 300. 


Models of this type are widely used in 
the Airbus aerodynamic development 
programme for high lift system pre- 
development and optimisation and for 
low speed engine interference 
testing. Half models of this scale can 
be tested in the KKK as well. So if the 
structural design of the models is 
qualified for cryogenic testing, the 
same models can be used for con- 
ventional routine testing and for Rey- 
nolds Number extrapolation in the 
KKK. The provision of a half model 
mount and balance in the KKK would qualify the KKK for highly efficient use in the Airbus 
aerodynamic development programme and in fundamental research on high lift systems. 


Figure 5. Half model with engine simulation by TPS. 



119 


4. Half Model Balance Design 


Normally a 'Half Model Balance' is installed on the external side of the test section wall repre- 
senting the symmetry plane of the model. There are two different design principles for half 
model balances. One design philosophy follows the idea of a compact 'One-Piece' balance. The 
other design principle is to assemble the balance from parts (rods, flexures, levers and force 
sensors) like a very compact external wind tunnel balance. Since the available space for 
installation in the KKK is very limited, only the 'One Piece Balance' is dealt with in this paper. 


Another alternative is the arrangement of the turn table for angle of attack. This turntable may 
be installed between earth and balance (rotating balance) or between balance and model (fixed 
balance). For the KKK the principle of the rotating balance was chosen. 


An analysis of existing one piece half model balances shows two different arrangements of the 
sensing beams. What we call the 'Fully Symmetric Cage' is shown in Figure 6 and the J Half 
Symmetric Cage' is shown in Figure 7. 





Figure 7 : „Half Symmetric Cage" 


From a careful comparison of the two arrangements resulted, that the 'Half Symmetric Cage' 
(Figure 7) offers more freedom in the adaptation of the sensing beam dimensions to the relative 
magnitude of the five components X, Z, Mix, My and MSS (the side force Y normally is not 
measured in the half model case). So this design principle was used for the KKK balance. 
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in both designs a centra! beam may be provided as indicated in Figure 7. The central beam 
gives extra freedom for the individual adaptation of the beams to the desired load range of the 
components. In the case of the KKK balance design this central beam was not provided to 
make allowance for a central hole through the balance. Engine interference tests with blown 
nacelles or with Turbine Powered Simulators (TPS) are an important use of the half model 
arrangement. This arrangement makes drive air supply to the model much easier than in the 
case of the complete model. The drive air is supplied to the model via a force free air bridge. 
For the principle design of such air bridges see [3], The design of the half model balance for the 
KKK shall allow to retrofit a force free air bridge. So a relatively large central hole in the balance 
body was provided. 

The key question of a half model balance concept for a cryogenic tunnel is the decision of a 
'Cold Balance' or a 'Heated Balances'. For tail sting internal balances in a cryogenic tunnel the 
author prefers the cold balance. Nevertheless for a half model balance the situation is different. 
Past experience with compact half model balances demonstrates, that these instruments are 
very sensitive against temperature changes. Temperature changes create temperature gradi- 
ents in the balance structure and result in error signals especially in the axial force measure- 
ment. Different measures are taken against this problem. One design is a balance completely 
sealed and filled with oil for better temperature uniformity. 

In principle it is no problem to design a balance for cryogenic environment. Nevertheless the 
large masses of the model, the turntable and the balance itself follow temperature changes in 
the tunnel very slowly and so temperature gradients in the balance structure exist for long times. 
The long time waiting periods necessary for sufficient temperature uniformity in the balance 
deteriorate the tunnels productivity to an unacceptable extent. On the other hand the installation 
of a half model balance makes heat insulation and heating of the balance for ambient tempera- 
ture condition much easier than in the case of an Internal Balance. So for the KKK the ’Heated 
Balance' option was chosen. 

One principle design dimension is the diameter of the balance. The balance should be as com- 
pact as possible. On the other hand a certain minimum diameter is needed for the large rolling 
moment (in case of the half model more logically designated a 'Root Bending Moment 1 ). We 
defined a half model balance load parameter : 


For a successful design this Half Model Balance Load Parameter shall be between 15 N/cm 2 
and 80 N/cm 2 . To avoid any influence of the balance flange screw stresses on the measuring 
elements, a massive and stiff block is provided between the flange and the bending beam cage 
in the centre of the balance. These blocks limit the minimum length of the balance. If the stiff- 
ness of this part of the balance is not sufficient, the accuracy of the balance is deteriorated by 
mounting the balance. As a simple design rule a balance length close to the diameter allows a 
design of sufficient stiffness. 

For the design computation an interactive computer programme was written. The dimensions of 
the balance and the bending beams are fed into the programme and the result is a complete 
stress analysis of the bending beam cage for the five load components. The balance designer 
modifies the balance dimensions step by step until a satisfying design is found. 
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Figure 8. Principle design of the KKK half model balance 

The Half Symmetrical Balance' design allowed for nearly equal sensitivity of the three main load 
components Normal Force, Axial Force and Pitching Moment. Figure 8 gives a qeneral 
impression of the design. 



The KKK half model balance was fabricated from a single block of Maraging 250. Careful heat 
treatment prevented any distortion or cracks during machining of the small bending beams from 
this block. Figure 9 shows the balance on the milling machine. Figure 10 shows the balance 
ready for gaging and Figure 1 1 gives an impression of the final appearance of this balance 
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For gaging conventional MM strain 
gages are used. The wiring is care- 
fully arranged for closely concen- 
trated bridges to minimise tempera- 
ture effects. For further minimisation 
of temperature effects some strain 
gage bridges are wired as Poisson 
bridges. As an example of the strain 
gage application a close up of one 
bending beam is shown in Figure 12. 

A sufficient number of PT 100 tem- 
perature sensors are installed to 
monitor the temperature situation of 
the balance. 



•• ••• ; -C ’ 
" 


Figure 1 1 : Half Model Balance Ready for Calibration 



Figure 12 : Gage Application 
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5. 


Half Model Installation in the KKK 


The half model will be mounted in the test section floor on a turntable, which represents the 
symmetry plane of the model and allows to set angle of attack. The turntable is mounted on the 
structure of the 2-D model cart and is connected to the earth frame. The model itself is mounted 
on the rotating balance. 


Using the lift system the model cart 
can be lowered for model changes 
from the test section into the lock 
during cryogenic operation . The 
equipment of the lock will be com- 
pleted for drive gas supply to the 
cart and to the model via a force 
free air bridge for TPS testing. 

During the tests the upper and the 
lower side of the wing can be 
observed from both sides of the 
test section, using special methods 
for surface flow visualisation. 
Windows in the ceiling of the test 
section will allow additional flow 
field measurements in the slots of 
high lift configuration elements to 
investigate the influence of 
Reynolds Number effects. 




Teinperature ' 
conditioning 
systen ^ 




Figure 13 : Predesign of Half Model Arrangement 


6. Insulation and Temperature Conditioning System 


Opposite to the internal balances 
of KKK, which are designed as 
„cold“ balances, the half model 
balance of KKK is a „warm“ 
balance. One condition for force 
measurements with an acceptable 
accuracy and repeatability is a 
homogeneous temperature distri- 
bution in the balance at almost 
25° C. To guarantee a 

homogenous temperature 

distribution, the balance is 

surrounded by a super insulation, 
which prevents a radial heat flow. 
A heat flow in axial direction is 
given at the upper model adapter, 
and at the fixing of the balance at 



Figure 15 : Balance Installation and Insulation System 
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the lower structure with bearing. The model side adaptation of the balance is more critical with 
regard to the amount of heat flow, as here the model with its high surface heat transfer 
coefficient is responsible for a temperature gradient in axial direction. Therefore, we took much 
care on the design of the link between balance and model adapter. Beneath the model adapter, 
there is a CFK layer to reduce heat flux. A heater plate and a spacer is added at the downward 
side. The spacer is designed with small sectional areas to achieve a low heat transfer rate. 

An additional CFK plate 
at the upper flange of the 
balance improves the 
uniform temperature dis- 
tribution. 

The support side flange of 
the balance temperature 
conditioned in a similar 
manner, whereas no 
spacer is used because 
of force resistance 
reasons. 

The various heating Figure 15 : Balance and Insulation 

layers are temperature 

adjusted by means of 4 PID control devices. The angle of attack is measured by an angle 
transmitter connected to the driven part of the bearing and has an accuracy of 1/100 °. Since 
this device cannot operate in cryogenic conditions, this part of the lower balance adaptation is 
insulated with an additional super insulation. 



i mm 
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7. Operational experiences 

The preliminary tests for half model test runs were carried out in the model access lock of KKK. 
The test results gave information about the efficiency of the super insulation and heating 
devices. During the tests the model and support with balance was cooled down in the lock. 
During the cool down phase the temperatures of the balance (12 temperatures, taken in axial 
and radial direction in the balance circumference) and the temperatures of the heating layers 
and insulation layers were registered. 

During the cooling tests three non expected effects were obtained, which had a great influence 
on accuracy and repeatability of the balance : 

a) Heat flux via screw joints of the spacer. 

b) Convection and gas flow caused by a pressure difference between the inner and outer 
side of the super insulation tube which surrounds the balance. 

c) Interaction of the heating systems and controllers. 

These effects resulted in temperature differences at the circumference of the upper balance 
flange of up to 2 degrees centigrade and influenced the achieved accuracy and repeatability of 
the balance considerably. To achieve the goal of 2-3 drag counts repeatability for transport 
measurements in low speed, some improvements were necessary. Between the upper and the 
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lower flange of the balance similar temperature differences occurred. These temperature 
differences had no measurable effect on the balance repeatability. 

Considerable improvements were achieved already by some counter-measures. The flange 
screws were replaced by titanium bolts. The much lower heat conductivity of titanium improved 
the situation. 

The gas flow through the balance was prevented by careful sealing of the total balance 
compartment. Finally some improvements of the temperature controllers were achieved. 

In an additional program we studied certain structural modification of the balance design for a 
drastically reduced sensitivity of the balance against circumferential temperature differences. 
This seems to be the most promising approach, since during tunnel operations very often condi- 
tions may occur, which have not been tested with the insulation and temperature control system 
and which may cause difficulties. The modification study for a much reduced sensitivity against 
temperature differences is running just now with the well proven instrument of Finite Element 
analysis. 

8. Summary 

The installation of a half model technique in the KKK gives a much increased Mach-Reynolds 
Number capability for transport aircraft development testing. Maximum MAC Reynolds Numbers 
of typical transport aeroplane configurations will be Re = 12 x 10 6 at a Mach Number of 0.3. 
Since the KKK is an atmospheric cryogenic tunnel, Reynolds Number excursions are provided 
only by temperature excursion with constant total pressure. So Reynolds Number effects are not 
mixed with model deformation effects. 

The concept of a compact one piece half model balance, which is isolated and conditioned to 
ambient temperature, allows stable and accurate measurements without any need for stabilisa- 
tion time. So an optimum productivity of the KKK for transport development tests will be 
achieved. To achieve this goal, a sophisticated temperature conditioning system for the balance 
compartment is necessary. 

The design of the balance allows for engine interference tests. Another useful application of the 
KKK will be initial low cost testing of models for the ETW, since the size of KKK and ETW allow 
the use of the same models in both tunnels. 
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ON INTERNAL BENDING-BEAM STRAIN-GAUGE WIND-TUNNEL BALANCES* 


Knut Fristedt 
AB ROLLAB 
Solna, Sweden 


SUMMARY 


A design study of an internal strain-gauge wind-tunnel balance with 
a force system valid for an airplane model in a transonic 1.5x1. 5 m 2 
wind-tunnel with a stagnation pressure of 400 kPa is presented. It con- 
cerns a "flow-through" model, and the permitted diameter of a balance 
of type bending-beam is 30 mm. It is shown, that a balance can be de- 
signed, if a maximum nominal stress of 600 N/mm 2 is permitted. The 30 
mm diameter part of the sting may however be to short from an aerodyna- 
mic point of wiev. 

As a background a comparison of the relative load carrying capacity 
of three types of balances is made by use of information found in the 
litterature. This study shows, that the bending-beam balance is superi- 
or, when D<35 mm. The capacity of "Task" balances is equal at larger 
diameters and the "Two-Shell" balance is a competitor, when D>50 mm. 

A discussion of the influence of the numerical value of the diame- 
ter on the load carrying capacity at constant stress of the present 
type of balance is made together with a limited comparison with Task 
and Two-Shell balances. 

A mathematical model of 2:nd degree, which combines the force sys- 
tem loading the balance with the balance signals is finally commented. 
This model can be used both for calibration and wind-tunnel testing. 


INTRODUCTION 


The purpose of a wind-tunnel balance is to measure the aerodynamic 
forces and moments, which load a model during wind-tunnel tests. Both 
stationary and non-stationary forces may be of interest, and different 
balance configurations and model support systems are adopted for the 
different tasks. The present report discusses the design of internal 
strain-gauge balances for static force and moment measurements. 

Internal balances are used within all speed ranges and it is the 
only balance type used for model testing in transonic and supersonic 
wind-tunnels. The reason is, that it measures only those forces, which 
are generated on the model and that the distortion and interference 


* Based on a report originally written for the Defence Material 
Administration of Sweden 
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effects on these forces are small, at least as long as the sting does • 
not require modifications of the external geometry of the afterbody of 
the model. 

The balance must suppress the influences on the output signals from 
environmental parameters such as temperature and electromagnetic radia- 
tion. The influence of periodic mechanical vibrations are eliminated by 
the signal conditioning equipment or the data evaluation process. 

The possibility to manufacture expedient internal balances is a 
consequence of the development of the cemented resistance strain-gauge 
and the semiconductor electronics. The former gives small gauges of u- 
niform quality and the latter equipment for reliable conditioning of 
the small signals from the strain-gauges. 

Figure 1 shows, that an internal balance measures the components of 
a body-fixed force system. A large normal force (N) often 10 to 20 
times the axial force (T) characterizes wind-tunnel models of airpla- 
nes. The corresponding ratio of missile models can be 3 to 10. The side 
force (C) of an airplane model is say 30% of the normal force, while 
most missile models are characterized by equal N and C components. The 
measured axial force represents practically always a flying condition 
without engine thrust. A model with open air intakes is also influenced 
by an internal drag, which must be considered in the evaluation of the 
measurements . 

A strain-gauge balance is an analog transducer, which must be cali- 
brated against known forces and moments. The capacity of the calibra- 
tion equipment to simulate a correct aerodynamic force system and the 
ability of the mathematical calibration model to simulate the mechani- 
cal and electrical characteristics of the balance are of major impor- 
tance. They settle the accuracy, by which the aerodynamic forces of a 
wind-tunnel model can be measured. 

An internal balance is normally supported by a sting fixed in the 
model support of the wind-tunnel. The strength and the stiffness of 
the sting can be the factors, which limit the load capacity of the 
balance . 


SYMBOLS 


N= Normal force. 

C= Side force. 

T= Axial force. 

P= Reaction force. 

J= Area moment of inertia. 


m= Pitch moment. 
n= Yaw moment. 

SL= Roll moment. 

M= Bending moment . 

A= Cross-section area. 


B= Section modulus in bending. W,K= Section modulus in torsion, 
x y z= Coordinate system with origo in the balance centre. 

D= Diameter of balance. R= Radius of balance. 

d= Diameter of sting hole, diameter of balance end support. 

E= Modulus of elasticity. G= Modulus of rigidity. 
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v= Poisson's ratio. 

x= Distance along the sting from the balance centre. 

Relative length in fig 13. 
a= Stress. 


cr = Ultimate stress, 
b 

cr = Static stress, 
s 

a = Total stress, 
tot 

T= Shear stress. 
s= Strain. 


G 0 2~ Y; '- e -'- d stress. 

Of= Fatigue stress. 

c = Dynamic stress, 
a 


T, = Ultimate shear stress, 
b 

e = Apparent strain, 
s 


AR= Change of resistance. 

V= Power voltage. Wind speed. 
t= Temperature. 


R= Electrical resistance, 
u= Bridge output signal. 
g= Linear gauge factor. 
k= Second degree gauge factor. Spring konstant. 

Coefficient in (214), (215) and (216). 
a= Angle of attack. Parameter in figure 13, 20, 21, 22 and 24. 
z = Dimension in figure 20, 21, 22 and 24. 

6= Angle of yaw. Functions defined in (43), (55) and (69). 

F^-*-F^= Functions defined in (46) to (49). 

H^-*-H 4 = Functions defined in (56) to (61). 

S= Function defined in ( 38 ) . L= Sting length. 


V^= Function defined in (72). 


r^= Fillet radius. 


L^-*- L g = Dimensions defined in figure 10. 

a b c d= Dimensions in the N-C-L and N-C elements in figure 10. 
t^ t * Length and position of a strain-gauge in (40). 

h^ b^ b^ r^ r^ n^ n^ s^ s^ e^= T element dimensions. Figure 10 

m^= Dimension in figure 20 and 21. m^= Dimension in figure 22. 

Cp= Stress control points in figure 10. 

m= Model mass. f= Natural frequency. 

6= Symbolic deflection. ip= Symbolic slope. Relative scale. 

0= Angle of twist in figure 18. cp= Angle of twist in figure 18. 


INTERNAL BALANCES ON THE MARKET 


Figure 2 is a summary of the relative load carrying capacities of some 
internal balances. The information is gathered from brochures and re- 
ports and does not lay claim to be complete. Where applicable the forces 
given are corrected to correspond to force systems with six components, 
to permit mutual comparisons. The standardizing parameter choosen is 

N/D 2 (1) 


The external forces and moments of a wind-tunnel model exposed to 
an airflow, can be written ( 'i ) = the relative model scale) 


and m=s 4) ( 3 ) 
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The bending and torsion resistances of a model are also proportional to 
'l' and the stresses, which the external forces cause in a given cross- 
section, are accordingly 

a= constant ( 4 ) 

as long as the models (and the balances) are geometrically similar. 

The stresses during wind-tunnel testing, in equally located sections of 
models and balances, are consequently also constant and independent of 
the model scale as long as the dynamic pressure and the model attitude 
are unchanged. 

Figure 2 includes three types of six-component balances with diffe- 
rent geometric layouts. 


The Bending-Beam Balance 


The bending-beam balance (figure 3) is usually made in one piece. 

The model is mounted on one end of the balance and the other end fits 
into a tunnel-fixed support (e.g. a sting). The different measuring ele- 
ments must carry the whole force system and simultaneously measure their 
dedicated components. It is impossible from a strength point of view to 
arbitrarily;' choose the sensitivities of the different elements. 


This type of balance has normally insignificant hysteresis and the 
different balance signals depend in principle on all force and moment 
components present. The interactions are proportional to changes in slo- 
pes and deflections of the balance with the model as reference. These 
deformations are relatively large due to the fact, that the balance is a 
beam fixed in its ends to the sting and the model. 


The following comments refer to the numbers in figure 2. 



The dots on the curve correspond to the ROLLAB balances tabulated 
in [l] and a few more. The series begin with a diameter of 6 mm. 
The relative load carrying capacity increases up to a diameter of 
15 to 20 mm. The upper of the three 18 mm balances was provided 
with an integrated conical sting. 




The broken line is a criterion, which so far has been used by ROL- 
LAB as a design limit for bending-beam balances. It can be summari- 
zed as 

N/D 2 = 0.225 D when 0<D<20 mm (5) 

2 

N/D = 4.5 when D>20 mm (6) 

It is obvious in comparison with (18 ) , that "stronger" balances 
can be made if a maximum nominal stress level of 600 N/mm 2 is per- 
mitted. 

The dots on the curve correspond to the strongest of the TEM balan- 
ces tabulated in [1]. Stronger balances can probably be designed. 
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© The curves represent an upper limit for the balance technique given 
in [2]. The lack of an upper limit for D is confusing. 

^ 5 ") These data from [2] concern four balances intended for NTF. It is 
not clear, if it refers to preliminary designs or to manufactured 
balances . 


6 j Data from [3]. The balances are of the same general layout as the 
TEM balances. 

7; Represents data from [4]. The layout differs from the rest of the 
examples, it is manufactured of a few pieces screwed together. The 
relative strength increases rapidly with the diameter up to ~40 mm. 

9 j The line represents a criterion given in [7] as a maximum limit for 
bending-beam balances. It is apparent, that a lower limit of D 
must be added. 

10^' Represents the load carrying capacity of three balances with data 
from [7]. The curve approaches the criterion [9], when D>70 mm. 

13 y Data from [10]. The three balances are only examples. However data 
from other ONERA balances have not been found in the litterature. 

14 ‘Data from [11]. 

(l5^ Data from [12]. 

17) Data from [13]. Concerns a balance manufactured by NLR. 

18) Represents the 30 mm balance calculated later in this report. The 
" balance is belived to represent an upper limit for the type of 

design presented in this paper. 


The TASK Balance 


The floating-frame balance type "TASK" consists of two coaxial tubes 
joined by six measuring elements. The model is mounted around the exter- 
nal tube and one end of the internal tube is provided with a taper, 
which fits into e.g. a sting. The measuring elements are loaded only by 
single components. The screw joints may cause hysteresis. An uncertain 
zero-drift can occur if the external tube is squized by the model. 

The non-linear interactions are small because all measuring elements 
are attached to the external tube and consequently deflect only margi- 
naly in relation to the model-fixed force system. 

With reference to the numbers in figure 2, the following comments 
can be made. 

.11 Data from [8] and valid for the series D balances. It is presumed. 
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that the two components N and m load the balances simultaneously, 
when the relative load carrying capacities are estimated. 

12 y Data from [9] and valid for the series MK balances. It is believed, 
that these data represent an upper limit of this balance family. 

The event of the curve shows, that TASK balances with a diameter 
>40 mm have large load carrying capacities, but also that this qua- 
lity drops considerably for D<30 mm. 


The Two-Shell Balance 


The Two-Shell floating-frame balance is described in [5] and [6]. It 
consists of an external tube, with the ends soldered to an internal tube. 
The latter is provided with a taper, which fits into e.g. a sting. Seve- 
ral slits in the external tube near its ends form a number of beams per- 
pendicular to the longitudinal axis of the balance. These beams are the 
only connections between the soldered ends and the central part of the 
external tube. The beams are provided with strain-gauges with different 
functions. The balance can not be designed to measure a force system with 
arbitrarily choosen components. No screw joints are present and the hys- 
teresis is accordingly small. The model is mounted on the external tube 
and zero-drift may occur, if the model deforms the tube. The non-linear 
interactions are small due to small deflections between the external tube 
and the positions of the strain-gauges. The measuring elements are loaded 
by all components and linear interactions are present. 

With reference to the numbers in figure 2, the following comments can 
be made . 

8 j This is a criterion of the maximum load carrying capacity given in 
[5 ] and adjusted to correspond to a complete force system. 

16; The three balances are calculated in [5]. Similar balances have been 
manufactured by Convair and by AEDC , but no experimental data have 
been found in the litterature. The relative load carrying capacity 
of the design is low, when the diameter is <40 a 50 mm. 


THE ELEMENTS OF A STRAIN-GAUGE BALANCE 


A strain-gauge balance consists of tree elements, the spring-body, 
the strain-gauges and the bridge wiring. It is a spring-balance with 
electric sensing. 


The Spring-Body 


The metal body is an undamped spring. The external load is balanced 
by internal stresses distributed in the whole body, and a corresponding 
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strain distribution excists. 

Strain-gauges can only be cemented on the surfaces of the body. The 
body must conseguently be able to carry the external load and simultane- 
ously on its surface produce strains, which permit the strain-gauges to 
yield suitably large and stable electric signals. The geometry must also 
permit local changes in the introduction of the external loads without 
affecting the stress distribution in the cross-sections of the measuring 
elements . 

The ratio between stress and strain in a spring-bady is linear up to 
a certain value of the stress ( a Q 2 )* When this limit exceeds the materi- 
al yields plastically. Only the elastic part of the deformation disappe- 
ars, when the load is removed. This condition is valid for accuracies ty- 
pical for wind-tunnel balances. 


A one-dimensional stress field always causes a two-dimensional strain 
field due to the lateral contraction of the spring body (figure 4). 


£ 


X 



(7) 


£ 




( 8 ) 


A two-dimensional stress field causes a two-dimensional strain field, 
which can be described by superimposing the effects of two perpendicular 
one-dimensional stress fields. 




V 


£ 



(a -v*a ) 

y x 


(9) 

( 10 ) 


Only two types of transducer elements are of interest in bending-beam 
balances, the bending element and the torsion element. 


Figure 5 shows the first type, an element exposed to bending. The 
stresses under the strain-gauges in point I can be expressed as 



(ID 


The corresponding strains can be calculated from (7) and (8). 


Figure 6 shows the second type, an element exposed to torsion. The 
principal stresses under the strain-gauges in point I ( ±45 "direction ) are 
numerically equivalent with the shear stress or 

G= ±A (12) 

W 

The corresponding principal strains can be calculated from (9) 
and (10) and will be 
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(1 + v) 


(13) 


The sprig-body dimensions are also temperature dependent. A uniform 
change of the temperature of the body results in an apparent strain with- 
out a corresponding stress. Temperature gradients produce local strains 
with accompanying stresses without the presence of external forces. This 
means, that only gradients along the spring-body can be accepted. 


The Strain-Gauges 


Two types of resistance strain-gauges are used in wind-tunnel balan- 
ces, conventional foil-gauges and semi-conductor gauges. The former type 
is manufactured of Constantan (Advance) or Karma and the latter of doped 
silicon. Only conventional gauges are of interest for strongly stressed 
balances . 


The resistance change of a strain-gauge depends on the strain in the 
sublayer and on the change in temperature. For accuracies of interest to 
wind-tunnel balances the lateral sensitivity of the gauges can be neglec- 
ted and one may write 


AR 

R 



g* e+k* e + g • e 


(14) 


The apparent strain e is an expression of the total temperature 
influence . 


Typical values are g=2 and k=10 for conventional strain-gauges, 
is non-linear and falls within a bracket of for self temperature 

compensating gauges, used on proper sublayers and within proper tempera- 
ture ranges. 

( 14 ) is reduced to the following expression if a non-linear error of 
0.5% at e<10 -3 (200 N/mm 2 in steel) is accepted 

g . ( e+ e ) (15) 

R s 

The choise between Constantan and Karma is to a great extent a ques- 
tion of strength. To avoid early fatigue of a gauge [15] recommends the 
following limits of the maximum stress in sublayers of steel 

Constantan <375 N/mm 2 Karma <575 N/mm 2 

A gradual increase in the resistance of the gauge and consequently 
a corresponding increase of the zero-signal occurs, when a foil gauge is 
being fatigued. The resistance increase can be watched and used as a 
fatigue indicator. 

The linear gauge factor of Constantan increases with —1%, for a tem- 
perature increase of ~100 K. The corresponding value for Karma is — 1%. 
The modulus of elasticity of steel decreasis with ~0.5% within the same 
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temperature range. At a strain of £=0.001, the resistance change of a 
350ft gauge is approximately 0.7ft or 0.2%. To maximize the output signal 
it is necessary to supply the gauge with highest possible power. The li- 
mit is set by the zero-drift of the signal due to self -heating of the 
gauge. Strain-gauge manufacturers recommend a maximum value of 2 mV per 
mm 2 effektive gauge area. The power of a 350ft gauge with a grid surface 
of 4x4 mm should accordingly be limited to 3.5V or 10mA. The experience 
says, that double that value often can be used. 

The manufacturers recommendations must be followed during cementing 
and humidity protection of gauge installations. From a physical point of 
view the strength of a cement layer is settled by the molecular intimacy 
between the cement, the sublayer and the gauge backing. It is the clea- 
ness of the surfaces and absence of oxides, that give a good bond. The 
strain in the sublayer is transfered to the strain-gauge through shear 
forces in the cement layer and it is important, that the latter has suf- 
ficient strength. Inadequate ability of the cement layer to transfer the 
shear forces causes zero-drift due to creep. 


The Wheatstone Bridge 


The resistance change of a conventional strain-gauge is small. This 
is one of the reasons for wiring the gauges into bridges. A bridge con- 
sisting of active strain-gauges in all four armes is also capable to 
suppress the influence of a change in the temperature level and in many 
cases also to suppress the influence of interfering forces and moments. 


Figure 7 shows a bridge powered across one of the diagonals. The 
voltage change across the other diagonal is the output signal. The sig- 
nal of a bridge consisting of four identical and active gauges is 


u_ 

V 


V R 2 


R 3 + R 4 


(16) 


Application of (16) on the elementary case of figure 7 yields 

2 

R = R- ( l+g*e+g*E+k*e ) 

J. u s 2 

r = R ( l-g*e+g*e + k*c ) 

z v s 2 

R 0 = R n (l+g*e + g*e +k*e ) 

3 u s 2 

R 4 = R q ( l-g* £ +g*£ s +k*e ) 

and 


-- 2 v--/ 

(l+g*e s +k*e ) 

(18) shows that a symmetrical bridge with all gauges exposed to the 
same numerical strain and with opposite gauges to the same sign lineari- 
zes the signal. The second degree terms in the numerator disappears. 
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(18) shows further that a change in the temperature level does not af- 
fect the numerator. The term k*e 2 is <<1. Use of temperature compensated 
gauges and a temperature range of say 50K causes e <10 -4 . Within an ac- 
curacy representative of wind-tunnel testing (18) can be replaced by 

$= 9-e (19) 


Application of (7) and (11) on the elementary case in figure 5 
transforms (19) into 


u_ M 
V 9 *E*B 


( 20 ) 


A corresponding application of (13) on the elementary case in figure 
6 results in 


u 

V 


g * ( 1 + v ) 

y E * W 


( 21 ) 


It may be necessary to compensate a bridge further due to electrical 
non-symmetries. [16] and [17] describe such processes. It is also neces- 
sary to pay attention to the layout of the cable between the balance and 
the front of the signal-conditioning equipment. 


SPRING-BODY MATERIAL 


Restricted size and large forces cause large stresses in internal 
balances. Materials with high yield strength must be used. The machining 
of the complicated balance geometry is facilitated if no warping occurs 
during this process. Maraging or precipitation hardening steels meet 
these demands. Different manufacturers market materials with the a Q 2 
limit within the range 

1200<a 0 2 <2000 N/mm 2 (MPa) 


Armco 17-4PH 
(see [18] , [19]) 


VaScomax 300 

(see [5], [20], [21]) 


strength of 

some materials 

Q 

O 

• 

II 

1200 

N/mm 2 

Q 

O' 

II 

1340- 

-1550 N/mm 

Q 

Hi 

II 

950 

N/mm 2 

T b " 

870 

N/mm 2 

0 

1930 

2 

N/mm 

0.2 „ 

a = 

2070 

N/mm- 

b 

a = 

950 

N /mm 

f 

T = 

1170 

N/mm 

b 
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c. Carpenter 455 
(see [22]) 


d. Aubert et Duval 819A 
(see [23]) 


<Jq 2 = 1370-1410 N/mm 2 

o , = 1440-1480 N/mm 2 

b 

= 760 N/mm 2 

Oq 2 = 1550 N/mm 2 


= 1950 N/mm' 
880 N/mm : 


Any material with sufficient strength can be used. Howevnr, EDM- 
machining requires electric conductive materials. 


The permitted stress during practical circumstances is influenced 
not only by the static load but also by the superimposed dynamic load. 
The permitted limits can be summarized in a Goodman diagram. It is how- 
ever very seldom, that sufficient information excists to allow a com- 
plete diagram to be drawn. Figure 8 shows estimated Goodman diagrams 
for materials of current type in aged conditions. Data from tension- 
compression tests and bending tests have been mixed. The full lines are 
estimated values from catalogue information and from [24] of aft o s =0 

and of a s = OQ 2 an< ^ concerns polished test pieces. The fatigue limit is 

approximately 0^=950 N/mm 2 independent of the ^ limit. The dotted 

lines from [24] concern test bars without stress-concentrations and ma- 
nufactured with EDM technique with the feeding speed limited to 2-4 
mm/hour. The surface rawness and as a consequence the a limit are in- 
fluenced by the feeding speed. 

The vertical line B with data from [23] shows measured stress in a 
balance during wind-tunnel tests with a model. The stress was 

a = 550±220 N/mm 2 
tot 

and no fatigue fracture occured . The balance material was Aubert et 
Duval 819A. 

The line A represents tests to destruction reported in [18]. The 
test pieces were manufactured with EDM technique imitating real axial 
force (T) elements and including stress concentrations. The nominal 
stresses were 

CT = 360±240 N/mm 2 
tot 

The material was Saab 1764-8, which is equivalent with Armco 
17-4PH in its hardest condition. 

The dot C corresponds to CT s =600 N/mm 2 and is recommended in [16] as 
an upper design limit for balances made by use of EDM technique. 

0 =900 N/mm 2 or dot D is a stress limit used at AEDC for balances 
s 

manufactured of Vascomax 300, see [5]. 
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Figure 8 shows, that the fatigue limits (±ct^) are approximately the 

same for all the materials considered and that the permitted value of 
± 0 f decreases somewhat with increasing cr • It is accordingly important 

to limit the dynamic loads by use of light models and stiff stings. 

No safe information of hysteresis and creep of the current materials 
valid for stress levels and time periods of interest to wind-tunnel ba- 
lances was found in the litterature. It is however known, that the hys- 
teresis increases slightly with an increase in the cr^.^ limit. The expe- 
rience indicates, that hysteresis and creep of a strain-gauge installa- 
tion cemented with a two-component, heat-curing cement should be less 
than 0.1% FS (full scale). 

For balance calculation purposes it is permitted to use the follow- 
ing parameter values' for steel 

Modulus of elasticity E=200000 N/mm 2 

Poisson's ratio v=0 . 3 

Modulus of rigidity G=77000 N/mm 2 

From a deflection point of view a higher value of E would be favou- 
rable. However usefull alloys and composites with considerably higher 
values of E than steel and suitable for balance manufacturing do not 
seem to excist today. 


BALANCE FORCE SYSTEM 


The force system in figure 9 is based on information obtained from 
SAAB -SCANIA . It corresponds to tests with an airplane model in a scale 
adopted to a transonic wind-tunnel with a test section of 1.5x1. 5m? The 
stagnation pressure is 400 kPa and the model scale permits a bending- 
beam balance of 30 mm diameter. 


The two N-m elements of the balance (figure 10) are loaded with the 
same maximum bending moment if the position of the model in relation to 
the balance fullfills the following condition (figure 9). 



The condition means, that the moments will be as small as possible. 

Earlier experience indicates, that should not be smaller than 

«100mm, when the diameter is 30mm. 10 8mm corresponds to x 0 = 18mm. The 

given load cases are summerized in figure 11, which represents the sta- 
tic force system used in the subsequent calculations of the 30mm balance. 
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STRESSES IN A BENDING-BEAM BALANCE 


The current type of bending-beam balance is manufactured in one 
piece and the complicated geometry of the T element is made with EDM 
technique. Figure 1 shows, that four bending moments, one torsion mo- 
ment and the axial force are used as measuring information. 

Figure 10 shows a general layout of the balance and the significa- 
tion of the different parameters. The positions of the different strain- 
gauges are shown in figure 30. 

Simple engineering theories for bending and torsion are used to cal- 
culate stresses and deformations. The resulting mathematical model uses 
as inputs a force system according to figure 11 and presumed values of 
the parameters in figure 10. The results are calculated stresses in a 
number of control points (Cpl to Cp24 of figure 10). The stresses are 
nominal, corrections for stress concentrations must be made afterwards. 

The following figures are used as a criterion of permitted, nominal 
static stresses 

a. Stress in the balance structure o< 600 N/mm 2 

b. Stress below the strain-gauges a< 575 N/mrn 

From a signal generation point of view the stress below a strain- 
gauge should not be < 50 N/mm 2 * 


The N-C-£ Element 


The forward measuring element or the N-C-i, element is in principle 
a cantilevel beam with a cross-section depending on the magnitudes of the 
different components. 

The moment M^ (figure 1) causes in the forward N-m bridge a signal 
(u^) proportional to the normal force (N) and the pitch moment (m). 

L l 

M x = - m (23) 

The moment M^ gives in the same way a signal (u^) in the forward 
C-n bridge proportional to the side force (C) and the yaw moment (n). 



The roll moment (L) causes an additional signal (u^). The strength 

of the element and the magnitudes of the signals can be estimated by use 
of (11) and (12), when the bending and torsion stiffnesses of section 
B-B of figure 10 are known. 


139 


Application of the symbols of figure 10 yields 


J = 

y 


J = 
z 


b • h 
12 

- C 9 a - J'°-< 3 -h- 2. a) 2 

( 25 ) 

b *h 3 
12 

3 O 

a*c a*c , ^ ^ „ 2 

9 -Jg—* ( 3 *b -2 *c) 

( 26 ) 

f.J 

h y 


( 27 ) 

£-J 
h z 


( 28 ) 


Application of [26 ] page 196 case 16 yields further 

4 

II h I K*J • f 


w _ ( b «h-2 »c»a) 
40 *b • ( J +J ) 

y z 


0 . 6169 *b 


( b * h-2 *c *a ) ' 


1 +- 


0.09253 *b 4 
( b • h-2 *c*a) 2 


(29) 


Combination of (12) and (29) is only true, when the cross-section is 
free to warp. To allow this, the length of the element must not be too 

short. The experience indicates that L >0.8*h is a reasonable choise. 

6 

The stresses in the control points of section B-B (figure 10) can 
be expressed as 


°Cpl0 = 
°Cpll = 
a Cpl2 = 
°Cpl 3~ 
°Cpl4 = 

°Cpl8 = 


(24) 

(28) 


(23) 


. (0.5*h-a) ( 24 ) 
(25) + ( 28 ) 


(23) 

(27) 


■+(24) 


(0.5 *b-c) 
( 26 ) 


(23) 

(27) 


Z_ 

(29) 




(0.5 *b-c 

J* (26 


(30) 

(31) 

(32) 

(33) 

(34) 

(35) 


The N-C Element 


The aft measuring element or the N-C element has the same cross^see- 
tion as the N-C-& element. The balance force system is symmetrical 
around the centre of the balance and the maximum stresses in the control 
points except for Cpl8 are the same as in the N-C-2, element. The length 
of the N-C element is shorter than the length of the N-C-Jl element. The 
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The T Element 


The smallest component of the force system is the axial force T, 
which acts along the longitudinal axis of the balance. The complicated 
geometry of the element depends on the fact, that it must carry all com- 
ponents to the next element. 

The element is in principle a frame consisting of three groups of 
struts (the primary structure), which join two beams (the secondary 
structure). The bending of the central struts, when the element is de- 
flected due to T, is used as the measuring information (u^). 

The reason for fixing the central struts in the two beams is to make 
the frame as stiff as possible in the y- and z-directions . This results 
in smaller deflections, than with the central struts linked in one of 
their ends. The draw-back is the tension-compression forces and bending 
moments, which appear in the central struts due to N and C, and which 
make demand upon a high degree of geometrical symmetry in the cementing 
of the T bridge. 

The T element is statically indeterminate and all components of the 
force system contribute to the stresses in the control points Cpl to Cp9, 
Cpl5 to Cpl7 and Cp20 in figure 10. The origo of the force system is 
supposed to coinside with the centre of the T element during the calcu- 
lation of the stresses in the control points. This is a small approxi- 
mation. Figure 19 shows the different force reactions in the primary 
structure caused by the external force system. The following deductions 
are a continuation of a work started in [25]. 


The computation of the distribution of the T component on the exter- 
nal and the central struts is made under the assumption, that the secon- 
dary structure is completely stiff. With symbols according to figure 10, 
the following equations are obtained. 


The Influence of T on the T Element 


1 2 * ( S+ 1 ) 


(36) 


T 2 (S+l) 


(37) 


with 



2 


3 


r 


2 


(38) 


r 


2 


The stresses in the fixed ends of the central struts due to T are 
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°Cp2 



T 


(S+l) 


(39) 


The length and positions of the 
when the usefull stresses (strains) 
calculated from 


a Cp20k 


(r 2~°- 5 ' t r t 2 ) 


Cp20 


strain-gauges must be considered, 
below the gauges of the T bridge are 


(40) 


The Influence of N on the T Element 


The secondary structure can not be regarded as stiff, when the in- 
fluence of the N component on the stresses in the control points is cal- 
culated. This means, that the T element is statically indeterminate and 
that the central reaction force is directed opposite to the forces in 
the external struts. The secondary structure is approximated with two 
beams with a geometry according to figure 13. The area moment of inertia 
of the cross-section of one of the beams is according to [26] page75 
case 10 


2 6 

, n 4 fl , n . ^ , H. 2*sin2ocsin oTf 8 sin a ,,,, 

y [_8 [_ (2a-sxn2a) J 9 (2a-sin2a)J v ' 

With a moderate accuracy it is possible to replace (41) along the x- 
axis with the expression 


V J 0y' (1 * B ' X » 


where g= 


iy 


Oy 


- l 


(42) 

(43) 


with J„ = the moment of inertia for x=0 
Oy 

j, = the moment of inertia for x=l 

iy 

Application of the differential equation of the elastic curve on fi- 
gure 14 results in the following expressions of the reaction forces. 


P l = 


P 2 = 


(F 2 -V 


(W 


N 


N 


1-2 


( F 2 _F 4 )_l 


(44) 


( p 3 - F l 


1-2 . 


< F 2 _F 4 


(F 3- F ! 


(45) 


f = -i_.n 

1 2 • 8 |_ 


ln(l+0 .25 8) -ln( 1+ 6) 


-^= • J^2 J t an 1 0 . 5 \J&- 1 an 1 \[&j (46; 
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F 2 [2 \[B 8 \/B_ 

4 • r • J 

f 3 = !-0^ 

n i-VV L 


tan 0 . 5\jB- tan 1 \JB 


-1 


4 • 8 


ln(l+.258)-ln(l+8) 


F 4 = 


2 • r • J 
2 Oy 

n 2* h 2* b 2* L ' 


J n is calculated from (41) with 
Oy 


a^= cos 1 


r r e i 


1 

2-8 
— (47) 

(48) 


(49 


(50) 


The Influence of m on the T Element 


The secondary structure can be considered to be stiff, when the in- 
fluence of m on the stresses in the control points is estimated. The re- 
action forces will according to figure 15 be 


m 

p r 1 

p 2 = 0 


(51) 

(52) 


The Influence of C on the T Element 


The secondary structure can not be considered to be stiff, when the 
influence of the C component on the stresses in the control points is 
calculated. The T element is a statically indeterminate frame and the 
central reaction force is directed opposite to the forces in the external 
struts. The secondary structure consists of two beams with a geometry 
according to figure 13. The area moment of inertia of the cross-section 
of the beams is ([26] page 75 case 10) 


J = R 
z 


• ( 2 a-sin2 a ) - yy • sin2 a • sin^ a 


(53) 


With a moderate accuracy it is possible to replace (53) along the 
x-axis with the expression 


J = ♦(l+firx) 

z Oz M 


(54) 


and 6= 


lz 


Oz 


- 1 


( 55 ) 


with = the moment of inertia for x=0 and J, for x=l. 
Oy ly 
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Application of the differential equation of the elastic curve on fi- 
gure 16 results in the reaction forces 

C 


P l = 


( VV 


(H 3"V 


1-2 


(H 2- H 4 ) 


(h 3 -h 1 )J 


(56 


P 2 = 


1-2 


(h 2 -h 4 ) 


(H 3- H 1 ) . 


with 


H = Kr — + [(1+3) *ln( l+6)-2 •( 1+0.58) *ln( 1+0. 58)J 

8 4-6 e 


H 2 = 


H 3= 


2 * p 8*6 

8*r 8 * jr 

1 0z 

n rY b r l3 


1 3 

+ 


2 ~1 
2*8 2*8 6 


ln(l+0.58)-ln(l+6) 


(57) 


(58) 

(59) 

(60) 


V 


4 * r 2 * J 0z 
K .3 T 3 
n 2 * h 2 * b 2 * L 


J. is calculated from (53) with 
0 z 


(61) 


-1 

a Q = cos 


r r e i 


(62) 


The Influence of n on the T Element 


The secondary structure can be considered to.be. stiff, when, the in- 
fluence of n on the stresses, in the con tr O'! points is estimated. The re- 
action forces will be (figure 17) 



P= 0 (64) 


The Influence of l on the T Element 


The limited stiffness of the secondary structure should also be con- 
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sidered, when the contributions of the £ component on the reaction for- 
ces are estimated. The section modulus in torsion of the beam in figure 
13 is ([26] page 197 case 16) 

„ 4 


K = 


40 • J 


with r 2 

A= — • (2 a -sin2 a ) 

and J= J + 0 

y z 


(65) 

( 66 ) 
(67) 


With a moderate accuracy it is possible to replace (65) with the 
expression 

K= K q • (1+8‘X 2 ) (68) 

and K 

6= K ‘ 1 
K 0 


(69) 


where K^= the section modulus in torsion for x=0 
K^= the section modulus in torsion for x=l 

The distorsion in figure 18 corresponds to the following reaction 
forces in the primary structure 

„ V. 


P,= 


1 4 • y^ (V^O.5) 


(70) 


2 4 * y 2 ( V i +0 * 5) 

L f 2 • r 

— •Ptan 1 \/B-tan' 1 '0 . 5 \j&\ + j 

K -G-VB L J n-,*b„*h„«E*y., 


V l = 


• I 2 > tan^O . S^-tan 1 ^ 


-1, 


k q *g.\/8 


K q is computed by use of (65), (66) and (67) with 


r l- e l 


-1 

a Q = cos 

The following expression can be used if G is unknown 
E 


G= 


2- ( 1+v) 


(71) 


(72) 


(73) 


(74) 
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The Stresses in the Primary structure of the T Element 


The reaction forces in the primary structure are shown in figure 19. 
The maximum stresses in the primary structure occur in the roots of the 
struts or the control points Cpl and Cp2 in figure 10. 


12 • r. 


12 • r. 


°Cpl T i 


-+(P. -P. ) 
) 1C In 


vY h i 


n rY h i 


-+(P +P +P, ) 

IN lm lj. 


n x- b r h i 


(75) 


6 • r 


6 • r. 


°Cp2 = V 


n 2 ' b 2- h 2 


-+P 
2 2C 


,2 

n • • h 

2 2 n 2 


+ (P 2N +P 2fi, ) *' 


n 2 ‘ b 2' h 2 


(76) 


It is presupposed; that the components of the force system can be 
both positive and negative and it is necessary to take this into account 
to get the maximum values of (75) and (76). The influence of the fillets 
(stress concentrations) can be considered after the computation of the 
nominal stresses. 


The Stresses in the Secondary Structure of the T Element 


The strength of the secondary structure is checked in the four 
cross-sections C-C, D-D, E-E and F-F in figure 10. 


The Cross-Section C-C 


The geometry of the cross-section C-C is different for positive and 
negative value of the parameter e^ Different expressions of the area 

moments of inertia (J and J ) must be deduced before the stresses in 

y z 

the control points Cp3, Cp4 and Cp5 can be calculated. The expressions 

(77) to (94) below with designations from figure 10 and 20 must be known 

before J and J can be calculated, 
y z 


sin ^ a. 


z l~ 


[_ 3 ( 2 a^~sin2 ) 


(77) 


A l= -j* ( 2 a 1 - sin2 ) 

1- 1. (cosa^-cosa^ ) 

2 

2«R • sina 2 • ( sina^+cosa^ ) 



(78) 

(79) 

(80) 
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z = R • 
3 


4 

1- 


3 

sxn a. 


3 ( 2a 2 _s in2a 2 


(81) 


A 3~ —*(202-5X020,2) 

z = R* ( 1-cosa ) - e 
4 11 

A =-4*e, • R* ( sina -sina_ ) 
4 1 12 


(82) 

(83) 

(84) 


J, = R 

ly 


— • ( 2a -sin2a. ) * 
8 1 


1 + 


. 2 -r 

2 • sxn2 a^ • sxn a^ 


( 2a 1 ~sin2 ) 


. 6 

sxn a. 


9 (2a 1 ~sin2a 1 ) 


(85) 


R 3 

J_ = y’sina-’tcosa +cosa.) 
2y 6 2 1 2 


(86) 


J, = R 

3y 


— • ( 2 a_-sin2a ) • 
8 Z 


1 + 


2 

2*sin2a2*sin 02 


( 2 a -sin2a-, ) 


. 6 

sxn a. 


9 (2a 2 -sin2a 2 ) 


(87) 


J. =- 4* R* • ( sina -sina_ ) 
4y 3 1 1 2 


J. = R 

lz 


^•(2a 1 -sin2a 1 )- sin2 a;[ • sin^ 


2 4 3 

j = — .R *sin a • (cosa+cosa ) 
2z 3 2 12 


J, = R 

3z 


'l 12 

-• ( 2a 2 -sin2a 2 )- — .sin2a 2 *sxn a . 


j =- 4*R 3 *e • (sin 3 a -sin 3 a_) 
4z 3 1 1 2 


( 88 ) 

(89) 

(90) 

(91) 

(92) 


The bending moments in the cross section C-C are according to 
figure 10 and 19 


"z* f[- P 2C- (L 2- S l’* (P lC* P ln>- (L 5- S l ) - (P lC- P l„ ) - (2 - L 2- L 5- S l ) ] 


(93) 

(94) 


To get maximum values of (93) and (94) it is necessary to consider, 
that the components of the force system can be positive and negative. 


e^>0 


cosa . 


r i + 6 l 


m. 


sxna_= 


2 2 • R 


(95) 

(96) 
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The moments of inertia and are calculated from the equations 


A= (78)+(80)+(82) 

(77) -(78)+ (79) ♦ (80) + (81) • (82) 
(97) 


z = 


J y =(85)+(86)+(87)+(78) • [( 98 ) - ( 77 )] 2 + ( 80 ) • [(98) -(79 )] 2 + 

(82) • [(98)-(81)] 2 

J =(89)+(90)+(91) 
z 


(97) 

(98) 


(99) 

( 100 ) 


The stresses in the control points of the cross-section are 

( 101 ) 

[R- ( l+cosa_ )-( 98 )^j R-sinau 


a = (93) .I. 2 l R -( 98 .)] 
°Cp3 1 ; (99) 


a Cp4 = (93) 


°Cp5 = (93) 


(99) (100) 

f(98)-R* (1-cosa. )] R-sina, 

. ± — + ( 94 ) • 


(99) 


( 100 ) 


e, <0 

r 1 “ e 1 

cosa r — r— 


m 


sina, = 


2 2 • R 


( 102 ) 

(103) 

(104) 

(105) 


The moments of inertia J and J are calculated from the equations 

y z 


A= (78)+(80)+(82)+(84) 


(106) 


z = 


(77) *(78) + (79) * ( 80 ) + ( 8 1 ) * ( 82 ) + ( 8 3 ) *(84) 


(106) 


J =(85)+(86)+(87)+(88)+(78) • [( 107 ) - ( 77 )] 2 + ( 80 ) • [( 107 ) - ( 79 f) 2 + 

y _ _ i _ ,9 

(108) 
(109) 


(82) -[(107) -(81)] + (84) -[( 107) -(83)] 


J =(89)+(90)+(91)+(92) 
z 


The stresses in the control points of the cross-section are 


a Cp3 = (93) 


°Cp4 = (93 > 


a Cp5 = (93) 


, [2 »R- ( 107 )1 
( 108) 

("R* ( 1+cosa, ) - ( 107 )~1 R-sina. 

(108) ' (109) 

[”( 107 ) -R- ( 1-cosa^ )^ R-sin a] 


(108) 


(109) 


( 110 ) 

( 111 ) 

( 112 ) 
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The Cross-section D-D 


The geometry of the cross-section D-D is different for positive and 
negative value of the parameter e^ • Different equations for the area mo- 
ment of inertia (J and J ) must be deduced before the stresses in the 

y 2 

control points Cp6 and Cp7 can be calculated. The equations (113) to 
(122) below, with designations from figure 10 and.2.1 , must be known before 
j and J can be computed 

Y z =(77), A =(78), z =(83), A =(84), J =(85), J, =(88), 


J. =(89), J =(92) 
lz 4z 

( 2 * r r s i } 

z 5 = 2 — +R* ( 1-cosa^) 

A 5 = 2. (2»r -s ) .R*sina 2 


iy 


4y 


2 6 = 


( 2« r^-2 • e^-s^ ) 


+ R* ( 1-cosa^ ) 


A = 2* ( 2 • r -2 • e - s ) • R*sina 
6 ill 2 

J 5y‘ |-< 2 - r r s l )3 ’ sin “2 

J 6y" f-< 2 -V 2 ‘ e r S l )3 ' sin “2 

2 _ 3 . . 3 

J 5z = 3*R * ( 2 * r 1 " s 1 • sm a 2 

j = — .R •(2*r 1 "2 , e -s ) *sin a 
6z 3 1 11 2 


(113) 
(114 ) 

(115) 

(116) 

(117) 

(118) 

(119) 

( 120 ) 


The bending moments in the cross-section D-D are according to 
figure 10 and 19. 


V i-[ p 2N- (t '2- 2 - L 5 t2 - s i | - <p i N +p im»- (2 -V 3 -V 2 - s i l J 

M z‘ 2 [" P 2c' <L 2' 2 ' I ’5* 2 ’ S l ) * (P lc" P ln ) ‘ (2 ' L 2' 3 ‘ L 5* 2 ’ S l ) ] 


( 121 ) 

( 122 ) 


To get the maximum values of (121) and (122) it is necessary to ob- 
serve, that the components can be both positive and negative. 

e^ >0 

cosa^ (95) 

sina 2 = ( 96 ) 

The moments of inertia J and J are calculated from 

y 2 

A= ( 78 ) + ( 114 ) (123) 
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(77)*(78)+(113)*(114) 

Z (123) 

J «(85)+(117)+(78)* [(124)-(77)J 2 + (114) • [( 124 ) - ( 1 1 5 )] 2 
J z =(89)+(119) 

The stresses in the control points of the cross-section are 


(124) 

(125) 

(126) 


% 6 - (121) 


Tr* ( l-cosa , ) + ( 2 *r -s )- ( 124 ) I R* sina 

•— - 1 ± =-+( 122 )- 1 


°Cp7' <121 > 


(125) 

[f 124 )-R* ( l-cosa )] 
(125) 


(126) 


+( 122 ) 


R* sina . 
(126) 


(127) 

(128) 


cosa ( 104 ) 
sina 3 = (105) 


The moments of inertia 


j and 

y 


J are calculated from 
2 


A= ( 78 ) + ( 116 ) + ( 84 ) 

(77) .(78) + (115) .(116) + (83) .(84) 

Z= (129) 

j y =(85) + (118) + (88) + (78) * [(130)-(77)] 2 + (H6) * [(130)-(115)] 2 + 

(84) • f(130)-(83)] 2 (131) 

j = ( 89 ) + ( 120 ) + ( 92 ) (132) 

z 


(129) 

(130) 


The stresses in the control points of the cross-section are 

| _ R*(l-cosa 1 ) + (2-r-2*e-s)-(130)'j R* sina., 

1 i ± ± Z.+ ( 122 ) - 

(131) (132) 

130 ) — R* ( l-cosa^ )]] 


a C P 6= (121) 


(133) 


R* sina. 


a C p7 = (121) 


( 131) 


-+( 122 ) •- 


(132) 


(134) 


The Cross-Section E-E 


The expressions (135) to (146) below with designations from figure 
10 and 22 must be known before ar *d J z can be computed. 
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* ( 2a 3 -sinza 3 )' 


( 136) 
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(138 ) 
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J 7y = R 


-• ( 2a,-sin2a ) . 

O J o 
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2 • s in2 a • s in ^ a ^ 

-j ^ 


( 2a 3 "Sm2Q!^ , 


R 
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J, = R 
7 z 
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■sin a 


X J 
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( 140) 


8 

9 


6 
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(141) 


(142) 


(143) 

(144) 


The bending moments in the cross-section E-E are according to figure 
10 and 19. 



-.(P +P ) .(L -L ) 
2 IN lm 2 5 


(P -P ) -L ) 
2 1C In * 2 5 


(145) 

(146) 


To get the maximum values of (145) and (146) it is necessary to ob- 
serve, that the force components can be both positive and negative. 

The moments of inertia J an( 3 *1 are calculated from 

y z 


A= ( 138 )+ ( 140 ) (147) 

7= (137) •(138) + .(139J.-(140), (148) 

(147) 

J y = (141) + (142) + ( 138) .[( 148)-(137)] 2 + (140) . [( 148 ) - ( 139 )] 2 (149) 

J = ( 143 ) + ( 144 ) (150) 

z 


The stresses in the control points of the cross-section are 
£r- 0 . 5 *s - ( 148 )J R*sina. 

a = (145 )- — + ( 14 6) ( 151 ) 

Cpl5 (149) (150) 

f( 148 ) -R •( 1-cos a_ )1 R«sina.. 

a . = (145) +(146) 2 (152) 

c Pl fe (149) (150) 


°Cpl7 


(145) 


(148) 
* (149) 


(153) 
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The Cross-Section F-F 


The geometry of the cross-section F-F is different for positive and 
negative value of the parameter e^. The control points are Cp8 and Cp9 . 

When the external struts in section D-D are displaced upwards, the cor- 
responding struts in section F-F will be displaced downwards. The expres- 
sions (154) to (170) below with designations from figure 10 and 24 must 
be known before the moments of inertia J and can be computed. 

z =(77), A =(78), J =(85), J =(89) 

1 1 ly lz 


z g = R* ( 1-cosa^ - -*cosq 5 ) 


Ag= 2»R • ( cos a^~cos ) *sin a c 


7 = R ' 

z io 


l- 


4 Sin3a 5 


3 (2a 5 ~sin2a 5 ) 


A 1 O = r R2 ’ <2a 5’ Sin20, 5 ) 
Z 11 =R * ( 1-cosa 1 ^ +e 1 
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(155) 

(156) 

(157) 

(158) 


y 11 =-*R*(sina 1 +sina 5 ) 
A ll =4 ’ e i * R * ( sina i -sin a 5 ) 
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1 J 1 JL J 


1 „4 .3 . 
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9y 6 5 1 5 
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(161) 
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J. . =4*R-e 2 *(sin a --sina ) 
lly 3 1 1 5 

2 4 3 
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9z 3 5 i 


'1 1.2 
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The bending moments in the cross-section F-F are according to figure 
10 and 19. 


M = - rr * ( P . M + P in,) 
y 2 IN lm 5 


M = n m ( p ,o _P i ) * L C 
z 2 1C In 5 


(169 


(170) 


To get the maximum values of (169) and (170) it is necessary to ob- 
serve, that the components of the force system can be both positive and 
negative . 


e >0 
1 


cosa 


= (95) 


Sin “5 = 


V 2 ‘ r i 

2 • R 


The moments of inertia J and J are calculated from 

y z 

A= (78)-(155)-(157)+(160) 


z = 


(77)«(78)-(154).(155)-(156)»(157)+(158).(160) 


(172) 


( 171) 

( 172) 
(173) 


J =(85)-(163)-(164) + (165) + (78)*£(172)-(77 )j-(l55)*["( 172) -(154)1 - 
(157) • ['( 172)-(156)] 2 +(160) -13(172 )-( 158 Q 2 (174) 


y= 


( 159 ) . (160) + ( 161) • (162 ) 
( 160)+( 162) 


J z =(89)-(166)-(167) + ( 168)-Q( 162) + (160)] -(175)' 

The stresses in the control points of the cross-section are 

[(173)-R*(l-cosa )] ft.I75}-R-sina J 

,= ( 169 ) •— rr^rT-^ — +(170)- 


Cp8 


a cp9 = (169)- 


(174) 

fR- ( 1-cosa.^ ) + 2-e 1 ~( 173)3 
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[r* sina^-f 175 )] 
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(178) 


e : <0 

cosa.^ (95) 
sina 5 = (171) 

The moments of inertia are calculated from 

A= ( 78 ) - ( 155 ) - ( 157 ) 

(77). (78) -(154) .(155) -(156) .(157) 

2= (179) 

j= (85)- (163)- (164)- (78) • [( 173 ) - ( 77 )J 2 - ( 155 ) ♦ [( 173) -(154)] 


(179) 

(180) 
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(181) 
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( 182 ) 


y= (161) 

J z =(89) — ( 1 6 6 ) — ( 1 6 7 ) — ( 162) • ( 161) 2 


The stresses in the control points of the cross-section are 


169) 


[( 180 ) -R« cosaci 


-+(170) • 


[( 161) -R* sina,.] 


Cp8 (181) 

fR-d-cosa. ) - ( 180 )"( 

°C P 9 = (169 >-- TIsTT - t(170) - 


(182) 
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The Model Support End 


The model support end can be cylindrical or conical. The maximum 
bending stress occurs in the control point Cpl9 in figure 10. 


32 , 2 2 1/2 

CT Cpl9* 3 - ( V M 2> 

* u*d 1 

(185) 

with 


M = N.L -m 

y 8 

(186) 

M = C • L +n 
z o 

(187) 


The Sting End 


The stress in the sting end of the balance is calculated analogous 
to the model support end. The sting end is often made conical and it 
must transfer all forces and moments, which load the balance. The re- 
quest of freedom from play is not as rigorous as for the model end. 

The stress control point is designated Cp23. 


The Sting 


The balance is carried by a sting fixed in the model support of the 
wind-tunnel. For aerodynamic reasons the sting must be long and slender. 
This causes strength problems. The sting must also be provided with a 
longitudinal cavity for the balance cable and a base pressure tube. 

The static stress in the sting is 
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with 


( 189) 


M= 


2 2 
(N*x+m) +(C*x-n) 


P 


/ 2 


B x = 


4 4 

(D-d*) 

TT X X ' 

32* D 


(190) 


The influence of the local cavity on the stress and deflection of 
the sting is shown in figure 23. A hole with a relative diameter of 55% 
causes an stress increase of approximately 10%. 


The material in the sting is often a high alloy steel with qualities 
comparable with figure 8. It is however a pronounced need to find mate- 
rials with higher modulus of elasticity. 


An internal, sting mounted, bending-beam balance is an undamped 
string. The spring constant and the mass of the model determine the dy- 
namic loads in the y-z-plane, which the balance and the sting are expo- 
sed to. The natural frequency of the model-sting combination is in 
principle 


f= 


1 

2 * 7T 


1/2 


(191) 


(191) neglects the influence of the mass of the sting and overesti- 
mates the value of the natural frequency. A more reliable, but more com- 
plicated computation method in which the distributed mass along the 
sting is considered, is discussed in [28]. 


The diameter of the sting increases normally along its length and 
this complicates the calculation of the slope and deflection of the loa- 
ded sting. An estimation of these quantities can be made by use of the 
area-moment method illustrated in figure 25. 


STRAIN-GAUGE INSTALLATIONS 


All strain-gauges are cemented on the balance body and wired into 
full bridges. One motive for full bridges is to reduce the influence of 
the internal wiring on the internal resistance of the bridges. Enamelled 
copper wire with a core diameter of >0.1mm can be used. 


The N-m Bridges 


The two N-m bridges can be "moment -moment" wired or "force-moment" 
wired. The signals u^ and u^ are in the first case dependent of both N 

and m. The wiring in the second case causes u^ to be proportional to N 

and u^ to m. 
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Moment-Moment Wiring of the N-m Bridges 


Figure 26a shows the wiring 


u . 


g FN *L 


V 9 * £ 13 E • B 

y 


u- 


V g ' e 21 E • B 


2 

N • L, 


- m 


+ m 


y *“ 


( 194 ) 


(195) 


Force-Moment Wiring of the N-m Bridges 


The wiring of figure 26b results in 


u, g g*N*L 

= — 0 ( £ *" £ )= 

V 2 [ 13 21 J 2*E*B y 


( 196) 


u g g*m 

— -= — • ( e +e )= 

V 2 13 21 E • B y 


(197) 


The advantage of the latter wiring is, that each signal is dependent 
on only one component of the force system. The draw-back is, that each 
half bridge must be individually temperature compensated before a full 
bridge can be wired. 


Moment-Moment Wiring of the C-n Bridges 



g * e io = 


E B. 




g * e 22 = 


E B 



(198) 
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Force-Moment Wiring of the C-n Bridges 
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The T Bridge 


The resistance change in a strain-gauge is proportional to the middle 
value of the strain along the length of the active part of the gauge. The 
strain due to T along the primary struts of the T-element changes from 
-e to +e. It is consequently favourable from a signal point of view to 
use short gauges positioned close to the ends of the struts. The influ- 
ence on the strain below the gauges due to other components necessitates 
a high degree of symmetry in the positioning of the gauges. 


The T bridge in figurfe 27. .consists of 8 gauges., which form two half- 
bridges. Each half-bridge must be individually temperature compensated 
before the full-bridge is wired. The sensitivity of the bridge is 



g* e 


20k 


( 202 ) 


The & Bridge 


The il-bridge measures the principal strains ± e ^ ^ due to the roll mo- 
ment... Tbe maximum:. values of these strains occur in the ±45° directions in 
the middle of the vertical sides of the N-C-S, element. These values will 
be somewhat lower than the calculated values because the cross-section 
can .notrwarp freely. 

The sensitivity of the bridge (see figure 28) will according to (13) 
be 

g*e 14 »(l + v) (203) 


LAYOUT OF A 30mm DIAMETER BALANCE 


The stresses in the control points (figure 10) are calculated with 
the force system of figure 11 and a presumed value of the distance bet- 
ween the N-C-2- and the N-C elements of L =108 mm. The choosen value of 


means , 


that N^m^ and in figure 11 causes the same numerical va- 


lues of stress in Cpl3 and Cp21. L 1 =108 mm is an initial value, which 


usefullness must be confirmed during the computation of the T element. 
It is also necessary, that the cross-sections of the N-C-i, and the N-C 
elements fit within a diameter of say 28 mm. 


The following parameter values (see figure 10) 
h= 26.2mm, b= 16.6mm, a=c= 4.0mm and L^= 26mm 
result in (see figure 10) 


157 


Stress due to C-n 
Stress due to N-m 
Principal stress due to 1 
Combined stress 
Combined stress 
Maximum stress 


a c P io = 

°Cpl3 = 

°Cpl4 = 

a Cpll = 

G Cpl2 = 

G Cpl8 = 


156 N/mm 2 

416 

10 3 

444 

496 

588 


The influence of the stress concentration on Cpl8 causes according 
to figure 73 of [27] a stress concentration factor of K=1.65 at a fillet 
radius of 2.5 mm. 


°Cpl8k 


970 N/mm 2 


The positions of the fillets in the x-y and the x-z planes should be 
displaced (~0.5 mm) to avoid a combined influence on the stress in Cpl8. 


The T Element 


The stresses in the control points (figure 10) are calculated with 
the force system of figure 11, and with the following parameter values. 

L,= 108mm, L = 15 mm, L = 15mm, L c = 25mm, L = 16mm, n,= 4, n = 2, 

1 3 4 d 7 12 

s ^ = 0.8mm, s^= 1.0mm, h^= 1.5mm, h^= 4.2mm, b^ = 7.7mm, b^= 4.5mm, 
r^ = 4.0mm, r^ = 6.0mm, e^=-l . 5mm. 

The following control points are of primary interest from a strength 
point of view. 

The maximum stress in the external struts of the primary structure 

<r = 516 N/mm 2 
Cpl 

The maximum stress in the central struts of the primary structure 

a_ _ = 527 N/mm 2 
Cp2 

The maximum stress in section D-D of the secondary structure 

a,, = 596 N/mm 2 

Cp6 

The maximum stress in section F-F of the secondary structure 

o = 561 N/mm 2 
Cpo 

The maximum stress in the central struts of the primary structure 

due to T alone _. = 110 N/mm 

Cp20 

The effects of the fillets are estimated to be ([27] figure 73) 


r f = 0.4mm 
r f = 1.0mm 
r^= 0.4mm 
r f = 0.4mm 


a , = 1.44*516= 743 N/mm 2 
Cplk 

a = 1.44*527= 759 N/mm 2 
Cp2k 

a . = -.1.4* 596= 834 N/mm 2 
Cp6k 

q a = -1.4*561= 785 N/mm 2 
Cp8 k 
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Application of (40) to Cp20 with t^=1.0mm and t^O-Smm results in 

<7 = 0*83. 110= 92 N/mm 2 

Cp20k 


The bridge sensitivities 

All components of the force system are present with their maximum 
values, when the bridge sensitivities are calculated. 

The sensitivities of the N-m bridges. Equations (194) and (195) 

U 1 U 2 -3 

^±= — = 4.16*10 = 4.16 mV/V 

The sensitivities of the C-n bridges. Equations (198) and (199) 

u . u, - ^ 

— 1.56* 10~ = 1.56 mV/V 

The sensitivity of the T bridge. Equation (202) 

u 3 -3 

^ = 0.92-10 =0.92 mV/V 

The sensitivity of the & bridge. Equation (203) 

-3 

1.34-10 = 1.34 mV/V 


The Model Support End 


It is advantageous from a deflection point of view (an interaction 
point of view) to use as low stresses as possible in the model end of 
the balance. The stress in the control point Cpl9 is computed with (185), 
(186) and (187). With L =91. 5mm and using the full diameter the result 

2 8 

is o . = 426 N/mm. 

Cpl9 

The model end can be a cylinder or a cone. Available manufacturing 
methods result in plays smaller than uncertanties normally found in the 
attitude mechanism of a wind-tunnel. A different situation excists du- 
ring the balance calibration, where even a small play introduces false 
interactions and must be eliminated. However, The calibration model can 
be provided with a clamping device around the model end. of the balance 
and eliminate such plays. The roll moment is balanced with a key at the 
model end. This connection must also be free from play during the cali- 
bration process. 
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The Sting End 


The stress in the sting end is calculated by use of (185) and (189). 
With x=Lg= 84mm and d= 26mm the maximun stress in Cp23 is c C p 23 =885 N/mm 

The fillet increases this value. Figure 73 in [27] and r f = 5mm give 
a Cp23k = 585= 830 N/mm 2 . The sting end of the balance must be coni- 

cal due to the required strength of the sting. Cone angle >6.5°. 


The Sting 


The static stress of the cross-sections of the sting is calculated 
with (188), (189) and (180). Figure 29 shows the necessary dimensions if 
Ocp 24 = 600 N/mm 2 . The angle deflection of the sting calculated by use 

of figure 25 is also shown in figure29. The stiffness at a sting length 
of 1.5 m and a load of N= 12000 (N) is 51000 N/rad. The aerodynamic 
stiffness of a model comparable with the force system is approximately 
27500 N/rad. No risk of sting divergence is present. 


Comments 


Figure 30 shows a layout of the 30mm balance. The load carrying ca- 
pacity expressed as N/D 2 is 6.67 for the combination N =6000 (N) and 

m 2 = 324 (Nm). This value is introduced in figure 2 as (18) . The dot falls 

ahpve (^), which is a limit for bending-beam balances stated in [7], and 
8 ; which is a limit for Two-Shell balances quoted in [5]. 

The balance carries the force system of figure 11, if a maximum no- 
minal stress of 600 N/mm 2 is permitted. When stress concentration factors 
are considered a calculated value of 834 N/mm must be allowed. 

The expected deflection of the balance, calculated with the equation 
of the elastic curve, is shown in figure 31. From this figure the neces- 
sary open base diameter of the model can be estimated. 

The N-C-& and the N-C elements can change places. The result will be 
a slight modification oT the non-linear interactions on T and &. 

The necessary channels for the wiring on the balance are not shown 
in figure 30. 
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INFLUENCE OF THE SCALE 


The load carrying capacity of geometrically similar balances with 
diameters * 30 mm and with the same stress levels can be estimated by 
use of (2) and (3). Application of the force system of figure 11 gives 


12000 * 

D 

30 

(N) 



2 

6000 • 

D 

30 

(N) 
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2917* 
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(N) 


30 
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1500- 

(N) 


30 



2 

1000* 

u 

30 

(N) 


(204 ) 
(206) 
(208) 
( 210 ) 
( 212 ) 


m 1 = 0 * I'Jo I (Nm ) 


m 2 = 324 * , 30 l {Nm 


n i = 


n = 76.5 
2 


Z = 180 


30 

D 


30 


30 


( Nm ) 


( Nm) 


(Nm) 


(205 ) 
(207) 
(209) 
( 211 ) 
(213) 


Figure 32 shows N.m and C-n envelopes for a number of balance dia- 
meters. Data from three Task balances [9] and a pair of Two-Shell balan- 
ces [5] are added as a comparison. The influences of the diameter on T 
and Z are shown in figure 33. 


A MATHEMATICAL CALIBRATION MODEL 


It is shown in the preceding text how full-bridges of strain-gauges 
can be arranged on a multi-component balance to measure forces and mo- 
ments and simultaneously suppress the influences from secondary compo- 
nents. In practice these suppressions will be incomplete and the remain- 
ders are designated interactions. 

A mathematical modell, which combines the signals of the balance 
with the load system in an unambigous way and which can be used for both 
calibration and wind-tunnel testing is described in [29]. The model is 
not new, it has been used earlier by many research establishments. It is 
based on the following presumptions. 

A. The strains below the strain-gauges of a bridge and caused by 
the external load are directly proportional to the moments 
(bending or torsion) in the measuring elements. 

B. The signal from a bridge is directly propertional to the combi- 
ned effect of the strains below the strain-gauges. 

C. The different signals are primarily dependent on one or two of 
the components of the force system. 

D. Linear interactions are present due to mechanical and electri- 
cal non-symmetries. 


161 


E. Non-linear interactions are present due to the elasticity of the 
balance, which causes the force system in the model to be dis- 
placed (translations and rotations) in relation to the measuring 
elements of the balance. 


F. The non-linear interactions must be small compared with the pri- 
mary sensitivities. 


G. The displacements (translations and rotations) of the balance e- 
lements must be small and directly proportional to the different 
components. The principle of superposition must be applicable. 

This means, that the equation of the elastic curve can be applied. 

H. Each sub-displacement depends only on one component at a time and 
is consequently of the type 

i or i|) = k*P (214) 

with k= a constant coefficient. 

P= a component of the force system. 

6= a deflection. 

\|>= a change of slope. 

I. Each sub-displacement causes a moment contribution of type 5 or ♦ 
times R (a component) in each measuring element. 

AM = ( k* P ) • R= k» ( P • R ) (215) 

R 

R= a component of the force system. 


K. The conditions above mean, that the balance signals are conside- 
red as dependent and the components of the force system as inde- 
pendent variables. A necessary and sufficient mathematical model, 
which has reference to the type of balances and applications in 
question, must consequently be of second degree. It can be ex- 
pressed as 


u ,= ^k . «P 

i in n 
/ 

n= 1 


•\k. -P -P 
/ mm n m 


n=l m=n 


(216) 


with u. 


k . 
m 


k . 
mm 

P ,P 
n 


m 


the different balance signals. 

primary sensitivity coefficients and 
linear interaction koef f icients . 

non-linear interaction koef f icients . 

components of the force system 


(216) consists in the general case of 6x6 linear terms and 6x21 non- 
linear terms of second degree. How many of these terms, which must be 
considered in practice, depends on the symmetry of the balance, the 
stiffnesses, the mutual sizes of the components of the force system and 
the required accuracy. 
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N» Normal force 
m= Pitch moment 


T= Axial force 
C= Side force 
n= Yaw moment 



Figure 1. Model fixed force system 



Figure 2. The relative load carrying capacity 
of internal wind tunnel balances. 
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~ i 9 ur"e 3. A 16 mm diameter" balance of the current tyDe. 




“T 

i «-4-» 



Figure 5. A spring element 
in bending. 
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Figure 6. A spring element 
in torsion 
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Figure 4. One- and two- 
dimensional stress fields 
nd corresponding strain 
ields . 


Figure 7. The Weatstone bridge 
with four identical arms. 
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Vascomax 300. From f5j*. 
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Figure 8. Estimated Goodman diagrams for materials 
similar to Wascomax 300 and Armco 17-4PH. 
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L./2-54 


Balance centre 


Prescribed normal force and presumed variation . 

x- 0 is the SAAB model reference. 
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0 so 

Prescribed side force and presumed variation. 


Nominal axial force 
Nominal roll eoeent 


T- 1000 (fT) 
1- 180 (Nm) 


Figure 9. The nominal force system of the 30 mm balance based 
on information from SAAB-SCANI A . 
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Figure 10. Balance parameters and positions of 
the different stress control points. 
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Tj- The reaction force from external struts. 

T^ - The reaction force from central struts. 


Figure 12. The T-element or 
axial force balance. 




L«L 2 - 2-L s (fig 10) 

x- The relative length between the end 
of the approximated secondary struc- 
ture and a cross-section. 



Figure 14. The deflection 
of the T-element due to N. 



Figure 15. The deflection 
of the T-element due to m. 


Figure 1 3 . The approximated geometry 
of the secondary structure of the 
T-element. 
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x*L 


0 . 5" L 


6- The twisting of the secondary 
structure. 

9 * The contribution of the primary 
structure to the twisting of the 
T-eieoent . 


Figure 17. The deflection 
of the T-element due to n. 


Figure 18. The twisting 
of the T-element due to £ . 
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Figure 19. Reaction forces on the primary 
structure of the T-element. 
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Figure 20. Cross section C-C 
of figure 10. 




Figure 21. Cross section D-D 



Figure 22. Cross section E-E 
of figure 10. 


172 



longitudinal hole in the sting 
on the stress and deflection. 




f tbs slop* of tbs sting at x-0. 

1 . t. 




N»x^ *Ax 
’ B'J 


/ E-J 
X-0 


x 


S- tba daflaction of tba sting at x-0. 

E- cod ulus of elasticity. 

j - tbs local valus of tbs ooosnt of inertia 
x of tbs sting. 


Figure 25. Application of the 
area-moment method. 



Figure 24. Cross section F-F 
of figure 10. 
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21 ( 22 ) 





23 ( 24 ) 


Figure 27. Wiring of the T bridge 


Hybrids* 


-bridge 


st wiring. 



K-bridg* »-bridg« 

rozca-aoMot wiring. 



Figure 26. Wiring of the N-m 

bridges. Figure 28. Wiring of the 

bridge. 



Figure 29. Sting 2 dimensions 
for a » 600 N'/mm . Change of 
slope® Load case N-| = 12000(N) 
and m^= 0 (Nm) 
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Forward N-a gauges Aft N-a gauges 


scale 1 : 2 



A-A B-8 C-C D-D E-E F-f 

G-G 


Figure 30. Layout of the calculated 30 mm diameter balance. 



Figure 31. The 
of the 30 mm 


deflection 
balance at 


and the 
different 


change of 
N and m. 


slope 
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Figure 32. The load carrying 
capacity of the calculated 
balance transformed to differ- 
ent diameters. 


Figure 33. The load carrying 
capacity of the calculated 
balance transformed to diff- 
erent diameters. 
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Hinge Moment Balance For Complete Model 


Kaike, Guo 

Beijing Institute of Aerodynamics 

1996, 3, 31 


Abstract 

The structure, reference center, measurement range, bridges, static and dynamic 
calibration of hinge moment balance for complete models are discussed in this paper. 

Symbols 


M h 

Hinge Moment 

N.M 

y 

Normal Force 

N 

Q 

Axial Force 

N 

Mx 

Roll Moment 

N.M 

My 

Yaw Moment 

N.M 

Z 

Side Force 

N 

(©•(5),®’ @5* Represent for Each Component 

Measuring 

Bridges 

A 


0 xyz 

Measurement Coordinate System 


0 

Measurement Reference Center, Origin of Coordinate 


a 

Angle of Attack 

degree 

5 

Deflection Angle 

degree 

Y 

Roll Angle 

degree 

Mac 

Mach Number 


v 

Bridge Voltage 

volt 

pv 

Signal 

lxl O' 6 volt 

k 

Amplify Coefficient 



1. Introduction 

In this paper, balance used for measuring hinge moment and other aerodynamic 
characteristics of a rudder or a moving wing of complete model of a winged vehicle by 
wind tunnel tests is discussed. 

The property of hinge moment is quite important for aerodynamic design, for it is 
required by maneuverability, controllability, selection of rudder motor power, control 
system, constriction and strength of a vehicle. Usually, higher rudder effect and smaller 
hinge moment are needed Therefore, the axes of rudder or wing should be arranged as 
close as possible to the center of pressure Compared with other five components, 
hinge moment is really a small one. In a small wind tunnel (such as 0.6m*0.6m test 
section ), the measurement of a hinge moment is difficult indeed We have applied 
several techniques in hinge moment measurement: 
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1 . By using of an external balance, a separate rudder or wing could be mounted on the 
front sting and the loads on the rudder or wing could be measured directly. But the 
basic simulation could not be achieved and the interaction between rudder and body, 
wing and body could not be obtained either 

2. Using half model 

a. To avoid wind tunnel choked, half model enables to use a larger model, so that the 
hinge moment could be measured 

b Hinge moment of plane aileron, elevating rudder of tail planes and rudder of vertical 
tail, especially of that with oblique axis will be much more convenient measured by half 
model. 

c By using of half model hinge moment balance, it could change deflection and angle of 
attack in one wind tunnel run. That means a higher efficiency and lower consumption, 
d The half model balance could roll from 0 through 360 degrees, and so that it had a 
big convenience for higher deflection tests. 

e. Some problems exist with half model test, such as the interaction of boundary layer 
with wind tunnel wall, the space piece or the reflection plate 

f. Mounted in the wind tunnel, half model could not simulate side rolling and side 
slipping of a vehicle 

C. Complete model hinge moment test technique 

Complete model hinge moment test technique could simulate the flow pattern around 
the whole vehicle, such as with canard, complete moving wing of tail, and change the 
attitude of the model by rolling or slipping. So, it could simulate the cross interaction 
between wing and body, wing and rudder, rudder and another rudder Also, the 
influence of body vortices, velocity reduction at rudder by front wing and of downwash 
could be incorporated 

There are two types hinge moment balances for complete model: transverse and 
longitudinal For the transverse hinge moment balance for complete model, the wing 
and rudder is connected with the balance by “changing deflection lock” While the 
deflection changed, the normal force will always be vertical to the chord plane, so the 
normal force read from the balance is the normal force of the wing or rudder. This kind 
of balance is simple in structure and easy for manufacturing However, the space of a 
traverse balance for transverse movement is much less than that of a longitudinal 
balance for longitudinal movement Besides, the sensitivity of the transverse balance is 
confined by the requirement of strength for normal force and other components At 
high angle of attack or high deflection, the normal force is quite large, and the 
sensitivity of the hinge moment must be scarified 

The longitudinal hinge moment balance for complete model , consisting of sing support 
balance and a so-called “nut” is of high sensitivity It has several advantages: 

First, the six aerodynamic components will be measured simultaneously. The 
interaction between different components could be corrected, especially when the hinge 
moment is much less than other components So it raises the precision 
Second, the inconsistency of requirements by sensitivity and strength will be solved by 
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separating flexure pivot for hinge moment from those for other components. The 
balance is sensitive enough for hinge moment and strange enough for shocks by other 
components. 

Third, this method of add a “cap” on a common strain-gage balance is simple as well as 
economical and very special: 

• Hinge moment balance for special purposes is not needed. 

• Costs are saved greatly 

• According to existing conventional balances, design various kinds of “hinge cap”. 
Then assemble them to the balances In this way, different sensitivity and 
measurement range hinge balances are formed to measure hinge moment of rudder 
or wing. 

Fourth, the sting balances listed in this paper not only can be used to connect hinge 
cap”, are high quality conventional balance themselves their axial components is of 
integrate “horizontal “ structure And two pieces of half-bridge strain gauges are used 
to for a whole Wheatstone bridge. It of the feature of low temperature effect and high 
ability to stand shock 


2. Structure of the Balance 

2. 1 Structure of Hinge Mount Element-Hinge Cap Consists of Five Elements (see 
Figure 1) 

1 . The elastic element of hinge moment component (see Figure 1 and 2) 

2. Rigid cylinder body relative to elastic thin piece beam (see Figure 2 and 3 ) 

3 . Pin holes of fixed position 

4. Fastening screws 

5. High-precision bearing 

Measuring range can be changed by elastic element (Figure 2) of hinge moment 
component. But even if a high-precision bearing were used, mechanical friction would 
seriously affect measuring precision. Substituting mechanical bearing with air floating 
bearing can improve the precision, but result in a larger size. Has now been substituted 
by integral hinge cap 

The integral cap of hub type as shown in Figure 4 A and Figure 4B, has been carved and 
manufactured from an integral high-strength F141(18Ni) Maraging steel by wire 
working (spark) and electric corrosion technology 
In Figure 4A and Figure 4B, 

1 . Four thin pieces of elastic beams for measuring hinge moment 

2. High-strength cylinder opposite to elastic beam 

3. The fitting face of inside taper (< 1:5) connected with the sting conventional 
balance for measuring other five components 

4. A wedge slot for tightening up the hinge cap with sting balance 

5. An inside taper hole for fitting of shaft of rudder 

6 Two protruding keys used for being locked with another one to change the 
deflection angle (5°) and obtain test attitude of measured complete moving wing or 
rudder 
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2.2 Structure of Singe Balance 

The sting balance for measuring other five component is actually a conventional balance 
used in wind tunnel (see Figure 5 and Figure 7). Here on following are explanations for 
Figure 5 

(1) . The structure design: Separate force measuring elements from transitive force 
element The elastic beam of “cross horizontal type” on central k-k section (Figure 5) 
take charge of force of axial direction Front, rear, left, right groups (4x4=16 pieces) of 
vertical thin elastic pieces symmetrical to the center of k-k section bear and transfer 
other five component (y, Q, Mx, My, Z) loads. 

(2) . On the front and back side of axial force measuring beam, bond one pieces of 
stain-gage respectively. They are specifically designed half bridge strain-gage ( see 
Figure 6_ used for forming a Wheatstone four arm complete bridges and measuring 
axial force “Q” Advantages of this design are: 

• Integral carves; compact structure, no mechanical hysteresis, return to zero, data 
repeatability 

• Separation of force-measuring elements from force transmitting once results in 
small interaction and high shock-resistance 

• In bridge line of axial force measuring there are all together Two pieces of strain- 
gage only 2mm away from each other They are nearly in a same temperature filed 
with small temperature gradient therefore temperature of axial for measuring 
bridge influences little. 

(3) . On the front taper part of the balance (see Figure 5) there are key slot and wedge 
slot. These enable the balance for both conventional use and special conjunction with 
the hinge cap. 

Use one positive wedge for tightening hinge cap and sting balance. The key is for roll 
direction positing on the design for both conventional and specific use is economic and 
ingenious 

3. Reference Center, Measureng Coordination System 

General, reference center of conventional balance is at central position of each elastic 
element of balance It is often put at symmetry center of axial force element, such as in 
the k-k section center shown in Figure 5. Our hinge moment balance is for measuring 
hinge moment of revolving on rudder axis. Therefore, its reference center is on the 
internal cone hole axial line That is at the intersection of axial line of turning center of 
the rudder and longitudinal axis of sting balance This intersect is selected as origin 
point of coordinates system From which three mutually vertical right angle coordinates 
system. “Oxyz” are drawn ( see Figure 8 ). 

“Ox’ axis coincides with longitudinal center axis of balance and points to head of the 
balance. 

“Oy” axis is vertical to “Ox” and directs downward 
“Oxy” plane is symmetric longitudinal plane of balance 

“Oz” axis is vertical to “Oxy” plane and according to right-hand coordination method 
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The thumb points to “Ox” axis, fore finger to “Oy” axis and middle finger to positive 
direction of “Oz” axis 

Three force positive directions are defined as follows. 

Direction of positive axial force “Q” is negative of “Ox” axial direction; 

Direction of positive normal force “y” is same as that of “Oy” axis. 

Direction of side force “Z” is same as “Oz” axial positive direction. 

Positive direction of three moments are defined as follows: 

About the hinge moment (Mh), according to right hand spiral method, the thumb 
directs to “Oz” axis, and spiral direction of other fingers are positive direction of the 
hinge moment. The same principal is applicable to “Mx” and “My” ( “Mx” revolves 
round “Ox” axis and ‘My” revolves round “Oy” axis). 

It should be stated that the hinge moment is moment revolving round the rudder axis 

4. Measurement Range 

We have developed kinds of hinge cap of hub type and many have been installed on 
sting balances with different diameters Thereupon, we have obtained the hinge moment 
combination meeting the needs for measuring in fact the range of balance can be 
permuted, combined and chosen. 

Arbitrary selections in table 1 are examples of ranges permutations and combinations. 
H-24 in table 1 references to Figure 4 A and Figure 5. 1-18 in table 1, references to 
Figure 4A and Figure 7. 


5. Bridges 

On the four elastic elements of radiate hub-type hinge moment (hinge cap) bond strain- 
gauges forming a Wheastone bridge (see Figure 9). They are bridges for measuring 
hinge moment component. 

Sensitive elements (except axial force element ) of the sting balance bonded strain- 
gages produced by Beijing Institute of Aerodynamics (BLA). Brand number is BF600- 
2.5AA and BF550-2.5AA. These strain-gages are composed of component measuring 
bridge. See Figure lOAand 10B 

As mentioned above, in Figure 5, on the axial force element of the sting balance bonded 
special half-bridge strain-gages (see Figure 8 ) brand number is “BF-600-14BB” 

The two half-bridge strain gages is composed of axial force measurement bridge as 
indicated in Figure 1 OA. 


6. Static Calibration 


6 1 Preparation 

• Check machine hysteresis 

• Check drift of each measuring bridges and lines 

• Do temperature effect compensation to each measuring bridges and lines on the 
ground until output voltages of each component bridges are <40 pv 
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• Simulate shock of the wind tunnel on the ground and observe the resetting of zero 
If normal with listed tests and the static stability of balance components examined, a 
static calibration can start. 

6.2 Static Calibration Devices 

Static calibration devices of hinge moment balance are different from those of 
conventional balance. They must be specifically produced. Figure 1 1 gives the new 
loading device for hinge cap six component loads Center of the loading device is the 
reference center, also the intersection point of longitudinal axis and rudder axis of the 
hinge cap. 

6.3 Static Calibration Method and Contents 

6.3.1 Single-component calibration 

Apply loads to each component and no loads to other components count main 
coefficient of single-component and interference coefficient of first-order term 
Apply loads to second-order component alternately and do static calibration. Count the 
cross interference coefficients. 

After finishing the steps listed, for each component, the main coefficient, five 
interference coefficient of first-order degree, six interference coefficients of square 
degree and fifteen compound cross interference coefficients can be obtained. 

We obtain altogether 27 coefficients for each component, that is 162 coefficients for six 
components They form the balance formula 

6.3.2 Multi-component calibration 

According to the six component load range required by complete model hinge moment 
test, select maximum loading value that can cover the measuring range for each 
component combine sixty groups of combinative loads by permutation then apply load 
calibrations to each group one by one. Count and determine the 162 balance formula 
coefficients by the optimum approach method according to the load values applied to 
each component and the increments of corresponding outputs Formula of hinge 
moment balance H-24 is as shown in table 2 and that of 1-18 in table 3. 

7. Dynamic Calibration 

Dynamic calibration means to fit known-data model on hinge moment balance in wind 
tunnel and applied blowing wind test to it to examine its dynamic stability in blowing 
wind. 

7. 1 Impact test 

• Model attitude: a=(3=y=0° without change 

• Mach number: Moo=3.0 

• Start the wind tunnel and stop it when airflow is stable ( the shorter, the better) to 
observe reading condition of resetting of zero 

7.2 Temperature effect and compensation test 
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• Model attitude. a=P=y=0° without change 

• Mach number: transonic speed, Moo=0.8 

• Mach number: supersonic speed, Mao=2.0 

Start the wind tunnel and collect data every twenty sections after airflow is stable: 
supersonic speed, 100 seconds; and transonic speed, collect 360 seconds observe 
influence to output reading. When a components output voltage over 2 1 pv 

7.3 Repeatability Test 

• Model attitude: change angle of attack(a), remain “p“ and ‘Y‘ unchanged. 
a°=-4,-2,- 1,0, 1,2,4, 6,8, 10 

• Mach number: transonic speed, Mx=0.8 
supersonic speed, Mao=2.0 

• Under each Mach number, repeat seven wind blowing, compute aerodynamic 
coefficient mean-square root repeatability deviation. 

8 Conclusions 

The hinge moment balance for complete model given in table 1 have all passed static 
calibration, dynamic calibration, and other tests. Results are as following: static 
calibration precision within 0.1-0. 5%; dynamic calibration shock resetting of zero; 
output reading of temperature influence less tan 20 pv; and repeatability is very good. 
These balances have all accomplished a large quantity of aerodynamic characteristics 
tests of hinge moment for complete model. 

Techniques discussed in this paper are unique in the following three aspects: 

Put cap on head of the sting balance 

Adopt ’’cross horizontal integral” axial force element in the sting balance structure 
Adopt half-bridge strain -gage 

Reference 
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Tables 

Table l .The Balance Measuring Range of Combined Hinge Moment 
Table 2. Equation of the H-24 Hinge Moment Balance 
Table 3. Equation of the 1-18 Hinge Moment Balance 

Figures 

Figure 1 . High Precision Bearing Type Hinge Cap 
Figure 2. One of Elastic Elements of the Hinge Moment 
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Figure 3. The Rigid Cylinder Body of the Hinge Moment 
Figure 4A Sketch of the integral Hinge cap of the Hub Type 
Figure 4B One of the Hinge Caps of the Hub Type 

Figure 5. One of the “Cross Horizontal Type” Element of Axial Force of the 
Conventional sting Balance Used for Hinge Moment Measuring 
Figure 6 The Strain-gauge of Half Balance 

Figure 7. Other Type Used for Hinge Moment Measuring Conventional Sting Balance 
Figure 8 Measuring the Coordinates System 

Figure 9. Strain-gage Bonded on the Hinge Moment of Radiation Form of Hub Type 
and Measuring Bridge 

Figure 10A. Strain-gage Bonded on Axial Force Beam of “the Cross Horizon Type” 
and Other Five component Elements and Each Component Measuring Bridges 
Figure 10B Strain-gages and Each Component Measuring Bridges Bonded on the 
Other Conventional Sting Balance 

Figure 1 1 The Static Calibration Device of the Hinge Moment Balance 
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DEVELOPMENTS TO IMPROVE THE ACCURACY OF 
HALF-MODEL BALANCE MEASUREMENTS IN THE 
ARA 2.74 m x 2.44 m (9 ft x 8 ft) TRANSONIC WIND TUNNEL 


Adrian J. Day, Nigel Corby 
Aircraft Research Association Ltd, 
Manton Lane, Bedford MK41 7PF, England 


SUMMARY 


Tests on half span models provide a significant contribution to the programme of work 
performed in the ARA Transonic Wind Tunnel. The half model concept is considered mainly as a 
means of obtaining high quality incremental aerodynamic data. To achieve this objective, balance 
performance has to be maximised. Details of an evolutionary programme of work undertaken at 
ARA to improve balance quality is presented. 


INTRODUCTION 


Tests on half span models provide a significant contribution to the programme of work 
performed in the ARA 2.74 m x 2.44 m (9 ft x 8 ft) Transonic Wind Tunnel (TWT). The 
increased model scale compared to a full span model allows testing at higher chordal Reynolds 
numbers and more detailed representation of model components. In addition to military 
applications, half span models are extensively used for transport aircraft testing as a means of 
obtaining propulsion installation effects, using either through-flow nacelles (TFN) or turbine- 
powered simulators (TPS), and to investigate incremental effects associated with detailed design 
modifications to small components such as winglets, pylons and flap-track fairings. Figure 1 
shows a typical half span model installed in the working section of the TWT. 

With the ever increasing demand for greater precision, an ongoing improvement programme 
was initiated in 1990 and this has highlighted a number of areas associated with the balances 
themselves, the air feed assembly and the calibration techniques that have had the potential to 
degrade data quality. This paper provides details of the half model balances at ARA and recent 
developments of the balance assembly and calibration techniques that have lead to improved 
accuracy and repeatability of half model data measured in the ARA TWT. 
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GENERAL DESCRIPTION 


Half span models are installed in the TWT mounted on an underfloor five-component strain 
gauge balance. A general arrangement of the tunnel installation is shown in Figure 2 The balance 
is immersed in an oil-filled chamber and maintained at a constant temperature of approximately 
3 10 /K using a thermostatically controlled heating element. 

Two half model balances are available for half span model testing at ARA. A high load range 
unit, commissioned in 1968, is used primarily for testing beyond buffet onset. This is 
complimented by a low load range unit used for high accuracy drag measurement. The original 
low range half model balance, commissioned in 1972, has recently been replaced by a new balance 
commissioned in 1994. Details of the capacities of the half model balances are given in Table 1. 

Each balance consists of a 4-bar cage measuring five load components (excluding Side force). 
Figure 3 shows a half model balance prior to installation in the half model cart balance housing. 
Each balance beam is instrumented with two sets of strain gauges measuring each load 
component. The output from these strain gauge bridges effectively gives two separate outputs for 
each component. 

Both balances have the ability to carry high pressure air to the model to power Turbine 
Powered Simulators (TPS), air motors or for blown nozzles. Two independent supplies are 
available. Each supply is capable of delivering accurately metered flow at rates of up to 3.5 kg/sec 
(7.7 lb/sec). 

The underfloor balance lends itself particularly well to the TPS technique since the air 
transfer system from earth to live is perpendicular to the balance Normal and Axial force axes 
This means that the interaction and redundancy of the relatively flexible air feed pipes on the 
balance signals are both low and repeatable. Details of the balance and air feed assembly are given 
in Figure 4. 


LOW RANGE BALANCE 


In order to measure the incremental differences due to small changes in configuration, it is 
necessary to discriminate very small changes in the aerodynamic forces on the model and this is 
only possible with a high standard of repeatability within a given test series. During the 1980s the 
Association developed a technique for half model testing that gave a drag repeatability within a 
given test series of approximately one count (ACd = 0.0001) for a typical transport aircraft model. 

During a series of half model tests using the low-range balance early in 1990, it was noted 
that drag repeatability fell outside of acceptable limits with repeat tests on a given configuration 
showing a variation of 2-3 drag counts. A detailed investigation was therefore implemented to re- 
establish the standard. During the course of this investigation a diurnal variation of drag was 
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identified which could be attributed to the small changes in temperature difference between the 
tunnel plenum shell and the freestream (Reference 1). However, while significant, the buoyancy 
effect induced by the thermal effects did not account for all of the non-repeatability. 

It was initially considered that the balance fixation might be suspect. As a result, the number 
of fixation bolts and dowels in the base of the balance were significantly increased. In addition, a 
0. 125 mm (0.005") dished seating ring was fitted under the balance in the housing to reduce the 
distortion of the base thought to arise due to balance loading. 

Subsequent re-calibration of the modified balance assembly revealed that one of the Normal 
force gauges exhibited notable hysteresis and zero shifts during loading while all other 
components were considered to be satisfactory. The balance was then removed from its housing 
to allow for the inspection of a possible crack in the region of the Normal force flexures and to 
check for any strain gauge faults. 

After repeated loadings of the balance in isolation and consultation with metallurgists, it was 
concluded that the fault may be due to a crack or some other form of metallic degradation in the 
region of the gauges on one of the Normal force flexures. As part of the investigation, a 
photoelastic strip was bonded to one of the flexures to monitor the stress levels during loadings. 
These investigations were inconclusive and gave no clear indication of the nature of the fault. 

A series of material hardness checks were then conducted on the balance with surprising 
results. The original EN24 steel billet was scrapped during manufacture by a sub-contractor and 
replaced by them with one of 'similar quality'. However, the hardness tests indicated that the heat 
treatment process may not have been successful or that an inferior quality steel was used as a 
replacement. 

With the low range balance effectively out of service (good quality data could only be 
obtained up to a maximum normal force of 2kN), the high range balance was pressed into use for 
drag measurements on half span model tests. It was demonstrated that the balance did, with the 
application of stringently adhered to test technique, provide adequate results. 

The decision to procure a replacement low range balance was made early in 1992. There 
however still existed an interim requirement for a sensitive axial force half model balance for 
isolated TPS calibrations. Bearing in mind that only one of the two available normal force bridges 
seemed to be affected, the low range balance was reinstalled, calibrated and certified for use over 
a low load range. 
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HIGH RANGE BALANCE 


The high range balance has been used since 1968 for tests of half span military models at high 
incidence and for tests of civil transport models beyond buffet onset. However, following 
problems with the low range balance and the subsequent reduction of its permissible load range, 
the high range balance was utilised for model drag tests until the new low range balance was 
commissioned. During this time, the balance fixation was modified in line with the low range 
balance. 

However, it became apparent during a model test series that there was unacceptable data 
repeatability when the air-feed pipes were pressurised. Wind-off balance pressurisation showed 
that this was most apparent on the Normal force, Pitching moment and Rolling moment bridges. 
Figure 5. Significant hysteresis loops and offsets in the component reading were evident as the 
pressure in the air-feed pipes was cycled. 

It was thought that the problems were caused by movement in the earthed end of the air-feed 
assembly which effectively induced a moment into the balance. The earthed part of the air-feed 
assembly was different to that shown in Figure 4. The air tube support housing was originally a 
two piece splined arrangement held together by a large locking nut. Although this was an elegant 
engineering arrangement, it was overly complicated with many joints that were susceptible to 
wear. A simpler, single piece structure that bolted directly to the balance housing was designed 
and installed on the balance assembly. Subsequent pressure cycling of the air-feed system showed 
that the hysteresis loops and offsets had been removed, as can be seen in Figure 6. 

This modified air-feed assembly was then installed onto the low range half model balance. 


NEW LOW RANGE BALANCE 


The design of the replacement low range balance was essentially the same as its forebear. The 
use of increasingly larger half span models for drag measurement work prompted the decision to 
thicken the flexures slightly to cater for the associated higher loads. A slightly stiffer balance 
would also lend itself for occasional buffet onset investigations. The use of previously unavailable 
finite element analysis methods allowed the effect of small modifications to the original design to 
be assessed. The new balance design incorporates an integrated seating ring similar to those fitted 
to the high range and original low range balances. 

A suitable EN25V steel billet was procured and sent for ultrasonic scanning. The scanning 
process highlighted three small inclusions within the material. Careful alignment of the billet prior 
to machining allowed the inclusions to be removed during the machining operation to cut the 
flexures. 
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Due mainly to its large size and the inability to perform all of the tooling operations in-house, 
manufacture of the balance was placed in the hands of a sub-contractor. Towards the end of 
manufacture, an unfortunate machining error occurred in the form of severe undercutting of the 
webs, at the top and bottom of the aft Normal force flexure. Significant delays during balance 
design and manufacture combined with an ever increasing requirement for a replacement low load 
range balance resulted in the decision to remove the undercuts by thinning the flexure and to 
accept the balance in this modified form. The thinner Normal force flexures effectively reduce the 
maximum balance loads by approximately 20%. This precludes its use for buffet onset 
investigations as originally intended. 


Commissioning Trials 

The new low range balance was fitted with strain gauges and mounted in the model cart. 

Prior to calibration extensive static loadings were applied to the balance to ensure that the balance 
characteristics remained constant. The balance was then calibrated over its full load range. The 
gauge sensitivities for all components compared well with theoretical values and residual errors 
fell well within acceptable limits. 

A half span civil aircraft model, typical of those normally tested, was then mounted on the 
balance and the model cart installed in the TWT working section. Repeat incidence traverses were 
performed over a range of Mach numbers using ARA's standard test technique for civil half model 
testing. The data thus obtained could then be used for a direct comparison with data from an 
identical configuration tested previously on the high range half model balance. 

Force and moment data from the new low range balance, Figure 7, displays good quality with 
run to run drag repeatability generally falling within AC D = ±0.00003 about a mean. Comparisons 
of Mach number smoothed, averaged data, Figure 8, measured using the high range and low 
range balances are again very good with test to test drag repeatability generally falling within ACd 
= ±0.00005 about a mean. It should, however, be noted that long term test to test repeatability 
using the high range balance has previously been shown, by a relatively large sample of data, to be 
within ACd = ±0.0003 about a mean. 


BALANCE CALIBRATION 


ARA's half model balances are calibrated whilst installed within the model cart. A loading 
tongue is mounted to the balance in a similar manner to a normal model wing fixation. A rigid 
steel loading frame is then lowered over the tongue and fixed to the non-metric (earthed) balance 
housing. Figure 9 shows the loading frame assembly mounted on a half model cart. 

Force loads are applied to the balance using a pair of dedicated load cells. A 22 kN (5000 lb) 
device is used to apply Normal force, Pitching moment and Rolling moment whilst a 4.5 kN (1000 
lb) device is used to apply Axial force and Yawing moment. Both load cells attach to the loading 
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frame with the loads hydraulically applied to the loading tongue via a solid linkage fitted with a 
flexure. 


Normal Force Loadings 

Following the improvements in the fixation of the air-feed assembly, the high range half 
model balance was calibrated prior to the commencement of a wind tunnel test campaign. Force 
loads were applied using the ARA half cart loading frame. A sample of the balance component 
residual load errors due to Normal forces applied at three different loading points are presented in 
figure 10. It can be seen that there were not only differences in the residual errors when loads 
were applied at different load points (errors that could not be removed by a modification to the 
mathematical model), but also clear evidence of non-repeatability from repeat loadings. At the 
time it was thought that this was the limit of the balance capabilities when point loads were 
applied. 

The wind tunnel tests following the calibration included a significant amount of repeat testing 
and results from these tests suggested that the balance measurement repeatability was 
considerably better than had been shown by the calibration results. Therefore, after the wind 
tunnel tests had been completed, the model was removed from the balance and the loading frame 
reinstalled. Once again, residual errors from repeat Normal force loadings showed significant 
levels of non-repeatability. These errors suggested that the load application method was probably 
introducing spurious errors into the data. The loads were applied via the double knife-edge 
linkage arrangement shown in Figure 1 1 . This had been designed to allow for any deflection of the 
loading tongue under load. However, it was found that the computed Axial force residual errors 
associated with Normal force loadings were influenced by the orientation of the knife-edges. The 
knife-edges were locking under load preventing them from acting in the intended manner. 

The knife-edges were removed and replaced with the simple linkage shown in Figure 12. A 
sample of the residual errors measured using this linkage are presented in Figure 13 and it can be 
seen that these are significantly reduced from those measured using the knife-edge arrangement. 

The data from the wind tunnel tests were then re-computed using the balance matrices 
derived from these post-test loadings. The computed drag data were generally shifted by up to 2 
counts compared with data computed using matrices derived from the previous loadings. 

The modified loading assembly was later used to perform initial Normal force loadings on the 
new low range balance. A sample of the balance component residual errors due to applied Normal 
force are presented in Figure 14. The non-linearity evident in the Axial force and Pitching moment 
residuals at low load was found to be due to the excessive stiffness of the flexure within the 
Normal force load cell assembly. Reducing the diameter of the linkage connecting the load cell to 
the loading tongue, thus allowing the linkage itself to act as a flexure, produced significant 
improvements in the residual errors, shown in Figure 15. 
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The modifications made to the loading assembly suggest that further improvements may be 
made if greater flexibility is introduced to the linkage. Development work currently in progress is 
centred around replacing the solid linkage with a flexible wire rope. 


Axial Force Loadings 

During a calibration of the high range balance, residual loads from a series of Axial force 
loadings were consistently larger than expected. This was thought to be due to some form of 
deformation or misalignment of the linkage within the Axial force load cell assembly. An 
alternative loading assembly consisting of a 2.2 kN (500 lb) load cell mounted on a frame secured 
at one end of the model cart was designed. A thin wire rope is used to connect the load cell to the 
loading tongue. Force loads are applied by inducing tension in the rope using a tumbuckle. This 
method of load application has proven to be very successful for the application of loads up to 1.1 
kN (250 lb) on the high range balance reducing axial force residual errors from typically ±0.9 N 
(±0.2 lb) to ±0.25 N (±0.05 lb). This technique has been adopted for calibration of the new low 
range balance. 


CONCLUDING REMARKS 


In order to meet customer demands for highly accurate balance measurements on half span 
models at transonic test Mach numbers, ARA has focused resources onto the further development 
of underfloor strain gauge balances. In addition to procuring a new more sensitive balance, 
detailed development activities have enabled the data quality from existing balances to be 
significantly enhanced. It would now seem that the excellent repeatability of aerodynamic data 
from the execution of repeat polars is to a higher standard than that achieved during the 
calibration process. Efforts have, and are being directed towards improving the balance loading 
techniques. However, since relatively small balance residual errors are currently being achieved, it 
is considered that further progress will only be made by addressing a number of detailed elements 
in the whole of the balance calibration process. 

Commissioning of a new half span model balance with a high pressure air transfer system and 
relatively high sensitivities is almost complete. This has considerably benefited from the 
experience gained with the existing ARA half model balances and promises to be a tool for high 
quality aerodynamic wind tunnel research. 
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Table 1. Capacity of ARA Half Model Balances 


COMPONENT 

HIGH RANGE 

NEW LOW RANGE 

OLD LOW RANGE 

SIDE FORCE N (lb) 

- 

- 

- 

NORMAL FORCE N (lb) 

27579 (6200) 

1 1466 (2577) 

1779 (400) 

AXIAL FORCE N (lb) 

3781 (850) 

1093 (246) 

578 (130) 

PITCHING MOMENT 
Nm (lbft) 

2712 (2000) 

699 (516) 

176 (130) 

ROLLING MOMENT 
Nm (lbft) 

20340 (15000) 

9715 (7165) 

2712 (2000) 

YAWING MOMENT 
Nm (lbft) 

2848 (2100) 

1333 (982) 

881 (650) 
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Fig. 1 Typical Semi-Span Model In The ARA Transonic Wind Tunnel 



Fig .2 General .Arrangement Of Semi-Span Model And Underfloor Balance 
In The ARA Transonic Wind Tunnel. 
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Fig. 3 ARA Half Model Balance 



Fig 4 Half Model Balance And Air Feed Assembly 


Rolling Moment (Ibft) Pitching Moment (lbft) Normal Force (lb) 







Fig. 5 Balance Residual Loads Due To Applied Pressure. Original Air-Feed Assembly. 
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Fig. 6 Balance Residual Loads Due To Applied Pressure. Modified Air-Feed Assembly. 
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Fig. 7 Comparison Of Wind Tunnel Data Measured Using The New Load Range 
Half Model Balance. 
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Fig. 8 Comparison Of Wind Tunnel Data Measured Using The Low And High Range 
Half Cart Balances. 
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Fig 9 ARA Half Model Balance Loading Frame And Load Application Points 
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Fig. 10 Balance Residuals Due To Applied Normal Force From Loadings Using The 
Knife-Edge Assembly. 
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Fig. 1 1 Normal Force Loading Arrangement Using Knife-Edge Assembly. 
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Fig. 13 Balance Residuals Due To Applied Normal Force From Loadings Using 
The Simple Linkage. 
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Fig. 14 Balance Residuals Due To Applied Normal Force On The New Low-Range 
Half-Model Balance, Using The Simple Linkage. 
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Fig. 15 Balance Residuals Due To Applied Normal Force On The New Low-Range 
Half-Model Balance, Using The Modified Simple Linkage. 
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LOOKING FOR THE LAST DRAGCOUNT 
- MODEL VIBRATIONS VS. DRAG ACCURACY - 


P.H. Fuijkschot 

National Aerospace Laboratory NLR 
Amsterdam, NL 

SUMMARY 

The paper investigates the influence which vibrations of a windtunnel model have on the reading of 
the axial force as measured by an internal strain-gage balance. When the model vibration modes exhibit 
a finite bending radius - as they usually do - centrifugal accelerations are generated. These will act on 
the model mass and thus cause a bias on the axial force or drag reading of the balance. Though this 
effect is not spectacular, it is certainly not always negligible: errors can be up to five dragcounts. 

The paper is an extension of an earlier study on the compensation of comparable effects in gravity 
sensing angle-of-attack inclinometers. It presents a theoretical analysis and some typical quantitative 
results. Based on this analysis a simple but effective compensation scheme is proposed: it uses only 
four signals from the inclinometer signal conditioning and some model data such as mass and center of 
gravity location. 


SYMBOLS 


AOA 

c-g. 

C D 

e 

kg 

ft 

m 

M 

N 

v 

Q 

r 

R 

P 

s 

S 

SGB 

x 

X 

z 


Angle of attack 
Center of gravity 
Drag Coefficient 
Centrifugal Acceleration 
Bias on Axial Force of SGB 
kilogram mass 
Model length 
meter 

Model mass 

Newton 

Frequency 

Dynamic Pressure 

Distance between Accelerometers 

Bending radius 

Angular rate 

second 

Reference Surface of Model 
Strain Gage Balance 
Tangential Speed 
Distance from inclinometer 
Vibration amplitude 
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INTRODUCTION 


It is generally recognized that model vibrations involving a finite bending radius can severely affect 
the accuracy of gravity-vector sensing inclinometers in windtunnel models. Due to ’sting whip’ and 
other related motions - e.g. around the balance center - centrifugal accelerations are generated which 
can easily cause errors of up to .5 deg in angle-of-attack (AOA). Although equally obvious, it is much 
less appreciated that (part of) these centrifugal accelerations will also act on the model mass and will 
therefore cause a deviation in the axial force reading of an internal strain-gage balance (SGB). The 
errors created by this effect may not be spectacular - they are certainly not always negligible as 
illustrated by the example below. 

For a typical model on a Z-sting in the NLR HST Transonic Windtunnel the following figures apply: 


Model mass 

: M = 50 

kg 

Pitch frequency 

v = 16 

Hz 

Bending radius 

: R = 1.1 

m 

Vibration Amplitude 

: z = 2 

mm 


The peak centrifugal acceleration under these conditions is .036 m/s 2 , the relevant average value is 
half of that or .018 m/s 2 . With the model mass of 50 kg this acceleration causes an axial force of .9 N. 
The aerodynamic parameters for this model would be: 

Dynamic pressure Q = 30000 N/m 2 
Reference surface S =0.15 m 2 

This means that one ’dragcount’ or .0001 in C D is equivalent to .45 N and that the bias in this case is 
two dragcounts! It should be reminded that this figure applies for a single mode and that many more 
modes (in pitch and yaw) can contribute. In an era where a reproducibility of .5 dragcounts in C D is 
desired this error source obviously cannot always be neglected. 

Another approach to illustrate the point is to look at the bias on the inclinometer readings. For the 
values given above the error in AOA would be . 1 deg, which is not unusual. In practice AOA errors up 
to .5 deg are encountered, but fortunately mostly under buffet conditions, where the requirements on 
drag-accuracy are relaxed. The errors on AOA and the compensation of these have been discussed 
extensively in reference 1, from which figure 1 is taken. It gives the bias on AOA during a polar and 
thereby implicitly the order if magnitude of potential errors (depending on the mode) on drag. For this 
model . 1 deg Aa in AOA could be equivalent to 2 dragcounts, the error in drag being proportional to 
the error in AOA for this mode. 

The nature of the bias is such that it will apparently reduce the drag - the centrifugal acceleration 
vector points outward. Its amplitude will have a stochastic character, causing a small constant bias plus 
some scatter on axial force. The point should be stressed that the bias increases quadratically with 
model vibration amplitude - another reason to keep model vibration levels low! 

The conclusion of the above is that a correction on axial force is desirable and worthwhile, but since it 
is relatively small the absolute accuracy of the correction can be limited to some 10 %. 
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ANALYSIS 


Any quantitative correction scheme must be based on a kinematic analysis of the actual model 
vibrations involving all simultaneous vibration modes. The basis for this is provided by reference 1, 
which does exactly that for the influence of model vibrations on inclinometers for AOA measurement. 
The compensation proposed therein has been fully validated in actual windtunnel use. 

At first sight the calculation of the influence on drag might look simple: multiply the bias on the 
inclinometer by the model mass, et voila. Unfortunately real life is more complicated than that: not all 
vibration modes produce a net contribution to the axial force bias. A vibration around the c.g. of the 
model for instance might create opposite forces fore and aft of the c.g. and have near zero net effect. 
An inclinometer (not mounted in the c.g.) however would be affected. 

In reference 1 it was proven that for any arbitrary point on the model (including the location of the 
inclinometer) the centrifugal acceleration £ is given by the product of the local tangential speed x and 
the angular rate p (Fig. 2), or: 


This expression is valid for any combination of simultaneous vibration modes. It must be applied 
twice: in the x-z plane and in the x-y plane of the model. 

The total net axial force bias F E is obtained by multiplying the local £ x by the local mass M x for that 
particular ’slice’ of the model and integrating the product over the length of the model, or: 

9 

F, ■ / e. ' M , dx (2) 

0 

This expression looks simple, but is not very convenient to work with - even more so because £ x 
relates to momentary local values. 


COMPENSATION 


The compensation of course is equal to F t as given by equation (2). The big challenge is to find a 
user-friendly expression for £ x - in order to avoid an array of accelerometers over the length of the 
model! The constituents of £ are x and p , as given by equation (1). The angular rate p is constant 
over the length of the model. It can either be measured directly or be derived from two linear 
accelerometers as sketched in figure 3: 


r 


It should be reminded that it is not possible to measure or assess the momentary bending radius R 
directly, but it can be deduced from measurable quantities as: 

x. (4) 

R = _L 

P 
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Assuming x , and p are known because they are required for the inclinometer compensation, x x at an 
arbitrary distance x from x ,, (Fig. 3) is given by: 

r 

x, = x, + P • x v ' 


Note: x can be positive or negative. 

The local centrifugal acceleration e x at a distance x from the reference location of x , then becomes: 

, ( 6 ) 

e * = P ' X x = P ‘ T i + P ' x 

The first right-hand term is the original inclinometer compensation from reference 1 and is 
independent of x. Thus, for axial force bias compensation purposes, it can be directly multiplied by the 
total model mass M. The second term can be regarded as a correction on the first one. Depending on 
the direction of x its contribution can be positive or negative. 

Combining equation (2) and equation (6) the complete expression for the axial force bias thus 
becomes: 

i 

F e = M • p • x, + p 2 J M x • x • dx (7) 

o 

in which B is the length of the model. 

The integral term represents a moment with respect to the position where x [ is measured, i.e. the 
inclinometer location. The mass is the model mass M and the arm is the distance x cg between the center 
of gravity of the model and the inclinometer location. Expression (7) can thus be simplified to: 

F e = M (p • x, + p 2 • xj (8) 

This result is in-line with what one would intuitively expect. It is relatively simple and all quantities 
can be measured or assessed. Normally the c.g. of the model will be located aft of the inclinometer, so 
x cg will be negative. It should be emphasized that all of the above reasoning is based on the assumption 
that the models, including their built-in instrumentation, are sufficiently stiff: i.e. have no resonances in 
the vicinity of the compensated modes. 


IMPLEMENTATION 

The correction for bias on axial force as proposed in this paper is - not surprisingly - closely related 
to the compensation of the AOA inclinometer for the same centrifugal acceleration effects. For the 
latter application a dedicated and validated ’Inclinometer Conditioning Unit’ is available at NLR. It 
provides a fully corrected AOA output with a resolution of .001 deg. The compensations functions are 
realized with analog techniques, as shown on the block diagram of figure 4. 

For each plane of the axial force bias compensation two extra output signals are required: p • x , and 
p 2 . They are made available, as indicated in figure 4, for digitization by the regular data acquisition 
system. The model mass - including the weighed part of the balance - can be weighed directly or can 
be obtained from the usual wind-off ’weight polar’ in the windtunnel. The same applies to the distance 
x cg . With all variables known the processing (in two planes!) according to equation (8) is elementary. 
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CONCLUSION 


The paper presents a compensation for the small, but not negligible, bias effect on drag of 
windtunnel models due to model vibrations. The proposed scheme is simple, transparent and accurate 
and can be applied in real time. 

Admittedly it is based on a theoretical analysis and has not yet been validated during real windtunnel 
testing. A comparable compensation for AOA Inclinometers however has been proven in practice and 
has shown to be extremely accurate, leaving no doubt as to the applicability of the scheme proposed 
here. 
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Figure 1 . Bias on Inclinometer AOA. 
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Figure 3. Angular Rate from two linear Accelerometers. 



Figure 4. Inclinometer Conditioning Unit with extra Outputs. 


219 


Page intentionally left blank 


UNCERTAINTY ANALYSIS FOR FORCE TESTING IN 
PRODUCTION WIND TUNNELS 


Mark E. Kammeyer* 
Hypervelocity Wind Tunnel 9 
Naval Surface Warfare Center Dahlgren Division 
Silver Spring, MD 


SUMMARY 


This paper documents the implementation of measurement uncertainty analysis 
for aerodynamic force testing at the Naval Surface Warfare Center (NSWC) Hyperve- 
locity Wind Tunnel 9. The general uncertainty methodology as presented in several 
published standards is reviewed, highlighting the general approach in use at Tunnel 9. 
A detailed application to static stability and drag testing is presented. The emphasis 
is not on estimating precision and bias errors for force balances. Rather, the focus is 
on the automation of procedures and the propagation of errors to provide the maxi- 
mum understanding of the data flow. The techniques and approach discussed should 
have application to other wind tunnel facilities. 


INTRODUCTION 


An accepted measurement uncertainty methodology for wind tunnel testing is 
needed to allow meaningful comparisons between facilities, proper validation of com- 
putational fluid dynamic models, and ultimately, rational design decisions. The grow- 
ing acceptance of a standard method is evidenced by the publication of several stan- 
dards and text books in the past decade. 1-5 These documents define a consistent 
methodology and present a variety of examples to serve as illustrations. AIAA Stan- 
dard S-071-1995 in particular provides simplified examples of the assessment of uncer- 
tainty for force measurements in a transonic wind tunnel. However, these references 

* Currently with McDonnell Douglas Corp., St. Louis, MO. 
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do not present a universal strategy for the implementation of the methodology for a 
specific test facility. 

Wind tunnel stability and drag measurements present a special challenge to the 
experimenter in at least two respects. First, the force balance itself is a complex 
instrument with multiple inputs and outputs. In particular, the assessment of the 
balance calibration uncertainty merits special attention. Second, the desired test 
results, the nondimensional coefficients, are complex functions of a large number of 
measured inputs. A typical analysis for a single angle-of-attack encompasses: 


• 35 measured inputs: supply pressure and temperature and test cell Pitot pres- 
sure, model support system position, 6 balance loads, integrated base pressure, 
2 reference areas, 1 reference length, the relative position of the model and bal- 
ance moment reference centers, and 3 angles for each of 5 coordinate system 
transformations and sting/balance deflections. 

• 46 correlated bias pairs, primarily from the coordinate system transformation 
angles. 

• 20 computed results: angle-of-attack, angle-of-sideslip and 6 force/moment co- 
efficients in each of the body and stability axis systems, base pressure coefficient, 
axial force coefficient corrected for base pressure, lift-to-drag ratio, and the pitch 
and yaw center-of-pressure locations. 


The complete angle-of-attack range must be considered since sensitivities vary with 
model attitude. This is especially important when angle-of-attack passes through 
zero. The estimation of so many uncertainties and the propagation to so many de- 
sired results, over a range of test conditions and model attitudes, in a production 
environment, can be intimidating. For these reasons there is a strong incentive to 
standardize and automate the process as much as possible. 

This paper will present a synthesis of the published standards on measurement un- 
certainty for aerodynamic force measurements. The implementation is for a particular 
facility, the Naval Surface Warfare Center’s Hypervelocity Wind Tunnel 9 (Tunnel 9). 
However, the approach was kept as general as possible to cover the wide array of test 
conditions, balance designs, load capacities, and measurement techniques typically 
encountered. Standardization and integration with pressure and heat transfer mea- 
surements was also a consideration. The general approach will have application to 
other test facilities. 
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Figure 1: The NSWC Hypervelocity Wind Tunnel 9. 
FACILITY DESCRIPTION 


Tunnel 9 is a blowdown facility which uses pure nitrogen as the working fluid and 
operates at Mach numbers of 7, 8, 10, 14, and 16.5. Supply pressures up to 21,000 psia 
(1430 atm) and total temperatures up to 3500 R (1950 K) are currently available. 
Mach numbers 8-16.5 operate “cold” in that the gas is expanded to just above the 
saturation line, producing a high Reynolds number environment. Mach 7 operates 
“hot” in that the gas is expanded to ambient atmospheric conditions producing full 
velocity, enthalpy, pressure, and temperature duplication between flight altitudes of 
38,000 ft (11.5 km) and 68,000 ft (20.5 km). The test cells are five feet in diameter 
and are over twelve feet long. A schematic of the facility is shown in figure 1. Ranges 
for facility operation for all currently calibrated test conditions are listed in table 1. 
References 6-10 provide a complete discussion of Tunnel 9 operation and calibration. 

Aerodynamic tests at Mach numbers 8-16.5 are typically one second or less in 
duration. The test cell for Mach numbers 10 and above is equipped with a hydraulic 
sector mechanism for pitching models through an angle-of-attack sweep. The maxi- 
mum attainable pitch rate is 80 deg/s. The short test time and the fast pitch sweep 
require fast instrumentation response times and proper accounting for inertial loads. 
These issues have implications for the uncertainty analysis, which will be addressed 
in later sections. The short run times also preclude significant increases in model 
internal temperature. Therefore, active cooling of the model or instrumentation is 
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Table 1: NSWCDD Hypervelocity Wind Tunnel No. 9 Capabilities 


Mach 

Reynolds 

Number 

Range 

(millions/ft) 

Supply 

Pressure 

Range 

(psia) 

Nominal 
Supply 
Temp, 
(deg R) 

Useable 
Run Time 
Range 

(s) 

Comment 

7 

3.7-15.8 

2,000-12,000 

3,460 

1.75-5 

Flight duplication of P, T 

8 

8.7-55.7 

2,000-12,000 

1,660 

0.2-0.75 

Flight duplication 
of dynamic pressure 

10 

0.86-21.9 

500-14,000 

1,810 

0.23-15 

High Reynolds number 
naturally turb. boundary 
layers with pitch capability 

14 

0.072-6.2 

100-19,000 

3,160 

0.7-15 

High Reynolds number/High 
Mach number simulation with 
long run times and pitch 
capability 

16.5 

2.65-3.2 

19,000-21,000 

3,260 

3.0-3.5 


Table 2: Tares recorded in tunnel run sequence. 


Type 

No. 

recorded 

Purpose 

Comment 

Static 

5-6 

P 0 shunt calibration 

Driver vessel pressurization 

Static 

10-20 

Test cell pressure 
calibration 

Driver vessel pressurization, 
test cell evacuation 

Static 

Dynamic 

1 

1 

Used to subtract 
inertial loads 

Immediately prior to heating cycle 

Static 

1 

Used to eliminate 
zero shifts 

« 2 minutes before run initiation 

Dynamic 

1 

Run 

Wind-on data 


almost never required. 

The current data acquisition system allows over two hundred model and facility 
inputs to be simultaneously recorded. Sampling rates are typically 250 or 500 sam- 
ples/s per instrumentation channel. Data acquisition for a typical test consists of a 
number of wind-off data snapshots, or tares followed by the wind-on run data record. 
The tares are outlined in table 2 and are of two types: static and dynamic. A static 
tare is usually one or two seconds in duration (250-500 points), taken when the tun- 
nel is quiescent. These tares are used to provide data for instrument calibrations and 
a reference point for force balance and thermocouple data reduction. For example, 
model and test cell pressure transducers are calibrated during the pump down of the 
test cell. The evacuation is briefly halted while the tare data are recorded. A dynamic 
tare is a wind-off duplicate of the run, with the model pitching. It is used to subtract 
the inertial forces, which arise from the pitch sweep, from the wind-on data. These 
tares are utilized for the determination of various precision limits, and are referenced 
throughout the paper. 
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MEASUREMENT UNCERTAINTY METHODOLOGY 


The measurement uncertainty methodology, taken from reference 5 and consistent 
with references 1-4, will now be presented, and the case made for an implementation 
strategy that emphasizes a production environment. Implicit in this entire discussion 
is the requirement that the instrumentation system measure the intended physical 
quantity. This means that error sources from the transducer response, its installation, 
signal conditioning, etc. have been made negligible by design. 11 The referenced works 
on uncertainty refer to this as the elimination of blunders. The methodology is as 
follows: 


1. Define the measurement system and determine the data reduction equations. 
Some experimental data reduction equations used in Tunnel 9, such as pressure 
ratios and force coefficients, are simply algebraic. Others are not so straight- 
forward. For example, supply conditions span three orders of magnitude in 
pressure and a factor of two in temperature. The data reduction equations 
defining tunnel conditions, to which all test results are referenced, include real 
gas thermodynamics and are solved iteratively. 

2. Identify the sources of uncertainty for each individual measurement. 

3. Assess the relative significance of the uncertainty sources. 

4. Estimate the precision, P, and bias, B, for each significant error source. The 
total bias and precision are then obtained as the root- sum- square of each con- 
tributor. Reference 5 provides a partial, ranked list of 57 error sources specific 
to wind tunnel testing. With the wide variations in dynamic pressure and 
temperature possible in Tunnel 9, the significant error sources will vary within 
and between tests. An elemental approach to uncertainty that examines each 
contributor individually would entail a formidable bookkeeping task, which is 
not ideal in a production environment. Therefore, a “black box” approach is 
used wherever possible. This approach lumps individual contributors into one 
contributor which is then assessed by examining its input and output response. 
For example, pressure transducers are calibrated in-situ prior to every run with 
a working standard using the same wiring, power supply voltage, amplifiers, 
filters, etc. There is no need to individually assess the errors due to wiring, am- 
plifier noise, power supply voltage, and filter noise because these contributors 
are lumped into the overall calibration curve uncertainty. 

5. Propagate the precision and bias limits into the test results, combine into total 
uncertainties, and document. Propagation of input uncertainties to the final 
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results is accomplished using a Taylor series expansion with the inclusion of 
terms to account for correlated biases, B 



The total uncertainty U for result R is the root-sum-square of the bias and 
precision. The partial derivatives represent the sensitivity of the result to each 
measured input, re*. For the reasons cited in item 1, this is difficult, if not im- 
possible, to do analytically for Tunnel 9 instrumentation. Therefore, a “jitter” 
approach is typically used to propagate the precision and bias limits into the 
test results. 


IMPLEMENTATION STRATEGY 


In order to apply this methodology consistently and routinely to all Tunnel 9 
measurements, the following general procedures have been implemented: 


Bias limits 


Two contributors to bias for each measurement are considered. The first contrib- 
utor is the working standard against which the instrument is calibrated, B ws . The 
second is the bias of the calibration as determined in situ through the test measure- 
ment system, B ca i. Any precision errors from these two sources become fossilized in 
the calibration constants. For least-squares fits to calibration data, the calibration 
bias is taken as B ca ; = 2 SEE , where SEE is the standard error of the estimate. 
If measurements are made outside of the calibration range, the total bias should be 
increased by an extrapolation factor, C: 

B = C[B 2 ws + (2SEEf} l/2 (4) 

When measurements are beyond the calibration range, C is set equal to the ratio of 
the measured value to the maximum calibration point. If the measurement is below 
the minimum calibration point, the value of C is based on engineering judgement. 
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Some instruments are not calibrated in place for each test, for example, force 
balances. In these cases, “check loads” are applied to the instrument and special tare 
data are recorded and reduced. The results are then compared with the calibration 
for consistency. The value of B ca i is adjusted if necessary, based on engineering 
judgement. 


Precision limits 


Precision limits are estimated from in-place readings using the entire measurement 
system as P = tg 5 S. Here, S is the standard deviation and fg 5 is the 95th percentile 
point for the two-tailed Student’s “t” distribution. References 12 and 5 indicate that 
tg 5 = 2 is valid for as few as 9 degrees of freedom. The standard deviations are 
computed from the static and dynamic tare data recorded prior to each run. The 
dynamic tares include noise sources generated by the pitch sweep. 


Automation of computations 


The SEE and standard deviation computations are performed automatically as 
part of the data reduction process. The results are written to the log file detailing 
the parameters for each run. Separate sections are displayed for each type of instru- 
mentation. Within the pressure section, the details for each transducer are displayed 
followed by a summary. Figure 2 presents the calibration details for a typical trans- 
ducer, while figure 3 illustrates the summary section. For each individual transducer, 
precision limits are computed for each pressure set point in the calibration and the 
largest one is reported. The summary groups transducers by their pressure capacity. 
Within each group, the maximum SEE and maximum P are identified. In this way, 
a conservative value can be applied to all similar transducers, or the gauges can be 
treated individually if desired. The summary also notes the calibration set points 
that determined each precision, in order to identify and eliminate possible unsteady 
points. 


Propagation to results 


References 1-5 point out that propagation can be accomplished numerically using 
finite differences, but the recommendations among the sources differ. Coleman and 
Steele’s 2 methodology and flowchart were adopted for the propagation of errors. This 
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Calibration Run 25: Stepl35: Dare Chan 198: PTN 

PTN: SLOPE ( 2)= 5.0671E-02 INTERCEPT ( 2)=-1.9617E+00 


COUNTS 

Y INPUT 

Y CALC 

DIFF 

(BAEH= 

: 1000 mmHg) 



7946. 

399.625 

400.662 

-1.0368 

5947. 

299.432 

299.389 

0.0432 

4955. 

249.497 

249 . 109 

0.3871 

3965. 

199.552 

198.942 

0.6093 

2991. 

150.273 

149.614 

0.6588 

1994. 

99.577 

99 . 063 

0.5134 

1597. 

79.336 

78.937 

0.3987 

1211. 

59.693 

59.423 

0.2708 

800. 

38.594 

38.566 

0.0274 

627. 

29.773 

29.801 

-0.0275 

428. 

19.583 

19.744 

-0.1614 

238. 

9.997 

10.076 

-0.0789 

201. 

8.052 

8.229 

-0 . 1779 

179. 

6.871 

7.092 

-0.2213 

161. 

5.957 

6.181 

-0.2233 

146. 

5.158 

5.439 

-0.2802 

128. 

4.247 

4.541 

-0.2942 

97. 

2.521 

2.929 

-0.4073 


STD ERROR OF ESTIMATE = 4.3467E-01 
PRECISION = 9.0650E-02 

Figure 2: Log file display of pressure transducer calibration details. 


GAGE 

RANGE 

SLOPE 

STD.E.E. 

PRECISION 

CALIB PT 


psi 

mmHg/COUNTS 

mm Hg 

mm Hg 

mmHg 

PB1 

5. 

1.524E-03 

3 . 6657E-02 

1 . 0311E-02 

2.48 

PB2 

5. 

1 . 462E-03 

2.7438E-02 

6 . 8332E-03 

2.48 

PB4 

5. 

1 . 187E-03 

2.1574E-02 

6 . 1021E-03 

2.48 

PB5 

5. 

1.506E-03 

2.0930E-02 

6.6187E-03 

2.48 

PB6 

5. 

1.480E-03 

1 . 1735E-02 

6 . 7250E-03 

2.48 

PB7 

5. 

1.538E-03 

1 . 6415E-02 

6.6791E-03 

2.48 

P1A 

5. 

6 . 177E-03 

1 . 0346E-01 

8 . 1294E-02 

79.34 

PIG 

5. 

2.517E-02 

2.0646E-01 

9.0200E-02 

399.62 

P2A 

5. 

6 . 275E-03 

9.3231E-02 

7 . 8224E-02 

79.34 


MAX. 

MAX. 

STD.E.E. 

PRECISION 

P5B 

P7E 

3.9926E-01 

1.3148E-01 



PTN 

15. 

5 . 067E-02 

4.3467E-01 

9.0650E-02 

79.34 

PTS 

15. 

5 . 055E-02 

5.2176E-01 

9.2560E-02 

399.62 

P3G 

15. 

3 . 488E-02 

1.5095E-01 

8.7201E-02 

399.62 

P9G 

15. 

3 . 497E-02 

3.5215E-01 

8 . 4486E-02 

79.34 

MAX. 

STD.E.E. 

PTS 

5.2176E-01 



MAX. 

PRECISION 

PTS 

9.2560E-02 




Figure 3: Log file summary of pressure transducer calibrations. 
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method uses a jitter program where the partial derivatives are calculated using finite 
differences by calling the data reduction computer program as a subroutine. All data 
reduction software is written in FORTRAN, therefore FORTRAN was also used for 
the jitter code. The input/output and actual jittering engine were coded in a generic 
way to allow their application to any problem. A specific implementation then consists 
of a main program that defines the measured inputs and desired calculated parameters 
along with a subroutine called RESULTS which serves as a gateway to the actual data 
reduction codes. Equivalence statements associate the variable names in the jitter 
program to their counterparts in the production code. Advantages of this technique 
are as follows: 

• Makes use of existing data reduction codes, reducing the potential for typo- 
graphical error. 

• Rapid implementation. 

• Automatic process, handles both bias and precision limits simultaneously. 

• Removes the temptation to perform the analysis with respect to anything other 
than the independent, measured inputs. 


The Tunnel 9 version of the methodology generates two output files. One is a 
summary of the precision, bias, and total uncertainty for each result. This file is 
written in comma-delimited format to facilitate import into word processing and 
spreadsheet programs for documentation or further analysis. The second file is in a 
format suggested by Coleman and Steele. This shows the results in engineering units 
and percentages of nominal value which is particularly useful for comprehending the 
results. It also includes an array of normalized values of the individual contributors 
to the total bias and precision. The numerical values of the partial derivatives are 
hidden from the analyst since they are not in obviously meaningful engineering units. 
Retention of sign for correlated bias terms immediately shows whether the correlation 
is beneficial or detrimental to the final uncertainty. 

To summarize, this general strategy has the following advantages: 

• Evaluation of B ca i and P from in-situ data automatically includes all data ac- 
quisition and reduction components. 

• Computation of and P in the primary data reduction program automates 
the process and ensures consistency across test programs. 

• The number of separate error sources to track has been minimized. 
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Use of jitter programs automates propagation across the entire tunnel oper- 
ational map without sacrificing generality when closed form solutions do not 
exist. 


The following sections present the application of the general methodology to the 
calculation of uncertainties in aerodynamic angles and force coefficients. A waverider 
configuration tested at Mach 10 and 14 conditions serves to illustrate a typical test 
situation. 13 Cases where extra effort is needed in the evaluation of precision and bias 
indices are elaborated upon, and typical results are presented. 


AERODYNAMIC ANGLES AND FORCE COEFFICIENTS FOR A 
HYPERSONIC WAVERIDER 


As noted above, the data reduction equations for force testing require 35 measured 
inputs to compute 20 results. Estimation of the precision and bias for each input will 
be addressed in turn. 


Tunnel conditions 


One supply pressure ( P 0 ) transducer, two supply temperature (T 0 ) thermocou- 
ples, and one or two test cell Pitot pressure probes (PT) are used to determine the 
freestream environment. 

The supply pressure (Po) transducers are piezoresistive bridge-type instruments. 
For each run, the transducer is calibrated in-place by the application of external shunt 
resistances to simulate a range of pressure levels. The bias and precision are estimated 
in the main data reduction program as described above. The shunt resistances are 
determined on an annual basis for each transducer. To ensure the validity of the 
pressure-resistance pairs, “check loads” are performed at the start of each test pro- 
gram. The transducer is physically removed from the tunnel and manifolded to the 
laboratory working standard, retaining the same cabling, signal path, and mounting 
technique as used for the test. A shunt calibration is then performed using standard 
test procedures, and a series of physical pressures applied covering the anticipated 
test levels. Data are recorded and reduced using the production routines. Compari- 
son with the working standard then confirms the adequacy of the bias and precision 
limits. 

The supply temperature, To, is measured by two bare- wire beaded thermocouples 
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fabricated in-house. For Mach 8 and 10 operation the thermocouple materials are 
chromel versus alumel (type K), while for Mach 7, 14, and 16.5 operation the materials 
are tungsten-5% rhenium versus tungsten-26% rhenium. Tables from references 14 
and 15 convert the millivolt output to temperature. The errors due to conduction 
and radiation are negligible in the high-density low Mach number plenum area. Bias 
limits are estimated to be 0.75% of measured value for the letter-designated series and 
1% of measured value for the tungsten-rhenium series. 16 Precision limits (P = t 95 S ) 
are computed from the pre-heat static tare where S is the standard deviation of the 
measurement during the tare. Two thermocouples are used for redundancy. When 
both thermocouples are functioning properly, the average of the two readings is used 
as the measured To value, and the bias reduced by a factor 1 / y/2. 

The Pitot pressure is measured using a variety of piezoresistive transducers. Pre- 
cision and bias limits are estimated from in-place calibration as described above. 


Balance forces and moments 


The biases for the six measured loads are computed from the usual two compo- 
nents: B ws and B ca i. The working standards are calibrated weight sets. For most of 
the weight sets, the reported weights are very close to the nominal values. Therefore, 
the nominal values are used to calculate the calibration coefficients and B ws is taken 
to be equal to N Dev, where N is the maximum number of weights hung simultane- 
ously and Dev is the maximum deviation from the nominal for the entire set. This 
is typically negligible compared to B ca i. When using the heaviest weight set (up to 
2500 lbf), the reported values are used to calculate the coefficients and B ws is taken 
directly from the metrology report. 

Estimates for the ( B ca i)i are derived from the residuals R = (calculated load — 
applied load), which are computed for each loading in the calibration. Specifically, 

{B^ = RSSj [RMSjiRij)] (5) 

where (B ca i)i is the calibration bias for load component i, Rij are the residuals for load 
component i computed for calibration loading series j, and RSSj and RMS j are the 
root-sum-square and root-mean-square, respectively, where the sums are performed 
over each loading series j. The calibration loading series refers to a particular type 
of loading, e.g. normal, side, axial, etc. The adequacy of the resulting bias estimates 
are verified by hanging check loads upon installation of the balance in the tunnel. 

The estimate of the precision limit must include the dynamics of the pitch sweep. 
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Figure 4: Typical pitch trajectory. 

The basic equation for obtaining the aerodynamic loads is given by: 

Aerodynamic load = (6) 

( Wind-on data — pre-run static tare) 

— (Wind-off dynamic tare — pre-heat static tare) 

The dynamic tare measures the inertial loads of the sweep, which are subtracted 
out of the wind-on data. The precision is intimately tied to the repeatability of 
the hydraulic sector mechanism. Therefore, the precision is estimated statistically 
from a minimum of 10 repeat dynamic tares. The balance loads are computed for 
each tare and interpolated at integer increments in angle-of-attack. This allows the 
computation of standard deviations at each interpolated angle. The largest standard 
deviation value for each force component is a measure of the precision of the system. 
This method takes into account the model/balance installation, the cabling and signal 
conditioning, hydraulic system-induced noise, and digital filtering to remove sting 
vibrations. Figures 4 and 5 show a nominal pitch trajectory and the normal force 
results and precision estimate for 10 dynamic tares. When the model is not pitched, 
the standard deviation from a static tare is used. The overall balance uncertainty 
estimates are presented in table 3. 
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Figure 5: Normal force results from 10 repeat dynamic tares. 


Table 3: Force balance uncertainties for the sweep profile of figure 4. 


Component 

units 

Capacity 

B 

S 

dof 

U r ss 

FN, lbf 

2000 

6.48 

0.093 

10 

6.48 

FY, lbf 

500 

2.05 

0.177 

10 

2.08 

MY, in-lbf 

— 

6.59 

6.590 

10 

14.74 

MZ, in-lbf 

— 

5.96 

0.288 

10 

5.99 

MX, in-lbf 

800 

1.13 

0.050 

10 

1.13 

FA, lbf 

600 

0.41 

0.275 

10 

0.69 
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Reference dimensions 


A number of reference lengths and areas need to be measured. The model reference 
length and area are typically obtained from the acceptance inspection of the model 
hardware. The base area of models with irregular base geometry but a well-defined 
base plane can sometimes be measured by tracing the outline on paper, then using a 
mechanical integrator or planimeter. The precision can be taken as zero, or calculated 
from the standard deviation of repeat measurements. If the geometry is not suited 
to direct measurement, these values are sometimes assumed as exact from the model 
design. 

Also required is the three-dimensional offset of the model and balance moment 
reference centers. These three lengths are obtained during model build up. The 
procedure involves relative measurements between a temporary reference surface, 
typically a machinist V-block mounted to the sting, and the calibration body and 
model mounted on the balance. Gage blocks, calipers, and scales are used to suit the 
particular geometry. 


Model aerodynamic angles 


In Tunnel 9, five coordinate system transformations have been defined to deter- 
mine the model attitude relative to the tunnel freestream velocity. Three angles are 
required for each transformation, (6,ip,<p), which correspond to the sequence pitch- 
yaw-roll. The data reduction program constructs a transformation matrix from each 
set of angles. The transformations, in order of application, relate the wind to the 
tunnel, tunnel to the sting, sting to the balance, balance to the model, and finally, 
model misalignments. The first four systems are illustrated in figure 6. 

Each angle for the tunnel-to-sting and sting-to-balance transformations is repre- 
sented by the sum of two angles, one constant and one variable. In the tunnel-to-sting 
transformation, the constant angles are used to account for dog-leg geometries while 
the variable component handles the pitching of the support system. The constant an- 
gles are typically measured with a pendulum inclinometer or set identically to zero. 
The variable sector position is measured as a least-squares fit against the output 
of a real-type potentiometer. In the sting-to-balance transformation, the variable 
terms are angular deflections of the sting/balance assembly due to the applied loads, 
while the constant terms represent any fixed offset. The variable sting/balance de- 
flections are calibrated as a linear combination of load and moment as measured by 
the balance. For example, pitch deflections are a function of balance normal force 
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W - WIND AXES 
T - TUNNEL AXES 


S - STING AXES 



Figure 6: Coordinate systems used in balance transformations. 


and pitching moment. All measurements and calibrations are typically made against 
the same working standard, which results in a large number of correlated biases. Pre- 
cision errors for the constant angles are set to zero, while those for the variable angles 
are treated as fossilized in the calibration constants. 


Results 


Results for a waverider configuration tested at Mach 10 will now be presented. The 
jitter program input summary is presented in figure 7. For each input, the program 
requires the nominal value, a delta for use in the finite-difference computation, and 
the precision and bias. The delta values are arbitrarily chosen to be small compared 
to the precision and bias values. Next, the correlated bias pairs, if any, are provided, 
with the correlated bias being equal to the bias of the common working standard. 
Execution of the program, including the iterative tunnel conditions computations 
and propagations for all 20 results, requires a fraction of a second per analysis on a 
100 MHz MIPS R4000 class Unix workstation. Figure 8 shows the summary, while 
figures 9 and 10 present detailed results for the axial force coefficient in the body axis 
system and the drag coefficient in the stability axis system. The result summaries 
are the most revealing. Only those inputs with a finite contribution are included in 
the listings. Notice that the uncertainties in the balance loads are by far the dominant 
contributors. In the body axes (figure 9), for this particular case, the uncertainty in 
axial force coefficient is driven by the precision in the balance axial force. However, 
this is true only for axial force. Precision errors are insignificant for the other balance 
load components, where the bias errors dominate. In the stability axes (figure 10), 
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TUNNEL 9 FORCE DATA UNCERTAINTY PROPAGATION 
Real gas thermodynamics, Pitot pressure measured. 
Waverider WTR 1610, Run 2393, Mach 10, ALPHA = 10 


INPUT SUMMARY 


INPUT 

NOM. VALUE 

BIAS 



PRECISION 



Tunnel conditions and sector position 






PO 

1 . 355E+03 

1.300E+01 

( 

0.967.) 

2. OOOE+OO ( 

0.157.) 

psia 

TO 

1.389E+03 

1.820E+01 

C 

1.317.) 

3.000E-02 ( 

0.007.) 

degF 

PT 

4 . 940E+00 

1.400E-02 

( 

0.287.) 

1.400E-02 ( 

0.287.) 

psia 

THETAS 

2.466E+01 

1.680E-02 

( 

0.077.) 

2.000E-06 ( 

0.007.) 

deg 

Model measurements 







FN 

2 . 402E+02 

6 . 480E+00 

( 

2.707.) 

1.860E-01 ( 

0.087.) 

lbf 

FY 

1 . 090E+00 

2.050E+00 

(188. 07’/.) 

3.540E-01 ( 

32.487.) 

lbf 

MY 

3 . 587E+02 

6.590E+00 

( 

1.847.) 

1.318E+01 ( 

3.677.) 

in-lbf 

MZ 

8 . 685E+00 

5.960E+00 

( 

68 . 627.) 

5.760E-01 ( 

6 . 637.) 

in-lbf 

MX 

1.413E+01 

1 . 130E+00 

( 

8.007.) 

1.000E-01 ( 

0.717.) 

in-lbf 

FA 

4 . 805E+01 

4. 100E-01 

( 

0,857.) 

5.500E-01 ( 

1.147.) 

lbf 

PBASE 

1 . 100E-02 

4 . 000E-03 

( 

36.367.) 

8.000E-04 ( 

7.277.) 

psia 

Reference dimensions and moment reference center 

offsets 



RFAREA 

3 . 753E+02 

O.OOOE+OO 

( 

0.007.) 

O.OOOE+OO ( 

0.007.) 

in'2 

RFLT 

3.900E+01 

O.OOOE+OO 

( 

0.007.) 

O.OOOE+OO ( 

0.007.) 

in 

ABASE 

6.460E+01 

O.OOOE+OO 

( 

0 . 007.) 

O.OOOE+OO ( 

0.007.) 

in‘2 

DXMC 

2.623E+01 

1.000E-02 

( 

0.047.) 

O.OOOE+OO ( 

0.007.) 

in 

DYMC 

0 . 000E+00 

5.000E-03 

( 

-- 7.) 

O.OOOE+OO ( 

- 7.) 

in 

DZMC 

-2 . 113E+00 

5 . OO0E-O3 

( 

-0.247.) 

O.OOOE+OO ( 

0.007.) 

in 

Coordinate system transformation angle 

!S 





DELVTH 

O.OOOE+OO 

O.OOOE+OO 

( 

-- 7.) 

O.OOOE+OO ( 

- 7.) 

deg 

DEL VPS 

0.000E+00 

O.OOOE+OO 

( 

-- 7.) 

O.OOOE+OO ( 

- 7.) 

deg 

DELVPH 

O.OOOE+OO 

O.OOOE+OO 

( 

-- 7.) 

O.OOOE+OO ( 

-- 7.) 

deg 

THETAST- 

-1.493E+01 

1.670E-02 

( 

-0.117.) 

1.670E-02 ( 

-0.117.) 

deg 

PSIST 

9 . 500E-01 

1 . 670E-02 

( 

1.767.) 

1 -670E-02 ( 

1.767.) 

deg 

PHIST 

0 . OOOE+OO 

1.670E-02 

( 

— 7.) 

1.670E-02 ( 

- 7.) 

deg 

DELTA 

1 . 840E-01 

3.280E-02 

( 

17.837.) 

1.000E-03 ( 

0.547.) 

deg 

GAMA 

0 . 000E+00 

O.OOOE+OO 

( 

- 7.) 

O.OOOE+OO ( 

- 7.) 

deg 

EPSIL 

O.OOOE+OO 

O.OOOE+OO 

( 

-- 7.) 

O.OOOE+OO ( 

- 7.) 

deg 

THETABS 

O.OOOE+OO 

O.OOOE+OO 

( 

- 7.) 

O.OOOE+OO ( 

— 7.) 

deg 

PSIBS 

O.OOOE+OO 

O.OOOE+OO 

( 

- 7.) 

O.OOOE+OO ( 

- 7.) 

deg 

PHIBS 

O.OOOE+OO 

O.OOOE+OO 

( 

- 7.) 

O.OOOE+OO ( 

-- 7.) 

deg 

THETAMB 

0 . OOOE+OO 

1.670E-02 

( 

— 7.) 

1.670E-02 ( 

- 7.) 

deg 

PSIMB 

O.OOOE+OO 

O.OOOE+OO 

( 

-- 7.) 

O.OOOE+OO ( 

- 7.) 

deg 

PHIMB 

O.OOOE+OO 

1.670E-02 

( 

- 7.) 

1.670E-02 ( 

-- 7.) 

deg 

DTHETAM 

O.OOOE+OO 

1.670E-02 

( 

- 7.) 

1.670E-02 ( 

- 7.) 

deg 

DPSIM 

1.000E-01 

1.670E-02 

( 

16.707.) 

1.670E-02 ( 

16.707.) 

deg 

DPHIM 

1.700E-02 

1.670E-02 

( 

98.247.) 

1.670E-02 ( 

98.247.) 

deg 


CORRELATED BIASES: 
FN ,MY 

FY ,FA 

THETAS .THETAST 
THETAS ,PHIST 
THETAS .DELTA 
THETAS , GAMA 


6.250E+00 in-lbf 
1.000E-01 lbf 
1.6T0E-02 deg 
1.670E-02 deg 
1.670E-02 deg 
1.670E-02 deg 


Figure 7: Jitter program input summary. 
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TUNNEL 9 FORCE DATA UNCERTAINTY PROPAGATION 
Real gas thermodynamics, Pitot pressure measured. 
Waverider WTR 1610, Run 2393, Mach 10, ALPHA = 10 


RESULT 

N0M. VALUE 

ALPHA , 

9.913E+00 

BETAP , 

-1.048E+00 

NFC 

2.390E-01 

PMC 

-1.542E-01 

YFC 

1 . 097E-03 

YMC 

-5 . 191E-04 

RMC 

3.171E-04 

AFC 

4.782E-02 

CPB 

-1 . 140E-02 

CAFC , 

4 . 586E-02 

XCPP , 

-6.451E-01 

XCPY , 

-4.730E-01 

CLS 

2.272E-01 

PMCS , 

-1.542E-01 

YFCS , 

1.097E-03 

YMCS , 

-5 . 659E-04 

RMCS , 

2.230E-04 

CDS 

8.826E-02 

BETA , 

-1.032E+00 

L/D 

2.575E+00, 


BIAS PRECISION 

8 . 907E-02 , 

2.480E-02, 

6.485E-03, 

4.208E-03, 

2.044E-03, 

1.383E-03, 

1.187E-04, 

4.519E-04, 

1 . 495E-03, 

5.216E-04, 

4.076E-04, 

3.678E-01, 

6.387E-03, 

4.208E-03, 

2 . 044E-03 , 

1.343E-03, 

3.492E-04, 

1.229E-03, 

2.420E-02, 

4.225E-02, 


UNCERTAINTY UNITS 

9.365E-02, deg 
3.462E-02, deg 
6.522E-03, 
4.245E-03, 

2 . 077E-03 , 
1.404E-03, 
1.203E-04, 
7.292E-04, 
1.525E-03, 

7 . 772E-04 , 

1 . 470E-03 , 
3.730E-01, 
6.422E-03, 
4.245E-03, 
2.077E-03, 
1.364E-03, 
3.546E-04, 
1.367E-03, 
3.393E-02, deg 
4 . 552E-02 , 


2.895E-02, 
2.415E-02, 
7.002E-04, 
5.647E-04, 
3.661E-04, 
2.457E-04, 
2.010E-05, 
5.723E-04, 
3.011E-04, 
5.761E-04, 
1.412E-03, 
6 . 213E-02, 
6.742E-04, 
5.647E-04, 
3 . 661E-04, 
2.386E-04, 
6 . 182E-05 , 
5 . 986E-04, 
2.379E-02, 
1.696E-02, 


Figure 8: Jitter program output summary. 


the drag coefficient at 10 deg angle-of-attack is driven by the bias in the normal force, 
with significant contributions from the axial force uncertainties. Attempts to improve 
the measurements should focus on the balance calibration to reduce the biases and 
on the dynamics of the pitch sweep to reduce the precision in axial force. The order 
in which these steps are taken would depend on which results are more important. 
If the stability axis data are primary, then the bias errors should receive the most 
attention. If the body axes data are critical, resources should be concentrated on 
improving the pitch system repeatability. 

The analysis was performed over the entire angle-of-attack range. The changes 
to the input data are confined to changes in the nominal values; the precision and 
bias estimates were left unchanged. For most computed parameters, the resulting 
uncertainties vary only a small amount, allowing one uncertainty value to be applied 
to the entire range of data. This is the case in figure 11, which shows the lift and drag 
coefficients in the stability axes for three runs at Mach 10, Re=2.0e6/ft. The lift- 
to-drag ratio is an example where the uncertainty varies significantly over the pitch 
sweep due to the functional dependence on normal force, axial force, and angle of 
attack. This is illustrated in figure 12. The result is particularly sensitive to normal 
force at L/ D — 0. 

Three runs are shown in figures 11 and 12. Data represented by an X are for a 
run in which the model was swept from —10 to +25 degrees. Plus signs (+) represent 
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TUNNEL 9 FORCE DATA UNCERTAINTY PROPAGATION 
Real gas thermodynamics, Pitot pressure measured. 
Waverider WTR 1610, Run 2393, Mach 10, ALPHA = 10 


RESULT SUMMARY 


AFC = 4.782E-02 

1.52*/. 
0 . 94’/. 
1 . 20V. 


urss = i 
B = 4.519E-04 

P = 5 . 723E-04 


CONTRIBUTION COMPARISON 
AS */. OF MAX CONTRIBUTOR OF 5.474E-04 


INPUT BIAS TERM PRECISION TERM 


PO 0 

TO 0 

PT 6 

FY 0 

FA 55 

THETAMB 1 

PHIMB 0 

DTHETAM 1 

DPSIM 0 


0 

0 

6 

0 

100 

1 

0 

1 

0 


CORRELATED BIAS TERMS: 


FY ,FA 0 
THETAMB, PHIMB 0 
THETAMB, DTHETAM 3 
THETAMB, DPSIM 0 
PHIMB .DTHETAM 0 
PHIMB , DPSIM 0 
DTHETAM, DPSIM 0 


Figure 9: Jitter program output — Axial force coefficient in body axes. 
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TUNNEL 9 FORCE DATA UNCERTAINTY PROPAGATION 
Real gas thermodynamics, Pitot pressure measured. 
Waverider WTR 1610, Run 2393, Mach 10, ALPHA = 10 


RESULT SUMMARY 


CDS = 8 . 826E-02 

1 . 557. 
1.397. 
0.687. 


urss 

B 

P 


i. . oo/t-uo 

1 . 229E-03 
5 . 986E-04 


CONTRIBUTION COMPARISON 
AS 7. OF MAX CONTRIBUTOR OF 1.110E-03 

INPUT BIAS TERM PRECISION TERM 

PO 0 0 

TO 0 0 

PT 5 5 

THETAS 0 0 

FN 100 0 

FY 0 0 

FA 13 23 

THETAST 0 0 

PSIST 0 0 

PHIST 0 0 

DELTA 1 0 

PHIMB 0 0 

DPSIM 0 0 

DPHIM 0 0 

CORRELATED BIAS TERMS: 

FY ,FA 0 

THETAS .THETAST 0 

THETAS , PHIST 0 

THETAS .DELTA 0 

THETAS , GAMA 0 


Figure 10: Jitter program output — Drag coefficient in stability axes. 
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CLS, CDS 



Figure 11: Lift and drag on a waverider configuration at Mach 10. 



Figure 12: Lift-to-drag ratio on a waverider configuration at Mach 10. 
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data in which the model/sting combination was rolled 180 deg, thus producing an 
equivalent +10 to —25 degree sweep. The circles represent data in which the model 
is held fixed at an angle of +10 degrees throughout the run. The agreement between 
the dynamic and fixed-angle runs at ALPHA = +10 deg, as well as the agreement 
between the upright and inverted runs at zero lift/minimum drag at ALPHA = — 5 
deg, indicates that the inertial effects, sting bending, and model misalignments were 
being properly accounted for. 


CONCLUSIONS 


The assessment of experimental uncertainty force measurements as implemented 
in the NSWC Hypervelocity Tunnel 9 facility has been discussed. The general ap- 
proach, which is in accordance with AIAA Standard S-071-1995, seeks to account 
for all significant error sources while reducing the bookkeeping to a manageable level. 
Wherever possible, precision and bias components are computed automatically by the 
standard data reduction program, ensuring consistency across test programs. Prop- 
agation of errors in measured quantities to computed results is accomplished with a 
jitter program, This approach maintains generality across a very wide range of tunnel 
operating conditions and measured loads, while requiring a minimum of program- 
ming maintenance. Human involvement is still required to assess the adequacy of 
bias estimates and interpret the results. However, the overall approach works well in 
a production testing environment, and may have application to other testing facilities. 
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EXPERIENCES RELATIVE TO THE INTERACTION BETWEEN THE BALANCE ENGINEER 
AND THE PROJECT ENGINEER WITH REGARD TO MEASUREMENT UNCERTAINTY 


Frank L. Wright 
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Boeing Commercial Airplane Group 
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ABSTRACT 


When conducting ground based testing to measure forces and moments on a model, the balance is a 
key, but not the only component of the measurement system. The data acquisition system is also an impor- 
tant part of the overall measurement system. In the case of a balance which rotates with the model as it is 
pitched, the measurement of the pitch angle of the balance relative to the freestream velocity vector (angle 
of attack) is critical in resolving the balance force components into the model stability axes. Many balance 
engineers tend to view test measurement uncertainty requirements in terms of the forces and moments of 
the balance. On the other hand, the project engineer who uses the test results views the measurement 
uncertainty requirements in terms of corrected force and moment coefficients. The uncertainty of these 
coefficients is not only a function of balance uncertainty, but also of the data acquisition system uncer- 
tainty, the angle of attack uncertainty, the dynamic pressure uncertainty, and the uncertainty of any correc- 
tions applied to obtain the final results. This paper gives some experiences relative to the measurement 
uncertainty interaction between balance and project engineers. In addition, statistical analysis techniques 
and uncertainty analysis methodology are described which can be used to facilitate a productive inter- 
change between balance and project engineers regarding measurement uncertainty requirements. 


SUMMARY 


Internationally accepted definitions for uncertainty, bias, confidence level and precision are used to 
define uncertainty budgets for balance requirements. Equations are derived that relate uncertainty budget 
requirements in lift coefficient, drag coefficient and angle of attack to achievable uncertainty budgets in 
internal balance normal force, axial force and angle of attack. These expressions will allow the balance 
engineer (or the project engineer) to determine what balance uncertainties are allowed in meeting lift and 
drag coefficient and angle of attack uncertainty requirements. More information and knowledge is avail- 
able to estimate the repeatability (precision) of a internal strain gage balance than its bias (systematic 
error), so it is recommended that the balance engineer spend most of his uncertainty estimate effort in 
determining balance precision. Three classes of repeatability are defined as short term, near term and long 
term, and definitions are provided. The use of statistical analysis of repeat load residuals, balance calibra- 
tion residuals and historical end zero shifts to estimate the balance repeatability is discussed and results 
are shown. Some are used to estimate drag coefficient repeatability and compared with that measured 
during a wind tunnel test. The use of the standard deviation of all of the residuals from a balance calibra- 
tion appears to provide a reasonable estimate of the balance repeatability during a test. A conservative 
estimate is obtained if the standard deviation of historical wind-off zero shift data is used. It is seen that 
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the achievable drag coefficient repeatability using an internal strain gage balance is a strong function of 
the repeatability of the angle of attack measurement which relates balance axes to stability axes. Two 
examples of the measured loads experienced during a drag test to the calibration loads are given which 
show that a better selection of the calibration loads is needed to reduce the uncertainty in the calibration 
results. The range and spacing of the balance calibration loads significantly exceed those obtained in the 
test. Perhaps two calibrations are needed, one for drag tests and one for stability and control tests. Addi- 
tional study is needed relative to this matter and to the math model used to describe the balance perfor- 
mance. Additional work is needed to provide the methodology and data to enable the performance of an 
internal strain gage balance, both precision and bias, to be realistically and adequately estimated. 


INTRODUCTION 


As is well known within companies who design, build and sell subsonic commercial jet transports, 
risk reduction processes are being implemented to assure that guarantees are met without the need to 
conduct additional extensive and expensive wind tunnel and flight tests after airplane rollout. The one 
flight performance parameter which commands the most attention is the cruise drag coefficient. Although 
other performance parameters are also important, the cruise drag coefficient has a major impact on the 
success of a commercial transport. The total cruise drag coefficient is determined from a buildup such as 
the following one: 

^-'^Full Scale — d-^Wind Tunnel ^-'^Full Scale Adjustments ( D 

Cf^Wind Tunnel — d^Balance + ACD(jpfj 0W + ACD Wa jj interference 

+ ACD|y( 0unt + ACDgypyj^j-y ACDj nten)a j 0 ra g 
+ ACDjhnjs, + ACD Trim + ACD Trip + ACD Laminar Run 

The drag coefficient terms which usually involve balance measurements are: 

CDgaiance = Drag coefficient from the balance corrected for weight tare. 

ACD L ; pflow = Drag coefficient correction due to integrated clear tunnel flow angularity angle. It is usually 
determined by testing the model upright and inverted, and derived from balance normal force coefficient 
versus angle of attack curves. 

ACD Mount = Drag coefficient correction due to model mounting system. It is usually determined by 
testing the model on two different mounting systems with and without dummy representations of the 
mounting systems and taking the difference in the balance drag coefficient readings. 

ACD Xhrust = Drag coefficient correction due to thrust effects. It is usually determined from balance 
readings by testing the model at ram pressure ratio and some other pressure ratio, correcting both sets of 
data for their respective thrusts, and then taking the difference in the resulting drag coefficients. May or 
may not be determined with the gross thrust vectored with angle of attack. 

ACD Trim = Drag coefficient correction due to trimming the pitching moment to zero. It is usually deter- 
mined from balance readings by testing the model with the horizontal tail, elevators or canards off and 
with them installed at several deflection angles. 

ACD Trip = Drag coefficient correction due to boundary layer transition devices. It is usually determined 
from balance readings by testing the model with various heights of the devices and extrapolating drag 
coefficients back to zero height. 
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In this paper only the CD Ba , an( . e term will be addressed. 

For some wind tunnel models, an internal strain gage balance is used, installed inside the model and 
rotating with the model when it is pitched. In other cases, the model is attached to an external balance 
which remains stationary when the model is pitched. Additionally, for some semi-span model installations, 
the external balance rotates with the model. Hence, the resolution of the balance normal and axial forces 
into lift and drag forces is dependent upon the balance attitude for many model installations. 


DISCUSSION 


Interaction Between the Project and Balance Engineer 


Project Engineer Accuracy Requirements 

Even among the project engineers there has not been a clear understanding of “accuracy” require- 
ments or commonly agreed to definitions for specifying them. Over the years, the author has heard these 
types of “accuracy” requirement statements used among the project engineers: 

1. ±XX percent data are needed to meet performance guarantees. 

2. Data are needed that are repeatable to ±XX percent. 

3. The scatter in the data should be less than ±XX percent. 

4. Data should be accurate to within ±XX percent. 

5. The maximum error in the data should be ±XX percent. 

6. The data should be better than ±XX percent. 

7. The tolerance for the data should be ±XX percent. 

8. The error band for the data should be ±XX percent. 

Needless to say, these kind of statements have provoked considerable discussions among the engi- 
neers as to what they mean and which one(s) are or are not correct. With these kind of definitions, it is no 
wonder that the project engineers had a difficult time in conveying their accuracy requirements to anyone, 
much less to the balance engineers. However, in the last few years the project engineers have made 
progress in their ability to specify their accuracy requirements in terms that can be understood by all. This 
improvement has involved the use of internationally accepted statistical and uncertainty definitions (Refer- 
ence 1 and 2) such as uncertainty, bias, precision, confidence level and degrees of freedom (number of 
points). However, these accuracy specifications tend to be for stability axes force and moment coefficients 
for only certain test conditions. The specifications are often supplied without the test conditions being 
provided. 

Balance Engineer Accuracy Requirements 

The recent (1991) Boeing exploration of designing and building a new pressure wind tunnel complex 
provided some experiences of the communication difficulties between the balance and project engineers in 
regard to “accuracy” requirements. The balance engineers were to provide one or more external balances 
and a family of internal balances for low speed and transonic testing of full and semi-span models. The 
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balance engineers prepared a balance accuracy requirements survey form to be distributed to several 
project engineers to be completed by them. The form asked for the maximum expected loads (in pounds 
and inch-pounds) for normal force, axial force, side force, pitching moment, yawing moment and rolling 
moment for the external and internal balances at various test conditions, usually Mach number, dynamic 
pressure and tunnel total pressure. Also, the form asked for the required “accuracies” (in pounds and inch- 
pounds) for the six balance components for the external and internal balances. Prior to the form being 
distributed, the author was asked to review it. This engineer pointed out that if this survey form was sent to 
the project engineers very few of them would be returned. This result would occur because the project 
engineer views the measurement accuracy requirements in terms of corrected force and moment coeffi- 
cients. And the accuracy of these coefficients is not only a function of balance uncertainty, but also of the 
data acquisition system uncertainty, the angle of attack uncertainty, the dynamic pressure uncertainty, and 
the uncertainty of any corrections applied to obtain the final results. Consequently, even if a form was 
completed and returned, for all of the blanks to be filled in requiring pounds and inch-pounds, the pounds 
and inch-pounds would be crossed out and coefficients used. In addition, the moment requirements depend 
upon the moment reference center, and this information was not requested for either maximum expected 
moments or accuracies. The author suggested that the following accuracy (uncertainty) requirement 
specifications be incorporated into the form. 

1 . The confidence level. In accordance with accepted international practice (Reference 1 and 2), it is 
suggested that the confidence level be 95 percent. 

2. A statement as to how much of the accuracy specification is bias and how much is precision. Assuming 
a root-sum-square addition for combining bias and precision to obtain accuracy (uncertainty), any two 
of the three can be provided and the other determined. 

Urss = ± [(Bias) 2 + (Precision) 2 ] 172 (95 percent confidence level) 

3. If the specification is given as a percent, a statement that it is percent of value or reading, unless for 
some reason it is given in percent of some other value. 

4. A statement if the specification applies to absolute levels or to increments or to both. 

5. A statement as to the number of runs and/or data points assumed in determining the specification. 

6. The test conditions for which the specification applies: 

• The model pitch attitude (angle of attack) and the axis system used to define it. The relationship 
between the model angle of attack and the balance angle of attack, if different. The model yaw attitude 
(yaw angle) and the axis system used to define it. The relationship between the model yaw angle and 
the balance yaw angle, if different. The specification could be a range of model attitudes. 

• The test Mach number and dynamic pressure. The specification could be a range of values. 

• The test Reynolds number per foot. The specification could be a range of values. 

7. The moment reference center for all moment requirements. 

Most of these suggested changes were incorporated into the form and it was distributed to the project 
engineers. Several of them were returned with most of the form completed. However, the balance engi- 
neers were unsure as to what to do with the coefficient information the forms contained and how to trans- 
late it into the familiar terms of pounds and inch-pounds. The author assisted the balance engineers by 
helping them to perform a preliminary, first order uncertainty analysis, especially for drag. Assumptions 
for this first order uncertainty analysis were: 
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1. Since the uncertainty introduced by data acquisition systems tends to be 3 to 5 times less than that of 
the balance, its contribution was neglected. 

2. The uncertainty of the dynamic pressure is much less than that for drag so its contribution was 
neglected. 

3. The project engineer’s requirements tend to be specified in terms of repeatability (precision) since the 
engineer assumes that there will be no significant biases. Hence, the first order uncertainty analysis 
dealt with repeatability (precision) at a 95 percent confidence level (2 sigma). 

4. A generalized ratio of the absolute level uncertainty of the balance to its repeatability (precision) is 
often specified as 3 to 1 (Reference 3). This ratio from Reference 3 is the same ratio which was 
specified by a senior balance engineer at the Boeing Aerodynamics Laboratory many years ago and 
often has been used for uncertainty analysis. The author felt that this ratio had been determined by a 
direct addition of the estimated balance bias and precision. If a root-sum-square approach is used, this 
ratio becomes: 

U AD d = [(Bias) + (Precision)] = [(Bias) + (2 Sigma)] 

Bias = U ADD - Precision = (3)(2 Sigma) - (2 Sigma) = (2)(2 Sigma) 

Urss = [(Bias) 2 + (Precision) 2 ] 172 

U RSS = { [(2)(2Sigma)] 2 + (2Sigma) 2 } 1/2 = (2Sigma)(5) 05 = 2.236 (2Sigma) 

Urss / Precision = 2.236 


GENERALIZED INTERNAL BALANCE REPEATABILITY 
AND ABSOLUTE LEVEL UNCERTAINTY FOR 
NORMAL FORCE. AXIAL FORCE AND PITCHING MOMENT 
95 PERCENT CONFIDENCE LEVEL 



APPUED LOAD 

(DECIMAL PART OF BALANCE COMPONENT RANGE) 

Figure 1 . Percentage of Balance Range Values. 


The author suggests that, in the absence of more 
complete information about the balance bias, esti- 
mating the precision uncertainty requirements for 
balance normal and axial force and multiplying them 
by 2.236 to obtain an estimate for the absolute level 
uncertainty. A plot of the generalized 2 sigma repeat- 
ability (precision) and the absolute level uncertainty 
in percent of load as a function of the load (the ratio 
of the load to the range of the balance) used at the 
Boeing Aerodynamics Laboratory for internal 
balance normal force, axial force and pitching 
moment is provided in Figure 1 . The load range for 
normal force, axial force and pitching moment for an 
internal balance often used for drag testing at 
Boeing is: 

Normal Force = 3,200 lb. 

Axial Force = 240 lb. 

Pitching Moment = 9,000 in-lb. 
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Lift and Drag Coefficient Uncertainty Analysis Equation Derivation 


Basic Stability Axis Lift and Drag Coefficient Equations 


Cl - (L)/[(Q)( S REF )] 
Cp = (D)/[(Q)( sref )] 


(3) 

(4) 


C D = Drag coefficient 
C L = Lift coefficient 
D = Drag ~ lb. 

L = Lift - lb. 

Q = Dynamic pressure ~ pounds per square foot 
Sref = Reference area ~ square feet 

Internal Balance Lift, Drag, Normal Force and Axial Force Coefficient Relationships 

The basic lift and drag force equations for an internal strain gage balance which rotates with the 
model are: 


AF = Balance axis axial force ~ lb. 

D = Stability axis drag ~ lb. 

L = Stability axis lift ~ lb 

NF = Balance axis normal force ~ lb. 

a = Angle of attack. Angle between the horizontal balance axis and the horizontal stability axis in the 
pitch plane ~ deg. 

Dividing the left and right hand sides of the equation 5 and 6 by the dynamic pressure times the 
reference area (Q)(S REF ) gives 


Since the project engineer will provide values of lift coefficient, drag coefficient and angle of attack 
for each test condition of interest, the above represents two equations in two unknowns ( and ) 
which can be solved for each of the unknowns. 

Solving equation 7 for C AF : 


L = (NF) (COS a) - (AF) (SIN a) 
D = (AF) (COS a) + (NF) (SIN a) 


(5) 

(6) 


C L = (Cnf) (COS a) - (C^) (SIN a) 
C D = (C AF ) (COS a) + (Cnp) (SIN a) 


(7) 

( 8 ) 


C AF = { [(CNF) (COS a) - (C L )] / (SIN a) } 


(9) 


Substituting equation 9 into equation 8 gives: 


C D = { [(CJ - (C NF ) (COS a)] / (SIN a) } (COS a) + (C NF ) (SIN a) (10) 


248 


Solving equation 10forC NF : 


C NF = { [C D + (C L )(COS a) / (SIN a)] / [ (COS a) 2 / (SIN a) + (SIN a)] } (11) 

C NF = { [C D + (C L ) / (TAN a)] [SIN a] } (12) 

An example of the use of these equations, if the project engineer provides the following for the cruise 
test condition and states that the coefficients represent the balance loads corrected for weight tares, but 
without additional corrections: 

Reference area = S REF = 4.0 sq. ft. 

Mach No. = 0.8 

Dynamic pressure = 625 pounds per square foot (psf) 

Angle of attack = 2 degrees (in stability axis) 

Lift coefficient ( C L ) = 0.5 
Drag coefficient ( C D ) = 0.0250 

Then, the balance normal and axial force coefficients would be: 


W = { [C D + (C L ) / (TAN a)] [SIN a] } 

(12) 

: NF = 0.500568 


: AF = { [ (C NF ) (COS 2) - (0.5 )] / (SIN 2) } 

(9) 

af = 0.00754 



And the loads would be: 

AF = ( C af XQX s ref ) ~ pounds 

AF = ( 0.00754 )(625)( 4.0 ) = 18.85 ~ pounds 

NF = ( Cjsjp )(Q)( S^ ) ~ pounds 

NF = ( 0.50057 )(625)( 4.0 ) = 1251.425 ~ pounds 

Derivation of Basic Lift and Drag Coefficient Uncertainty Equations 

C L = (L)/[(Q)( Sref )] (13) 

C d = (D)/[(Q)( 

Sref )] (14) 

An uncertainty (error) propagation technique is given in Reference 4. For a result, r, which is a 
function of several variables XI, X2 XJ, the uncertainty propagation equation is: 

(U r ) 2 = { [Or / dXl) (U X1 )] 2 + + [ dr / dXJ) (UO] 2 } 

Applying this technique to equations 13 and 14 gives: 


[U CL ] = { [(U l )] 2 + [-(U q )] 2 } 0 - 5 (15) 

[U CD ] = { [(U d )] 2 + [-(U q )] 2 } 0 - 5 (16) 

For this derivation, Ux is the ratio of the uncertainty in a parameter to the value of the parameter. 
Making the uncertainty terms equal to 2 sigma or 2a values, equations (15) and (16) become: 

2a C L / C L = { [(2a L) / (L)] 2 + [ - (2a Q) / (Q)] 2 } 0 - 5 ( 17) 

2a C D / C D = { [(2a D) / (D)] 2 + [ - (2a Q) / (Q)] 2 } 05 (18) 
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At this stage it will be assumed that the accuracy in dynamic pressure is much better than that for 
drag and about the same for lift. For example, for the Boeing Transonic Wind Tunnel (BTWT), a typical 
comparison of the lift and drag repeatability versus the dynamic pressure repeatability is: 

Mach No. f(2a L) / (L)l f(2cr D) / (D )l f (2a O) /(Q)l 

0.7 0.0068 0.012 0.0025 

0.8 0.0024 0.006 0.0025 

Since the uncertainty in dynamic pressure is significantly smaller than that for drag, and since the 
uncertainty analyses which follow will be focussed on drag, the dynamic pressure uncertainty will be 
dropped in both the lift and drag uncertainty analysis equations. 

2oC l /C l ={ [(2 oL)/(L)] 2 } 05 (19) 

2a C D / C D = { [(2a D) / (D)] 2 } 0 - 5 (20) 


Derivation of Lift, Drag, Normal Force and Axial Force Coefficient Uncertainty Equations for an 
Internal Balance 

The lift and drag force equations for an internal strain gage balance which rotates with the model are: 

L = (NF) (COS a) - ( AF) (SIN a) (21) 

D = (AF) (COS a) + (NF) (SIN a) (22) 


Dividing both sides of the above equations by the product of the reference area (SREF) and the 
dynamic pressure (Q) gives: 

C L = (C NF ) (COS a) - (C AF ) (SIN a) (23) 

C D = (C AF ) (COS a) + (C NF ) (SIN a) (24) 

Substituting the small angle assumptions ( COS a = 1, SIN a = TAN a = a in radians ) into equation 
23 and 24 yields: 


Cl — (Cfvjp) - (C AF ) (ex) (25) 

C D = (C AF ) + (C NF )(cc) (26) 

The small angle assumptions are used to make the following mathematical derivations easier to 
follow. These small angle assumptions are valid in the angle of attack range of ±10 degrees which includes 
the minimum and cruise drag angles of attack. A derivation without the small angle assumptions is pro- 
vided in Appendix A. Results obtained with and without making the small angle assumptions were com- 
pared and there was no significant difference between them. Also, the small angle assumptions could be 
made after the uncertainty propagation equations have been derived. However, no significant difference in 
the uncertainty estimates are obtained whether the small angle assumptions are made initially or later in 
the uncertainty propagation equations. 
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An uncertainty (error) propagation technique is given in Reference 4. For a result, r, which is a 
function of several variables XI, X2 XJ, the uncertainty propagation equation is: 

(u r ) 2 = {[( ar/axi) (u xl )] 2 + + [ dr / axj) (u XJ )] 2 } 

Applying this technique to equations 25 and 26 and assuming the uncertainty contribution of the 
dynamic pressure is much less than that of the other parameters: 

(U CL ) 2 = (U CNF ) 2 + (-a U CAF ) 2 + (-C AF U a ) 2 (27) 

(Ucd )" = (U CAF ) - + (aU CNF )-+ (C NF U a )■ (28) 

The a and U a terms must be in radians. 

Now, if the balance engineer has U CNF and U CAF for his balance and has an estimate for Ua from an 
instrumentation or test engineer, then he can estimate the resulting uncertainties in C L and and C D using 
the previous two equations. However, it may be more useful to be able to estimate the U CNF and U CAF of a 
balance needed to obtain the project engineer’s requirements for U CL and U CD . 

Solving equations 27 and 28 simultaneously for UC AF and UC NF : 

[UC AF ] 2 = {-[UC D ] 2 + [(a)(UC L )] 2 + [(C NF )(Ua)] 2 - [(C AF )(a)(Ua)] 2 }/[(a) 4 - 1] (29) 

[UC NF ] 2 = {-[UCJ 2 + [(a)(UC D )] 2 + [(C AF )(Ua)] 2 - [(C NF )(a)(Ua)] 2 }/[(a) 4 - 1] (30) 

Example Calculation Process To Determine C NF and C AF Uncertainty Requirements 

Assume that the project engineer supplies lift coefficient, drag coefficient and angle of attack 
repeatabilities and accuracies at a 95 percent confidence level. Assume that the following 2a 
repeatabilities for the cruise and minimum drag cases are provided. 

U CL = 2aC L = 0.005 

U CD = 2gC d = 0.0001 (one drag count) 

U a = 2a(a) = 0.01 degrees or 0.00017452 radians 

Assume that the instrumentation engineer supplies angle of attack repeatability and accuracy at a 
95 percent confidence level, and that the following 2a repeatability is provided: 

U a = 2o(a) = 0.01 degrees or 0.00017452 radians 

Assume the project engineer provides the following information for the cruise and minimum drag test 
condition and states that the coefficients represent the balance loads corrected for weight tares, but without 
additional corrections. 


Reference area = Sref ~ 4-0 s 9- ft- 
Mach No. = 0.8 

Dynamic pressure = 625 pounds per square foot (psf) 

Cruise drag case: 

Angle of attack = 2 degrees (in stability axes) 

Lift coefficient ( C L ) = 0.5 
Drag coefficient ( C D ) = 0.0250 
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Minimum drag case: 

Angle of attack = - 0.5 degrees (in stability axes) 

Lift coefficient ( C L ) = 0. 1 
Drag coefficient ( C D ) = 0.0175 

Cruise Drag Coefficient Condition 

Then, the balance normal and axial force coefficients would be for the cruise drag case: 

C NF = { [C D + (C L ) / (TAN a)] [SIN a) 

C NF = 0.500568 

Cap = {[ (C NF ) (COS 2) - (0.5 )] / (SIN 2)} 

C AF = 0.00754 

[UC^] 2 = {-[UC D ] 2 + L(cc)(UC l )] 2 + [(CnpXUcc)] 2 - [(C^XaXUa)] 2 }/^) 4 - 1] (29) 

[UC NF ] 2 = {-[UC L ] 2 + [(cc)(UC D )] 2 + [(C^XUa)] 2 - [(C NF )(a)(Ua)] 2 }/[(a) 4 - 1] (30) 

All of the variables on the right side of the equation 29 and 30 are known so that UC^ and UC^ can 
be computed. 

PccC^] 2 = {-[2 ocC d ] 2 + [(cx)(2aCL)] 2 + [(C NF )(2aa)] 2 - [(C AF )(a)(2aa)] 2 }/[(a) 4 - 1] 

[2aCAF] 2 = {-[0.0001] 2 + [(0.0349)(0.002)] 2 + [(0.50057)(0.00017453)] 2 
- [(0.00754)(0.0349)(0.00017453)] 2 }/[(0.0349) 4 - 1] 

PaC^] 2 = [ 2.506 x 10- 9 ] / [ - 0.999998517] = [ - 2.506 x 10' 9 ] 

Since we can’t take the square root of a negative number, we can get no answer for 200^ for this 
combination of a, , C,^ , C L and C D with the requested 2 a uncertainty budgets for C L , C D , and a. 

If the (2aa) uncertainty budget is reduced to 0.005 degrees (0.00008726 radians) we get: 

(2aC AF ) 2 = (3.217 x 10-9) 

2oC af = 0.000057 

We now have a solution for 2aC AF . 


Solving for 2 gC nf : 

[2oC nf ] 2 = {-[2 gC l ] 2 + [(oc)(2gC d )] 2 + [(C AF )(2aa)] 2 - [(C NF )(a)(2aa)] 2 }/[(a) 4 - 1] 
[2GCNF] 2 = {-[0.002] 2 + [(0.0349X0.000 1)] 2 + [(0.00754)(0.00017453)] 2 
- [(0.50057)(0.0349)(0.000 17453)] 2 }/[(a) 4 - 1] 

2gC nf = 0.001999 
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Minimum Drag Coefficient Condition 


The balance normal and axial force coefficients would be for the minimum drag case: 

C NF = ( [C D + (C L ) / (TAN a)] [SIN a) 

C NF = 0.09984 

C AF = { [ (C NF ) (COS -0.5) - (0. 1 )] / (SIN -0.5) } 

C AF = 0.0 1837 

[UC AF ] 2 = {-[U CD ] 2 + [(a)(U CL )] 2 + [(C NF )(Ua)] 2 - [(C AF )(a)(Ua)] 2 }/[(a) 4 - 1] (29) 

[UC NF ] 2 = {-[U CL ] 2 + [(a)(U CD )] 2 + [(C AF )(Ua)] 2 - [(C NF )(a)(Ua)] 2 }/[(a) 4 - l] (30) 

Computing U CAF and U CNF : 

[2oC AF ] 2 = {-[2 g cd ] 2 + [(a)(2aC L )] 2 + [(C NF )(2oa)] 2 - [(C AF )(cc)(2aa)] 2 }/[(a) 4 - 1] 

[2gC af ] 2 = {-[0.0001] 2 + [(-0.0087)(0.005)] 2 + [(0.09984)(0.00017453)] 2 

- [(0.01837)(-0.0087)(0.00017453)] 2 }/[(-0.0087) 4 - 1] 

[2gC af ] 2 = [ 7.7937 x 10' 9 ] 

[2gC af ] = 0.000088 

[2gC nf ] 2 = {-[2 gC l ] 2 + [(a)(2oC D )] 2 + [(C AF )(2aa)] 2 - [(C NF )(a)(2aa)] 2 }/[(a) 4 - 1] 

[2gC nf ] 2 = {-[0.005] 2 + [(-0.0087)(0.0001)] 2 + [(0.01837)(0.00017453)] 2 

- [(0.09984))(-0.0087)(0.00017453)] 2 }/[(-0.0087) 4 - 1] 

2GCNF = 0.005 

For these cruise and minimum drag coefficient calculation cases, it becomes apparent that 2 gC l and 
2(50^ are, for all intents and purposes, the same. 

The example calculation process was programmed into a spread sheet so that the sensitivity of the 
calculated uncertainty budgets 2aC AF and 2(7(3^ to various combinations of a, C^ , C^ , C L and C D 
with various 2o uncertainty budgets for C L , C D , and a could be investigated. In addition, unrealistic 
combinations of test conditions and uncertainty budgets which have no solution for 2 gC af and 20(3^ 
could be identified. An example of the spread sheet output is presented in Figure 2 for four cruise drag 
cases and in Figure 3 for four minimum drag cases. The load range for normal force, axial force and 
pitching moment for an internal balance often used for cruise drag testing at Boeing is: 

Normal Force = 3,200 lb. Axial Force = 240 lb. Pitching Moment = 9,000 in-lb. 

The normal and axial force coefficients corresponding to these load ranges at the cruise and minimum 
drag conditions of Figure 2 and 3 are C NF = 1.28 and C AF = 0.096. The two sigma uncertainties for normal 
and axial force coefficients calculated in Figure 2 and 3 are expressed as a percent of both balance range 
and of reading and are presented in the table on page 13. Also, the percent of the balance range values are 
compared with the generalized percent from Figure 1. The generalized percent agrees with the estimated 
percent for axial force, in most cases, but is too low for the normal force percent. 
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CASE 1 





SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 




(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

2 0.5 

0.025 

0.500568 

0.75400 

0.005 

0.000 1 

0.000174532 
(0.01 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




-2.8090E-08 


CASE 2 





SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 




(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

2 0.5 

0.025 

0.50057 

0.75400 

0.002 

0.0001 

0.000174532 
(0.01 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




-2.505830E-09 


CASE 3 





SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 




(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

2 0.5 

0.025 

0.50057 

0.75400 

0.002 

0.0001 

8.72660E-05 
(0.005 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




3.218680E-09 

0.570000 

4.0E-06 

CASE 4 

0.200000 

0.14 

5.00 


SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 




(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

2 0.5 

0.025 

0.50057 

0.75400 

0.002 

0.00015 

0.000174532 
(0.01 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




9.994 190E-09 

0.100000 

4.0E-06 

0.200000 

0.25 

5.00 



Figure 2. Cruise Drag Condition. 


The spread sheet was used to generate results for various combinations of uncertainty budgets for the 
cruise and minimum drag coefficient cases so that the sensitivity of the achievable drag coefficient repeat- 
ability (2 sigma) could be examined. Some of these results are presented in Figure 4 as attainable two 
sigma drag coefficient versus two sigma angle of attack uncertainty with two sigma uncertainty budgets of 
0.00005, 0.0001 and 0.0003 for axial force coefficient, and two sigma uncertainty budgets of 0.002, 0.005 
and 0.01 for normal force coefficient. Three plots are provided for the cruise drag case and one for the 
minimum drag case. For the minimum drag case, the attainable two sigma drag coefficient is not sensitive 
to the two sigma angle of attack uncertainty even at a value of 0.03 degrees. The explanation for this result 
is that almost all of the drag coefficient is coming from balance axial force. However, for the cruise drag 
case, the attainable two sigma drag coefficient is sensitive to the two sigma angle of attack uncertainty 
since a significant part of the drag coefficient is coming from the balance normal force. Also, the variation 
is seen to depend on the uncertainty budget for the normal force coefficient with the slope decreasing as 
the value of two sigma normal force coefficient is increased. 
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CASE 5 





SREF 

MACH 

Q 

ALPHA 

CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 





(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

-0.5 

0.1 

0.0175 

0.99840 

0.18370 

0.005 

0.0001 

0.000 174532 
(0.01 Degrees) 





(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Siama) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 





7.79280E-09 

0.880000 

2.50E-05 

CASE 6 

0.500000 

0.22 

12.50 


SREF 

MACH 

Q 

ALPHA 

CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 





(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

-0.5 

0.1 

0.0175 

0.99840 

0.18370 

0.002 

0.0001 

0.000174532 
(0.01 Degrees) 





(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 







(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 





9.39180E-09 

0.970000 

4.0E-06 
CASE 7 

0.200000 

0.24 

5.00 


SREF 

MACH 

Q 

ALPHA 

CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 





(2 Siama) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

-0.5 

0.1 

0.0175 

0.99840 

0.18370 

0.002 

0.0001 

8.72660E-05 
(0.005 Degrees) 





(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 







(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




9.61950E-09 0.980000 

4.0E-06 

0.200000 

0.25 

5.00 








CASE 8 





SREF 

MACH 

Q 

ALPHA 

CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 





(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

4 

0.8 

625 

-0.5 

0.1 

0.0175 

0.99840 

0.18370 

0.002 

5.0E-05 

0.000174532 
(0.01 Degrees) 





(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 







(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




1.89180E-09 0.430000 

4.0E-06 

0.200000 

0.11 

5.00 



Figure 3. Minimum Drag Condition. 

95 percent confidence level (2 sigma) 


CASE NO. 
Figure 2 and 3 

UCNF 
% of Ranee 

UCAF 
% of Ranee 

Generalized 
UCNF 
&UCAF 
From Figure 1 
% of Range 

UCNF 

% of Readine 

UCAF 
% ofReadine 

1 

Undefined 

Undefined 

0.10 

Undefined 

Undefined 

2 

Undefined 

Undefined 

0.10 

Undefined 

Undefined 

3 

0.156 

0.059 

0.10 

0.399 

0.756 

4 

0.156 

0.104 

0.10 

0.399 

1.326 

5 

0.391 

0.092 

0.10 

5.008 

0.479 

6 

0.156 

0.101 

0.10 

2.003 

0.528 

7 

0.156 

0.102 

0.10 

2.003 

0.533 

8 

0.156 

0.046 

0.10 

2.003 

0.239 
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2 STANDARD DEVIATION DRAG COEFFICIENT - 2SIGMACD 2 STANDARD DEVIATION DRAG COEFFICIENT - 2SIGMACD 



2 STANDARD DEVIATION ANGLE OF ATTACK - DEGREES 



2 STANDARD DEVIATION 


0.0005 


0.0004 


0.0003 


0.0002 


0.0001 


0.0000 



0.00 0.01 0.02 0.03 

ANGLE OF ATTACK - DEGREES 


Figure 4. Sensitivity of Drag Coefficient Repeatability to Uncertainty Budgets. 
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Project engineers are now asking for an attainable two sigma drag coefficient of 0.00005 (half a drag 
count) for the cruise condition. What attainable uncertainty budgets in a, C AF ’ CW and C L are needed to 
achieve this goal in C D ? The attainable two sigma drag coefficient for various uncertainty budgets in a, 
C AF , C NF and C L are tabulated below to show the difficulty in achieving a half a drag count two sigma 
value for the cruise drag coefficient. 

All values in the table are two sigma for a cruise condition. 


UAlpha 

(degrees) 

UCL 

UNF 

ObJ 

UNAF 
% of Value 

UAF 

(lb.) 

UAF 

% of Value 

Attainable 

UCD 

0.005 

0.002 

5.0 

0.4 

0.09 

0.48 

0.00009 

0.005 

0.0015 

3.75 

0.3 

0.04 

0.21 

0.00007 

0.005 

0.001 

2.5 

0.29 

0.05 

0.28 

0.00006 

0.002 

0.001 

2.5 

0.2 

0.08 

0.42 

0.00005 


Using a current technology internal balance and angle of attack device, the half a drag count, two 
sigma, cruise drag coefficient requirement does not appear to be achievable. Repeatability for three current 
angle of attack devices is described in Reference 5. 

Takeoff and Approach Drag Coefficient Conditions 

Much of low speed testing is done with the model mounted on an external balance. However, the 
required uncertainty budgets requested by the project engineer are the same although the required angle of 
attack uncertainty for the model mounted on an external balance often is not supplied by the project 
engineer. The following analysis is for a low speed model which utilizes an internal strain gage balance. 

Some representative test conditions for takeoff and approach are: 

Reference area = S REF = 9.5 sq. ft. 

Dynamic pressure = 60 pounds per square foot (psf) 

Takeoff drag case: 

Angle of attack = 10 degrees (in stability axes) 

Lift coefficient ( C L ) = 1.75 
Drag coefficient ( C D ) = 0. 1875Mach No. = 0.26 
Approach drag case: 

Angle of attack = 6 degrees (in stability axes) 

Lift coefficient ( C L ) = 1.8 
Drag coefficient ( C D ) = 0.2490 
Mach No. = 0.2 

The balance normal and axial force coefficients would be: 

Takeoff drag case: Approach drag case: 

CNF =1.756 CNF =1.816 

CAF = -0.1 192 CAF = 0.0595 
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Assume that the project engineer supplies lift coefficient, drag coefficient and angle of attack 
repeatabilities at a 95 percent confidence level. Typical 2 a repeatabilities for the takeoff and approach drag 
cases might be: 

Takeoff drag case: 

U CL = 2 aC L = 0.005 

U C d = 2oC d = 0.0005 (five drag counts) 

Ua = 2a(a) = 0.03 degrees or 0.000523596 radians 
Approach drag case: 

Ucl = -®ci = 0-01 

U CD = 2 g cd = 0.0010 (ten drag counts) 

Ua = 2a(a) = 0.03 degrees or 0.000523596 radians 

The same example calculation process spread sheet described previously was used to calculate 
uncertainty budgets 2 gC af and 2oC NF needed for various combinations of a, C AF , C NF , C L and C D with 
various 2 g uncertainty budgets for C L , C D , and a . Spread sheet output is presented in Figure 5 for the 
takeoff drag case and in Figure 6 for the approach drag case. The load range for normal force, axial 
force and pitching moment for an internal balance often used for low speed drag testing at Boeing is: 


Normal Force = 2,500 lb. Axial Force = 300 lb. Pitching Moment = 12,000 in-lb. 







CASE 1 





SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 




(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

9.5 

0.26 

60 

10 1.75 

0.1875 

1.755974 

-0.11921 

0.005 

0.0005 

0.000523596 
(0.03 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




-1.357910E-06 


CASE 2 





SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 




(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

9.5 

0.26 

60 

10 1.75 

0.1875 

1.75597 

-0.11921 

0.002 

0.001 

0.000523596 
(0.03 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




3.298520E-08 

0.182000 

4.0E-06 
CASE 3 

0.199200 

0.10 

1.14 


SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) (2 Sigma) 

(2 Sigma)(2 Sigma Radians) 




9.5 

0.26 

60 

10 1.75 

0.1875 

1.75597 

-0.11921 

0.0044 

0.001 

0.000349064 
(0.02 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




3.47280E-08 

0.186000 

1.90E-05 

CASE 4 

0.439800 

0.11 

2.51 


SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF 

UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) (2 Sigma) 

(2 Sigma)(2 Sigma Radians) 




9.5 

0.26 

60 

10 1.75 

0.1875 

1.75597 

-0.11921 

0.002 

0.0005 

0.000174532 
(0.01 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF 

UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




3.428990E-08 

0.185000 

4.0E-06 

0.199900 

0.11 

1.14 



Figure 5. Takeoff Drag Condition. 
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CASE 5 




SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 



(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

9.5 

0.2 

60 

6 1.8 

0.249 

1.81617 

0.05950 0.01 

0.001 

0.000523596 
(0.03 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




- 1.00085 E-06 


CASE 6 




SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 



(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

9.5 

0.2 

60 

6 1.8 

0.249 

1.816167 

0.05950 0.002 

0.001 

0.000523596 
(0.03 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




5.18762E-08 

0.000228 

3.99E-06 
CASE 7 

0.001997 0.13 

1.14 


SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 



(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

9.5 

0.2 

60 

6 1.8 

0.249 

1.81617 

0.05950 0.0071 

0.001 

0.000349064 
(0.02 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




4.53809E-08 

0.000213 

5.04E-05 

CASE 8 

0.007100 0.12 

4.05 


SREF 

MACH 

Q 

ALPHA CL 

CD 

CNF 

CAF UCL 

UCD 

UALPHA 

(SQ FT) 


(PSF) 

(DEG) 



(2 Sigma) 

(2 Sigma) 

(2 Sigma Radians) 

9.5 

0.2 

60 

6 1.8 

0.249 

1.81617 

0.05950 0.0088 

0.001 

0.000174532 
(0.01 Degrees) 




(UCAF) A 2 

UCAF 

(UCNF) A 2 

UCNF UAF 

UNF 






(2 Sigma) 


(2 Sigma)(LB-2 Sigma)(LB-2 Sigma) 




5.043 19E-08 

0.000225 

7.74E-05 

0.008800 0.13 

5.02 



Figure 6. Approach Drag Condition. 


The normal and axial force coefficients corresponding to these load ranges at the takeoff and ap- 
proach drag conditions are C NF = 4.386 and C AF = 0.5263. The two sigma uncertainties for normal and 
axial force coefficients calculated in Figures 5 and 6 are expressed as a percent of both the balance range 
normal and axial force coefficients and the normal and axial force coefficient readings and are tabulated 
below. Cases 1 and 5 are for the typical 2 a repeatabilities for the takeoff and approach drag cases tabulated 
above which result in no solution for 2aC AF and 2aC NF . The author has met some engineers who main- 
tain that an uncertainty budget for angle of attack of 2<j(a) = 0. 10 degrees is adequate for low speed 
testing even for commercial transports. This analysis clearly shows that this magnitude of uncertainty 
budget for angle of attack is totally inadequate for low speed testing of commercial transpons from the 
project engineer’s perspective. 
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95 percent confidence level (2 sigma) 


CASE NO. 
Figure 5 and 6 

UCNF 
% of Range 

UCAF 
% of Range 

UCNF 

% of Reading 

UCAF 

% of Reading 

1 

Undefined 

Undefined 

Undefined 

Undefined 

2 

0.040 

0.035 

0.101 

-0.152 

3 

0.100 

0.035 

0.248 

-0.156 

4 

0.045 

0.035 

0.112 

-0.155 

5 

Undefined 

Undefined 

Undefined 

Undefined 

6 

0.043 

0.040 

0.097 

0.383 

7 

0.161 

0.040 

0.389 

0.358 


Categories of Repeatability 

The project engineer may specify different repeatability requirements for the stability axes coeffi- 
cients, especially drag coefficient. Four types of repeatability which interest the project engineer are: 

1. The repeatability of several back-to-back runs. A run involves changing only one test parameter 
during the run. Define this testing as short term repeatability. 

2. The repeatability of runs separated by a change in wind tunnel test conditions, such as repeat runs 
within a Mach number series. Define this testing also as short term repeatability. 

3. The repeatability of repeat builds of a given configuration within a test. Define this testing as near 
term repeatability. 

4. The repeatability of repeat builds of a given configuration between tests. Define this testing as long 
term repeatability. 

The corresponding repeatabilities for the balance engineer might be: 

1 . The repeatability of several back-to-back applied calibration loads during the balance calibration 
period. Define this calibrating as short term repeatability. 

2. The repeatability of several applied calibration loads separated by a change in calibration condi- 
tions, such as combined loads, change in calibration hardware, etc. Define this calibrating also as 
short term repeatability. 

3. The repeatability of repeat calibrations of a given balance within the same calibration period. 
Define this calibrating as near term repeatability. 

4. The repeatability of repeat calibrations of a given balance between different calibration periods. 
Define this calibrating as long term repeatability. 

The repeatabilities for the balance engineer might involve the application of check loads rather than 
calibrating the balance. The same repeatability definitions would be used. 

Uncertainty for Mean Values. 

In the discussions that follow, it will be seen that specifying the uncertainty for mean values involves 
the use of statistical confidence intervals based on the precision of the measurements and their number. 
Hence, if the project engineer provides a requirement that is a confidence interval, the number of measure- 
ments or runs associated with the interval needs to be given. 
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Single Sample with Independent Variable Constant 

Although the project engineer is interested in repeatabilities, mean values of the stability axes coeffi- 
cients are used for the description of the airplane characteristics and for performance calculations. The 
project engineer needs an estimate of the uncertainty in the mean values of C L , C D and C M . The uncer- 
tainty of a mean value is given by the following expression (Reference l and 2): 

U RSS = ± [(Bias) 2 + (Precision) 2 ] 1/2 (95 percent confidence level) 

U RSS = ± { (Bias) 2 + [(t95)(S)/(N) 05 ] 2 } 1/2 

N = the number of measurements used to calculate the mean value. 

S = the sample standard deviation computed from the N values. 

(t^) = the student-t value for a 95 percent confidence level and N -1 degrees of freedom. 

If the bias term is negligible, then: 

Urss = ± [(t 9 5 )(S)/(N) 0 - 5 ] (commonly known as a confidence interval) 

Note that, in the absence of significant bias, the uncertainty in the mean value can be reduced by 
taking more repeat measurements (N), since the interval is a function of the reciprocal of the square root 
of the number of measurements. 

Curve Fit with Independent Variable Not Constant 

Least squares curves are often fit to a set of measurements to provide mean values of the stability 
axes coefficients for describing airplane characteristics, calculating airplane performance, and to provide 
curve fits or tables to represent the results of instrument calibrations. From Reference 6, the confidence 
interval for a least squares curve fit is: 

U RSS = — [( t 95 )(SE)(Hat Matrix)] (95 percent confidence level) 

Hat Matrix = the hat matrix, a dispersion matrix which is a measure of the data density for a given 
value of the independent variable. It effectively adjusts the value of the standard error of estimate depend- 
ing upon the distance from the centroid of the data. 

N = the number of measurements used to determine the curve fit. 

SE = the standard error of estimate computed from the N values. 

(t95) = the student-t value for a 95 percent confidence level and (N - curve fit order - 1) degrees of 
freedom. 

The uncertainty in the mean value can be reduced by taking more repeat measurements (N), since the 
interval is a function of the reciprocal of the square root of the number of measurements. 

The uncertainty methodology for least squares curve fits (regressions) provided in Reference 6 is not 
comprehensive. The proper estimation of the uncertainty associated with a regression is a careful compre- 
hensive accounting of systematic and correlated systematic uncertainties. One approach in the develop- 
ment of a methodology by applying uncertainty propagation techniques to the linear regression analysis 
equations is presented in Reference 7. 


261 


Uncertainty Associated with Increments 
Single Sample - Independent Variable Constant. 

Much of the project engineer's wind tunnel testing involves the measurement of increments. These 
increments are often determined by back-to-back tests of a configuration with a change in test conditions 
or the configuration. If the biases in the results for the back-to-back tests are totally correlated, then they 
will cancel when the difference is computed (Reference 8). This situation is often the case for incremental 
wind tunnel testing. Hence, the uncertainty of the increments is largely dependent upon the precision 
(repeatability) of the two sets of data. A methodology for computing a confidence interval for an increment 
with totally correlated biases is given in Reference 9. The methodology is outlined below and involves 
testing, statistically, whether the increment or difference is statistically significant at a stated confidence 
level. Statistically significant means whether the difference is greater that what might be expected from 
just the random scatter (precision) in the two data sets. 

Confidence Interval for the Difference between Two Means (Two-sided t-test) 

Two sets of data designated Set A and Set B. The number of data points in Set A is NA, and the 
number in Set B is NB. The mean values computed for Set A and Set B are XbarA and XbarB, respec- 
tively, and the corresponding sample standard deviations are SA and SB, respectively. 

PROCEDURE 

1 . Choose a the significance level of the test. For 95 percent confidence pick a = 0.05. 

2. Look up t Ua j 2 f° r v = (NA + NB - 2) degrees of freedom in a one-sided student-t table. 

3. Compute XbarA and XbarB, and SA and SB. 

4. Compute a pooled sample standard deviation: 

SP= {[(NA-1)(SA) 1 2 + (NB-1)(SB) 2 4 ]/ (NA + NB -2)} 05 

5. Compute the t-test interval, u = ( tj.^ ) ( SP ) [(NA + NB) / (NA)(NB)]° 5 

6. If I XbarA - XbarB I > u, decide that SetA and SetB differ. 

7. It is worth noting that the interval (XbarA - XbarB ) + u is a 100(1 - a ) percent confidence interval 
estimate. For a = 0.05, it is a 95 percent confidence interval estimate. 

EXAMPLE 

The number of drag coefficient data points for Configuration A is NA = 6, and the number for 
Configuration B is NB = 4. The mean values computed for Configuration A and Configuration B are 
CDbarA = 0.0300 and CDbarB = 0.03 10, respectively, and the corresponding sample standard deviations 
are SA = 0.0003 and SB = 0.0004, respectively. 

1. Choose a the significance level of the test. For 95 percent confidence pick a = 0.05. 

2. Look up t,.^ f° r v = (NA + NB - 2) degrees of freedom in a one-sided student-t table, v = 8, 
ti-op = 2.306 

3. CDbarA = 0.0300 and CDbarB = 0.0310, and SA = 0.0003 and SB 0.0004. 

4. Compute a pooled sample standard deviation: 

SP = { [(5)(0.0003) 2 + (3X0.0004) 2 ] / (8)} a5 
SP = 0.00034 
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5. Compute the t-test interval, u = ( t Nur ) ( SP ) [(NA + NB) / (NA)(NB)] 0; ’ 
u = ( 2.306) ( 0.00034 ) [( 1 0) / (24) 

u = 0.0005 1 

6. If I XbarA - XbarB I > u, decide that SetA and SetB differ. 

I 0.0300 - 0.03 10 I > 0.0005 1, 0.0010 > 0.0005 1 . Conclude that the means of Configuration A and B 
differ at the 95 percent confidence level. 

7. It is worth noting that the interval (XbarA - XbarB ) ± u is a 100(1 - a ) percent confidence interval 
estimate. For a = 0.05, it is a 95 percent confidence interval estimate. 

The 95 percent confidence level confidence interval estimate for the difference between the CD of 
configuration A and B is: 

UAC D = 0.0010 ±u 

UAC d = 0.0010 ± 0.0005 1 (95 percent confidence level) 

The confidence interval for the difference between two configurations, when their repeatability in 
drag coefficient (SC D ) is the same and the number of data points or runs for each is the same, can be easily 
computed and plotted as a function of the number of data points or runs for constant values of SC D (see 
Figure 7). Note to obtain a 95 percent confidence level confidence interval equal to the repeatability in 
drag coefficient (SC D ), each configuration must be tested 9 times! 


95 PERCENT CONFIDENCE INTERVAL 
ON THE DRAG COEFFICIENT DIFFERENCE 
BETWEEN TWO CONFIGURATIONS 
+ OR - DRAG COUNTS 



1 23456789 

NUMBER OF POINTS OR RUNS FOR EACH CONFIGURATION 


| ONE DRAG COUNT = DELTACD = 0.0001 ] 


SCD CONFIGURATION 1 AND 2 ARE EQUAL. 
THE NUMBER OF DATA POINTS FOR 
CONFIGURATION 1 AND 2 ARE EQUAL. 

95 PERCENT CONFIDENCE LEVEL. 


Figure 7. Variation in Confidence Interval on Drag Coefficient Increment as the Number of Data Points is Increased. 
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Curve Fir - Independent Variable Not Constant. 

The author has not found any published and totally statistically defensible method for computing the 
confidence interval for the difference between least squares curve fits. The author’s approach is to base it 
on the calculated confidence interval for each curve fit (Reference 6) in the following manner. For ex- 
ample, the confidence interval for the difference between two drag curve fits (configuration A and B) is 
defined as: 

Cda ' ^db = AC d 

Confidence Interval for curve fit A = CIC DA = Total bandwidth 
Confidence Interval for curve fit B = CIC DB = Total bandwidth 
One half of Confidence Interval for curve fit A = CIC DA /2 
One half of Confidence Interval for curve fit B = CIC DB /2 

The confidence interval for the difference between the two drag curve fits is given by: 

CIAC d = ± [(CIC DA IT) 2 + (CIC DB /2) 2 ] 0 5 

Since the curve fit confidence interval represents an interval in which the true mean is expected to lie, 
it represents a bias distribution estimate for the mean. Since the curve fit confidence interval represents a 
bias distribution estimate, the author believes the two confidence interval halves should be root-sum- 
squared together to obtain the bias distribution estimate (confidence interval) for the difference between 
the curve fits in accordance with the Reference 1 method of combining uncertainty distributions. Note that 
this method assumes that the other biases are negligible or that they are totally correlated so that they 
cancel when taking the increment. 

Characterizing Internal Balance Uncertainty 

Some Approaches to Characterize Balance Uncertainty 

Now that a methodology for determining internal balance normal and axial force requirements is 
available, what procedures and data are available to assist the balance engineer in estimating the balance 
normal and axial force uncertainty, in particular, the precision (repeatability)? This task is one of the most 
difficult that the balance engineer has and the author decided it would be useful to include some results 
that have been and might be utilized. 


Calibration and Check Loading Residuals 

Once the balance engineer has converted the project engineer’s requirements into an allowable uncer- 
tainty (2 sigma repeatability) budget for normal force and axial force, some method of assessing the 
attainable 2 sigma repeatabilities is needed. This assessment is not simple or straightforward. Some bal- 
ance engineers use generalized balance uncertainty specification curves or formulations with empiricism 
applied (Reference 3 and 10). There are not many published comparisons of estimated balance perfor- 
mance compared to that achieved Some comparisons of the generalized formulations with the demon- 
strated absolute uncertainty for external balances are provided in Reference 10. In Reference 1 1, a gener- 
alized balance uncertainty (accuracy) formulation is used to estimate balance uncertainties for three 
balances used for three tests. Although no direct comparisons are made between the estimated balance 
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uncertainties and the repeatability of the measured forces and moments in the wind tunnel, the authors of 
Reference 1 1 indicate that the estimates correspond very well with their experiences in the wind tunnels 
mentioned. Direct correlations relating balance uncertainty budgets to uncertainty assessments of mea- 
sured data in the wind tunnel are extremely difficult to find. 

One method that the balance engineer uses to provide an estimate of balance performance is to 
perform a statistical analysis on the balance calibration residuals. In this case the residual is the difference 
between the applied load and the load indicated by the balance. Generally, all of the residuals from all of 
the loadings (including combined loadings) are used to compute a standard deviation for each of the 
balance components. This procedure includes residuals for balance components which were not loaded at 
all, but the residuals are produced by the imprecision of the derived interaction terms. An example of this 
type of statistical evaluation is given below for three Boeing blowing balances of the same design and 
range which were calibrated at the Arnold Engineering Development Center in 1987. 


2 STANDARD DEVIATION CALCULATIONS FROM ALL BALANCE CALIBRATION RESIDUALS 


BALANCE 

NO. OF 
LOADINGS 

COMPONENT 

2 STANDARD 
DEVIATIONS 
(LB OR IN-LB) 

2 STANDARD 
DEVIATIONS 
(% OF RANGE) 

6231 A 

926 

NORMAL FORCE 

1.14 LB 

0.046 


926 

AXIAL FORCE 

0.72 LB 

0.24 


926 

PITCHING MOMENT 

14.4 IN-LB 

0.12 

623 1C 

926 

NORMAL FORCE 

1.22 LB 

0.048 


926 

AXIAL FORCE 

0.52 LB 

0.17 


926 

PITCHING MOMENT 

15.4 IN-LB 

0.13 

623 ID 

926 

NORMAL FORCE 

1.27 LB 

0.051 


926 

AXIAL FORCE 

0.41 LB 

0.18 


926 

PITCHING MOMENT 

14.9 IN-LB 

0.13 


These results are nearly the same for all three of the balances which indicates that using the balance 
calibration residuals may be a consistent way of describing the repeatability of an internal strain gage 
balance. Another comparison for a drag-type internal balance is provided in the following table. The 
normal force and axial force ranges for this balance are 3200 and 240 pounds, respectively. Two standard 
deviation values for normal and axial force were computed from three different sets of residuals. The first 
set of residuals was obtained by doing ten cycles of back-to-back pure normal and axial force loadings of 
the balance. A loading cycle for normal force was from 0.0 to +1600 to -1600 to 0.0 pounds in 200 pound 
increments, and for axial force it was 0.0 to +70 to 0.0 pounds in 5 pound increments. The second set of 
residuals was acquired during the usual calibration of the balance. Ten cycles of pure normal and axial 
force loadings of the balance were interspersed throughout the calibration period (about 5 days). A loading 
cycle for normal force was from 0.0 to -3200 to 0.0 pounds in 1600 pound increments, and for axial force 
it was 0.0 to +240 to 0.0 pounds in 120 pound increments. The third set of residuals are from the same 
calibration period and consists of all of the residuals for normal and axial force, even when they weren't 
loaded or when combined loads were applied in both the longitudinal and lateral-directional balance axes. 
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2 STANDARD DEVIATION CALCULATIONS FROM BALANCE LOADING AND 

CALIBRATION RESIDUALS 


BALANCE 

NO. OF 
LOADINGS 

COMPONENT 

2 STANDARD 
DEVIATIONS 
(LB OR IN-LB) 

2 STANDARD 
DEVIATIONS 
(% OF RANGE) 

BACK-TO-BACK 

LOADS 

635 

150 

NORMAL FORCE 

0.6 LB 

0.019 


140 

AXIAL FORCE 

0.04 LB 

0.017 

CALIBRATION 
REPEAT LOADS 
635 

50 

NORMAL FORCE 

0.6 LB 

0.019 


45 

AXIAL FORCE 

0.10 LB 

0.04 

CALIBRATION 
ALL LOADS 
635 

522 

NORMAL FORCE 

0.7 LB 

0.022 


527 

AXIAL FORCE 

0.4 LB 

0.125 

The largest two standard deviation values for normal and axial force are obtained 

when all of the 


calibration residuals are used; the next largest values are obtained when only the calibration residuals from 
the pure, repeat calibration loads are used; and the smallest values are produced from the pure, back-to- 
back non-calibration loads. However, for normal force, the two standard deviation values for all three 
types of loadings are nearly the same. It is in axial force that a large variation in the two standard deviation 
values for all three types of loadings is seen. The two standard deviation value for the calibration residuals 
from the pure, repeat calibration loads is two and half times the value produced by the pure, back-to-back 
non-calibration loads, and the two standard deviation value for the calibration residuals from all of the 
calibration loads is ten times the value produced by the pure, back-to-back non-calibration loads. 

Yet another set of residuals for two balances (61 18D and 61 18E) are provided in the following table. 
Ten cycles of pure normal and axial force loadings of the balance were interspersed throughout the cali- 
bration period (about 5 days). 

2 STANDARD DEVIATION CALCULATIONS FROM PURE BALANCE 
CALIBRATION RESIDUALS 


BALANCE 

NO. OF 
LOADINGS 

COMPONENT 

2 STANDARD 
DEVIATIONS 
(LB OR IN-LB) 

2 STANDARD 
DEVIATIONS 
(% OF RANGE) 

CALIBRATION 
REPEAT LOADS 
6118D 

67 

NORMAL FORCE 

0.18 LB 

0.045 


60 

AXIAL FORCE 

0.05 LB 

0.10 

CALIBRATION 
REPEAT LOADS 
6118E 

60 

NORMAL FORCE 

0.17 LB 

0.043 


55 

AXIAL FORCE 

0.05 LB 

0.10 
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These results are the same for both of the balances which, again, indicates that using the balance 
calibration residuals may be a consistent way of describing the repeatability of an internal strain gage 
balance. 

The author used balance calibration residuals to characterize the repeatability of an internal strain 
gage balance and to estimate the drag coefficient repeatability at cruise conditions for a model tested in the 
Boeing Transonic Wind Tunnel. The NTF101 B NASA-Langley Research Center balance was used for the 
test. The two sigma repeatabilities for normal and axial force based on calibration residuals (860) provided 
by NASA-Langley are 0. 10 and 0. 18 percent of full scale, respectively. The full scale values for normal 
and axial force are 6500 and 700 pounds, respectively. Hence, the two sigma repeatabilities for normal and 
axial force are 6.5 and 1.26 pounds, respectively. The two sigma repeatability used for the accelerometer 
which was used to measure angle of attack was 0.005 degrees (Reference 5). It was deemed that the 2 
sigma repeatability for dynamic pressure would have a negligible effect on the drag coefficient repeatabil- 
ity. The cruise conditions were: 

SREF = 6.5 square feet 
M = 0.9 

Dynamic pressure = 700 pounds per square feet 
CL = 0.25 
CD = 0.0210 

Angle of attack = 2 degrees 


The estimated drag coefficient two sigma repeatability was 0.0003 or 3 drag counts. In other words, 
for repeat testing of the model, we would expect 95 percent of the results to fall within a band of ± 3 drag 
counts. During the test, four runs at M = 0.9 were made within a Mach series, and the data near CL = 0.25 
from these four runs fell within a band of ±2.5 drag counts compared to the estimate of ± 3 drag counts. 

The author used balance calibration residuals to characterize the repeatability of an internal strain 
gage balance and to estimate the drag coefficient repeatability at takeoff conditions for an Energy Efficient 
Transport model tested in the NASA-Langley 14x22 Ft. Low Speed Wind Tunnel. The VST1 NASA- 
Langley Research Center balance was used for the test. The two sigma repeatabilities for normal and axial 
force based on calibration residuals (860) provided by NASA-Langley are 0.07 and 0.13 percent of full 
scale, respectively. The full scale values for normal and axial force are 2000 and 600 pounds, respectively. 
Hence, the two sigma repeatabilities for normal and axial force are 1.4 and 0.78 pounds, respectively. The 
two sigma repeatability used for the accelerometer which was used to measure angle of attack was esti- 
mated at 0.01 degrees. It was deemed that the 2 sigma repeatability for dynamic pressure would have a 
negligible effect on the drag coefficient repeatability. The takeoff conditions were: 

SREF = 9.5 square feet 
M = 0.2 

Dynamic pressure = 60 pounds per square feet 
CL = 1.63 
CD = 0. 158 

Angle of attack = 7.9 degrees 

The estimated drag coefficient two sigma repeatability was 0.0014 or 14 drag counts. In other words, 
for repeat testing of the model, we would expect 95 percent of the results to fall within a band of ± 14 drag 
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counts. During the test, 9 runs were made, and the data near CL - 1 .63 from these nine runs fell within a 
band of ±13 drag counts compared to the estimate of ± 14 drag counts. 

For these two cases, neither of which has extensive regions of separated flow, using the two sigma 
values of the balance calibration residuals to estimate the two sigma drag coefficient repeatability gives 
reasonably close agreement with the measured repeatability. 

Comparison of Calibration Residuals Expressed in Percent of Balance Component Range 

The generalized 2 sigma repeatability (precision) for internal balance normal force and axial force 
provided in Figure l is 0. 10 percent of component range. What values of 2 sigma precision in percent of 
component range are produced by the calibration residuals? These values are tabulated and compared 
below for the balances discussed in this paper. For the Boeing blowing balances, a senior Boeing balance 
engineer stated several years ago that, in his experience, the blowing balance precision was about 1.4 
times that of a non-blowing balance. So for this comparison, the author has divided the 2 sigma precisions 
obtained from the residual analysis for the blowing balances by 1.4 to make them comparable to the non- 
blowing balances. 


All of these balances are essentially of one-piece construction. In the absence of any other informa- 
tion, the author would use 0.05 percent of range for normal force and 0.13 percent of range for axial force 
to characterize the 2 sigma precision of these kind of balances. 

Calibration Load Range Versus Test Load Range 

Normally, the balance calibration includes loading all six components to their maximum ranges, 
sometimes in combination. The balance calibration matrix is extracted from the results of these loadings 
and this process usually involves curve fits. In fact, the matrix represents a surface curve fit whose position 
in space (its location relative to the calibration points) is determined by all of the points and its location is 
significantly influenced by loads and combination loads at the maximum range conditions. Because repeat 


BALANCE 

OWNER 

2 SIGMA NF 
% OF RANGE 

2 SIGMA AF 
% OF RANGE 

Generalized 
2 Sigma 
% OF RANGE 

635M 

BOEING 

0.022 

0.125 

0.10 

6118D 

BOEING 

0.045 

0.10 

0.10 

6118E 

BOEING 

0.043 

0.10 

0.10 

AVERAGE 


0.037 

0.108 

0.10 

NTF101B 

NASA-LANGLEY 

0.10 

0.18 

0.10 

VST1 

NASA-LANGLEY 

0.07 

0.13 

0.10 

AVERAGE 


0.085 

0.16 

0.10 

6231 A 

BOEING 

0.033 

0.17 

0.10 

623 1C 

BOEING 

0.034 

0.12 

0.10 

623 ID 

BOEING 

0.036 

0.13 

0.10 

AVERAGE 


0.034 

0.14 

0.10 

AVERAGE Only 
Non-blowing Balances 


0.056 

0.13 

0.10 


268 


loadings at these or other conditions are seldom done, the residuals (the difference between the applied 
load and the curve fit load) will be larger than those that would be obtained if these maximum loads were 
not used in extracting the balance calibration matrix (surface curve fit). It is instructive to compare the 
applied load coverage used for the balance calibration with the balance loads experienced during a wind 
tunnel test. Two of these comparisons are made in Figure 8, 9 and 10; one for a drag test for a subsonic 
commercial transport model using the Boeing 6244A internal strain gage balance; the other for a drag test 
of a High Speed Civil Transport (HSCT) type configuration using two different balances: the Boeing 
62 14A and 658Q internal strain gage balance. It is seen in Figure 8 that most of the axial force loads for 
the subsonic commercial transport model are positive while for the HSCT type configuration some of the 
axial force loads are negative (Figure 9). The situation illustrated by Figure 8 is an interesting one. The 
balance for this case was sized for testing in a transonic wind tunnel at a total pressure of about two and a 
half atmospheres. However, the loads shown in Figure 8 were obtained when the model was tested in the 
Boeing Transonic Wind Tunnel at a total pressure of one atmosphere. This illustrates another challenge 
facing the balance engineer, the desire of the customers to maintain a constant uncertainty in drag coeffi- 
cient over a wide range of tunnel and test operating conditions. 





PITCHING MOMENT - IN-LB. 
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Figure 8. Comparison of Balance Figure 9. Comparison of Balance 
Calibration Loads With Calibration Loads With 

Test Loads BT2148, 6244A Test Loads BT2139, 62I4A Balance. 

Balance. 


Figure 10. Comparison of Balance 
Calibration Loads With 
Test Loads BT2I39. 658Q Balance. 


These comparisons indicate that the load schedules used in normal internal strain gage balance 
calibrations do not produce the most applicable uncertainty for drag testing since the combination of 
balance component loads are much smaller during the test than the calibration loads. However, for 
stability and control testing, the load schedules normally used in the balance calibration are probably 
required because of the large load combinations in all six balance components encountered. 
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These comparisons indicate also that, if the residuals from ail load combinations utilized in the 
balance calibration are used to estimate the two standard deviation repeatability of the balance normal and 
axial force components, the result produced will be conservative for drag testing. In drag testing, the only 
significant combined load components are normal force, axial force and pitching moment. 

Balance Zero Shifts as a Measure of Repeatability 


Wind-off balance end zero shifts for a Boeing 635 internal strain gage balance used during tests in the 
Boeing Transonic Wind Tunnel were statistically analyzed. The 368 zero shift values were taken from 8 
tests over a time span of April 1992 to March 1996. The two standard deviation values for normal and 
axial force are 1.2 and 0.6 pounds, respectively. The two standard deviation values computed from all of 
the residuals from the 635 balance calibration are 0.7 and 0.4 pounds, respectively. This comparison 
indicates that using historical wind-off balance end zero shifts to estimate the repeatability of the normal 
and axial force of an internal strain gage balance during a test would be a conservative procedure, if 
conservatism is desired. 

Summary of Repeatability Measurements for Boeing 635 Balance 

Normal Force Range = ± 3200 lb.. Axial Force Range = ± 240 lb. 

2 STANDARD DEVIATIONS 

*Estimated 2 sigma cruise drag coefficient repeatability based on normal and axial force 

CASE BALANCE NO. OF COMPONENT 2 STANDARD 2 STANDARD 2 Standard 

LOADINGS DEVIATIONS DEVIATIONS Deviations 

(LB OR IN-LB) (% OF Cruise Drag 

RANGE) Coefficient 

1 BACK-TO-BACK 
LOADS 



635 

150 

NORMAL FORCE 

0.6 LB 

0.019 

0.000048* 



140 

AXIAL FORCE 

0.04 LB 

0.017 


2 

CALIBRATION 







REPEAT LOADS 







635 

50 

NORMAL FORCE 

0.6 LB 

0.019 

0.000059* 



45 

AXIAL FORCE 

0.10 LB 

0.04 


3 

CALIBRATION 






T 

ALL LOADS 







635 

522 

NORMAL FORCE 

0.7 LB 

0.022 

0.00017* 



527 

AXIAL FORCE 

0.4 LB 

0.125 


4 

END ZEROS 







635 

368 

NORMAL FORCE 

1.2 LB 

0.038 

0.00025* 



368 

AXIAL FORCE 

0.6 LB 

0.25 



repeatabilities on corresponding line in the table and a two sigma repeatability for angle of attack of 0.005 
degrees. Cruise conditions of M = 0.8, C L = 0.5 and C D = 0.025. 

Estimated cruise drag coefficient repeatability based on back-to-back loads or repeat calibration loads 
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are significantly less than those based on all calibration loads (3 times smaller) or on historical end zero 
shift data (4 times smaller). 

Which of the repeatabilities in the above table should the balance engineer use for estimating pur- 
poses? The author suggests the following guidelines based on the classes of repeatability 
defined previously. 

1 . CASE 1 . The repeatability of several back-to-back runs. A run involves changing only one test para- 
meter during the run. Define this testing as short term repeatability. 

2. CASE 2. The repeatability of runs separated by a change in wind tunnel test conditions, such as repeat 
runs within a Mach number series. Define this testing also as short term repeatability. 

3. CASE 3. The repeatability of repeat builds of a given configuration within a test. Define this testing as 
near term repeatability. 

4. CASE 4. The repeatability of repeat builds of a given configuration between tests. Define this testing 
as long term repeatability. 

Acknowledgements 

The author would like to thank Dr. R. S. Sawyer of Boeing for producing Appendix A, checking the 
author’s mathematical derivations, and clarifying some of the author’s thinking relative to uncertainty 
analysis and uncertainty budgets. 

References 

1. “Quality Assessment For Wind Tunnel Testing,” AGARD Advisory Report No. 304, July 1994. 

2. “Assessment of Wind Tunnel Data Uncertainty,” AIAA Standard S-071-1995, May 1995. 

3. Ewald, Prof. D. B., “Balance Accuracy And Repeatability As A Limiting Parameter In Aircraft Devel 
opment Force Measurements In Conventional And Cryogenic Wind Tunnels,” AGARD-CP-429. Paper 
presented at the Symposium of the Fluid Dynamics Panel in Naples, Italy September 28 through 
October 1, 1987. 

4. Coleman, H. W. and Steele, Jr., W. G., Experimentation and Uncertainty Analysis for Engineers, 

John Wiley & Sons, New York, New York, 1989. 

5. Watzlavick, R. L., Crowder, J. P. and Wright, F. L„ “Comparison of Model Attitude Systems: 

Active Target Photogrammetry, Precision Accelerometer, and Laser Interferometer,” AIAA Paper 
No. 96-2252, 19th AIAA Advanced Measurement and Ground Testing Technology Conference. 

June 17-20, 1996, New Orleans, Louisiana. 

6. Montgomery, D. C. and Peck, E. A., Introduction to Linear Regression Analysis, John Wiley & Sons, 
New York. New York, 1982. 

7. Brown, K. K. and Coleman, H. W„ “A Methodology for Determining Experimental Uncertainties in 
Regressions,” Paper to be presented at the International Mechanical Engineering Congress and 
Exposition, November 17-22, 1996, Atlanta, Georgia. 


271 


8. Brown, K. K„ Coleman, H. W„ Steele, W. G. and Taylor, R. P., “Evaluation of Correlated Bias 
Approximations in Experimental Uncertainty Analysis,” AIAA Journal. Volume 34, No. 5, May, 1996. 

9. Natrella, M. G.. Experimental Statistics , National Bureau of Standards Handbook 91, October 1966, 
U.S. Government Printing Office, Washington, D. C. 

10. Hudgins, M. S., “NWTC Internal and External Balance Issues,” Document No. NWTC-01-A-9921-02, 
NAS3-27330 Phase 2A Document, National Wind Tunnel Complex, Brook Park, Ohio, 

January 29, 1996. 

11. Ewald, B. and Krenz, G., “The Accuracy Problem of Airplane Development Force Testing in 
Cryogenic Wind Tunnels,” AIAA Paper No. 86-0776. 

12. Steinle, F. and Stanewsky, E., “Wind Tunnel Flow Quality and Data Accuracy Requirements,” 
AGARD Advisory Report No. 184, November 1982. 


Appendix A - Estimation of Required Axial and Normal Force 

Repeatability 


Consider a simplified 2-D force measurement in a wind tunnel using an internal balance, illustrated in the 
figure below. Lift and Drag are normal to and aligned with the freestream velocity vector, which is 
roughly aligned with the centerline of the tunnel. The Normal and Axial force components from the 
balance are normal to and aligned with the axis of the model. Consider the simple case where that 
orientation is separated from the freestream velocity vector by the angle of attack, a. 



The Drag and Lift are calculated from measurements of the Axial and Normal force components, and the 
measurement of a. Thus: 

D, L = f (N, A, a) Given by the relations: 


D = Nsina + Acosa 


L = Ncosa - Asina 

It is desired to use these equations, the standard method for evaluating the repeatability of derived 
quantities and some algebra to estimate what Axial and Normal force repeatabilities are required to 
achieve a desired repeatability in Drag and Lift calculations. 

The repeatability in Drag and Lift can be estimated in the normal fashion. (See reference 1.) Evaluate the 
partial derivatives: 

3D/3N= sina 


3D/3A = cosa 


3D/3a = Ncosa - Asina 
3L/3N = cosa 
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dL/dA = - sina 


9li3a = - Nsina - Acosa 

Combine these as the root sum square of the influence coefficients times the repeatabilities of the 
measured quantities: 

2cd = [[sina 2a »} 2 + [cosa 2 oa 1 2 + [(Ncosa - Asina) 2 aa] 2 ] 1/2 

2ol = [[cosa 2CN) 2 + [- sina 2a a] 2 + [(- Nsina - Acosa) 2aa] 2 ] 1/2 
Squaring both sides, and rearranging: 

(2od) 2 _ [(Ncosa - Asina) 2o a ] 2 = sin 2 a (2 on) 2 + cos 2 a (2a a) 2 

(2ol) 2 - [(- Nsina - Acosa) 2o a ] 2 = cos 2 a (2 on) 2 + sin 2 a (2a a) 2 
This can be cast in matrix form: 

J (2 Ojj) 2 -[( N cos a - Asin a)2 a a f j _Tsin 2 a cos 2 al f(2a N ) 2 l 
|(2 ct l ) 2 -[(-Nsina- Acosa)2aJ 2 J [cos 2 a sin 2 aj \(2o A ) 2 J 

Which is of the following form, and can be inverted: 

(J} = [M](B) 

[My 1 {J} = [M] -*[M] {B) => [M] 1 {J} = m (B) 

Therefore: 

rsin 2 a -cos 2 a] 

M ' 1 = — t — 1 t I -cos 2 a sin 2 aj 
sin^a - cos^a L 

Which yields: 

[sin 2 a -cos 2 a] f(2a D ) 2 -[(Ncosa - Asin a)2cj 2 1 _ j(2a N ) 2 | 
— — i— — [-cos 2 a sin 2 a J |(2o L ) 2 -[(-Nsina- Acosa)2a a ] 2 J [(2c7 A ) 2 J 

sin 4 a - cos 4 a 
Or: 
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A A 

sin H a - cos^a 


- — — { sin 2 a [(2od) 2 - [(Ncosa - Asina) 2a a ] 2 ] - cos 2 a [(2ol) 2 ~ 
[(Nsina + Acosa) 2o a ] 2 ] }= (2on) 2 


And: 


sin 4 a - cos 4 a 


- — — { - cos 2 a [(2od) 2 - [(Ncosa - Asina) 2a a ] 2 ] + sin 2 a [(2ctl) 2 ■ 
[(Nsina + Acosa) 2c a ] 2 ] }= (2a a) 2 


Reducing the equation for repeatability in Normal force component: 

(2on) 2 = — 7 — " — Y { sin 2 a [(2od) 2 - (N 2 cos 2 a + A 2 sin 2 a - 2ANcosasma)(2ca) 2 ] 
sin z a - cos z a 

s 2 a [(2 ol) 2 — (N 2 sin 2 a + A 2 cos 2 a + 2ANcosasina)(2aa) 2 ] } 


cos x 


(2on) 2 = — o — ' — 7" { sin 2 a (2 od) 2 - cos 2 a(2oL) 2 +(2oa) 2 (- N 2 sin 2 acos 2 a 
sin z a - cos z a 

— A 2 sin 4 a + A 2 cos 4 a+ 2ANcosasin 2 a + 2ANcos 2 asina) } 


(2oNr = - 7 Y 

sm z a - cos^a 


(2 on) 2 = ~Y — " — Y { sil)2a ( 2 o D) 2 - cos 2 a(2aL ) 2 + (2ca) 2 [A 2 (cos 2 a - sin 2 a) 


{ sin 2 a (2od) 2 - cos 2 a(2oL) 2 + (2oa) 2 [A 2 (cos 4 a - sin 4 a) 
+ 2AN(cosasin^a + cosa(l - sin 2 a)sina)] } 


sin^-a - cos^-a 


(2cn) 2 = — Y^ — Y { sin2(Z ( 2cr D) 2 “ cos 2 a(2aL) 2 + (2aa) 2 [A 2 (cos 2 a - sin 2 a) 

cin-'-rv - 


+ 2AN(cosasin 2 a + cosasina — cosasin 2 a)] } 


sin^a - cos^-a 


2 AN cos asina 


1 } 


Reducing the equation for repeatability in Axial force component: 
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1 


(2a A) 2 = .7 7 1 

sin^a - cos-^a 

— cos 2 a [(2 cid)^ — (N 2 cos 2 a+A 2 sin 2 a — 2ANcosasina)(2a a ) 2 ] 


+ sin 2 a [(2 ol) 2 — (N 2 sin 2 a+A 2 cos 2 a + 2ANcosasina)(2cot) 2 ] } 

(2c a) 2 2 2 

sin z a - cos^a 

[ sin 2 a (2 ol) 2 — cos 2 a(2ao) 2 + (2 Oa) 2 (N 2 cos 4 a — N 2 sin 4 a + 


A 2 sin 2 acos 2 a — A 2 sin 2 acos 2 a — 2ANcos^asina — 2ANcosasin^a) } 

(2a a) 2 2 2 

smra - cos^a 

[ sin 2 a (2 ol) 2 — cos 2 a(2cD) 2 + (2aot) 2 [N 2 (cos 2 a — sin 2 a) 


— 2AN(cosa(l - sin 2 a)sina + cosasin^a)] } 

(2a a)^ = . 7 2 i 

sin^a - cos z a 

sin 2 a (2 ctl) 2 — cos 2 a(2oD) 2 + (20(x) 2 [N 2 (cos 2 a - sin 2 a) - 


2ANcosasina] } 


If it is further assumed that the repeatability in forces is related to the repeatability in coefficients, e. g.: 
2 o Cd = 2o d /(q * S) 

Where q is the freestream dynamic pressure, and S is the reference planfonn area. The contributions to 
repeatability from q and S have been knowingly neglected. The summary equations can then be rewritten: 


(^Cm^ 2 ~ ■ 2 2 

sin z a - cos-^a 

{ sin 2 a (2 oc d ) 2 - cos 2 a(2 OQi) 2 + (2aa) 2 [C A 2 (cos 2 a - sin 2 a) 

And: 

+ 2 Ca cosasina] 

( 2o Ca> 2 ~ ■ 2 2 

A sin z a - cos z a 

{ sin 2 a (2ac L ) 2 - cos 2 a(2a CD ) 2 + (2oa) 2 [C N 2 (cos 2 a - sin 2 a) 


- 2 Ca Cjsj cosasina] } 


If a small angle approximation is applied, where 
sina = a, a in radians 
cosa = 1 
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Then the above equations reduce to: 


(2oc N ) 2 = { a 2 (2o C d ) 2 - (2ac L ) 2 + (2a a) 2 [C A 2 (1 - a 2 ) + 2 C A C N a] } 


And: 

(2 ° c a )2 = ^ 

a 2 (2ac L ) 2 - (2a^j^) 2 + (2aa) 2 [Cjq 2 (1 - a 2 ) - 2 C A Cj^ a] 

} 
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STRAIN GAUGE BALANCE UNCERTAINTY ANALYSIS 
AT NASA LANGLEY - A TECHNICAL REVIEW 


John S. Tripp 

NASA Langley Research Center 
Hampton, Virginia 23681 


Abstract 

This paper describes a method to determine the uncertainties of measured forces and moments 
from multi-component force balances used in wind tunnel tests. A multivariate regression 
technique is first employed to estimate the uncertainties of the six balance sensitivities and 156 
interaction coefficients derived from established balance calibration procedures. These 
uncertainties are then employed to calculate the uncertainties of force-moment values computed 
from observed balance output readings obtained during tests. Confidence and prediction 
intervals are obtained for each computed force and moment as functions of the actual 
measurands. Techniques are discussed for separate estimation of balance bias and precision 
uncertainties. 


Background 

The calibration of wind tunnel balances at NASA Langley Research Center (LaRC) is a lengthy 
labor-intensive process requiring fixture leveling, cable alignment, and dead weight application 
at each of 729 loading points. The first description of strain gage balance calibration methods at 
LaRC was reported by Hansen [1] in 1956. A refinement of these methods was reported by 
Guarino [2] in 1964. These two reports described the rationale for including all first and second 
order interaction coefficients for accurate balance characterization and devised a comprehensive 
calibration procedure to individually estimate each of the coefficients. This calibration procedure 
was also valuable in identifying error sources in balance design, strain gage installation, and 
inaccurate calibration load application. Reference [2] also presented a scalar iterative data 
reduction method, which was replaced in 1972 by a more efficient multivariable iterative matrix 
technique [3], 

The proof-load concept wherein multiple loads are applied simultaneously was reported by 
Hansen as a means to verify balance accuracy. The overall accuracy of the balance was cited in 
reference [2] as the worst-case error among all components from the proof loadings. An 
alternative method was developed at NASA LaRC [4] which cites the accuracy of each of the six 
balance components. Each accuracy term is computed as twice the standard deviation of the 
predicted errors, expressed as a percentage of the full-scale load of the corresponding component. 
Efficient 63-point fractional factorial experimental designs have been studied by Dahiya [5] to 
reduce balance calibration effort and to minimize the covariances of the estimated coefficients. 

In 1994 Tripp and Tcheng developed a comprehensive technique for determination of 
measurement uncertainties of multiple-component wind tunnel balances [6]. 
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Balance Input-Output Relationships 


Mathematical Model 


The six-component strain-gauge balance is modeled by a direct input/output relationship between 
the 6 x 1 applied force-moment vector m and the 6 x 1 output voltage vector y, represented by a 
second-degree multivariate polynomial. In particular, let m denote the six-component applied 
input vector: 


m = (N,A,P,R,Y,S) r 


( 1 ) 


where 

N = normal force 
A = axial force 
P - pitching moment 
R = rolling moment 
Y= yawing moment 
S = side force. 

Let the vector of second-order combinations of the elements of m be denoted by a 21 x 1 column 
vector g(m). 


sM = 


f N 2 , NA, NP, NR, NY, NS, A 2 , AP, AR, A Y,) T 
AS, P 2 ,PR, PY, PS,R 2 ,RY, RS, Y 2 , YS, S 2 


( 2 ) 


Let y denote the 6 x 1 column vector of measured strain gauge bridge output voltages, where 


y={ v »’ r *>v r ,v„v r ,v s ) T ( 3 ) 

Combine 1, m. and g(m) into a 28 x 1 extended input vector denoted by z, shown in partitioned 
form as follows: 


z = [l : m : g(m)] T (4) 

where the unit element of z allows least-squares estimation of the output offset voltage at zero 
load. Let C denote the 6 x 28 coefficient matrix, partitioned into the form 

C = [c 0 :C 1 iC 2 ] (5) 


where c 0 is a 6 x 1 column vector of intercepts, C, is the 6 x 6 matrix of linear sensitivities and 
first-order interactions, and C 2 is the 6 x 21 matrix of quadratic sensitivities and cross 
interactions. The diagonal elements of C, represent the balance sensitivities, and the off- 
diagonal elements of C, represent the first-order balance interactions. The second order 
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multivariate polynomial representing the direct relationship between applied force-moment 
vector m and output voltage vector y is expressed in matrix notation as follows: 

y = Cz = c 0 +C,m + C 2 g(m) (6) 

Some strain-gauge balance facilities employ a reversed mathematical model in which the applied 
force-moment vector m is represented as a polynomial function of the observed output voltage 
vector y. 


Precision and Bias Uncertainties 


Measurement uncertainty arises from two sources: random errors, termed precision errors, and 
systematic errors, termed bias errors [7], Precision errors, although unpredictable, may be 
characterized statistically. The uncertainty due to precision errors can be reduced by replication. 
In this paper precision error is represented statistically as a zero-mean random variable described 
by a probability distribution. Strain-gauge balance precision errors arise from random strain 
gauge output voltage measurement errors due to noise, numerical round-off, thermal drift, etc. 
Additional precision uncertainty may arise during balance calibration due to random loading 
errors. 

Consider a single six-component loading, z. The corresponding measurement of output vector y 
is corrupted by 6 x 1 precision error vector e, which is a zero-mean vector-valued random 
variable with 6x6 covariance matrix S. It is assumed that the probability distribution of e is 
stationary and that measurement error vectors ej and e k , observed at the jth and k 1 ^ 1 
measurements, are statistically independent. Hence, the 6x6 covariance matrix of ej and e k is 
zero for j ^ k. However, the elements of error vector e k at the kfh observation may be correlated, 
in which case 6x6 covariance matrix S is non-diagonal. Inferences about confidence intervals 
developed subsequently require that precision error vector e be normally distributed. 

Bias errors are systematic, although unknown, repeatable functions of input loadings. Strain- 
gauge balance bias uncertainty results from mathematical modeling errors due to neglected 
higher order interactions and inelastic effects such as hysteresis and creep, effects due to thermal 
gradients, and calibration errors. During calibration bias errors may arise due to calibration 
standard weight errors and cable misalignment. Following calibration, a fixed estimated value of 
coefficient matrix C is accepted, thereby introducing additional bias error during facility usage; 
this error is termed fossilized bias error resulting from both precision and bias uncertainties 
during calibration. It is to be noted that bias errors do not decrease with measurement 
replication. Let y(m) denote the 6 x 1 bias error vector, modeled as a deterministic vector- valued 
function of applied force/moment (input) vector m. 

The actual relationship between the measured output voltage vector y and the applied loading 
vector m, including bias and precision errors, is expressed by the following equation: 

y = Cz + y(m) + s (7) 
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Data Reduction 


Given observed balance output voltage vector, y, the corresponding input force-moment vector is 
to be computed for data reduction. It can be shown [8] that a unique inverse of equation (6) 
exists provided that the Jacobian matrix of its right-hand side is nonsingular. The Jacobian 
matrix of the right hand side of (6), evaluated analytically in Appendix equation (34), is usually 
well-conditioned for six-component balances. Inversion of equation (6) by a Newton-Raphson 
iterative procedure, as employed in this paper, generally converges to the required precision in 
one or two iterations. Uncertainty of the inferred input loadings is estimated using techniques 
described below. 

As outlined in references 1 and 2, the established LaRC calibration data reduction procedure 
estimates each element of matrices C, and C 2 independently from a selected subset of the 
calibration data. In the new method matrix C, including c 0 , is globally estimated in a single 
computation from the complete balance calibration data set using multivariate regression 
analysis. 


Calibration Experimental Design 

The balance is calibrated for estimation of coefficient matrix C based on an experimental design 
D containing K sets of applied loads, z„...,z K , where K typically equals 729 [4]. Experimental 
design D should be chosen to minimize the variance of the estimated balance output integrated 
over test envelope Q. Let cr^(m) denote the estimated balance output variance error due to 
precision uncertainty, to be derived below, and let V denote its average value over volume Q. 

v = -^J fi cr-;(m)^m (8) 

where 

G = \dm (9) 

Similarly, let B denote the average estimated balance output variance due to bias uncertainty 

B = ±\J\y(mfdm (10) 

Thus, experimental design D should be selected to minimize the sum: 

J = V + B (11) 

It can be shown [9] that calibration points should generally be located at the boundaries of Q to 
minimize the effects of random precision errors represented by V, whereas calibration points 
should be uniformly distributed over Q to minimize the effects of mathematical modeling errors 
represented by B. 
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The NASA LaRC balance calibration experimental design contains Nf[ sets of nine loadings 
applied uniformly from zero to full scale load to zero [4], where N% typically equals 81. Within 
the Nfc loading sets are single and two-component combination loadings selected for estimation 
of sensitivities, first order interactions, and second order interactions. 


Estimation of Sensitivities and Interaction Coefficients 
by Multivariate Regression 

Coefficient matrix C is estimated from the calibration data set by multivariate multiple 
regression. Calibration design D contains K sets of applied loads, z„...,zj^. Arrange the load 

Z = [z, ••■z K \ (12) 


vectors into 28 x K design matrix Z. 

Let y,,...,y K denote the corresponding observed output voltage vectors, which are arranged into 6 
x K output matrix Y as 


Y=[y,-y*] 


(13) 


and let E denoted the 6 x K matrix of calibration observation errors. 

E = [s,-sJ (14) 

As described above, the 6 x 6 covariance matrix between 6 x 1 vectors ej and e k , denoted by, 
equals 2 for j = k , and zero for j ... k. 

In the absence of bias uncertainty, output matrix Y as a function of design matrix Z and 
coefficient matrix C is obtained from equation (7) as 

Y = CZ + E (15) 

It is shown in reference [9] that the least-squares estimate of coefficient matrix C, denoted by C, 
is given by: 

C = YZ t Q ! (16) 

where Q = ZZ T . Matrix Q is nonsingular if design matrix Z has full rank (rank 28). It can be 
shown that the expected value of C equals C and that the 28 x 28 covariance matrix between 
rows m and n of C, denoted by Z cmn , is given by 

2 cmn = Cov(e,„,e„) = (17) 
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where <J mn is the m.n element of Z. 

The 6 x K residual matrix E, defined by 


E = Y-CZ (18) 

consists of estimated calibration error vectors. It can be shown [10] that the expected value of E 
equals 0. Let 1 x K vector e n denote the n f h row of E. The K x K covariance matrix between e m 
and e n can be shown to be equal to 

=£T »m( I K ~ZQ _1 Z t ) (19) 


where I K is the K x K identity matrix. It can be shown that an unbiased estimate of 6 x 6 
calibration measurement covariance matrix Z is given by 


S = 


A A _ 

EE T 
K-r - 1 


( 20 ) 


where r = 28. 


Predicted Output Vector and Covariance Matrix 

Test Facility Measurements 


Consider a new measurement in a test facility after calibration. Let m E denote the applied 
facility force-moment vector, and let z E = [1 : m E : g(m E )] T denote the corresponding extended 
load vector as defined in equation (4). Let e v denote the precision error due to facility 
measurement noise, where e v is zero-mean, has covariance matrix Z v , and is independent of 
calibration error matrix E. If mathematical modeling error y(m) is zero, then actual output 
vector, y E , given by equation (6) is 


y E = Cz E (21) 

However, the observed output vector, denoted by y v , corrupted by facility measurement noise is 
given by 


y v — Cz E + s v 


( 22 ) 


The output vector predicted by estimated coefficient matrix C, denoted by y E , is given by 


y E =Cz 


E 


(23) 


with expected value Cz E . The covariance matrix of predicted output vector, y E , can be shown to 
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be given by 




2 (y E ) = £ (Cz E - Cz E )(Cz E - Cz E ) 


= ZeQ _i z e 2 


(24) 


where E denotes expected value. The diagonal of covariance matrix Z(y E ) represents bias 
uncertainty, i.e., the fossilized portion of the variance vector of estimated output vector y E due to 
calibration uncertainty. 

The prediction error vector of the new measurement 5y E , defined as the difference between 
predicted output y E and observed output y v , is equal to 

Sy E s y E -y v = (c-c)z e -8 v (25) 


The covariance matrix of prediction error vector, 5y E , is given by 


£(8y E ) = £[(y E - Cz E )(y E -Cz E ) T ] = I v +z E Q~'z E £ = I v + S(y E ) 


(26) 


The diagonal of covariance matrix E(5y E ) equals the total uncertainty of predicted output y E . It is 
seen in equation (26) that matrix E v represents the precision uncertainty due to facility 
measurement error vector e v , which is independent of calibration error matrix E. Matrix S(y E ) 
represents the portion of the bias uncertainty of the new measurement due to fossilized 
calibration precision errors. If mathematical modeling error is nonzero, additional bias error 
must be included. 


Confidence Interval and Prediction Interval 


If the columns of calibration error matrix E are normally distributed, then y E is normally 
distributed. It can then be shown [9] that variable F, defined by the following quadratic form, is 
the F-distributed at confidence level 1 -a with {p, K-r-p) degrees of freedom, where p = 6 is the 
number of measured outputs and r= 28 is the total number of input variables: 

(y E - y E ) T s'‘(y E -y E ) - v pK - z lQ'' z E F P .K- r - P { a ) ( 27 ) 

K-r-p 

Equation (27) defines a calibration confidence ellipsoid in six-dimensional hyperspace which 
determines the boundaries of simultaneous confidence intervals for the predicted values y E of y E . 
The error bound of the nth measured output component is equal to the projection of the ellipsoid 
onto the y n axis, which can be shown [9] to be equal in length to the corresponding diagonal 
element, s nn , of S as defined in equation (20). In particular, let c n T denote the nth row of 
estimated coefficient matrix C and let y n denote the nth element of y E . Then, the predicted value, 
(y E ) n , of the nth output component, y n , is, with confidence level l -a. in error by less than the 
following bound: 
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k,-c„z E < 




-il/2 


(28) 


where s Rn is the nth diagonal element of S. Equation (28) defines the calibration confidence 
interval. 


Similarly, using equation (26) the confidence interval of a new facility measurement prediction 
error, denoted the prediction interval, is given by 

— il/2 


y H = \y»-e» z E < 


&V+S,,,, 


pK 


K-r-p 


Z eQ Z E^p.K-r-p{ a ) 


(29) 


Computation of the Inferred Force-Moment Vector 

Let m E denote an arbitrary applied facility load, and let y v denote the corresponding measured 
balance output vector, and let di E denote the inverse solution to equation (6). It is desired to 
estimate error, Sih E = m E - rh E . This error arises from two sources: (1) observed balance voltage 
measurement error vector, e v , and (2) error in the inverse solution of equation (6) due to the 
uncertainty, C - C, of estimated coefficient matrix C. It is seen that the total error between the 
observed and predicted values is equal to error 5y E given in equation (25), which can be rewritten 
as follows: 


Sy E = (C-C)z E -e v = 8y R -e v (30) 

Error 5ifi E can be estimated by differentiating equation (2) to yield: 

5g(m) = ^^ = W5m (31) 

3m 

where Jacobian matrix W is obtained in the appendix. Combining equations (30) and (31) 
equation yields the desired result 


5m E =(C 1 +C 2 W)-'5y E =J- 1 6y E (32) 

where J = C,+ C 2 W is the Jacobian matrix defined in Appendix equation (33), and 5y E is set 
equal to the uncertainty obtained from equation (26). 


Detection of Systematic Errors 

Systematic errors whose peak magnitude significantly exceeds that of random precision errors 
can be identified using residual plots. However, detection of bias errors whose order of 
magnitude is comparable to that of the precision errors is more difficult. A useful technique 
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exploits the fact that random measurement errors are likely to be normally distributed. Indeed, it 
is known by the Central Limit Theorem [11] that statistical variates, which are averages of 
arbitrarily distributed random samples, are asymptotically normal. If averaged balance 
calibration measurement errors are approximately normally distributed, then statistical tests for 
normality may disclose the presence of significant systematic errors. Let the residuals be plotted 
on a standard norma] probability graph wherein normal samples lie on a straight line. The non- 
normally distributed residuals, which deviate from the line, may then be identified and plotted 
separately. 

Having removed the normally-distributed precision error from total prediction error, the 
remaining systematic error can be examined for functional relations with the applied input. Such 
tests may identify regions in test space Q where the mathematical model is inadequate. 
Extensions and enhancement of the mathematical model may then be developed to improve the 
fit. Note also that conservative selection of Q based on planned facility tests may eliminate the 
need for calibration over unused regions of the input space and thereby avoid unnecessary' model 
complexity. 


Calibration Results 

Coefficient matrices for a number of six-component LaRC balances have been obtained using 
global regression equation (18). The following figures present error values and standard 
deviations in units of percent full-scale load (%FS) versus calibration point number. 

Figures la and lb illustrate calibration residuals for LaRC balance 748. The six calibration 
residual vectors, obtained from matrix E, were computed using equation (19) over the 729 
calibration points. The residuals are the errors between the observed balance outputs and the 
predicted outputs, shown in Figure 1 as dot symbols at each loading point z k , for 1 < k < K. The 
95% calibration confidence interval obtained using equation (28) is shown by the inner pair of 
continuous curves as functions of the applied load. The corresponding 95% prediction interval, 
obtained using equation (29), is shown by the outer pair of continuous curves. Standard errors are 
noted in each plot. 

Input load vectors corresponding to the observed balance output voltages are inferred from the 
estimated coefficient matrix, C, using the iterative Newton-Raphson procedure given in the 
appendix, for the set of 729 calibration points. 

Prediction errors for three proof-load data sets for the six components are shown in figures 2a 
and 2b. Proof-load data set 1 contains simultaneous loadings in normal, pitch, and roll at half 
scale and full scale loads. Proof- load data set 2 contains simultaneous loadings in side, yaw, and 
roll. Proof-load data set 3 contains simultaneous six-component loadings applied at half and full 
scale values. Estimated input loads corresponding to the observed balance output voltages were 
inferred using estimated coefficient matrix C; prediction errors are shown as dot symbols in 
figure 2. The 95% prediction intervals for the proof loads, computed as functions of the applied 
loadings, are shown by the solid curves. It can be seen that outlying points are most frequent in 
proof-load set 3 containing six-component loadings. 


287 


Experimental Detection of Systematic Errors 


Figures 3a - 3c present histograms of the residuals scaled to units of standard deviation on the 
abscissa and fit to a normal distribution having the same mean and variance. Each of the six 
histograms indicates an excess of central points in comparison to the tails, suggesting the 
presence of systematic errors within the tails. Chi-square goodness-of-fit values are noted on 
each figure. The normal force residuals exceed the critical value at the 95% confidence level, 
indicating that the normal force residuals are not normally distributed. This also indicates that 
the outlying residuals may be due to systematic errors. 

Figures 4a - 4c illustrate normal probability plots of residuals for each of the six components. 
Significant departure from the normal line can be seen for all components, although the effect is 
least pronounced for the axial component. Pitching moment residuals exhibit the most 
significant departure from normality for those values falling outside the middle 50th percentile. 

Figures 5a - 5f illustrate, for each component, the departure of each residual from the normal 
probability line plotted versus test point number, where the loading points are partitioned into 8 1 
sets of 9 loadings as shown by vertical dashed lines in the figures. The effect has been to remove 
the random residual errors leaving only systematic residual errors. The nature of the systematic 
errors is clearly visible. For example, note in figure 5a, normal force residuals, points 28 - 36, 
that the errors increase from zero, to a maximum, and back to zero, as the applied loading varies 
from zero, to full scale, to zero; this indicates a linear or cross-term coefficient error. On the 
other hand, note in figure 5a, points 289 - 297, that the errors increase from zero to a maximum 
over the nine-point loading. This indicates the presence of an inelastic shift under load, such as 
hysteresis of the material or strain gauge creep. It is seen in figure 5c that a preponderance of the 
systematic pitch residual errors do not return to zero, indicating predominantly inelastic error 
effects. In contrast, comparison of figure 5b with the others indicates that the axial component 
systematic errors have the lowest magnitude. Moreover, most of the axial systematic errors 
return to zero, indicating predominantly elastic error effects due to coefficient errors. 


Concluding Remarks 


The paper employs a global multivariate multiple regression technique for estimation of the 
balance coefficient matrix. The technique provides estimated calibration confidence intervals 
and prediction intervals of estimated balance outputs as functions of the applied loadings. From 
these values, calibration confidence intervals and prediction intervals for the inferred iniput 
loadings are obtained as functions of the applied loads. It is to be noted that although 
measurement precision uncertainties may be reduced by replication and averaging, systematic 
errors are not reduced by replication. Therefore, the portion of regression residuals due to 
mathematical modeling error should be removed prior to computation of the estimated standard 
measurement error. The standard bias error due to modeling error is computed separately, and 
later combined with standard precision error. Lumping bias and precision errors prior to 
computation of standard error may significantly underestimate overall balance uncertainty. 

Proof load errors exceed the predicted error band limits for full six-component loadings. The 
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most likely cause may be offsets due to minute displacement or hysteresis in the mechanical 
attachments under bidirectional loads. The present mathematical model does not account for 
hysteresis effects. Another cause may be that the second-order model, presently estimated using 
primarily single and paired component loadings, may be inaccurate for three or more 
simultaneous loadings. The second order model has been shown to be adequate to an accuracy of 

0.5 percent of full scale for most LaRC balances. However, a higher order model may be 
required for 0.1 percent accuracy with multiple loadings. A third cause may be slightly 
inaccurate six-component loadings. Calibration loads applied singly or in pairs can be controlled 
very accurately in magnitude and direction. However, cable realignment may not be possible to 
the required accuracy during full six-component loadings. Additional work is planned to 
investigate these possible error sources and to study the inclusion of higher order interactions in 
the balance model. 

The use of normal probability plots indicates the presence of systematic errors among the 
calibration residuals, provided that precision errors are normally distributed. It is seen that 
plotting the departure of the residuals from the normal distribution line versus test point number 
provides an effective method of extracting systematic errors from the set of residuals. 

Examination of the systematic residuals discloses the presence of errors due to elastic effects 
such as coefficient errors, and other errors due to inelastic effects such as hysteresis and strain 
gauge creep. 
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Appendix 

Iterative Solution of the Interaction Equations 

Solution of equation (6) by Newton-Raphson iteration requires computation of the Jacobian 
matrix J of its right hand side as 

J = 7^ = C, +C 2 W (33) 

dm 

where W is the Jacobian matrix of equation (2). Jacobian matrix W is computed analytically as 
follows: 


w _ 3 e( m 

5m 

The Newton-Raphson iterative procedure to solve equation (6) is as follows: Let y E denote the 
observed output vector, and let n denote the iteration number. The initial estimate of m E , 
denoted by m„ is computed by neglecting the second-order interactions in equation (6) as 
follows: 


(34) 


ra , = y E C(' (35) 

After the nth iteration the updated estimate of m E , denoted by m n+ „ is computed by 

m »+i = + (y E -Cz„)J”' 

where z n and J n are computed at m n using equations (4) and (33). The computation iterates until 
the norm of (m n+I - m n ) becomes less than the required precision. For the balance data examined 
herein, the procedure was observed to converge in two iterations. Reference [3] reports that 
more than two iterations were required for convergence using a lower order iterative procedure. 
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Figure la. Calibration Residuals with 95% Confidence and Prediction Intervals 
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Figure 2a. Proof Load Residuals with 95% Prediction Intervals 
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Figure 2b. Proof Load Residuals with 95% Prediction Intervals 
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Figure 3b. Histograms of Calibration Residuals 
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Figure 3c. Histograms of Calibration Residuals 
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Probability Probability 


Normal Probability Plot of Normal Residuals for Balance 748 
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Figure 4a. Normal Probability Plots of Calibration Residuals 
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Probability Probability 


Normal Probability Plot of Pitch Residuals for Balance 748 



Normal Probability Plot of Roll Residuals for Balance 748 
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Figure 4b. Normal Probability Plots of Calibration Residuals 
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Probability Probability 


Normal Probability Plot of Yaw Residuals for Balance 748 



Normal Probability Plot of Side Residuals for Balance 748 



Figure 4c. Normal Probability Plots of Calibration Residuals 
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Figure 5a. Normal Force Systematic Calibration Errors 
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Figure 5b. Axial Force Systematic Calibration Errors 
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Figure 5c. Pitching Moment Systematic Calibration Errors 
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Figure 5d. Rolling Moment Systematic Calibration Errors 
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Figure 5e. Yawing Moment Systematic Calibration Errors 
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Figure 5f. Side Force Systematic Calibration Errors 
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Abstract 

The requirements of aeroplane development for the accuracy of force testing in wind tunnels is 
extremely high. Besides of the design and construction of the strain gage balance the balance 
calibration technique is the most important contribution for the improvement of accuracy. 

Balance calibration has been a more or less traditional procedure with more or less standard 
calibration rig designs. Recently balance calibration became a subject of research again, one 
motivation is the large amount of man power absorbed by the conventional balance calibration 
technique. The additional parameter temperature in the calibration of cryogenic balances multi- 
plies the man power and resulted in the search for automatic calibration procedures. Another 
motivation for balance research is the finding, that calibration is an important key item to 
improve accuracy of balances. 

Several automatic calibration rigs have been constructed in recent years. Some of them follow 
the idea of applying pure single loads or pairs of pure loads. These designs have complicated 
realignment mechanisms and were not fully successfully. Other machines were designed 
without realignment. In this case the misalignment must be measured. For the automatic 
balance calibration requirements of the European Transonic Wind Tunnel we developed the 
principle of the Inverse Calibration Machine. The loads are applied to the earth end of the 
balance. The loading condition is measured with a device called "External Balance" to which 
the balance is clamped. 

In the case of the Inverse Calibration Machine the desired loads normally are also single loads 
or pairs of two single loads. The balance elasticity results in a misalignment of the loading 
system and so small loads in the other components occur. The loads are precisely known, 
since they are measured at the other end of the balance. Nevertheless the conventional 
evaluation methods can not handle such "Mixed Loading Cases". So a new algorithm was 
developed. 

Following these principles an Automatic Calibration Machine was constructed for the European 
Transonic Tunnel (ETW) as a joint effort of the Carl Schenck Company, the Technical Univer- 
sity of Darmstadt and the Deutsche Airbus GmbH at Bremen. The loads are generated by 
pneumatic push-pull actuators. The external balance follows the well known technology of the 
Carl Schenck AG External Wind Tunnel Balances. The machine is fully automatic and is 
controlled by a network of PC computers. A climate chamber allows the precise temperature 
conditioning of the examine, which is most important for a reliable calibration of cryogenic 
balances. 

The successful operation of this machine encouraged the design of a second generation 
calibration machine. A prototype of this advanced machine is constructed at the Technical 
University of Darmstadt. 
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2. Nomenclature 

(For simplicity a nomenclature identical to [18] is used in this paper) 


A,Aj,Ajj 

Linear Matrix Coefficient 

B,Bj,Bij 

Square Matrix Coefficient 

C.Cj.Cjj 

Cubic Matrix Coefficient 

Errj,m 

Approximation Error of Component 'i' in loading case 'm' 

Fj.Fj.Fk 

Cal. Load of Component i,j,k 

MIN 

Minimum 

6 

CL 

Zero Reading Component 'i' 

Ri,m 

Reading of Componenfi’ at Loading Case 'm' 

Sj 

Computed Signal of Component 'i' 

Sj,m 

Computed Signal of Component 'i' at Loading Case 'm' 

SFQj 

Sum of Squared Errors of Component 'i' 

3. Introduction 

Force testing is the most important wind tunnel measuring technique for aeroplane development 
and research work. So the force balance is the most important part of the tunnel 
instrumentation. In modem tunnels, especially in high speed tunnels, the balance normally is 
designed as an 'Internal Balance'. Figure 1 shows a typical example. This balance, designated 
W 618, was designed and fabricated for the ETW by Deutsche Airbus, Bremen and the 


Technical University of Darmstadt. 
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An Internal Balance needs a 
careful calibration. The calibration 
is achieved by loading the balance 
with calibrated forces. The signals 
of the balance are evaluated as a 
'Calibration Matrix', which gives a 
set of equations 'Signals as 
function of Loads'. An inverse ver- 
sion of this set of equations 'Loads 
as functions of Signals' is used to 
evaluate the balance signals 
recorded during tests in the wind 
tunnel. Most calibration data 
evaluation methods used routinely Figure 1. ETW-Balance W618 

today, have their origin in a time, 

when no or only very simple computers for the evaluation were available. 


Research on balance calibration was stimulated recently for two reasons. The man power used 
for the conventional calibration became more and more expensive. Experience at Deutsche 
Airbus demonstrated, that nearly one third of the total cost of a new balance is consumed by 
man power for calibration. On the other hand the introduction of the cryogenic tunnel brought 
the temperature as an additional parameter into the calibration, so calibration man power 
soared even more beyond price and the cryogenic tunnel with its much improved simulation 
capability asked for even more accurate balances. So automatic calibration was investigated 
and new calibration methods and calibration algorithms became necessary. 


4. Conventional Calibration Rig Designs 

The calibration of an internal Balance shall be valid for the body fixed axis system of the wind 
tunnel model. This is identical with good accuracy with the axis system of the model end 
connection of the balance. To calibrate the balance accordingly, in conventional rigs the 
balance is connected to the calibration rig with its sting end and a stiff "loading sleeve" is 
connected to the model end of the balance. 

Loads are generated by hanging dead weights to precisely defined loading points on the sleeve. 
The use of pulleys or levers is avoided as far as possible for minimum hysteresis. Moments are 
also generated by hanging dead weights attached to the loading sleeve at an appropriate 
distance to the axis. Lateral loads (Side force, yawing moment) are generated after turning the 
balance through 90° around its x-axis. 

The balance is distorted by the calibration load. To realign the loading sleeve and the balance to 
the geodetic axis system, the conventional rig is equipped with an adjustment in pitch angle and 
roll angle. After each loading step the loading sleeve is realigned to the geodetic axis system 
either manually or by a servo drive. Figure 2 shows an example for such a conventional 
calibration rig. 
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This principle allows complete freedom 
in the component loading only with the 
use of pulleys. Without pulleys the 
application of moments is possible only 
in combination with forces. On the other 
hand pulleys introduce disturbing 
hysteresis and should be avoided. The 
need for realignment after each loading 
step, which normally is done by hand, 
results in a lengthy calibration 
procedure. 


Figure 2 Conventional Calibration Rig. 


5. Conventional Calibration Data Evaluation 


The simplest useful description of the balance behaviour is the linear calibration matrix. In this 
case the signal of the strain gage bridge for the component T is characterised by the equation 

S i = R 0 , + f J A r F j ( 1 ) 

j = i 

For the use of the balance in the wind tunnel the system of equations is inverted to a set of 
equations : 

’Loads' = Function of 'Signals' 

by a simple inversion of the coefficient matrix. This method neglects any non-linear behaviour 
as well as effects generated by simultaneous action of two components. 

The state of the art used by most wind tunnel operators is the so called 'Second Order 
Calibration'. In this case the signal of one strain gage bridge is described by the equation 


= R, 


O.i 




7 = 1 


7 = 1 *=7 


ijk Fj F k 


(3) 


This description covers non-linearities by the quadratic terms and it covers 'Product 
Interference’s', which are caused by the simultaneous action of two components. Interference’s 
of this type may occur with a considerable size, so the use of 'Second Order Calibration' is 
mandatory. Nevertheless this method causes problems. 


The full 'second order' description of the balance according to equation (3) requires calibration 
loads with all six single loads and with all combinations of two loads (15 combinations). Some of 
these load cases can not be generated with the conventional calibration rig. A combination of 
two moment loads requires an additional load of one or two forces. So the evaluation of the 
matrix coefficients becomes very complicated. 
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The other problem is the matrix inversion for the use of the balance in the tunnel. In a 
mathematical sense inversion is possible only for a linear matrix. So less accurate approximate 
methods must be used for the 'inversion'. 

The matrix coefficient evaluation methods used in most wind tunnel organisations are still influ- 
enced from the old time where no computers were available for the evaluation. The loads are 
applied in loading sequences for one pure component with all other components zero or at least 
constant. With least square error methods the coefficients of the matrix were evaluated and 
compiled step-by-step from such loading sequences. 

6. T he Need for Automatic Calibration 

As stated already above, the man power consumed for calibration is a large part of the total cost 
of a balance. This problem is aggravated in the case of cryogenic balances. The temperature is 
an additional parameter, so the calibration effort is two to five times higher than in the case of a 
conventional balance. Also for higher accuracy the compilation of a larger data base for the 
evaluation of the calibration matrix is beneficial. So calibration efforts will increase even more. 

The other reason for the search for automatic calibration methods is the sensitivity of the con- 
ventional calibration method against human errors. The utmost care and attention is necessary 
for the manual calibration. Especially with respect to the reference point accuracy errors occur 
easily since the balance is hidden in the loading sleeve, since the balance must be rotated 
during calibration and since the loading sleeve must be readjusted after rotation. A fully automa- 
tic machine avoids all these sources of human errors in the calibration. 

So in several places of the world (ARA and DRA in Great Britain, FFA in Sweden, IAI in Israel) 
and in Germany the possibilities for automatic calibration were studied. A general target of 
these studies was to perform a complete six component calibration including all single loads 
and all pairs of two single loads in one working shift (8 hours). 

7. Universal Mathematical Model of Balance Behaviour 

Some concepts studied for the automatic calibration machine did not allow realignment. In this 
case the desired calibration loads are superimposed by small loads in the other components. 
With the conventional evaluation algorithms a calibration matrix can not be evaluated from such 
calibration data sets. So a new numerical method was developed. 

First of all we introduced the 'Third Order Calibration'. The need for this was often questioned by 
balance experts. Nevertheless the third order approximation is a very logical step. Certainly 
there are physical reasons for a non-linear behaviour of the balance signals. Since a balance is 
a symmetrical piece of spring material, a curvature of the characteristic line in the positive 
quadrant should continue as a mirror inverted curvature in the negative quadrant as shown by 
the continuous line in Figure 3. There is certainly no reason for a continuous curvature like 
shown by the dotted line in Figure 3. 
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The continuous line in Fig. 3 can be approximated 
only by a third order polynom. Since a balance is 
used in the wind tunnel for both directions of the 
force, the choice of the third order calibration is 
the only logical one. Some experts argue, that the 
third order terms may be so small, that the third 
order evaluation is not worthwhile. Our experience 
showed, that this cubic interference term 
sometimes has a considerable size. Since the 
evaluation work is done by a computer and even a 
standard PC does this work in only some 

minutes, the higher complexity of the third order 
evaluation is no real argument against it. So our 
standard mathematical description of the balance 
behaviour is given by the set of equations : 



Figure 3 Non-linear Behaviour of Balance 


5, = + LA,Fj + iiw. + 


j = i 


j= 1 k=j 


j= 1 


(4) 


8. The New Data Evaluation Algorithm 


As mentioned already above, certain types of automatic calibration machines create a calibra- 
tion data base, where in each loading case the desired loads (normally one or two components) 
are superimposed by small loads in the other components. So a new algorithm had to be 
developed. This method was developed at the Technical University of Darmstadt [9] and was 
further improved and tested by the Experimental Aerodynamics Department of Deutsche Airbus, 
Bremen [18]. 

With this method the total coefficient matrix is computed in one mathematical step from the total 
calibration data set. This means, that each loading case contributes to all matrix coefficients. 
The criterion of the evaluation is again the least square error sum, but now it is the total sum of 
errors over the total set of loading cases. For a fixed order of approximation the result is the 
absolute best fit in a pure mathematical sense. 


For any loading condition 'm' achieved during the calibration procedure the equation (4) gives 
the expected signal ’Sj m ' from one strain gage bridge 'i'. This computed signal will differ from 
the real signal 'Rj m'. The difference is 


F ; „ = R. -S, 


i,m 




(5) 


The final target of the evaluation process is to minimise the overall error sum SFQj for all 
components 'i': 

SFQi = J F~ m = min (6) 

m=l 
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This is achieved by application of the Gaussian Least Square Error Method. So the partial 
derivatives of SFQj for all coefficients of equation (3) must be set to zero. This gives a linear 
system of equations for the coefficients of equation (3) : 


cSFQ, 

& m 

cSFO t 


0 

0 

0 

0 


( 7 ) 


The new algorithm has some characteristics, which are very different from the conventional 
methods : 


1. Sequence of Loading Conditions 

The conventional methods depend on a stepwise evaluation of loading sequences, starting with 
sequences of pure loads of a single component. Load sequences of combinations of two single 
loads are evaluated for the product term coefficients. This evaluation is possible only with 
carefully organised sequences. 

The new algorithm uses each loading condition with equal weight for the computation of the 
complete coefficient matrix. The sequence of the single component loadings has no significance 
at all. Nevertheless a quick look on line evaluation of the actual loading sequence is very useful 
to discover malfunctions in the calibration procedure, so the loading sequences certainly should 
not be generated by a random generator (but it would work !). 

2. Load Combinations 

With the conventional methods loadings cases with pure single components and combinations 
of two pure single components are required. This requirement calls for realignment of the load 
application system for each loading condition. 

With the new methods for each loading case the complete vector of 6 components is used for 
evaluation. In principle each such loading case may consist of a combination of six loads. 
Nevertheless the observance of certain rules is advantageous for an optimum calibration. 

Since the equation (4) describes only the influence of single components and the influence of 
products of two components, the main contribution of the loading cases should be one compo- 
nent or a pair of two components. The other components occurring in each loading case should 
be small compared to these loads. Another rule is to put more weight on the single load cases, 
since the linear coefficients describe approximately between 80 % and 99 % of the signal. So 
the single load sequences should contain more narrow steps than the sequences with two com- 
bined loads. 
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3. Zero Reading of the Balance 

Most calibration methods do not give a well defined zero reading. The most popular definition of 
the zero reading is the mean value between a reading with the balance in an upside orientation 
and an upside down reading of the balance ('weightless balance model end'). 

If the balance is not rotated upside down during the calibration, which normally is not necessary 
in an automatic machine, the new method automatically gives the zero readings Roj of the 
component 'i' for the unloaded balance in the orientation used during the calibration. These zero 
readings are evaluated precisely even if this condition was never achieved during the calibration 
procedure. This standard orientation of the balance in the calibration machine should be 
identical with the standard orientation of the model in the wind tunnel. 

4. 'Calibration Matrix' and Tunnel Matrix' 

With all conventional methods a 'Calibration Matrix' 

Signals = Function (Loads) 

is evaluated during the calibration. For the use of the balance in the wind tunnel the inverted 
Tunnel Matrix' 

Loads = Function (Signals) 

is required. A mathematically exact inversion of the matrix is possible only in the case of a linear 
matrix, so normally more or less questionable approximation methods are used for the 
inversion. The new method in a mathematical sense makes no difference between 'signals' and 
'loads' and so allows a direct evaluation of the matrix 

Loads = Function (Signals) 

without any loss of overall accuracy. The evaluation of the 'Calibration Matrix' is no longer 
necessary. 

9. Fully Automatic Calibration Machine 

As mentioned already above, the high man power consumption for calibration and the need for 
more accurate calibration motivated the search for automatic calibration techniques in several 
places. Compared to the conventional calibration rig (see Figure 4) these efforts in principle 
resulted in three different designs. 

One design principle is realised in the DRA calibration machine. With this machine realignment 
is still used. The balance is connected to pneumatic load generators via a conventional loading 
sleeve and the load generators are supported against a very stiff cage. The total case is 
realigned by actuators to its correct position relative to the loading sleeve. The calibration forces 
are measured by pressure measurement in the pneumatic force generators. 



Without realignment two principally different 
designs where realised. In one design the balance 
is clamped to earth at the sting end. The forces are 
generated by hydraulic or pneumatic generators 
acting on a loading sleeve connected to the model 
end of the balance. The force generators are 
supported to fixed earth points. The balance under 
load becomes misaligned. 

This misalignment is measured care-fully and the 
actual calibration loads acting on the balance are 
computed from the measured generator forces and 
the measured misalignment. 

The third design principle was invented by the 
author and realised by the Carl Schenck Company 
and Deutsche Airbus together with the Technical 
University of Darmstadt. With this machine the 
functions 'calibration load generation' and 
'calibration load measurement' are 
totally separated. The Internal Balance 
is connected with its model end to a 
six component force measuring device 
similar to an external wind tunnel 
balance. This device (the 'measuring 
machine') measures the calibration 
loads applied to the balance precisely 
in the axis system of the model end of 
the balance. The 'Master Calibration 
Matrix’ of this measuring machine 
allows for the small misalignment 
resulting from the elasticity of the 
connection between balance and 
measuring machine. Figure 5 
demonstrates the design of the 
machine. The ’Measuring Machine’ is 
accentuated by dots on the left side; 
the force generating system is located 
on the right side of the Internal 

Balance. The perfect separation of calibration load generation and measurement of the 
component loads contributes largely to the excellent accuracy of the machine. 



Figure 5. Design of Automatic Calibration Machine 


The loads are generated by push-pull pneumatic load generators acting on a loading frame 
connected to the sting end of the balance. Since the loads are measured precisely at the model 
end, load generation can be done rather crude and fast. 

The prototype of this machine was constructed for the ETW (European Transonic Wind Tunnel) 
and is successfully in operation at ETW. Figure 6 shows the ETW machine in the ETW Balance 
Calibration Lab. Figure 5 also demonstrates another big advantage of this machine. The internal 
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balance itself is not hidden by a loading sleeve or surrounded by loading levers. So balance 
may be easily enclosed by a climate chamber for perfect temperature conditioning of the 
balance. For the accuracy of cryogenic balance calibration a perfect temperature conditioning 
between 1 00 K and ambient temperature is a must. In the case of the ETW machine the 
balance is connected to the measuring machine and to the load generating system by thin 
walled titanium tubes, which transfer the forces and form a near perfect blockage for the heat 
flow into the chamber. So temperature gradients in the balance, which are disastrous for the 
calibration accuracy, are prevented. Figure 7 shows a balance installed in the open climate 
chamber of the ETW machine. 



Figure 6. ETW Balance Calibration Machine Figure 7. Climate Chamber of ETW Machine 


The machine is fully computer controlled. The fast operation allows a complete six component 
third order calibration including all single loads and all pairs of two loads in one working shift. So 
balance calibration man power costs are largely reduced compared to the conventional proce- 
dures. This allows frequent re-calibrations, a provision which improves accuracy and reliability 
of wind tunnel testing very much. The improved reliability is especially important in expensive 
tunnels like cryogenic transonic tunnels or large transonic tunnels, where faulty test results 
cause big money losses. 


1 0. Second Generation Automatic Calibration Machine 

The success of the ETW Automatic Calibration Machine motivated for further development of 
this principle. A comprehensive analysis was done at the Technical University of Darmstadt on 
all lessons learnt with the ETW machine. The outcome was a machine with the same basic 
principles. The design was simplified and some minor imperfections of the first prototype were 
avoided. The main difference is, that the principle of a more or less dedicated force generator 
for each load component was abandoned. Three force generators are arranged in a triangle in 
vertical directions, which act on a very light loading beam. Equal forces commanded from these 
load generators generate an pure normal force. Differential forces from these load generators 
produce pure pitching and rolling moments. Two other force generators acting in Y-direction 
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generate side force and/or 
yawing moment; only the 
axial force is generated by 
a single and dedicated 
force generator. 

The targets of this second 
generation design was a 
simplified design to save 
costs and an improved 
dynamic behaviour for 
increased speed. 

The machine design 
demonstrated in Figure 8 
is prepared for installation 
of a climate chamber to 
condition the balance to 
elevated or cryogenic 
temperature. Nevertheless 
for clarity the chamber is 
not shown in Figure 8. 

A prototype of this 
machine is under 
construction at the 

Technical University of 
Darmstadt. Also this 

machine will be available 
on a commercial basis. 



Figure 8 : Second Generation Calibration Machine Design 


10. Master Calibration 


In the automatic calibration machine the calibration forces are measured by the ‘measuring 
machine’, which is very similar to an external wind tunnel balance. Obviously this machine 
needs an initial ‘master calibration’. 

Figure 9 shows the master calibration equipment, which is designed for the exclusive use of 
dead-weights. This design is based on the assumption, that the calibration room has a ceiling 
strong enough to withstand the vertical calibration loads. So for the vertical calibration loads the 
base for the levers can be mounted to the ceiling. 

This design allows a perfect master calibration with a very high accuracy. All equipment parts 
can easily removed and stored (or used for master calibration of other machines!). So in 
operation the calibration machine is easily accessible. 

Since this master calibration set-up is rather complicated and expensive, an alternative has 
been designed for the Darmstadt prototype. In this alternative for master calibration the simple 
push/pull rods from the force generators to the loading frame are exchanged with rod with a 
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high precision load cell and 
inclinometers. So the pneumatic force 
generators of the machine are used to 
generate the calibration forces. This 
system is in preparation. 


10. Summary 



C£J) 


Figure 9 : Dead-weight Master Calibration Set-up 


Increased accuracy and reliability requirements for internal balance calibration and the high 
man power needed for this calibration initiated the search for automatic calibration procedures. 
The unique solution of the Carl Schenck AG Calibration Machine with the perfect separation of 
calibration load generation and measurement of actual calibration loads offers optimum 
accuracy and at the same time allows the design of a sophisticated climate chamber for perfect 
temperature conditioning of the internal balance. 

Inevitably such a machine generates loading cases, where the desired loads (one or up to six 
components) are superimposed by small interference’s in the other components. So the 
development of a new evaluation algorithm was necessary. This algorithm results in a closed 
least square error solution of the total calibration data base. Third order terms are taken into 
account. 

The successful operation of the ETW Calibration Machine encouraged a study for a simplified 
and improved second generation machine. The design of this machine is finished and a 
prototype is under construction at the Technical University of Darmstadt. 
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THE APPLICATION OF AN AUTOMATIC PRECISION BALANCE CALIBRATION 
MACHINE TO THE CALIBRATION OF WIND TUNNEL STRAIN-GAUGED BALANCES 


R D Law 

Defence Research Agency 
Bedford, UK 


SUMMARY 


Tests are described in which a precision automatic balance calibration machine is used to 
calibrate a half model balance and assess the influence of a high pressure air-feed system passing 
through the balance to simulate aircraft engine loads. The recently developed calibration machine is 
described which is used both as a research tool and as a means of providing routine balance 
calibrations for wind tunnel model testing. The machine is installed at the 8ft x 8ft Wind Tunnel at 
DRA Bedford and uses computer controlled pneumatic force generators to apply precisely controlled 
loads to strain gauged balances. Theses loads are measured using a precision system of weighbeams. 
All six components can be represented in a light or heavy load range and normal force extends to a 
maximum of ±33kN. The specification of the machine is 0.02% on all ranges. All the loads can be 
applied sequentially in positive and negative directions or simultaneously as required, and 
represented without reorientating the balance. The procedure for calibrating both sting mounted and 
half model balances is described. The balance sensitivities and interactions are represented in a 
6 x 27 matrix together with a graphical presentation of residuals. 


INTRODUCTION 


In large wind tunnels such as the 8ft x 8ft Wind Tunnel at DRA Bedford very large model 
forces are developed, particularly when testing half models. These forces are usually measured using 
strain gauged balances. These balances have to be calibrated periodically in order that they can 
accurately measure the aerodynamic loads. The accuracy requirements are high as the balances has 
to support the full magnitude of the loading condition while often measuring only small changes in 
load. Traditionally the balances would be calibrated in the six components of load using a mass and 
pulley system which is an unwieldy and time-consuming arrangement to operate, especially when the 
loads are large. The development of precision pneumatic force generators in the 1970s at DRA 
Bedford opened the possibility of automating a balance calibration system (Ref 1). The new 
availability of precision fused quartz pressure gauges and precision pneumatic controllers made it 
possible for force generators to be able to produce the accurate forces needed for balance calibration. 
To fulfil this function the force generators of course had to be calibrated themselves. Such a system 
was developed at DRA Bedford and deployed at the 5 Metre Wind Tunnel at DRA Famborough in a 
precision balance calibration machine. Here, precise forces are produced by pneumatic force 
generators according to an accurately controlled pressure input without any recourse to measure the 
forces separately. 
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However at DRA Bedford a precision balance calibration machine has more recently been 
installed which uses a system of pneumatic force generators to produce the loads which are 
effectively then measured using a servo weighbeam balance. The servo weighbeam balance has of 
course in turn to be calibrated using dead loads, but its accuracy is superior to any strain gauged 
balance and its repeatable robustness make it an ideal transfer standard. The machine can 
accommodate both sting mounted strain gauged balances and half model balances. The machine can 
operate in a variety of configurations, some of which can be programmed to run automatically. The 
machine performance is discussed and a brief description is given on the normal calibration 
procedures and the method by which results are analysed. 

A description is given of some recent special tests and calibrations. The first of these involves 
the application of the machine to the calibration of balances at a position away from their virtual 
centre. The requirement for this is particularly pertinent in the case of half model balances. A 
description of a static calibration of a dynamic balance is also included together with a method of 
using the machine in a novel jvay to assess the time related performance of the balance. Finally the 
special problems of assessing half model balance loads while the balance is being used to support a 
wing and engine configuration are discussed. The problems arise when a model jet engine has high 
pressure air passed through it to simulate the effect of the engine on the flow around the model 
during a wind tunnel test. For these tests a steel bellows is used to guide the air through the centre 
of the half model balance to the engine on the model. The effect of this bellows mounted within a 
half model balance has been investigated under calibration conditions while subject to pneumatic 
load. 


DRA BEDFORD AUTOMATIC BALANCE CALIBRATION MACHINE 


This is the main balance calibration facility at DRA Bedford (Fig 1) and comprises a precision 
fully automatic calibration machine capable of covering the ranges of most of the balances used at 
DRA Bedford (Fig 2). The machine is used in support of all three major Bedford wind tunnels as 
well as to meet the needs of external customers. The machine uses 22 pneumatic force generators to 
generate the loads (Fig 3), some of which act in parallel, and each comprise an enclosed piston fitted 
with a single rubber rolling diaphragm. The pneumatically generated forces are applied to the 
normal front end of the strain gauged balance by reaction through the rear of the balance. 
Measurement is made by the system of weighbeams responding to loads transmitted by levers 
floating in air bearings. The machine is operated by setting a series of jockey weight positions on 
the weighbeam lead screws, at positions appropriate to the desired loads, to cover the load range of 
the particular balance under consideration. At each setting, pneumatic pressures are applied 
automatically in sequence to the force generators to achieve equilibrium of the weighbeams. An 
error signal from each out-of-balance weighbeam is used to apply pressure to the appropriate force 
generator using a voltage to pressure converter. The pneumatic pressure required to null the error 
signal resulting from a set position of the machine weighbeam is supplied under computer control. 

Positive and negative forces on the balance are applied using opposing force generators which 
act in tension for each component of load. The alternative directions of these loads can be 
represented without re-orientating the balance and if required all the loads can be applied 
simultaneously. Each generator responds to positive pressure with the diaphragm of the opposing 
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one having a small positive pressure applied to it to maintain the diaphragm in its correct convoluted 
form when being pushed backwards slightly as the balance deflects. To avoid an overload condition 
a predetermined maximum pressure can be set for each load component while the machine is 
programmed to go automatically through a loading sequence. To prevent accidental overload in the 
event of sudden failure of a generator diaphragm, a system of mechanical safety stops is deployed 
which closely follow the normal balance under load. 


MACHINE PERFORMANCE 


All six load components can be represented as three forces and three moments. The machine 
covers a range of ±75001b (±33kN) of normal force to an accuracy of 0.02% of full scale, ie (1.51b). 
The range in rolling moment is ±45001bft (±6.1kNm) to an accuracy of 0.03% of full scale, ie 
(1.51bft). A lighter loading range is available on all six channels, giving improved resolution and a 
better accuracy of reading, ie 0.51b for normal force and 0.51bft for rolling moment, to a similar full 
scale accuracy as for the higher range. 


CALIBRATION METHOD 


The calibration procedure normally adopted involves loading the primaries sequentially and 
following this with 15 cross products to suit analysis based on Cooke’s method (Ref 2). Calibrations 
normally start with a preload followed by the application of positive loadings cycling to negative 
loadings and back to zero without any need to reorientate the balance. The cross product terms are 
normally applied at maximum and minimum values only but can be arranged differently to suit 
requirements. The strain gauged balance outputs are not tared and not affected by circuit loading so 
that an absolute calibration is produced. The calibration machine operates to produce a 6 x 27 
calibration matrix covering second order terms. When programmed to run automatically this 
operation takes about 48 hours. The calibration matrix produced gives the balance sensitivities and 
the matrix is transposed, normalised and inverted to produce a user matrix. The balance outputs 
achieved during the calibration are applied to the user matrix to calculate the original loads and 
thereby produce a set of residuals to check the matrix integrity. 

Any need for third order terms can be established by inspection of linearities in the calibration 
characteristics of the cross product pairs. However, procedures are being developed for producing a 
multi-point calibration which will enable alternative calibration procedures to be adopted (Ref 3). 

For this case different loads will be applied as a combination, to load all the channels simultaneously 
and a calibration matrix compiled from the resulting load data. The evaluation of third order terms 
will be more easily established by this procedure. 
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SPECIAL APPLICATIONS OF THE BALANCE CALIBRATION MACHINE 


The Effect of Calibrating a Balance away from its Virtual Centre 


Wind tunnel balances are usually calibrated about their virtual centre, as this is geometrically 
the most direct way of exercising the balance functionally. However, aerodynamic forces and 
moments usually act at a different location, often at an aerodynamic centre. This is particularly the 
case for half model balances. Methods currently in use for correcting for load centres being away 
from the calibrated centre have assumed a linear algebraic transposition of the measured quantities. 
Often only one ordinate is corrected and applied to the original balance calibration matrix. The 
DRA balance calibration machine lends itself particularly to checking the validity of this assumption. 
The balance can be moved positionally by a measured amount and the balance calibration 
programme re-run to exactly repeat the load settings with the balance at the new ordinate position. 

A sting mounted cryogenic balance was calibrated at three different longitudinal positions 
giving a primary change in the pitching moment. The balance was calibrated about points one inch 
fore and one inch aft of the virtual centre and matrices produced to represent each position. 
Constraints on the lateral movement of the machine control arms prevented any larger positional 
changes being made without altering the length of the front and rear adaptors. Differences were 
observed as a change in the pitch ordinate by inspection of the raw sensitivities as represented in the 
leading diagonal of each matrix. These sensitivities which are proportional to the bridge excitation 
voltage, compare well with the setting ordinate in pitching moment to within 0.001 inch. However 
the effect of the interactions cannot be closely and directly related to the change in position on the 
ordinate. A matrix produced at the new position should never-the-less be correct. As a result of this 
observation it was appreciated that if it is not practical to calibrate a balance about its position of 
subsequent use then the correction by calculation should include more than just a single ordinate 
term. A revised input correction procedure was established to cover all six terms (Fig 4) 

(Appendix 1). 


Static Calibration of a Dynamic Balance 


There are situations in wind tunnel testing where the dynamic behaviour of a model needs to 
be represented. At DRA Bedford a dynamic half model balance is used to measure time dependent 
forces on wind tunnel models (Fig 5) (Ref 4). The range of this balance is up to 20kN and it 
functions in six components of load by using very stiff piezo-electric cells. The balance is normally 
mounted between the model and an underfloor weighbeam balance to enable both steady and 
unsteady aerodynamic forces to be measured on the model. It was felt that it would be useful to 
establish a static calibration of this special balance. Its dynamic performance would normally be 
aditional to the static response. The balance output response is produced by charge coupled 
amplifiers, and some checks were needed to see if the ‘charge’ could be held long enough to allow a 
static calibration to take place in the automatic balance calibration machine. 
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Static drift tests using dead loads showed that after the initial response the drift rate in normal 
force was about 0.3% of reading per hour. This rate varied slightly with time, but did not vary 
significantly with load and opened the way to applying a simple drift correction to the static 
calibration load data. A formal calibration of the dynamic balance was then undertaken in the 
automatic balance calibration machine without any recourse to a drift correction during the test 
(Fig 6). However, the innate stiffness of the balance helped the machine control conditions to be 
achieved quickly enough for the calibration to be assessed in the normal way. Balance sensitivities 
were obtained from the calibration matrix leading diagonal and these were similar to those observed 
in the dead load calibration and from inspection of the raw data, although high interactions were 
evident in the matrix. A plot of residuals showed that the errors were all within 1% of the loading 
range and although this puts the balance accuracy outside what would be acceptable for a 
conventional strain gauged balance, such an accuracy should be sufficient for dynamic work (Fig 7). 

It would appear however that the use of charge coupled amplifiers in the dynamic balance 
measurement system reduce the effectiveness of a static calibration. Although a repeatable drift term 
was achievable for the static calibration it was important to check the short term time response to see 
if the static sensitivities could be related to the short term time responses. In order to investigate this 
problem some step load calibrations were performed where a single point loading was applied to one 
channel at a time and the load was suddenly relieved by venting the pneumatic force generators that 
had been applying the load. Although an oscilloscope trace could be used to indicate the peak 
response of the dynamic balance, the data logging system for the calibration machine was used to 
successively record the outputs from all the channels. The time cycle of the scanner (20 seconds) 
prevented an instant recording of the balance response but was a lot faster than the time taken to 
reach a control condition in the machine under automatic operation (typically 3 minutes). In practice 
however, because of the action of the safety stops impinging on the machine loading frame as it was 
suddenly freed, it could take as long as three scans to achieve an unadulterated reading. However, 
successive readings were recorded after step loadings from different loading levels in model side 
force. These step loadings gave a greater output in relation to the applied load when compared with 
static tests on the calibration machine (0.085m V/lb). An additional observation was that the output 
per unit load decreased with applied load tending towards the static case at the higher loads (Fig 8). 
This is likely to be a feature of the dynamic response of the balance and would require further 
investigation to fully explain this result 


Calibration of Half Model Balance with Bellows 


Calibrations are presently being undertaken to examine the effect of a pressurised bellows 
mounted within a conventional half model balance. This is as a result of concerns about the 
integrity of wind tunnel test results when using half models in an engine blowing configuration. For 
these tests high pressure air (up to 350 psi) is fed through the balance via a steel bellows and out of 
a wing mounted engine into the tunnel flow (Fig 9). As the bellows effectively joins the earth side 
of the balance to the live side, its operation under pressure could impose a loading on the balance. 
Initially some direct dead load tests were carried out on the balance with the bellows mounted 
between the earth side of the balance and a frame attached to the front end of the balance. It was 
found that there was an increase in axial load for a given applied side force pressure from the 
bellows but this was small in magnitude (Fig 10). It was appreciated that it would not be possible to 
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reproduce in the calibration machine exactly the tunnel conditions experienced by the balance. 
However, it seemed appropriate to assess the performance of the balance under similar yet controlled 
conditions. Two end plates were manufactured to attach the bellows directly between the earth and 
live side of the balance, so that the complete assembly could be accommodated within the automatic 
balance calibration machine (Figs 1 1 & 12). The balance support cradle position was adjusted to 
make the virtual centre of the half model balance coincident with the virtual centre of the balance 
calibration machine. The arrangement was such that loads would be reacted through the rear of the 
balance with the model end of the balance connected to the measuring part of the machine as for a 
conventional balance calibration (Fig 13). In this configuration calibrations with the bellows fitted 
could be compared with those without (Fig 14). 

The first calibration in the machine was carried out using a system of single point loadings in 
axial force at different bellows pressures which would load the ungauged side force channel. Here 
any change in interactive axial force as a result of bellows pressure could be compared with the 
primary axial loading. The axial force was applied using the calibration machine in side force mode 
between -lOOOlbs and +1000^ at 2501b increments while at each load station the bellows pressure 
was set at zero, and applied at 75 psi and 150 psi. Error distributions were drawn of the calibrations 
at the three pressures, but the accuracy of the setting values of the machine at each loading condition 
precluded a clear indication of the exact interaction on axial force. The previous test using a dead 
load which remained constant enabled small incremental changes in interactive load to be more 
directly evident. However changes in slope between the error distributions obtained from the 
machine balance calibration at different bellows pressures were observed. These indicated a similar 
but higher error in interactive axial force as a result of pressurising the bellows than had been 
indicated in the dead load test, (equivalent to 0.3% of reading at 150 psi (Fig 15)). The raw 
calibration envelope produced by plotting these distributions is about 50% higher in terms of error 
compared to that obtained from the balance without a bellows being fitted, mainly due ter apparent 
hysteresis. The accuracy envelope obtained from this type of balance would normally be within 
±0.1% of full scale reading and the imposed loading observed by pressurising the bellows just 
measurable. From these first experiments in the current investigation of the problem it can be 
concluded that the effect of pneumatic bellows pressure is observable in incremental tests but is only 
slightly significant in terms of balance calibration accuracy. However, the addition of the bellows to 
the structure of the balance does reduce the accuracy of its performance. 


CONCLUSION 


The DRA balance calibration machine can be used as a research tool to investigate certain 
special problems associated with wind tunnel balances, as well as providing the accurate calibrations 
needed of conventional balances in support of a major wind tunnel. The automatic nature of the 
machine means that multi-position tests can be carried out quickly and easily at repeatable locations 
without having to alter the physical positioning of the test balance to achieve negative loadings. The 
dynamic balance responded well to a static calibration. The automatic machine could supply the 
loading conditions quickly enough for the static calibration not to need further corrections for zero 
drift. However, the very short term response of the dynamic balance should be investigated further 
if a worthwhile dynamic calibration is to be achieved. The balance calibration machine lends itself 
particularly to the calibration of half model balances which are especially unwieldy to calibrate 
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manually. The special tests carried out on the half model balance when fitted with a bellows for 
model blowing are still being carried out. Early indications are that the bellows pressure does have a 
small but measurable effect on the balance accuracy in terms of interactive load. However the 
bellows itself does appear to add some hysteresis to the primary calibration. 

.APPENDIX 

Moment reference centre at ‘A’ (Fig 4) 

X, Y, Z, L, M & N are apparent forces and moments 

X I , Y 1 , Z 1 , L 1 , M 1 , N 1 are real forces and moments 

Z = a ijZ 1 + a 12 M J + ajoY 1 + a^N 1 + a 15 L 1 + ajgX 1 

M = a^Z 1 -t-a^M 1 + a^Y 1 + a^N 1 + a^L 1 + a^X 1 

Y = a 31 Z ! + a 32 M^ + a^Y 1 + a 34 N ] + a 35 L ! + a 36 X ] 

N = a 41 Z ] + a 42 M ] + a 43 Y ! + a^N 1 + a^L 1 + a 46 X ! 

L = ajjZ 1 + a^M 1 + a 53 Y ! + a 54 N* + ajjL 1 + a 56 X* 

X = a 61^ ! + a 62^ ! + a 63^ ! + a 64 Xl + a 65^ ! + a 66 X * 

With the moment reference centre at ‘B’ (Fig 4) we have, 

Z 1 =Z\ Y 1 = Y ! j X^X 1 ! 

M 1 = M 1 -, + 1Z 1 ! 

N 1 = N ] j - 1Y 1 , 

L 1 =L 1 1 

Substituting for Z\ Y 1 , X 1 , M 1 etc in terms of Z\, Y ! j one can obtain 
Z = a u Z\ + a 12 (M 1 1 + 1Z 1 ,) + a 13 Y\ + a 14 (N\ - lY 1 ^ + a l5 h\ + a^X 1 , 

M = a2j Z 1 ! +^2(^1 +1Zl l) + a 23 Yl l +a 24( Nl l - 1Yl l) + a 25 Ll l +a 26 Xl l 

Y = a 31 Z\ + a^CM 1 ! + lZ^) + a 33 Y\ + a 34 (N ! j - lY^) + a 35 L 1 1 + aggX^ 

N = a 41 Z\ + a^M 1 ! + 1Z 1 ,) + a 43 Y\ + a^ (N\ - 1Y\) + a^L^ + a^X’j 

L = a si Z\ + a 52 (M\ + 1Z 1 ,) + a 53 Y 1 , + a 54 (N 1 , - lY^) + a^L^ + a^X'j 

X = a 61 z\ + a 62 (M 1 1 + 1Z 1 ,) + a 63 Y 1 , + a 64 (N 1 , - 1Y 1 ,) + a^L 1 , + a^ 
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LIST OF SYMBOLS 


a n t0 a 6 6 

1 


Normal force 
Pitching moment 
Side force 
Yawing moment 
Rolling moment 
Axial force 

Are matrix co-ordinates 
Distance between moment centres 
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Figure 1. DRA Bedford precision automatic balance calibration machine 
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Machine 
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4500 
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1900 
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Figure 2. Balance loading ranges compared to machine ranges 
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Figure 3. Balance calibration machine arrangement of force generators 



Figure 4. Change in moment reference point 
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Figure 5. DRA dynamic balance 



Figure 6. Dynamic balance mounted in the balance calibration machine 
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Channel 

Loading range 

Error 

Z 

500 lbs 

+ 1.8 lbs 

m 

600 lbs ft 

+ 1.5 lbs ft 

Y 

1600 lbs 

+6.5 lbs 

n 

600 lbs ft 

±4 lbs ft 

1 

160 lbs ft 

±1 lbs ft 

X 

800 lbs 

+8 lbs 


Figure 7. Dynamic balance static calibration residuals 



Figure 8. Dynamic balance response to steploads 
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Figure 9. Model undergoing blowing test in Wind Tunnel 

dX f axial force lbs ^ _ 2 

x 10 


dP vbellows pressure psiy 



Figure 10. Effects of bellows pressure on loaded half model balance 
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MODEL END 
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THROUGH REAR 
OF BALANCE 
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TO BALANCE 
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MEASURING PART OF 
CALIBRATION MACHINE 


Figure 1 1. Bellows mounted within half model balance 



Figure 12. Half model balance being connected to cradle on balance calibration machine 
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Figure 13. Half model balance mounted in balance calibration machine 



Figure 14. Half model balance fitted with removable bellows 
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Figure 15. Error distributions for different bellows pressures 
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A FULLY AUTOMATIC CALIBRATION SYSTEM FOR SLX COMPONENT INTERNAL 
STRAIN GAUGE BALANCES FOR HIGH SPEED WIND TUNNELS 


Zhang Yingpei, Yan Junren 


China Aerodynamics Research and Development Center 
Mianyang, Sichuan ,P.Rof China 


ABSTRACT 


The paper outlines the design principles, structure, technical speci fications, precision and 
accuracy tracebility and quality guarantee system, as well as application advantages of the fully 
automatic calibration system developed and manufactured by CARDC.for conventional six 
component internal strain gauge balances for high speed wind tunnels. 


INTRODUCTION 


The High Speed Aerodynamics Institute(HSAI) of CARDC has been equipped with balances 
and fully automatic balance calibration systems ranging from 0.01 N to 30,000 N, in connection with 
its wind tunnels. As is well known, a lot of wind tunnel testing time is allocated in measuring the static 
aerodynamic forces and moments acting on a variety of vehicle models under testing, and the balance 
used constitutes an important factor affecting uncertainty of the wind tunnel force testing. The 
uncertainty of a designed and manufactured balance is mainly related to the uncertainty of the balance 
calibration system and the calibration method used. The body axis calibration is the most ideal method 
which can obviously improve the calibration precision and accuracy. 

The paper mainly describes the design principles, structure, technical specifications and quality 
guarantee system of the fully automatic body axis calibration system for balances of 30,000 N normal 
force. 
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DESIGN PRINCIPLES 


Balance calibration must duplicate as nearly as possible the real working condition of the balance 
under vehicle model testing in wind tunnels . Thus the calibration system must be designed according 
to the body axis calibration principle of repositioning-ype. 

Development of the calibration system must center on the three essential factors of a force from 
beginning to end, and the precision and accuracy uncertainty of the whole system must strictly be 
traced. 

Arrangement of the force system must guarantee the realization of pure single-component 
loading, cross-roduct loading and arbitrarily combined loading. 

In the maximum range of the calibration system, balances of different ranges can be calibrated 
according to the corresponding full-range precision and accuracy requirement desired. 

Half model balances of correspondent ranges can also be calibrated. 


STRUCTURE 


The system consists of the following nine subsystems(Fig. 1 and 2). 


Force-Exerting and Positioning Subsystem 


A three dimensional force-exerting and positioning system is adopted. The system is under 
unloading condition during the whole loading process. It is made of the material after long duration 
strain processing and automatically exerts forces to the application points on the adapter through the 
force transfer link. Original position of the adapter is both the installation datum during the general as 
sembling and the repositioning datum during the loading process. Standard dynamometers are 
connected in series in the force transfer link. Thus, a 3-D force-exerting and positioning system is 
formed. The precise positioning of the application orientation and point is guaranteed by precise 
processing, accurate metering and precise assembling, and the precise application point and 
orientation during loading process is guaranteed by measuring the micro displacement changes of the 
adapter after its precise repositioning. Magnitudes of the exerted forces are determined by the 
standard dynamometers. (Fig. 3)The force-exerting and positioning subsystem and the six-degree-of- 
freedom repositioning manipulator which will be described below are put on a base platform having a 
loading capability of more than 10 tons. The former is tightly fixed on the platform, and the latter can 
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be accurately translated and positioned along X and Z on the platform. 


Loading Subsystem 


It is a 3-D rigid and strong enongh system consisting of 6 force generators and being accurately 
positioned by the force-exerting and positioning subsystem. 

A force generator consists of driving motor, precision turbo-regulator, positive and inverse 
force-transfer link, multi-range extender and force-transfer mechanism. 

The subsystem automatically exerts pure single-component loading, cross-product loading and 
arbitrarily combined loading to the six component balances. Resolution of the exerted force is 
better than 0.001%. 

The subsystem is independently fixed on the correspondent installation foundations which are 
isolated from the grand platform on which the force-exerting and positioning subsystem is installed. 


Adapter and Its Equilibrium Subsystem 


The adapter is a force-transfer mechanism for exerting forces to the balance. Its structure is 
different from that of a conventional calibration rig. 

The origin of the body-axis coordinates is taken at the balance reference center. The X-axis 
coincides with the body axis, forward being positive, for Y-axis up ward being positive, and for Z- 
axis rightward being positive. The six force-appplication points on the adapter are accurately fixed by 
precise machining. The intersection point of the three force-exertion axes of normal force Fyt, side 
force Fzt and axial force Fxt is the origin of the coordinates. Before au 

tomatically loading to the balance, the balance reference center is automatically adjusted by the six- 
degree-of-freedom manipulator to coincide with the coordinates' origin, then the balance is tightly 
attached to the adapter. 

The adapner is a positioning datum of the force-application point and the force-exertion 
orientation. The planeness and the perpendicularity of its six planes are made very precisely and 
accurately, being 2 p . The adapter is accurately positioned and still during the unloading process, its 
spatial position at this time is taken as its original zero position. 
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In order to meet the needs for calibrating balances of different ranges, the weight of the adapter 
itself is balanced through the equilibrium system, and the equilibrium accuracy is higher than the 
force-exertion precision requirement for the balances of minimum ranges. 


Six-Degree-of-Freedom Manipulator for Adapter Repositioning 


The manipulator is used to achieve the six degrees of freedom fine adjustments in the linear 
displacements along three force-exertion axes X,Y and Z, as well as in the angular displacements of 
three angles a , (3 and y .thus assuring repositioning the adapter precisely. 

The manipulator has been elaborately designed based on the principles on manupulators and 
dynamics in the whole development process. The loading subsystem is elastically coupled with the 
manipulator during the loading process. Automatic calibration of elastic angle of the sting was also 
taken into account. Therefore, the balance must be calibrated together with the sting supporting 
model in the wind tunnel. This makes the repositioning manipulator bear a very large dynamic load. 
On the other hand, the adjustment sensibility of the manipulator must be very high, the resolution in 
the linear displacement adjustment being 0.0003mm/ a pulse, in the angular adjustment being 0. 17 a 
pulse. 

Six degrees of freedom motion of the manipulator are all driven by motors. It can travel 
1500mm along the X axis, thus making it very convenient to calibrate balances with different ranges, 
as well as balances with stings so as to measure elastic angles of stings. 


The Subsystem for Automatically Detecting the Adapter Repoitoning Condition 


As mentioned above, the force-exerting and positioning subsystem accurately positions the 
force-exerting orientation and point. The adapter is automatically repositioned during the loading 
process. The repositioned condition of the adapter reflects the small changes in the force-exertion 
orientation and point. Therefore, a group of non-contact micro probes of high accuracy and reliability 
and by which small changes in the force-exertion point and orientation are detected, are adopted to 
form the subsystem for automatically detecting the adapter repositioning condition. The subsystem 
can detect not only the linear displacements of the adapter along X, Y and Z, but also the small 
changes in the force-exertion orientations of normal force Fyt, side force Fzt, axial force Fxt, and all 
the exerted forces forming pitching moment Fmzt, yawing moment Fmyt and rolling moment Fmxt. 
The subsystem is under unloading condition. 
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Automatic Clibration Subsystem of the Elastic Angle 


The elastic body under special loading is taken as a rigid body in this system. Based on the theory 
on rigid body's rotation, the six degree-of- freedom mechanism comprises a mechanical part and 
measuring instruments for automatic calibration of the elastic angles, thus making the calibraton very 
convenient and with higher accuracy. 


Force-Generating Control Subsystem 


Each of the six force generators comprising the loading subsystem is automatically controlled by 
one of the STD multi-master CPUs separately. The standard dynamometers connected in series in the 
force-exertion link provide the feedback signals for loading. The automatic step loading is thus 
exerted in conjuction with the repositioning control of the six degree-of-freedom mechanism. 


Control Subsystem of the Six Degree-of-Freedom Mechanism 


Each of the six degrees of freedom of the six DOF manipulator is automatically controlled by 
one of another STD multi-master CPUs separately. The probes detecting the micro linear and angular 
displacements in X,Y,Z and a , 3 , y in the adapter repositioning detecting system provide micro- 
variant feedback signals for controlling each of the six degrees of freedom of the manipulator. Values 
of the exerted forces of the loading subsystem are the corresponding loading values under the 
condition that the adapter is repositioned by tracking and controlling of the six DOF manipulator 
during the loading process. 

The control mathematical model for the automatic calibration in the system is as follows. 

LCE(X(t),Y(t),Z(t), a (t), 3 (0, Y (t),fx(t),fy(t),fz(t),fmz(t),fmy(t),fmx(t)) 

=C(Xo,Y 0 ,Z 0 , a o, 3 o, y °, A fx, A fy, A fz, A fmz, A fmy, A fmx) (1) 

So long as the corresponding condition of formula (1) is changed , the single-component, 
cross-product and arbitrarily combined loading can be realized. And it is not difficult to find out that 
the solution to equation (1) is divided into two parts. One is the step loadings of the loading 
system, the other is the zero condition of the repositioned adapter: 

R d ( X(t),Y(t),Z(t), a (t), 3 (t), Y (0)=Rd o ( X o ,Y o ,Z a , a o , 3 », Y « ) 

fx(A t)=A fx 
fy(A t)=A fy 
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fz(A t)=A fz 
fmx(A t)=A fmx 
fmy(A t)= A fmy 
fmz(A t)=A fmz 


Data Acquisition and Processing Subsystem for the Loaded 
Force Values and the Balance being Calibrated 


In the process of loading and calibrating a balance in the load range of the automatic calibration 
system according to equation (1) the loaded force value and the output of the corresponding balance 
component are sampled separately by the data acquisition subsystem of 0.005% high accuracy. The 
output of each component is represented by a third order polynomial in the form (2): 

F ; =a, • A Uj+ X * p j) + Z Z (Ci* • P, • P0+ Z ( d uii • p i 3 ) ( 2 ) 

J=1 j=\ k-J ;=t 

Behaviour of the balance being calibrated is thus fully described by these six similar formulas. 
Conventional practice to calibrate a six component internal balance has shown that term of the third 
and higher order Can be enghected. SO all second coefficients in the formulas can be defined by 
iteratively or regressively processing the 6 x 27 matrix. Then, the operation formulas of the six 
component balance are found out respectively. 

For half model or external balance calibration, the operation formulas are obtained by processing 
according to their own regularities. 

Owing to the fact that arbitrarily combined loading can be conveniently realized in this 
calibration system, balances can be calibrated in a new loading manner and calibration method so as 
to fully duplicate the working conditions of the balances under wind tunnel testing. And balances can 
also be calibrated more accurately by taking into consideration of the third and higher order terms if 
desired. 


PERFORMANCE AND TECHNICAL SPECIFICATIONS 


Four range groups: normal forces of 2,000 Newtons, 8,000 Newtons, 16,000 Newtons and 
30,000 Newtons. The standard dynamometers in the force-exertion link can conveniently be changed 
so as to achieve the best calibration precision for balances of different load ranges. 
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Force-exertion precision and accuracy for each component is better than 0.02%. 

Positioning accuracy of the force-application point for each component is less than 0.02mm. 

Positioning accuracy of the force-application orientation for each component is less than 15", 
with the accuracy relative to X being less than 2". 

Resolution of the force-exertion is better than 0.001%. 

Time needed to calibrate a balance is four to six hours. 

Main tasks performed during 4 to 6 hours include: 

• Pure single-component loading; 

• Cross-product loading; 

• Arbitrarily combined loading, 

• Calibration of balance accuracy and precision; 

• Iteration processing of the 6 x 27 matrix to find out the balance operation formulas. The 
combined calibration uncertainty of the balance is not larger than 0. 1%. 

• Automatic calibration of the elastic angle of the balance sting, the calibration accuracy being 
less than 15". 

Fully automatic calibration of half model balances of corresponding load ranges. 


QUALITY GUARANTEE SYSTEM 


The fully antomatic balance calibration system is a multi-component, multi-range, multi-degree- 
of-freedom force-transfer and metering system of higher grade of accuracy. The technology involved 
is very complicated. Therefore, the whole system has been designed by very experienced specialists 
based on a quantity of testing and research. And it was precisely manufactured by local machinery of 
higher grade of precision according to ISO 9000 family. 

It is very important to measure accurately and precisely the forec-application point, the force- 
exertion orientation and the micro linear and angular displacements. Uncertainties of the TESA 
inductance instrunent and MINIL EVEL electronic level (made in Swiss), PMM 18106 and UMC 
850-C large three-coordinate measuring machine (made in LEITZ, ZEISS Company of ermany),laser 
collimator, and the force-generation standard of the order of 10 ' 5 uncertainty, which were practically 
used in measuring during the manufacturing process, were traced through the relevant national and 
international measurement standards. That is to say, in the manufacturing process, the value 
tracebility relation has been established between all the precision measuring instruments and the 
appropriate national standards of China,thus forming a unbroken comparative chain. Therefore, there 
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is a fully trustworthy quality quarantee system with the whole calibration system. 


ADVANTAGES 


There are four functions with the fully automatic balance calibration system: 1. force generation, 
loading, and accurate measurement of the loaded force; 2. automatic repositioning control of the 
adapter in the loading process and accurate measurement of the micro geometric variants in the 
repositioning process; 3. calibration of elastic angle of the sting; 4 acquisition and processing of the 
loaded force and the output of each balance component, and automatic control of various variants, in 
the loading process. Reference center of the balance is automatically and precisely aligned with the 
origin of the coordinates after the balance is attached to the calibration system. The desired loading 
table is set and put into the computer system. The fully automatic operation of the balance calibration 
system is then started automatically according to the pre-set program. The force application point and 
orientation are precisely positioned by way of precision machining and assembling so as to avoid 
unnecessary human interferences. Being of very high repositioning accuracy, the adapter guarantees 
the precise force application point and orientation. 

Pure single-component loading, cross-product loading and arbitrarily combined loading can be 
implemented conveniently. 

Automatic calibration of elastic angle of the sting can also be performed. 

Calibration uncertainty for single component can be up to the order of 0.02%, the combined 
calibration uncertainty up to and better than 0.1%. 

Higher accuracy and precision can be provided for calibrating balances of large lift to drag 
ratioes. 

Time needed to calibrate a balance can be greatly reduced. 


CONCLUDING REMARKS 


Under excitation of the competition in commercial aircraft markets, aircraft manufacturers have 
payed great attention to the development of the commercial aircraft of large lift to drag ratioes, thus 
putting forward much higher requirements-both in developing balances of high sensibility drag 
elements and in developing correspondent fully automatic balance calibration systems. 

A quantity of research has shown that the body-axis calibration can duplicate the working 
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conditions of the balances under wind tunnel testing more really than the earth-axis calibration. And 
there are more advantages with the body-axis fully automatic calibration device of the type of adapter 
repositioning than other types of calibration rigs: the accuracy and precision of the exerted forces 
being higher, and being capable of automatic calibration of sting elastic angles. 

This calibration system is developed according to the principle of body-axis and adapter 
repositioning type. Adjustment and application have shown that the development is successful: the 
accuracy and precision being high, being easier to be operated, reliable, efficient and maintainable. 

In developing the force generators of the automatic loading system, different drive sources must 
be chosen based on dif ferent load ranges. According to our experience, calibration with deadweights 
to exert forces and without pulleys to transfer forces gives the best accuracy for balances of small 
load ranges. It is more rational for force generators to be driven by pneumatic pressure in the 
calibration systrm for balances of small load ranges below 2,000 N, by electric motors for balances of 
load ranges from 5,000 N to 300,000 N, and also by hydraulic pressure for balances of load ranges up 
to 300,000 N. 

It brings much convenience for the repositioning manipulator to be designed according to the 
principle of six degrees of freedom. Not only automatic loading to and calibration of the six 
components, but also automatic calibration of the sting elastic angles can be realized with it. This is 
undoubtedly like u killing two birds with one stone ” for calibration of balances with large loads. 
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Note : 

1. The lever for exerting force. 

2. Base. 

3. Hear support for transferring force. 

4. Head of the lever for exerting force. 

5. Dynamometer. 

6. Force generator. 

7. Base frane for the measurement of the 
orientation and point of force — application. 

8. Position frame for exerting force. 

9. Support frame of loading system. 

10. Probe. 

11. Balance with the sting. 

12. y machine. 

13. Six degree — of feedon manipulator. 

14. Decelerator. , 

15. Motor. 

16. Guide screw. 

17. p machine . 

18. a machine- 

19. Hinge. 

20. Force — application on point. 

21. Adapter. 

22. Track. 

23. The equilibrium of the adapter. 

24. The equitibium of y orientation dead wight 
of the manipulator. 


Fig. 1 


,. ms , principle figure „f fu,„ .ul.u.niic S)SI „, f „ r s „ 

sting balance. 


combination processing and management 



Fig. 2 Schematic diagram of the fully automatic calibration system. 
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Note; 






1* Force generator. 

2. Motor. 

3- Deceterator 

4. Positive and inverse transferring force chain. 

5. Extender 

6. Lever. 

7. Orientation machine. 

8. Position frame. 

9- Dynamometer 

10. Hinge. 

11. Adapter. 

12. llatance 

13. Reposition measurement. 

14. Force — application point. 

15. sixdegree — of — freedom manipulator. 


Fig. 3 Schematic diagram of the force generator and exerting force for the fully automatic cali- 
bration system 
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Fig. 4 


The control schematic diagram of the fullt automatic calibration system. 


PC 486 Combination processing 



Fig. 5 Schematic diagram for the measurement and processing subsystem of the fully automatic 
calibration system. 
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l.No exerting force situation (no counting the dead weight) 

2- The principte for calibration and measurement of the model elastic angle 
with comvcntional manner. 

3- The principle for automatic calibration and measurement of the morict clastic ancle. 


Fig. 6 The principte figure for automatic calibration and measurement of the model elastic 
angle. 
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Preliminary Statistical Analysis of the 1995 Evaluation by NASA LaRC 
of the IAI Automatic Balance Calibration Machine 

Ping Tcheng and John S. Tripp 

NASA Langley Research Center 
Hampton, VA 2368 1 


Introduction 

The 'NLASA Langley Research Center (LaRC) participated in a national cooperative evaluation of 
the Israel Aircraft Industries (IAI) automatic balance calibration machine at Microcrafit, San 
Diego in September 1995. A LaRC-designed six-component strain gauge balance was selected 
for test and calibration during LaRC’s scheduled evaluation period. Eight calibrations were 
conducted using three selected experimental designs. Raw data were exported to LaRC facilities 
for reduction and statistical analysis using the techniques outlined in reference 1 . This report 
presents preliminary assessments of the results, and compares T AI calibration results with manua' 
calibration results obtained at the Modem Machine and Tool Co., Inc. (MM & T), Newport 
News, VA. A more comprehensive report is forthcoming. 


Objectives 

The comparisons described herein of the automatic balance calibration machine with the 

traditional manual loading apparatus, with its knife edges, cables, pulleys, weight pans, and 

deadweights, and its associated loading schedules, had the following objectives: 

1. To compare machine calibration estimated parameters with traditional manually loaded 
calibration parameters 

2. To ascertain the overall accuracy of the device, and if possible, to establish the calibration 
uncertainties and the prediction uncertainties of the balance being calibrated by the machine. 

3. To assess preparational requirements and the operational efficiency of the automatic balance 
calibration machine. 

4. To validate machine calibrations with checkloads, a validation process LaRC has employed 
for over 35 years. 

5. To ascertain the repeatability of the automatic balance calibration machine. 

6. To assess enhanced high-order loading schedules with multiple or replicated loadings which 
are not feasible with manual calibrations. 


Test Apparatus, Test Techniques, and Computational Procedures 

Balance Specifications: 
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LaRC Balance # UT63B 

Construction: One-piece, maraging 300 stainless steel 
Diameter: 1.435” 

Length: 10.945” 

Attachment: 0.9375” tapered fit 


Table 1. Full-Scale Load Values of Balance UT63B 


Axial 

Side 

Normal 

Roll 

Pitch 

Yaw 

85 lb 

± 300 lb 

± 800 lb 

± 400 in lb 

±2000 in lb 

± 800 in lb 


Mathematical Model 


The mathematical model used for characterizing the balance performance is the standard LaRC 
second-order multivariate polynomial forward model with 27 linear and second order coefficients 
for each of 6 components. These coefficients are ordered into a 6 x 27 matrix. 

Calibration Experimental Design Specifications 

1 . LaRC Deadweight Loading Schedule. 

The standard proven loading schedule used at LaRC since the early 1960’s is described in 
reference 2. The normal schedule, which contains 729 loadings, is used to estimate the 6 x 
27 coefficient matrix by means of single and partial two-component loadings. Additional 
multi-component check loads are obtained in pitch, side, and six-component loadings to 
facilitate validation of the estimated coefficients after calibration. 

2. IAI Machine Loading Schedule. 

The IAI automatic calibration machine can be programmed to employ any desired loading 
schedule. IAI normally employs a full second-order multivariate polynomial model 
enhanced with additional single-component cubic terms. The IAI experimental design is a 
complete second-order design containing 1323 loadings, i.e., all first-degree and second- 
degree cross-load combinations. Check load data is not obtained in the IAI schedule. 

3. LaRC Reduced Schedule. 

A recently developed “reduced” loading schedule containing 649 points designed to include 
all first-degree, second-degree, and cubic loading combinations is described in reference 3. 

Data Reduction 


The global multiple multivariate regression technique described in reference 1 is employed to 
estimate calibration regression coefficients, and to provide calibration confidence intervals and 
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prediction intervals (of new measurements) as functions of the applied loading, at a 95% 
confidence level. 


Discussion of Experimental Calibration Results 

Description of Test Procedure 

Eight automatic calibrations of the LaRC UT63B strain gauge balance, numbered 631-638 were 
conducted over a 5-day period at Microcraft, San Diego. Seven of the eight calibrations were 
observed by LaRC personnel on site; calibration number 635 was aborted and rerun later. Two 
different machine operators conducted the tests. The balance was initially installed and 
calibrated for runs 63 1 -635; it was then removed and re-installed for runs 636-638. It was 
necessary to reduce some of the peak LaRC schedule loading values in magnitude in order to not 
overload the calibration machine’s load cells. Three experimental designs were employed: the 
LaRC 729- point calibration schedule plus check loadings; the 1323-point IAI calibration loading 
schedule, and a “reduced” 649-point tetrahedral experimental design. The actual calibration 
loading time required for the LaRC schedule was approximated 1 V* hours, excluding machine 
setup time. Similarly, the actual calibration loading time for the IAI schedule was approximately 
2/2 hours. Raw uncorrected calibration data were recorded on computer diskettes and were 
carried back to NASA LaRC for post-test analyses. 

Discussion of Calibration Results 


1. Loading Schedules. 

Figures 1 - 3 graphically illustrate the LaRC, IAI, and Reduced calibration loading schedules, 
respectively, for each of the six components. Note in figure 1 that the LaRC schedule is a 
partial design, without positive axial loadings and certain cross loadings. The illustration 
includes check loads in additional to calibration loads. It can be seen in figure 2 that the IAI 
loading schedule includes all cross-loading combinations necessary for estimation of first and 
second order polynomial coefficients. Figure 3 illustrates the tetrahedral design described in 
reference 3. 

2. MM & T Calibration. 

Figure 4 illustrates the residuals, 95% calibration confidence intervals (inner envelope), and 
95% prediction intervals (outer envelope) as functions of the applied loads for a MM & T 
manual calibration. Note the significant variation of the calibration confidence interval as a 
function of the applied loading. As discussed in reference 4 these calibration uncertainties 
become fossilized bias uncertainties after calibration for facility usage of the balance. It is to 
be noted that the standard error of the regression for each component appears in Table 2. 

Figure 5 illustrates cheek load error plots superimposed with 95% prediction intervals as 
functions of the corresponding applied load. Note that not all errors lie within the 95% 
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prediction intervals. It is believed that a major cause of outlying points is the difficulty of 
precisely applying multi-component loads, especially with respect to proper cable alignment 
in the presence of deflections. Never-the-less the worst-case root-mean-square (RMS) error 
over each check load segment is found to be no greater than 0.25% FS. 

3. IAI Automatic Strain Gauge Balance Calibration Machine Calibration 

A total of eight calibration runs, using five LaRC, two IAI and one LaRC reduced schedules, 
were conducted on IAI automatic calibration machine. 

The results of the eight calibrations are summarized in Table 2. In particular, the standard 
errors of the regression for all six components are separately tabulated for each calibration. 
The column labeled “RMS” is the root-mean-square of the six standard errors for each 
calibration run. It is included only for comparison among calibrations including proofs or 
among calibrations excluding proof loads; inter-comparisons between runs including proofs 
and runs excluding proofs are not meaningful. 

Among the eight runs using the IAI Automatic Strain Gauge Balance Calibration Machine, 
note that run 632 may be abnormal due to something or other, and will be excluded from 
further discussion. It will be seen below that the results of runs 631-634 (except 632) cluster 
together (cluster 1) and that runs 636-638 cluster together (cluster 2) as groups. 

For cluster 1 we exhibit a representative LaRC schedule run, namely run 63 1 in figures 6 and 
7, and a representative IAI schedule run, namely run 634 in figure 8. Figures 6 and 8 
illustrate the residuals, 95% calibration confidence intervals (inner envelope), and 95% 
prediction intervals (outer envelope) as functions of the applied loads for runs 63 1 and 634, 
respectively. Note that the errors are not all random. Figure 7 illustrates check load error 
plots superimposed with 95% prediction intervals as functions of the corresponding applied 
load for run 631. The RMS value of the checkload errors is shown explicitly above each 
checkload error subplot, i.e., normal loads, side loads, and six-component loads. These 
values are compared below. Note that not all errors lie within the 95% prediction intervals. 

The RMS checkload errors for each component are displayed in a set of comparison matrix 
plots. These plots enable both intra-cluster and inter-cluster comparisons of checkload 
uncertainties as functions of the estimated strain gauge balance coefficient set and the 
checkload data set. All comparative matrices compare RMS checkload errors for regression 
coefficients estimated from run A, denoted by the first run number in the heading of each 
subplot, using checkloads obtained from run B. denoted by the second run number in the 
heading of each subplot. The symbols “o. +, x” denote normal, side, and six-component 
check loadings, respectively. Abcissa symbols “A. S, N, R. P. Y" denote axial force, side 
force, normal force, rolling moment, pitching moment, and yawing moment, respectively. 
RMS checkload error magnitudes are shown on the ordinate axis in units of percent full scale 
load of the corresponding component. 
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Figures 9 and 10 depict comparative matrix plots For clusters 1 and 2. respectively. To wit, 
the cluster 1 subplots in figure 9 show RMS errors obtained during checkload runs 63 1 and 

633, computed with regression coefficients estimated from calibration runs 631, 633 and 

634. It is to be noted that calibration runs 63 1 and 633 follow the LaRC loading schedule, 
whereas calibration run 634 follows the IAI loading schedule. The largest cluster 1 RMS 
checkload error observed in figure 9 is ±0.40% FS. 

Similarly, the cluster 2 subplots in figure 10 illustrate RMS errors obtained during checkload 
runs 637 and 638, computed with regression coefficients estimated from calibration runs 
636-638. It is to be noted that calibration run 636 follows the IAI loading schedule, whereas 
calibration runs 637 and 638 follow the LaRC loading schedule. The largest cluster 2 RMS 
checkload error observed in figure 10 is ±0.30% FS. 

One of the objectives of the San Diego tests was to ascertain the repeatability of the 
automatic balance calibration machine. To wit, how well are replicated calibrations validated 
using checkload data? LaRC has employed this validation strategy for over 35 years. It is to 
be noted that, within themselves, cluster 1 calibrations and cluster 2 calibrations show 
reasonable repeatability with tolerable RMS checkload errors, namely, less than 0.5% FS per 
component. However, the repeatability between clusters 1 and 2 is less than satisfactory, as 
is now demonstrated. 

Four comparative inter-cluster matrix plots comparing cluster 1 and 2 test data appear in 
figure 1 1 . Matrix subplots (1,1) and (2,2) illustrate RMS errors using checkload runs 63 1 
and 637 computed with regression coefficients estimated from the corresponding 
calibration runs, i.e., runs 631 and 637, respectively. On the other hand, subplots (1,2) and 
(2,1) illustrate RMS errors using checkload runs 631 and 637 computed with regression 
coefficients estimated from the opposing calibration runs. i.e.. runs 637 and 631, 
respectively. 

The following observations can be drawn from comparison of cluster 1 and cluster 2. Figure 
1 1 clearly demonstrates the lack of repeatability between cluster 1 calibration runs and cluster 
2 calibration runs. Although within themselves, cluster 1 and cluster 2 results appear to be 
adequate, the repeatability of cluster 1 coefficients using cluster 2 check loads, and vice 
versa, is inadequate. For example, the RMS roll error for 63 1 checkloads using 637 
estimated coefficients is 1.13% FS, and the RMS roll error for 637 checkloads using 63 1 
estimated coefficients is 0.83% FS. In contrast, the RMS roll error for 63 1 checkloads using 
63 1 estimated coefficients is 0. 16% FS, and the RMS roll error for 637 checkloads using 637 
estimated coefficients is 0. 14% FS. 

4. Summary of Results. 

The results of the eight calibrations are now summarized and tabulated in Tables 2 and 3. In 
particular. Table 2 lists a “standard error" columnwise for each balance component for Runs 
63 I through 638. In addition the column labeled “RMS" contains the root-mean-square of 
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the six component standard errors, providing an overall indication of the total balance 
performance. Note that data set 637 appears twice in the table. The RMS standard error of 
the first row labeled 637, which includes checkloads, equals 0.06252 %FS whereas that of 
the lower row labeled 637. which does not include checkloads, equals 0.05108 %FS, an 18% 
reduction. 


It is of interest to observe that the larger IAI loading schedule which provides the complete 
set of cross component loadings, and the reduced loading schedule based on a tetrahedral 
experimental design, offer no improvement over the traditional LaRC loading schedule for 
this particular balance. Indeed, after comparing the RMS column values without checkload 
residuals, it is seen that IAI run 636 and 634 RMS values are 0.08669 %FS and 0.06859 
%FS, respectively. Reduced schedule run 635 has an RMS value of 0.06565 %FS. Finally 
LaRC runs 637 and 631 have RMS values of 0.05108 %FS and 0.06275 %FS, respectively, 
both of which are less than all of the IAI and reduced schedule RMS errors. 


Table 2. Standard Error (%FS) of Each Component for Calibration Runs 631-638 


Run No 

Axial 

Side 

Normal 

jRorr 

■ Pitch 

Yaw j RMS {Schedule [Remarks 

63T - 

0. 06682 

0.07999 

0.03974 

1 0.06713 

0.04511 

i 0.06814 

0.06275; LaRC 

632 

0.59160 

1712230 

0.04668 

1.32200 

0.61660 

1709430 

0.64600: LaRC 7 r W~ 

533 

0.07740 

0.09737 

0.04194 

0.05998 

(1704510 

1706734 

0.0675'ALaRC 

634 

0.0520O 

1709943" 

0.04429 

1706629 

0.04033 

0. 08752 

0.068591 IAI 

535“ 

0. 06807 

0. 07732 

0.04668 

0.06523 

“0.06314 

0. 07804 

0.06565 Reduced 

636 

0.06608 

0.13590 

0.05594" 

1707009 

0.07534 

1709243" 

0.08669 IAI 

637 

0.05990 0.07276 

0.04319 

0.06365 

0.04887 

0.07916 

0.06252 LaRC 

637 

0.06038 0. 05675 

0.03424 

0.04064 

1704559 

0.07068 

0.05108 LaRC 

638 

0.05039 0.05683 

0.03432" 

0.04056 

1704571 

0.07076 

0.05113 LaRC 








MM& 1 

0.06058 

0.03679 

0.02394" 

DU4330 

0.02736 

0.04277: 0.04093 LaRC 







* Indicates Check Loads Included 





# Indicates a Possible Bad Run 



! i ! 

RMS = Rcot-Mean-Square of the 6 Component Residuals 


Note further that the RMS standard errors for runs 631-638 are all greater than the RMS 
standard error corresponding to the manual loading performed at MM&T. This is now 
illustrated in detail in Table 3. which provides a comparison between IAI automatic balance 
calibration machine calibration run 637 using the LaRC schedule and a manual calibration 
conducted at MM&T prior to the San Diego event. The standard errors of the regression 
residuals are tabulated for each of the six components, for both calibrations along with the 
checkload RMS standard errors. In addition, for comparison purposes each machine 
calibration standard error is shown as a percentage of the corresponding manual calibration 
standard error. Note that a majority of the manual calibration standard errors are significantly 
less than their machine calibrated counterparts. Note, however, that all of the machine 
calibrated axial values are less than their manually calibrated counterparts except for the six- 
component check load which is drastically larger ( I 385% of the manual calibration value). 
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Table 3. Comparison of Hand Loaded Calibration with Automatic Machine Calibration. 
Values Expressed as %FS 



j MM & T Hand Calibration 


IAI Automatic Calibration 

Component (Residuals Proof Loads 

Component 

Residuals 

Proot Loads 



Normal 

Side 

Six 


Normal 

Side 

Six 

Normal 

0. 02394 0.03870 

0.03400| 0.04820 

[Normal 

0.03424) 

0.10300 

0.05010 

OTTOTOO 




%MMST 

143% 

255% 

147% 

' 210% 

Axial 

0.06058 0.12800 

0.07190 0.091 '/0 

Axial 

0.05038 ; 

0.06710 

0.02760 

0.1 2700 




; 7oMM& I 

83V 

52% 

38% 

— "138% 

Flfcfi 

0.02736 0.09630 

0.02640 

0.08880 

Pltcfi 

0.04559! 

0.07240 

07J23T0' 

0.09830 





%mm&t 

167% 

75% 

88% 

108% 

Roll 

0.04330 0.11000 

0.03260 

O.106OO' 

Roll 

0.04064 

'0.14000 

0757090 

0.08850 





%MM&T 

94%) 

T27%| 

2T7% 

83% 

Yaw 

0704277 0.21200 

0.05040 

0.24400’ 

Yaw 

0.07068: 

0.13600 

0.11500 

0. 28500 





%raroisr 

165%| • 

64% 

228% 

TT7% 

Side 

0703679 i 0.08180 

7703890) 

0.11400 

Side 

— 0.05675T 

H08530 

0.10600 

0717200 





%MM&1 

i’54%! 

104% 

272%( 

T5T% 


Concluding Remarks 

1 . The machine operates rapidly and smoothly. The machine calibration process is obviously 
more efficient than manual calibration, especially for multiple-component loadings. It offers 
the potential for rapid calibration turnaround on the order of one day compared to two to four 
weeks required for manual calibration. Likewise, it can reduce typical calibration manpower 
requirements by a factor of 20 or more. 

2. The machine seems to be capable of meeting a 0.5% accuracy requirement most of the time. 
However, manual calibration still provides the best calibration precision and accuracy at 
present. 

3. Calibration results seem to be operator dependent; more experienced operators obtain 
superior results. Moreover, the complexity of the machine requires a full-time, highly- 
skilled, senior technician for operation. 

4. The automatic calibration machine is especially suitable for high density loading schedules or 
new innovative loading schedules with multiple component loadings and replications. 

5. The operating software is versatile and user-friendly. 

6. Overall accuracy of the machine, including load cell accuracies and spatial positioning 
accuracies, needs to be specified at a 95% confidence level. Other factors such as 
temperature sensitivity, long term stability, and steady-state stability need to be addressed. 

7. Additional effort is needed for the machine to mature to production-level repeatability. 
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Figure 3. 649-Point Reduced Tetrahedral Balance Calibration Loading Schedule 
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Figure 4. Residuals, 95% Confidence Intervals, & 95% Prediction Intervals for MM & T 
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Figure 5 Checkload Errors with 95% Prediction Intervals For MM & T 
Manual Calibration with LaRC Loading Schedule 
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Figure 6. Residuals, 95% Confidence Intervals, & 95% Prediction Intervals for Machine 
Calibration with LaRC Loading Schedule (Run 63 1) 
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Figure 7. Clieckload Errors with 95% Prediction Intervals for Machine 
Calibration with LaRC Loading Schedule (Run 63 I) 
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Calibration with IAI Loading Schedule (Run 634) 
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Figure 9 Cluster I Comparative Matrix Plots of RMS Clicckload Errors 
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Figure 10 Cluster 2 Comparative Matrix Plots of RMS Checkload Errors 
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DEVELOPMENT OF A SIX COMPONENT 
UNITIZED FLEXURED FORCE BALANCE 


Dennis Booth 

Force Measurement Systems 
Micro Craft Technology 


Introduction 

Present day aircraft configurations and flight envelope requirements demand higher loads per 
unit diameter from wind tunnel balances. The constant drive to improve aircraft and to operate 
at very high angles of attack and potentially high sideslip angles. Additionally, these aircraft 
have exterior lines which limit the ability to provide large diameter balances or balances with 
higher deflections to meet these high load requirements. To test at these conditions, a wind 
tunnel balance must be capable of providing accurate model loads data under high combined 
loading conditions while allowing the model to maintain it’s aerodynamic shape. 

The following paper describes the development of a patented wind tunnel balance designed to 
meet the higher load requirements of these advancing testing needs. Based on the floating 
frame or two-shell concept, the Unitized Flexured Force Balance (UFFB) incorporates a 
separate axial element thus allowing for higher load per unit diameter, reduced primary load 
interaction, and greater flexibility in load range selection. Described is the design process, 
fabrication steps, gaging and calibration results of the UFFB. Supporting data and accuracies 
are provided for the prototype as well as for one of the flexured balances recently finished. 

The repair and refurbishing process on this balance type as well as design changes for 
upgrades of this balance concept will also be discussed. 


Balance Description and Theory of Operation 

The Flexured Balance is a force measuring device (i.e. directly measures two forces in both 
the normal and side force planes as well as roll and axial). Moments are resolved from the 
forces and distances to the Balance moment center. Shown pictorially in Figure 1, the balance 
consists of an outer shell, inner rod (i.e. inner shell), four axial adapters, and separate axial 
element. The outer shell measuring elements consist of eight integral sections of one or more 
webs completely machined prior to assembly with the inner rod. The inner rod is oven brazed 
to the outer shell over the journals at each end, using nickel braze AMS 4777 alloy. This 
brazing process thus permanently joins these two pieces into a single unitized piece, the only 
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way to separate the two pieces is to machine them apart. The flexured axial element is 
installed in the centerline bore of the inner rod. The axial element is pinned at each end (non- 
metric) to the inner rod (non-metric) and the center section (metric) attaches to the outer shell 
(metric) using the axial adapters and press fit pins. The wind tunnel model bore is fit to the 
journals on the outside of the outer shell and attaches to the balance using two pins. These 
pins are located one on top and the other on the bottom of the balance in the center between 
the forward and aft measuring elements. The tunnel support system attaches to the balance aft 
taper using two push-in set screws 1 80 0 apart and two roll pins also 1 80 ° apart. 

The central section of the outer shell is floating on the web sections and restrained by the axial 
element. Two webs of each of the eight integral sections are strain gaged. The web sections 
are designed so that a force applied in either the normal or side direction will produce tension 
in one section of the webs and compression in the web section 1 80 ° opposite. The strain 
gages are applied to the center area of the webs. The combination of gages on the tension 
webs with gages on the compression webs (180° apart) into four arm active bridges measures 
the forces applied at each end of the balance in two planes. Using these force measurements 
and the distance to the balance moment center of each section the total normal force, pitching 
moment, side force and yawing moment are resolved. 

The rolling moment is measured by gages placed near the center line of these same webs. The 
application of rolling moment to the outer shell will produce tension (or compression 
alternately) in the web sections around the circumference of the outer shell on either end. 
Selection of the rolling moment gages is accomplished using a technique we call ‘Single 
Gage’. This process selects the bridge producing the highest output with minimum interaction. 
The rolling moment bridge consists of two four arm active bridges wired in parallel. One of 
these bridges is wired from selected gages located on the forward web sections. The other 
bridge is wired from gages located on the aft web sections. The propose of parallel bridges is 
to improve the overall characteristics of the final bridge. In some of the balances the roll 
bridges are wired to only use either the forward or the aft section of gages. 

The axial force is measured using gages located on the webbed section of the separate axial 
element. The majority of the axial loads applied to the outer shell (from the model journal) are 
passed to the axial element since it is more rigid than the long slender webs attaching the 
outer shell directly to the inner rod. The separate axial element actually contains two 
measuring sections. Half of the axial force is applied to the forward axial element measuring 
section (pinned to the forward part of the inner rod) creating a tension load on this half of the 
element. The other half of the axial force is applied to the aft axial element measuring section 
( pinned to the aft part of the inner rod) creating a compression load on this half of the 
element. The load applied to both measuring sections forces the oval sections on either end to 
bend. This results in tension or compression stress on the center of the two long legs of the 
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oval section. Two strain gages are placed on the centerlines of each long leg and are wired 
into four arm active bridges on both the forward and aft axial oval sections. The purpose of 
this parallel bridge hook-up is to cancel the effects of differences in the outer shell, inner rod 
and axial element expansion due to temperature on the balance. 


Design 

The design rational for the Flexured Balance may be summarized as follows: 

a) There are presently load limitations (per unit diameter) with standard force balance 
designs used over the last thirty years. These limitations occurred as a result of all applied 
loads acting on each element. The Flexured Balance reduces the magnitude of the loads in 
all directions except the primary load direction. The position of the gages on the flexured 
balance webs allows higher loads with lower gage stress than the force balance. 

b) The Flexured balance allows for higher accuracy and closer matched output for all 
components, since the outer shell webs are gaged for only two components instead of 
three components (as on the standard force balance). This allows for less compromise of 
the outputs during design. The gages are placed on the much lower stressed center- line of 
the flexured web instead of the higher stressed ends (on the force balance). 

c) Stiffness and dynamic frequency equal to the standard force balance. 

d) Lower interactions since the axial element is flexured and separate from the higher 
stressed ends of the normal force and side force webs. 

e) Lower zero shifts since the flexured action reduces the redundant stress of the webs on the 
standard force balance. 

f) The flexures result in temperature effects that are lower and more repeatable. 

The Flexured Balance concept required several major changes in the standard force balance 
design. The use of higher number of longer more slender normal force and side force webs 
(Figure 2) results in the high flexibility of the webs in the axial direction and allows 82% of 
the axial force load to be applied to the axial element. However, use of the long slender webs 
results in larger ear (the section that the webs attach to) stresses due to the required reduction 
in the ear size to accommodate the increase in web length. Therefore, the ear design was 
changed (Figure 2). The new design starts the ear at the edge of the group of normal force 
webs and increases in size across the balance freeing cuts. This redesign reduces the ear stress 
significantly and provides for a stiffer ear section allowing the design of longer length webs. 
The separate internal axial element (Figure 3) allowed the removal of the axial gages from the 
ends of the outer shell webs. This allowed the reduction of the design axial stress which 
increased the balance’s overall maximum loads. This reduction of web size (and resulting 


375 


increase in flexibility in the axial direction), reduces the stress due to the bending of the inner 
rod significantly. 

Fabrication 

The fabrication process for this balance is very complex. Each step is carefully planned and 
parts inspected regularly to ensure conformance to design. The entire fabrication process 
requires approximately 3 to 4 months and is more involved than a standard force balance. 
Some of this is attributed to the learning curve involved with building a new balance, and 
some were attributed to the following design differences between the standard force and the 
flexured force balances: 

• Increased web fabrication effort, since more webs are used. 

• Fabrication of the separate axial element. 

• Installation of the axial element in the balance with the installation of all press fit pins. 

• Fabrication and installation of the four axial adapters. 

The following represents the major steps completed during the fabrication of the prototype 
type Flexured Balance: 

a) Machining of the outer shell ( Figure 4 ) with webs completed to final size. 

b) Machining of the inner rod ( Figure 5 ) is completed. 

c) Machining of the axial element (figure 6) is completed. 

d) Assembly of the outer shell to the inner rod. Match drill and fit the eight pin holes through 
the braze joint of both the outer shell and inner rod. 

e) Inspect the outer shell, inner rod, axial element and finished webs for dimensional 
accuracy prior to the braze operation. 

f) Prepare balance for braze. Complete the braze and heat-treat operation. After the braze 
operation an ultrasonic inspection of the braze joints is performed. 

g) Complete final machining of the outer shell and inner rod assembly. 

h) Complete the final machining of the balance assembly including the attachments of the 
axial adapters and the axial element. Remove the axial element and complete the 
machining process on all components. 

i) The final assembly ( Figure 7 ) is completed after gaging and checkout of the axial 
element. The completed axial element is then installed in the balance. The axial element 
outputs are monitored during each step of the installation. This provides a history of the 
final preload of the axial element. 
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Strain Gaging 


The axial element was gaged with two full bridges on each axial section ( Figure 8 ). Each 
forward section bridge was wired in parallel with a bridge from the aft section. The parallel 
hookup cancels the output of the axial element due to differences in temperature expansion of 
the outer shell, inner rod and the axial element. The axial element was then tension loaded 
independently to insure accuracy of the axial bridges prior to installation in the balance. The 
repeatability of the bridges for full load was 0.033% full scale. The forward and aft section 
bridges indicated deviations from a straight line of +/-0.155 %. These deviations were equal 
and opposite and canceled when they where wired in parallel for the balance assembly. The 
deviation is caused by changes in the moment arm as the oval element is loaded. The axial 
element was then installed in the balance prior to outer shell web gaging. This procedure was 
followed in order to determine the axial element performance. Additional temporary gages 
were installed on the ends of the outer shell webs and balance ears to measure the stress in 
these areas. The balance was loaded with maximum calibration or design loads. The axial 
element performance, as well as the web stress and ear stress from the gages on the outer shell 
are shown in Table 1 . 


Table 1 - Initial Axial Element Loading Performance with Outer Shell 
Web and Ear Stresses. 


WEB STRESS 

EAR STRESS 

(Max. PSI) 

(Max. PSI) 

43,580 

21,190 


INITIAL AXIAL ELEMENT LOADING 
% FULL SCALE 


Characteristic 

(Individual bridges) 

(Parallel bridge) 

Hysteresis 

0.17% 

0.07% 

Zero Shift 

0.06% 

0.02% 

Non-Linearity 

0.44% 

0.28% 

Interaction 

3.30% 

3.33% 


The outer shell webs were then gaged (Figure 9) with three gages on each outside web of each 
set (48 gages in total). The individual gages on the centerline of the webs were wired into four 
arm active bridges to measure forward normal (Nl), aft normal (N2), forward side force (Yl), 
and aft side force ( Y2) depending on the location of the web. The remaining two gages on 
each outside web were preliminarily wired as single gages. Each component of the balance 
was loaded to maximum load and the Nl, N2, Yl, Y2, Axial paralleled, and single gages were 
recorded and reduced. All full bridges performed very well and were ready for temperature 


377 


compensation. The single gages, which are used in the rolling moment bridges, were reduced 
using a special single gage computer program designed to determine the highest output and 
least interaction bridge configuration. The best bridges were wired on the forward and aft web 
section. These bridges were paralleled to cancel differential expansion in the same manner as 
the axial element bridges. Since all the data recorded during the loading indicated that all 
bridges and single gages operated with low interactions and good zero returns, the balance 
was prepared for temperature compensation. Six thermistors (Omega 44034) were installed in 
the balance. These thermistors were positioned as follows: one top forward on the inner rod, 
one top forward on the outer shell, one top aft on the inner rod, one top aft on the outer shell, 
one forward on the axial element flange and one aft on the axial element flange. 

Temperature compensation was performed over a temperature range of 77° to 1 54 °F. The 
zero shift over this range was compensated within 0.10% of full scale. 

The final gaging operation was to protect all the bridges and wiring with waterproofing. All 
bridges (except the axial element bridges which were done previously) were covered with 
Micro-Measurement, M- coat-A, air drying polyurethane coating. The axial element bridges 
were covered with both the Micro-Measurement, M- coat-A and M-coat-C, silicone rubber, 
both coatings were air dried. 


Sensitivity Checks 

The sensitivity or modulus compensation was evaluated by performing elevated temperature 
loadings on the balance by inclosing the balance and calibration equipment in a temperature 
controlled box and applying heat. The sensitivity effects being matched between the room 
temperature and the elevated temperature loadings within .10% of Full Scale. In the event that 
the modulus of the gages does not match that of the balance then either modulus 
compensation is installed or a correction constant is applied. 


Calibration 

The balance was set-up in the balance calibration rig. The balance was calibrated with the 
loading as follows in table 2. 
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Table 2 - Flexured Balance Load schedule 



Component 

Load 

a 

Axial force 

+/- 800 lbs. 

b 

Rolling moment ( transferring weights) 

+/- 4000 in-lbs 

c 

Normal force at stations inside the bridges 

+/- 5000 lbs 


Normal force at the N1 and N2 bridges 

+/- 2250 lbs 

d 

Side force at stations inside the bridges 

+/- 2000 lbs 


Side Force at the Y1 and Y2 bridges 

+/- 1000 lbs 

e 

Combination loads in combinations of two and 

each at Max 


three components being loaded simultaneously 


f 

Combination loads in combinations of all six 

all at Max 


components being loaded simultaneously 



All loadings a), b), c) and d) were loaded from zero to full load at a minimum of five 
incremental load levels and repeat of all increments back down from maximum. Loadings e) 
and f) were completed with applying Normal, Side and Axial forces Pitch, Yaw and Rolling 
moment in combinations. The combination loads were applied in combinations of two and 
three components for loading e). These loadings group each component with the other 
components, (AF with RM, NF & PM, SF & YM), RM with NF & PM, SF & YM),(NF & 
PM with SF & YM) the NF & PM, SF & YM are applied at various locations to separate the 
NF from PM and the SF from YM. The f) loadings were with all six components loaded 
simultaneously in different combinations and at different percentages of full load. This data is 
used to perform a check of the matrix verses data that would be representative of wind tunnel 
conditions. 

A summary of the basic data characteristics of the completed balance are in table 3. 


Table 3 - Flexured Balance Characteristics 


COMPONENT 

N1 

N2 

Y1 

Y2 

R1 

XI 

Millivolt Output 

9.50 

9.38 

8.68 

8.89 

6.30 

8.65 

Excitation Volts 

6.00 

6.00 

6.00 

6.00 

6.00 

6.00 


Max Signal Conditioning Error +/-.02% 
Axial Loadings 

Data in % of Full Scale (% FS) 


COMPONENT 

N1 

N2 

Y1 

Y2 

R1 

XI 

Interaction 

.50 

.44 

.11 

.16 

.44 

— 

Hysteresis 

.01 

.01 

.01 

.01 

.01 

.02 

Zero Shift 

.01 

.00 

.01 

.02 

.01 

.01 
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Roll Loadings 


COMPONENT 

N1 

N2 

Y1 

Y2 

R1 

XI 

Interaction 

.44 

.72 

.70 

.38 

— 

2.76 

Hysteresis 

.03 

.01 

.01 

.01 

.04 

.01 

Zero Shift 

.01 

.01 

.01 

.01 

.03 

.01 


Normal Force and Pitching Moment 


COMPONENT 

N1 

N2 

Y1 

Y2 

R1 

XI 

Interaction 

— 

— 

2.26 

2.42 

1.87 

.49 

Hysteresis 

.03 

.03 

.02 

.02 

.02 

.02 

Zero Shift 

.04 

.04 

.01 

.01 

.01 

.01 


Side Force and Yawing Moment 


COMPONENT 

N1 

N2 

Y1 

Y2 

R1 

XI 

Interaction 

-.44 

.58 

— 

— 

1.73 

.29 

Hysteresis 

.01 

.01 

.05 

.05 

.03 

.03 

Zero Shift 

.01 

.01 

.02 

.04 

.04 

.01 


The deflection of this type of balance are very low (compared with conventional single piece 
balances) and somewhat less than typical deflections of force type balances. Deflection data is 
shown in Table 4. 


Table 4 - Flexured Balance Deflection Data 


Maximum 

Loads 

Normal 

Force 

Pitching 

Moment 

Side 

Force 

Yawing 

Moment 

Rolling 

Moment 

Axial Force 

Flexured 

5,000 

15,000 

2,000 

7,500 

4,000 

800 

Force 

Lbs 

In-Lbs 

Lbs 

In-Lbs 

In-Lbs 

Lbs 

Deflection 

Degrees 

.84 

.47 

.35 

.34 

.21 

.001” 

Single Piece 

1200 

3600 

1200 

3600 

400 

400 


Lbs 

In-Lbs 

Lbs 

In-Lbs 

In-Lbs 

Lbs 

Deflection 

Degrees 

.52 

.94 

.36 

1.28 

.24 

o 

o 

Ul 


The calibration data was used to determine the balance force and moment constants required 
for wind tunnel testing. In order to determine the balance accuracy, all of the original loading 
data was back calculated to loads and moments using the computed constants. The balances 
accuracy, in particular the first standard deviation error are summarized in Table 5. 
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Table 5 - Flexured Balance Calibration Performance Summary. 
( Data in % of FS) 



Normal 

Force 

Pitching 

Moment 

Side 

Force 

Yawing 

Moment 

Rolling 

Moment 

Axial Force 

Maximum 

5,000 

22,500 

2,000 

7,500 

4,000 

800 

Loads 

Lbs 

In-Lbs 

Lbs 

In-Lbs 

In-Lbs 

Lbs 

Primary 

Loadings 

.025 

.017 

.030 

.038 

.123 

.028 

Combined 

Loadings 

.040 

.025 

.048 

.069 

.208 

.051 


Several other special tests were completed on the balance. These tests included a creep test. 
Here each component was loaded to maximum load for two hours. Data was recorded every 
ten minutes. The results are shown in Table 6. 


Table 6 - Creep Test Results 
( in % of FS per Hour) 


COMP 

LOAD 

N1 

N2 

Y1 

Y2 

R1 

XI 

AF 

800 lbs 

.00 

.00 

.00 

.00 

.00 

.02 

RM 

4000 in-lbs 

.00 

.00 

.00 

.00 

.01 

.00 

NF 

5000 lbs 

.00 

.02 

.00 

.00 

.00 

.00 

SF 

2000 lbs 

.00 

.00 

.02 

.03 

.00 

.00 


To insure a proper glue bond area (no air bubbles), the installation of the balance in a vacuum 
chamber at 9.0 PSI absolute for 30 minutes. The data in percent of full scale is shown in Table 
7. 


Table 7 - Vacuum Chamber Test Results 


Pressure 

Comp. 

N1 

N2 

Y1 

Y2 

R1 

XI 

9.7 

% change 

.01 

.03 

.03 

.00 

.01 

.02 


Repair and Refurbishment 

The Flexured balance design allows for easy access to the strain gages for any check-out or 
repairs that might be needed during the life of the balance. The outer shell is readily accessible 
and the axial element is removable for any needed repairs. 

The recent need for the replacement of the axial element on the prototype balance was 
necessitated by a severe overloading condition to the axial component. The damaged axial 
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element and the associated hardware were removed from the balance. The manufacturing, 
strain gaging and installation of a new axial element was performed on this balance. With the 
replacement element installed the balance was recalibrated with the data compared to the 
original calibration, the overall performance and characteristics of the balance did not change 
significantly. The balance has since performed without incident on numerous test with 
satisfactory results in all areas. The data from wind tunnel tests conducted prior to the 
replacement of the axial element were compared to data from tests conducted after the balance 
was repaired, this data from these two tests plotted on top of each other. 

The repair and replacement of the balance’s cable is accessible at the aft web section of the 
outer shell. The need to regage the outer shell’s gages doesn’t require the removal of the axial 
element thus saving time and reducing the effort required for rework on the balance. 


SUMMARY 

The following is a summary of the key elements effecting the design, fabrication, gaging and 
calibration of the Flexured Balance. While we were extremely pleased with the performance 
of this unit, a number of issues have been addressed and improved upon in the design and 
development of subsequent balances. 

a) It took a great effort to optimize the computer stress program, this was required because 
of the large increase in maximum design loads. All program changes were checked by 
installation of strain gages on the critical areas in order to check the computer stress 
calculations by application of loads. The stress programs are now more automated to 
improve efficiency and maximize balance design criteria. 

b) The fabrication process is more involved for several reasons.. We have made significant 
progress in the optimization of the fabrication process, thus insuring a high quality balance 
while controlling the fabrication costs and schedules. 

c) The use of the flexured force design in the air flow balance design concept will be more 
complicated because the axial flexure element. This element is installed in the centerline 
bore which is used for air supply tubes on the air flow balance. We are considering axial 
element designs that can solve this problem. 

The flexured balance design produced many improvements. These improvements were 
anticipated when originally considering the development of this balance. 

a) The web stress was much lower on the flexured balance than the standard force balance 
with the maximum load three times as large. The standard force balance maximum load, 
for this diameter could not be increased because of the high inner deflection stress 
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imposed on the webs. This flexured balance design will allow us in the future to obtain 
even greater loads. The 2.00 diameter balance maximum load could be increased to the 
3500 lbs to 6000 lbs range with the use of high strength steel and one of several improved 
web designs, as well a new generation of flexured force balance design. 

b) The gaging was simplified, since a lower number of strain gages were used than the 
standard force balance 

c) Temperature effects were reduced and more repeatable. The axial element was 
temperature compensated before installation and didn’t change after assembly. 

d) The interactions were significantly lower and more linear than the standard force balance 
or those from a single piece moment beam type balance. 

e) The zero shifts and drift were especially low on all components. 

This balance is very stiff for a high load 2.5 inch diameter size. 


Future Improvements 

The planned improvements for the near future include the following 

a) Further increased load capacity per unit diameter. 

b) Further flexuring of additional elements for increased accuracy. 

c) Improved shielding of gaged sections, for additional protection of gaged sections. 

d) Increased loading schedule for calibrations, to offer larger data set which will better define 
the balance’s matrix for various testing conditions. The increased loadings will be possible 
with use of the Automatic Balance Calibration System. 
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TYPICAL BALANCE TEST TASKS FOR AEROGASDYNAMIC 
FACILITIES OF TSNIEVIASH. 


Vladimir I. Lapygin, 
Vyacheslav I. Lagutin 
(TSNUMASH, Russia) 


SUMMARY 


General survey of balance tests which provided on the facilities of TSNDMASH’s Centre of Aero- 
gasdynamics is given. Among the tasks solved by balance tests the following are considered: investiga- 
tion of complex systems (e.g. launch vehicle with strap-on blocks); study of loading of flight vehicle 
elements (stabilizers and control surfaces, nozzles, etn.); investigation of models with simulation of 
power or control engines jets; investigation of models with paranhute; study of launch pad elements 
loading; study of model loading during heat protection cover erosion in arc-heater tunnel; measuring of 
forces during models free oscillation; measuring of short-time loading (e.g. in piston gasdynamic units, 
in shock tubes, in shock waves rigs, in vacuum chambers). 

To illustrate peculiarities of provided tests technique and apphed measuring means several examples 
are given. 


INTRODUCTION 


Center of Aerogasdynamics (CAGD) which history started in 1947 is a significant part of Central 
Research Institute of Machine Building (TSNIIMASH) - leading Russian institute in rocket and aero- 
space technology. The Center works in theoretical and experimental aerogasdynamics of rocket - space 
objects. The widely known results of the work concern aerogasdynamic aspects of Soviet and Russian 
launch vehicles Vostok, Zyklon, Kosmos, Proton, Zenit, Energia; various missiles; space vehicles Vos- 
tok, Soyus, Zond, Buran; landing modules Luna, Mars, Venera; orbital stations Salut, Mir and others. 

To realize experimental investigations there is a complex of aerogasdynamic facilities which in- 
cludes a wide variety of various scales conventional and unconventional (e.g. piston gasdynamic unit - 
PGU) wind tunnels with Mach number range from subsonic to hypersonic; shock tubes; vacuum cham- 
bers and rigs for special items studying (launch vehicle take off, stage separation, space modules docking 
- undocking, landing, etc.). General performances of the CAGD’s principal facilities are given in Table. 
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Wind tunnels 


Mach number range 

Size of nozzle exit [m] 

Reynolds number range [per ml x 10' 6 

U - 3 

0.25 ... 1.75 

0.6 x 0.6 

6 ... 20 

U-3M 

0.2... 3 

0.6 x 0.6 

0.9 ... 90 

U - 21 

0.2 ... 1.8 

1.4 x 1.4 

0.04 ... 100 

U- 1 

2 ... 4 

0.4 x 0.4 

30 ... 85 

U-4M 

2 ... 6 

0.6 x 0.6 

0.8 ... 200 

U - 6 

6 ... 10 

00.27; 00.35 

7 ... 70 

U-306 -3 

2 ... 10 

01.2 

0.5 ... 200 

PGU U - 7 

6 ... 20 

00.4; 00.8 

0.1 ... 300 

U- 11 

6 ... 15 

00.4; 00.8 

0.1 ... 300 

Shock tubes 

U-8M 

12... 18 

01.5 

up to 1 

U- 12 

0.5 ... 10 

01.5 

1 ... 20 


- 

Vacuum chambers 

U-22M 

voL - 170 m 3 , diam. 5 m 


U - 22 

voL - 1000 m 3 , diam. 8 m 



The provided tests mostly include balance measurements and many conventional and specialized 
balances are used in dependence on peculiarities of applied facilities, test task and tested model shape 
and size. Now CAGD has a set of strain-gage balances (more than two hundred actual units) various 
type and size for loading range from gr ams to tons and various combination of measuring loading com- 
ponents values. 


Let us consider some typical balance test tasks. 

A number tasks concern balance tests of various reentry vehicles (e.g. ref. 1). In the most cases we 
deal with two groups of reentry vehicle configuration. The first is large drag and small aspect ratio 
bodies, i.e. blunted cones with large vertex angle, segmental and segmental - conical bodies (e.g. 
“Mars”, “Soyuz” reentry vehicles). The second group includes small-drag cones with small vertex angle 
and bodies with wings (large-lift) such as aerospace vehicle “Buran” In many cases the tests are pro- 
vided in wide range of M, Re numbers and angle of attack. For example in cases similar to determina- 
tion of aerodynamic characteristics (ADC) for objects “Soyuz” type it is necessary to provide tests in 
ranges of Mach number 0.6... 15, angle of attack 0... 180° and Reynolds number 10 5 ...10 7 . 

Launch vehicle ADC determination is another large group of balance test tasks (e.g. ref. 2). Nowa- 
day launch vehicles have complicated configurations (e.g. “Energia - Buran” system with several strap- 
on blocks) and during tests several balances (2... 4 units) can be used simultaneously both in cases of 
complete model test and strap-ons separation test. 

ADC determination of models with parachute systems is a task from time to time met in our prac- 
tice. Two varieties of the task are possible. The first is ADC determination for parachute system in pres- 
ence of model body. The second is “body + parachute” system ADC determination. As an example it 
was a task when various reusable “Energia” boosters were researched. On Figure 1 such a model 
mounted (through a balance) on wind tunnel injection - incidence changing gear is shown. It can be 
seen a parachute fixing mechanism which provides stretching the parachute during model injection into 
the wind tunnel test section (to avoid the parachute and balance overloading) and their releasing after the 
model injection. 
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Figure 1. Scheme of “model + parachute” system balance test 

1 - main model support; 2 - balance; 3 - model; 4 - parachute links; 5 - parachute; 6, 7 - rod and pneumatic cylinder (respectively) of 
model injection mechanism; 8, 9 - wind tunnel working section and test channel; 10 - additional support; 

11 - fork; 12 - upright; 13 ... 18 - parachute fixing mechanism (spring, case, piston, link, role and slide, respectively); 

19, 20 - driver of the fixing mechanism (lever and rest) 

One of the important task is measuring of forces - moments acted on flight vehicle elements (e.g. 
stabilizers and control surfaces, nozzles, etc.). Thereat the measurements can be provided either with a 
separate element or with the element in composition with the model of tested flight vehicle. As an illus- 
tration of such kind test a scheme of deflected nozzle hinge moment studying is presented on Figure 2. 
Peculiarity of the scheme consists in usage of so - called “false nozzle” mounted on tubular type bal- 
ance. The false nozzle is a thin shell with outer shape similar to tested nozzle and separated from it by 
small gap. During the test the balance provides measuring of 4.. .6 components aerodynamic loading of 
the nozzle in presence of jet through the nozzle. 



Figure 2. Scheme of deflected nozzle hinge moment measuring. 

1 - pressure chamber; 2 - air supply pipe; 3 - nozzle; 4 - “false nozzle”; 5 - multicomponent balance; 6 - base case. 


387 




Investigation of flight vehicle models with jets simulation is a task very often met in CAGD's prac- 
tice. There are several variants of the task: ADC determination in cases of power or reactive control 
system (RCS) engine jet with jet thrust or without it. In dependence on the case various balances and 
test technique have to be used. Two examples are illustrated on Figure 3. and Figure 4. A scheme of 
balance test of a model of “Soyuz” space vehicle emergency escape system is shown on Figure 3. 



Figure 3. Scheme of balance test of emergency escape system model with jet simulation 

1 - nozzle, 2 - pressure chamber; 3 - pipe of air supply ; 4 - compressed air, 5 - model case; 6 - stabilizer; 7 - six component balance, 8 

- balance base; 9 - sting. 


There is a case of balance measuring in presence of power engines jets (i.e. measuring without jets’ 
thrust). During the test aerodynamic loading the escape system (without nosepartl is determined at the 
beginning without jets and then with jets. Loading of the nosepart is found separately by using an addi- 
tional balance. A scheme of ADC determination of cone model with RCS jets is given on Figure 4. 



Figure 4. Scheme of balance test of models with RCS 

1 - model body ; 2 - pressure chamber; 3 - sting; 4 - gas supply channel; 5 - nozzle of RCS; 6 - metal bellow; 7 - multicomponent bal- 
ance. 

Peculiarity of the scheme (in compare with Figure 3) consists in loading determination together 
with jets’ thrust. It can be used two variants gas supply systems for jets generation: external (with model 
and gas supply pipe connection by a flexible element - e.g. metal bellow - ref. 3) and internal (e.g. solid 
propellant gas generator). During the test at the beginning model loading is determined in vacuum con- 
dition without external flow (i.e. only jets thrust to be measured) then model’s ADC are obtained into 
acted flow without jets and then - together with jets. 
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Among aerogasdynamics problems of launch vehicle taking off some balance test tasks are also ex- 
isted. It may be experimental investigation of aerogasdynamic loading (which is a result of launch vehi- 
cle engines jets action) of launching containers, cable masts, launching silo or pad elements, etc. The 
only principal peculiarity of such kind tests is launch vehicle model nozzle (or nozzles) jet as a flow gen- 
erator. The jets may be cold or hot (in cases of gas heaters or propellant grains usage). As measuring 
units conventional or special balances can be used. 

One of the new balance test task is study of models loading during heat protection cover erosion in 
arc - heater tunnels (it is a cooperative work of CAGD and Heat Exchange Research Center of 
TSNIIMASH). hi our practice we have two variants of the tests. The first variant has no sufficient dif- 
ference (from balance tests point of view) from the tests in conventional wind tunnels excepting high 
temperature flow (1500 ... 4500°C) problem. Solution of the problem is found either by limitation of 
test duration or by usage of balance cooling systems. It must be noted that model’s heat protection 
cover is enough good mean not only for the model (or flight vehicle) frame, but for the balance too and 
as a rule test duration of 10 ... 15 s is enough in order to make negligible the most problems of the bal- 
ance heating. During the test variations of model surface and loading are observed. The second variant 
presents the model testing inside the tunneTs nozzle (ref. 4). The conical model is mounted with a gap 
respect to nozzle wall (see Figure 5) by means of a special in-model balance and an automatic model 
feed mechanism. 



Figure 5. Arc-heater wind tunnel balance test 

1 - gas supply; 2 - high pressure chamber with arc-heater; 3 - nozzle; 4 - model; 5 - model feed mechanism; 6 - exhaust channel; 7 - 

internal strain-gage balance. 

A peculiarity of the test is very strong conditions on the model surface (e. g. heat flux 
300 ... 2000 kcalAn : s at surface temperature ~ 3000°C and tension of friction 800 ... 3000 N/m") re- 
quired for intensive erosion of model’s heat protection cover and closed to natural flight ones. Another 
peculiarity is necessity (as a rule) to sense during the test rather small changing of the model loading 
when the average level of loading is very high (e.g. for a model with diameter ~ 150 ... 180 mm axial 
force value may be about 25 ... 30 kN while role moment changing is about 10 ... 20 Ncm). It must be 
uoted that the considered tests can be complemented by tests in conventional wind tunnel (i.e. balance 
tests of the eroded models). 

A large group of balance tests concerns tasks of short duration loading measurements. We met die 
tasks in cases of PGU (test duration 0,1 ... 1 s), shock tubes (0,03 ... 0,15 s), vacuum chambers (0,03 ... 
0,5 s) and specialized rigs (0,03 ... 0,5 s) tests. But the cases are sufficiently different by loading level. 
The mostly hard strain - gage balance tests provided in vacuum chambers concern problems of high alti- 
tude docking-undocking. In these cases level of loading is tens or hundreds grams (for typical model di- 
ameter 50 ... 150 mm). As an example it was a task of determination of solar battery panels gasdynamic 
loading due to RCS engines jets action when docking-undocking problems for “Apollo”-“Soyuz'' and 
“Space shuttle”-“Mir” programs were investigated. Other cases sometimes are rather difficult too. As an 
example it is rocket structure elements (e. g. nozzle) shock waves loading measurement (provided in a 
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specialized rig) during engine ignition. The task is included in aerogasdynamics problems of launch ve- 
hicle taking off or stage separation. 

An example of the s imil ar task is investigation for cone-cylinder model of aerodasdynamic interac- 
tion of plasma jet and supersonic flow (ref. 5). Scheme of testing model is shown on Figure 6. Test du- 
ration (plasma generator work duration) is 0.05 ... 0. 1 s. 



Figure 6. Scheme of balance test of model with plasma generator. 

1 - nozzle; 2, 3, 10 - rubber rings; 4, 6 - electrical insulators; 5 - model body; 8, 12 - fixing screws; 9 - thin copper wire; 1 1 - teflon in- 
sulator; 13 - pipe for pressure measuring; 14 - adapter; 15 - base shield; 16 - strain-gage balance. 


In the most cases short duration loading measurements can be realized and acceptable accuracy can 
be reached only by careful choice of “model - strain - gage balance - sting” system elements character- 
istics (it means that mass and moment of inertia of the model must be provided minimal with sufficient 
rigidity, rigidity of the balance and the sting must be provided maximal with the balance sufficient sensi- 
tivity). 

One of the unconventional balance test technique is aerodynamic load measuring during free oscil- 
lation of model hinged in wind tunnel flow. Two variants of applied balance are possible: balance com- 
bined with base sting (L e. immovable balance and oscillated model), balance combined with adapter for 
the model mounting (L e. oscillated model and balance). In dependence on the hinge design (number of 
degrees of freedom) the balance may be with various number of measured components. In addition to 
force measuring elements the balance is also supplied by transducers of model angle attitude and angle 
acceleration. One of the typical balance design is shown on Figure 7. 

12 



Figure 7. Strain-gage balance combined with free oscillation device. 

I - adapter for testing model mounting; 2 - ball bearing; 3 - rod (axis of oscillation); 4, 1 1 - wires; 5, 13 - inductive type transducers of 
angle rate and acceleration, respectively. 6 - sensitive element of Y-force dynamometer; 7. 9 - strain gages;8, 10 - flexible elements of 
Y. X - force dynamometers; 12 - sting; 14, 15 - armature and inductive type sensitive element of angle attitude transducer; 16 - shield. 
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During the test instantaneous values of aerodynamic X, Y force components, angle attitude, angle 
rate and acceleration are measured. Aerodynamic moment component is obtained by calculation 
through angle acceleration. In addition to usual for balance test set of ADC die free oscillation technique 
allows to obtain some unsteady aerodynamic characteristics (e. g. pitching moment static derivative and 
pitch damping derivative). It must be also noticed that the technique in cases of model configurations 
widi large base size (e. g. conical or segmental bodies) provides ADC study in wide range of angle of 
attack (sometimes up to ± 30 ... 40° respect to trim angle of attack if coincide flight vehicle center of 
gravity and position of balance hinge). Besides in cases of Strouhal number simulation (togedier with M 
and Re numbers) it appears a possibility of ADC studying under condition more close to natural flight 
than usual ones. It is a very important circumstance when model flow - around structure (transition and 
separated zones) rearrangement lag takes place. 

Free oscillation balance test technique may be also used in combination with other techniques: sur- 
face pressure distribution measuring, engines jets simulation, flow visualization, etc. For example Figure 
8 presents a shadowgraph of a free oscillated conical model with jet of brake engine when surface pres- 
sure distribution and aerodynamic forces were measured (with usage of sting-balance, pressure trans- 
ducers of inductive type and in - model solid propellant gas generator). 



Figure 8. Free oscillation balance test with pressure distribution measuring and jet simulation (ML = 6). 


CONCLUSION 


Considered tasks are not comprehensive but only typical ones for CAGD practice. New aerogasdy- 
namics problems and new balance test tasks arise time by time following development of cosmonautic 
and rocket technique. 
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SUMMARY 

Accurate measurement of the aerodynamic drag by internal balances in wind tunnel testing is a difficult 
task to accomplish. The adverse relation between the balance sensitivity and stiffness leads to designs with 
high nonlinear interactions. The problems become even more acute when the balances are of small diameter 
( less than 3/4 inch), and when the loading in the pitch and yaw direction acting simultaneously are much 
higher than the axial load in the order of several hundreds kgxcm. There is no one solution that can be 
prescribed to overcome the problems. This paper presents several technical improvements that have yielded 
enhanced accuracy in the axial force measurement in the Technions wind tunnel laboratory. The first 
improvement was obtained by a modification of the drag measuring element design. Additional 
improvement was obtained by a new calibration rig, and a more comprehensive data reduction process. A 
different approach is based on disengaging the drag element from the other five components, thus evading 
the nonlinear interactions. 


INTRODUCTION 

The design of small-diameter accurate six component internal balance for wind tunnel force measurements, 
has been a long uphill struggle for wind tunnel laboratories. The reasons for this difficulty are the inherently 
conflicting demands made on the balance design. The demand for high sensitivity requires flexible metric 
elements, a demand on low level of interaction between the measuring elements prescribes that the 
measuring element be very tiff in all directions except the one direction being measured, and that the 
flexures between the metric elements be elastic to transfer only the force being measured. High overall 
rigidity is also important to ensure small deflections and avoid nonlinear elastic phenomena and lesser 
uncertainty in the spatial positioning of the model. 

Two major approaches were taken to meet those requirements. A composite balance approach that allows 
mechanical motion between metric elements, and an integral balance approach. The composite balance 
approach meets most of the requirements mentioned above, however it suffers from friction induced 
uncertainties and hysteresis, Gorlin and Slezinger (ref. 1) . An integral balance design eliminates the friction 
induced inaccuracies, but tends to amplify the interaction between the metric elements due to the structural 
distortion and the non linear elastic phenomena. The reduction of these interactions by means of 
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complicated designs, expensive manufacturing and comprehensive calibration and data reduction processes, 
still leaves the measurement of the axial force lacking in accuracy. 

The axial direction in the sting balance is highest in rigidity, yet. it has to measure the typically smallest 
component of the aerodynamic load. Thus the metric element is to be made very sensitive. Such a typical 
design shown in Fig. 1. results in sensitivity not only to axial load, but to the structural distortion generated 
by the other load components. This distortion is non linear, and amplified when the element is 
simultaneously being loaded with axial load and bending moments resulting from loads perpendicular to the 
balance axis, such as normal and side force, and pitching and yawing moments. 

In general there are two sources that cause interaction output. The first source is related to strain gage 
techniques, and the second one to the structural mechanism of the axial force element. Strain gage 
techniques and methods for electrical, thermal and mechanical compensations were presented by White (ref. 

2), and Seginer et al (ref. 3). Improvement can be achieved by using new type of Self-Temperature- 
Compensated (STC) strain gages as will be discussed later. The second group of interaction is related to the 
structural mechanism of the balance and the combined nature of the aerodynamic loading. The main 
constituents of this group are : 1) Machining inaccuracies 

2) Reorientation of the loads due to balance deflections 

3) Deflection of the main strut of the axial force measuring element 

4) Additional deflection of the drag flexures due to combined loading 

While machining inaccuracies can be reduced by careful design and new manufacturing technique, it has 
been shown by Richard (ref. 4) that a non linear interaction of an orthogonal force is inherent. Shown in Fig. 
2 is a sketch of a balance under a normal load N. A false axial force reading io is recorded due to this 
deflection, and is proportional to N 2 / 1. This interaction can be reduced only by increasing the stiffness 
(moment of inertia) or the diameter. A second false axial force reading is recorded when the flexure beams 
of the axial force element are deflected under combined normal and axial force loads, as shown in Fig. 3. To 
the axial load deflection 5 d , a false reading 5 n is added due to the normal load effect. This interaction is 
linear, it can be reduced by increasing the strut stiffness at the expanse of reduced sensitivity. Calibration 
and data processing permit making allowance for interactions, as long as the non linearity is substantially 
low. 


IMPROVEMENT OF THE AXIAL FORCE MEASUREMENT ACCURACY 


Higher accuracy of the axial force measurement is being obtained by improvements in all the parameters 
that contribute to those inaccuracies. Modem machining techniques such as Electrical Discharge Machining 
(EDM) or Electron Beam Welding (EBW), yield reduced machining inaccuracies, and allow for higher level 
of design features. New strain gages technology offers Self Temperature Compensated (STC), such as the 
FTKB2-S 10075000 manufacture by Micro Measurement group Inc. This gages have a 5KO resistance and 
can support higher input voltage (18-36 V) in the Whetstone bridges, thus obtaining higher sensitivity 
without increasing hysteresis effects or overheating, and without decreasing the stiffness. However the main 
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effort is invested in new designs of the drag measuring element, and more eumbersome calibration and data 
reduction procedures. 

Design of a New Drag Element 


In a conventional drag element as shown in Fig. 1 the metric beam of the drag element is one of the beams 
carrying the loads. This beam is deflected under combined axial and normal loads in the fashion presented in 
Fig. 3. A new design of the axial force element is shown schematically in Fig. 4. In this design the metric 
flexure is not carrying the main loads. It is connected to the main strut, and follows the deflections of the 
main strut in a fashion that cancels the asymmetric output due to the torque generated by a pitching 
moment, the effects of the pure axial and normal forces on the metric flexure output is presented in Fig. 5. 
The deflection of the drag element under combined loads is presented in Fig. 6. A comparison test was 
conducted between two similar balances differing only by the drag element design. The parasitic drag 
output as a function of the normal force and pitching moment is presented in Fig. 7 and Fig. 8 respectively. 
The nonlinear part of the interaction is expressed by the standard deviation (S t D v ) of the linear curve. It is 
evident that the improvement in this term is large, by an order of magnitude for the normal force output 
where the curve is practically linear, and 60% improvement for the pitching moment interaction output. 


Calibration and Data Reduction 


Even with the new drag measuring element design, the inherent interaction in the balance output prevails, 
and needs to be resolved by appropriate calibration and data reduction processes. Since the output of the 
axial force measuring element is a nonlinear one in essence, second order calibration and data reduction 
procedures are required. An analysis of the second order calibration technique was carried out by Smith 
(ref. 5), resulting in a 6x6 First order interaction coefficient matrix, and a 6x2 1 second order interaction 
coefficient matrix. The equation is being solved iteratively. It is essential to conduct a careful calibration in 
order to resolve and identify each of the coefficients accurately. For this target, a calibration rig described by 
Ringel, Levin and Seginer (ref. 6) was designed. The main features of the calibration rig are: Dead weight 
loading. Moment loading with force smaller than 10% of the force full scale, after the recommendations of 
Dubois (ref. 7). Pulleys used only for the axial force loading, with extreme care to minimize friction by 
applying bearings and V notches. Use of counterweights to simulate a “weightless” sleeve, so a “zero shift” 
of the loads is not required. 

The force loading is applied at the balance moment center (BMC), and a second order best fit is performed 
to define the linear and quadratic terms of the single forces. The moment loading is performed using a 
constant load and varying the moment arm. The load is first applied at the BMC and its weight is zeroed out 
by a counter weight. It is than translated along the long arm to apply the moment about the BMC. Although 
the moment thus produced is nominally pure, this procedure raised an additional problem. A significant 
scatter ( Fig. 9 a) was observed when a single curve was fitted to all the moment data that were obtained 
with both positive and negative loads. It became obvious that two curves should be used to better fit the 
results (Fig. 9 b and c). One for the case where M/L ratio is positive and the other , when the ratio is 
negative. Apparently, the method of applying the moment generated a secondary effect caused by the 
positioning of the load, either forward or aft of the BMC. This effect was especially pronounced in the 
output of the axial force sensing bridge. Similar results were obtained for the yaw moment and side force. 
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Consequently, sixteen matrices were formed to contain all the combinations of normal and side forces and 
pitch and yaw moment signs. An additional step was added to the iterative procedure suggested by Smith. 
This iteration loop selects the appropriate matrix according to the signs of the forces and moments obtained 
in the previous iteration. 

The sixteen matrices procedure is compared with a nonlinear procedure with one matrix, and a linear 
calibration with axial load corrections, in reconstructing accurately known load combinations, that are 
applied to the balance on the calibration rig. The results are presented in Fig. 10, as a function of the 
eccentricity of the loads, or. the distance of the load application point from the Electrical Center (EC) of the 
balance. An improvement of more than 50% in the accuracy of the axial force measurement was obtained, 
compared with the nonlinear procedure involving one matrix, taking into consideration that these results 
were obtained small diameter balances performing under high strain with deflections in the order of 8-10 
degrees, a 0. 1 % error in the reconstruction of the axial load for a wide range of loads and load eccentricity is 
a significant improvement in the measuring ability. 


Design of a New External axial Force Sensing Element 


Non-integral Axial force element for wind tunnel balances were studied before, Gorlin and Slezinger (ref. 
1), but failed to reach the required accuracy criteria for wind tunnel work. The reasons for the failure were 
that these external elements, usually large load cells, too large to fit in the model, were located further 
downstream at an area where large bending moment exist. These moments distorted the load cell and its 
output. Moreover, these bending moment were also exerted on the bearings that were used to permit relative 
axial motion between the axial load cell and the other metric component. 

The non-integral axial force element configuration presented in the following paragraph was designed to 
avoid the above mentioned problems, Ringel and Levin (ref. 8). The external element was positioned near 
the center of the model to reduce the bending moment, and friction induced errors were reduced also as a 
result of recent advances in technology of bearings. This technology ensures almost pure axial motion with 
minimal friction between the main five component balance and the model, and is complemented by a single 
valued mechanical link between the main balance and the separate axial force unit. Fig. 1 1 describes the new 
design. The axial force unit (no. 1 in Fig. 1 1) is composed of a metric plate (Fig. 12) to measure the axial 
force, a flange that connects the metric plate rigidly to the model and a Morse taper that connects it to the 
main five component balance (no. 2 in Fig. 1 1). The connection to the balance is via a Thomson shaft (no. 3 
in Fig .11), that is separated from the model (no. 5 in Fig. 1 1), by two linear ball bushings ( no. 4 in Fig. 1 1). 
This arrangement permits an almost pure axial displacement of the model relative to the axial force element 
while the Thomson shaft prevents the transmission to the metric plate of vibrations that are perpendicular to 
its axis. The static friction coefficient of the linear ball bushing is 0.0018. With a normal force to axial force 
ratio of 20 : 1, the uncertainty of in the axial force would be in the order of 3.6% which is an order of 
magnitude higher than being achieved by an integral sting balance. However in the noisy wind tunnel 
environment, the much lower dynamic friction is dominant and the uncertainty in the axial force 
measurement is lower by an order of magnitude. 

the external axial force element was calibrated with a calibration sleeve replacing the model. The axial load 
varied from zero to 2.0 kgf, and with normal force loads of zero, 20 and 40 kgf. The results are presented in 
Fig. 13. The output in all three cases was practically linear, the linear coefficient varied slightly from 2228 
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fiV/kg with pure actual loading to 2221 pV/kg when 40 kgf normal force (20 : 1 ratio) is applied 
simultaneously. The standard deviation of 3.6 constitutes a 0.008% axial force uncertainty of full scale for 
pure loading . and grows to 0.37% uncertainty when the 40 kgf normal force is applied. These results are 
obtained directly from the external element output, and could be improved using a linear calibration for the 
interactions. The calibration results of the external axial force element are compared with similar results of 
two integral balances with a conventional drag element and a new drag element as was presented previously. 
The comparison is shown in Fig. 14. For pure axial loading all output data are linear, the external element 
can obtain higher sensitivity (Fig. 14 a), however the output due to a normal load shows the advantage of the 
external element. The conventional drag element has high non linearity, the new drag element output is 
linear but considerably higher than the external drag element. A further advantage of the external drag 
element is that even with high normal loads, the large deflections occurring with conventional integral 
balances, mainly due to the reduced stiffness at the drag measuring element, is prevented. 

The external axial force element is designed to fit a series of standard five component main balances, 
making it a more veritable tool, the overall expanse of manufacturing a five component main balance and an 
external force element are less than 50% of the expanse of manufacturing a ix component balance. 


CONCLUSIONS 


Three methods t improve the accuracy of the axial force measurement of small balances have been 
presented. The improvements were obtained by a new design of the axial force element, by modified 
calibration and data reduction procedures, and by applying a new bearing technology and a new approach to 
the veteran idea of implementing an eternal force measuring element. The results obtained are quite 
satisfactory, considering the high loads and large deflection small balances undergo during wind tunnel 
testing. As further improvements are expected to be required to accommodate for constantly growing 
demands on the measurements accuracy, all possible avenues should be explored. New materials, designs, 
calibration techniques, strain gage technology, and new approaches should be considered. 
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Figure 1 . Conventional 6-component balance. Figure 2. Interaction due to angular deflection of the 

model relative to the axial-force element. 




Figure 4. Schematic of new design. 


Figure 3. Interaction due to axial 

deformation of the drag element 
under a force normal to its axis. 
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Figure 5. Nominal output of the drag bridge 
under pure axial and normal loads. 




Figure 7. Parasitic drag output under normal Figure 8. Parasitic drag output under pitching 
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Figure 9. effect of M/L ratio on pitching 
moment interaction on drag. 



Figure 1 1 . Non-integral axial-force element: 1 load cell, 2 balance, 3 Thomson shaft, 4 ball bushing, 5 
model, 6 flexure plate and strain gages, 7 clamping screw. 

Figure 12. Metric plate configuration in the axial force unit. 
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Figure 14. Comparative output of various 
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SOME PECULIARITIES OF BALANCE TESTS 
IN THE TRANSONIC TsAGI T-128 WIND TUNNEL 


A.R. Gorbushin 

Central Aerohydrodynamics Institute, 
Zhukovsky, Russia 


SUMMARY 


The procedure of special balance tests in the T-128 wind tunnel is given and some test data for 
internal and external balance are considered. The method of taking account for zero balance reading 
variations is suggested. The repeatability test results obtained in the T-128 wind tunnel for Tu-144 
and reference models are presented to demonstrate the capabilities of the method of taking account for 
zero balance reading shift "before and after the run. 


INTRODUCTION 


The current development of aerodynamics imposes increased requirements for the wind tunnel test 
accuracy. Especially it concerns passenger aircraft model tests carried out on strain-gage balances. 

The aerodynamic characteristics of models, first of all, the data on drag must be reliable and exact. 
The influence of temperature on the strain-gage balance measurement accuracy is a basic factor 
hampering the solution of this problem. Below are considered some methodical points regarding the 
balances used in the T-128 wind tunnel. 


The main T-128 wind tunnel parameters are as follows: 
test section size 2.75m-2.75m 

Mach number range 0.15 to 1.7 

maximum dynamic pressure 80kPa 

total pressure range 20 to 400kPa 

Maximum dynamic pressure and total pressure values attained in the T-128 wind tunnel, rather 
high for transonic wind tunnels, imply more severe temperature operation conditions for models and 
strain-gage balances installed in the test section. A set of strain-gage balances with different load 
ranges are available in the T-128 wind tunnel which enable tests of various models in a wide range 
of flow parameters. The strain-gage balances used in the T-128 wind tunnel can be divided into two 
groups: internal and external ones. The internal balances installed in the test section are attached on a 
sting mounted in a crescent-shaped rigid strut (Fig.l). As for the external balances applied in the 
T-128 wind tunnel, they can conditionally be divided into three groups. The first group involves 
plenum chamber-installed 5-component balances for half-models (Fig.2). The second group includes 
6-component balances installed in the plenum chamber in a form of a frame suspended by two 
supports to be connected to the test section via strain dynamometers. The model is attached to an 
enclosing frame using three thin metal strips. This type of balance is intended for testing at high 
angles of attack. The third group comprises the 6-component strain-gage balances placed behind the 
model to serve simultaneously as a sting (Fig. 3). As compared with the internal balances, these 
balances feature great overall dimensions and mass, as well as a rather complex fairing design. Its 
advantages are a simpler design of models having a free space inside the body to place additional 
instrumentation, as well as a small time required to replace models. The balances used in the T-128 
wind tunnel are basically manufactured at TsAGI. As for the strain-gage balances aimed at 
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determining the model characteristics at cruise flight regimes, their preparation to wind tunnel tests 
must be especially careful. The first stage of the balance preparation in the T-128 wind tunnel 
implies the control of the strain-gage and temperature gage bonding for the presence of air bubbles in 
the bonding layer. To do this, the internal balance is placed in a small high- and low-pressure 
chamber, while the external balance is installed in the plenum chamber for the test time period. The 
readings of all balance channels (loads and temperature) are recorded at a small rate of pressure 
variations. If pressure variations do not result in deviations in the balance readings, the balance is 
accepted for further tests. Due regard must be had to the fact that high rates of pressure variations can 
lead to appreciable temperature variations inside the chamber. The TsAGI division that deals with the 
balance designing and manufacturing is also charged with the minimization of the temperature 
influence on the balance readings. As a rule, this process suggests the choice of an optimal balance 
design and the bonding of thermo-compensating gages to compensate for the influence of uniform 
balance heating. To accomplish this, the heat chamber test results are applied. 


SPECIAL BALANCE TESTS 


Special tests are undertaken in the T-128 wind tunnel to take account of the residual temperature 
influence. In this case, the balance is installed as usual in the test section. The balance is covered by 
an axisymmetric fairing attached to the sting in the case of the internal balance or to the external 
balance fairing. The fairing, having several orifices in its rear portion, is intended to prevent the 
force flow action on the balance components. In similar tests of the balance destined for half-models, 
the body is attached to the test section wall and its position remains the same as in balance tests. The 
internal and external balances are installed at zero angles of attack and sideslip angles to provide 
constant angles during a run. Then the tests are conducted according to the program corresponding to 
characteristic balance tests with the registration of flow parameters and balance temperature gage 
readings, as well as balance channels (zero balance readings). In order to reduce the run time period, 
the cooler water mass flow rate is decreased. Similar experimental studies are carried out, as a rule, at 
increased pressures because the heat conditions for the balance prove to be more severe. The balance 
and fairing configuration of this kind does not ensure a complete model-balance system simulation 
but, nevertheless, it enables a sufficient information to be obtained. 


External balance tests 


As an example, Figs. 4.a-4.c and 5.a-5.c present the results of such tests for two balances. 

Figs. 4.a-4.c show the test results for the external balance installed in the strut. The load range for 
this balance is as follows: 

AF NF SF RM YM PM 

3500N 20000N 3000N lOOONm 1500Nm 3000Nm 

This balance is rather old and the thermocompensation for strain gages is not provided in it. 

Fig. 4.a gives variations of the test section Mach number and total pressures Pt related to atmospheric 
pressure with the run time, while Fig. 4.b presents the time variations of readings of one of balance 
temperature (Tb) and stagnation temperature (Tt) gages, the temperature scale being in °C . During 
the run, the stagnation temperature rises almost linearly in time to be about 20°C . The balance 
temperature rise behavior is the same and the temperature variation is substantially less than 3°C, 
although a closer examination reveals two linear portions with different slopes: the first portion lasts 
from the 3rd minute to the 6th minute, and the second one from the 6th minute to 10th minute. Most 
likely, this resulted from the interaction of two heat fluxes acting on the balance: the first heat flux 
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flows through the fairing base orifices, and the second one Hows from the heated fairing nose. In the 
first time section, the heat is supplied by the first heat flux, while in the second time section the 
second heat flux is added. In spite of the decreased temperature in the test section, the balance 
temperature continues to rise on completion of the run, though not at a high rate. This is caused by 
the fact that the balance is rather bulk (250kg) which requires much time for its temperature 
stabilization. Fig. 4.c illustrates characteristic plots of zero readings for the drag component (AF) in N 
and the pitching moment component (PM) in Nm during the run. It can be seen that the zero balance 
readings correlate rather well with the balance temperature. The zero reading variation is 1 % of the 
range for the drag component, 0.4% for the pitching moment component and not in excess of 0.4% 
for the remaining balance components during the test time. 


Internal balance tests 


Figs. 5.a-5.c present the data on similar tests of the internal balance featuring the same load range. 
This balance is provided with the strain gage thermocompensation. The Mach number and total 
pressure vary almost in the same way during the run (Fig.5.a). In this run, the cooler water mass 
flow rate is slightly greater than in the case of the external balance, therefore, the total temperature 
variation shows an increase to be 10°C. (Fig. 5.b). The balance temperature variation behavior 
remains the same, only the temperature variation value decreases (ATb=1.5°C ). Fig.5.c shows zero 
reading variations for the drag component (AF) and the normal force (NF) in N during the run. A 
small influence of static pressure variations in the test section at the wind tunnel start and stopping 
moments on the readings of the NF component is caused by the fact that the balance was placed 
immediately inside the fairing. The zero variation is 0.3% of the range for the drag component and 
0.07% for the NF component, while not in excess of 0.1% for the other components. Note that in 
comparison with the external balance the component readings for the internal balance become stable 
rather rapidly after the experiment (the balance mass is almost 16kg). 


Half model balance tests 


Similar tests of the balance of 60kg destined for half-models and installed in the plenum chamber 
have not revealed a significant influence of the flow both on the balance temperature and on the 
readings of measured components. 


BALANCE ZEROS DRIFT CORRECTION METHOD 


Reasoning from the similar data obtained in the T-128 wind tunnel, a method of taking account of 
the influence of the temperature on the balance zero readings was suggested. A very simple technique 
was chosen based on the linear dependence of zero readings on time, i.e., zeros were calculated for 
each test point. It is based on the following assumptions. First, the forward balance cone is always 
connected with the model and the main heat flux flows to the balance from the model. Second, a 
series of tests is carried out. as a rule, in similar conditions during one run which ensures almost the 
same heat flux towards the model. Third, the tests have shown that variations in the balance zero 
readings during the run time do not in excess of 1% of the range and, accordingly, the neglected 
error of this technique becomes a next-order value. A number of other methods of taking account of 
the temperature influence based on readings of temperature gages installed in the balance may also be 
proposed. 


405 


REPEATABILITY TESTS 


A possible way of verifying the approach under consideration is repeated model tests on the 
balance. Figs.6.a-6.c show the results of testing a supersonic passenger aircraft Tu-144 model in the 
T-128 wind tunnel at M=1.0 on the external balance mentioned in Figs. 4.a-4.c. The lift coefficient 
CL is plotted on the abscissa axis and the profile drag coefficient CDV which is the model drag 
coefficient minus the principal term of the induced drag is plotted on the ordinate axis. For the scale 
to be up, the quadratic dependence of the drag on the lift coefficient is subtracted from the drag 
coefficient. Fig. 6.a shows the test data processed using the balance zeros obtained before the test, 
while in Fig. 6.b presents the same polars but processed using the balance zeroes obtained after the 
test. Finally, Fig. 6.c gives the data acquired by applying the above-outlined technique of taking 
account of zero variations during the run. It is easy to see that a maximum difference between the 
drag coefficients of two repeated polars decreases from 0.0005 in the case of the test data processed 
using the balance zeroes before and after the test (Figs. 6. a, 6.b) down to 0.0003 when the suggested 
technique is applied (Fig.6.c). The characteristic model profile drag coefficient value at moderate lift 
values is 0.02. For positive -lift coefficient values, respective difference values are 0.00023 (or 1.2% 
of the drag value) and 0.00008 (0.4%). Similar data for the reference aircraft model tested on the 
internal balance at M=0.8 are given in Figs. 7. a - 7.c. A maximum difference between the profile 
drag coefficients, obtained in two repeated tests using the balance zeroes before the test for the data 
processing, equal to 0.0004 (or 2% of the drag value) at small values of CL (Fig.7.b) decreases to 
down 0.0001 (0.5%). A maximum scatter in the drag coefficient processed using the balance zeroes 
before and after the test is 10% for the first model (Figs. 6. a, 6.b) and 3% for the second model 
(Figs. 7. a, 7.b). Higher errors of the model tests on the balance are caused by the fact that in contrast 
to the lift covering the total balance range, the model drag is essentially zero in the balance coordinate 
system. 

The above considered examples demonstrate clearly the validity of the suggested technique. In 
the balance coordinate system, the errors are slightly smaller because the angle-of-attack gage error is 
added when scaling from the balance coordinate system to the stability coordinate system. 


The author is indebted to the working team of the T-128 wind tunnel and its Chief, V.M. Neyland 
for assistance in preparing the report. 
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Figure 1 Reference model on 
internal balance in test section 1 


Figure 2 Large scale half model 
in test section 2. 
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Figure 3 TU-144 model on external balance in test section 1. 
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STRAIN GAGES IN USE AT NASA LANGLEY 


A TECHNICAL REVIEW 


Thomas C. Moore, Sr. 

NASA Langley Research Center 
Hampton , VA 


INTRODUCTION 


Surface mounted strain gages and strain gage application 
techniques are as varied as they are versatile. There is an 
abundance of technical literature, available throughout the strain 
gage community, offering techniques for installing strain gages and 
methods of obtaining useful information from them. This paper, while 
providing more of the same, will focus its discussions on recent 
Langley developments for using strain gages reliably and accurately 
in very harsh environments. With Langley's extensive use of wind 
tunnel balances, its ongoing effort in materials development, and its 
currently focused activities in structural testing, the use of strain 
gages in unusual and demanding environments has led to several 
innovative improvements in the "how to gage it" department. Several 
of these innovations will be addressed that hopefully will provide 
some practical information for the strain gage user who is finding 
the test environment and (or) the materials to be tested too 
demanding for previously utilized strain gage application technology. 
Specifically, this paper will include discussions in the following 
three areas: 

(1) technical considerations when gaging cryogenic wind tunnel 
balances, including areas for improving accuracy and reliability; 

(2) addressing technical difficulties associated with gaging 
composite test articles and certain alloys for testing at 
temperatures approaching -450°F, or elevated temperatures up to 
350°F, or both temperatures inclusive during the same test scenario; 

(3) gaging innovations for testing metal/matrix and carbon/carbon 
composites at temperatures above 700 °F. 
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GAGING OF WIND TUNNEL BALANCES FOR CRYOGENIC SERVICE 


This portion of the paper will review sources of inaccuracies 
associated with strain gages installed on cryogenic wind tunnel force 
balances and the techniques developed for correcting those 
inaccuracies. Reliability issues for balances used in this 
environment and methods for improving dependability are also 
discussed. 


Sources of Inaccuracies 

There are a number of potential sources for the inaccuracies in 
strain gage data generated with force balances operating within a 
temperature range of -185°C (-300°F) to 65°C (150°F). Included are 
four basic sources of potential data inaccuracy that are a function 
of the strain gages themselves when utilized for this temperature 
range. This discussion will focus on the uncertainty of the spurious 
signals generated by the gage itself and methods for reducing the 
magnitude of these signals in such a way that corrections will be 
very small or unnecessary when processing the actual test data. 

Three of the four basic inaccuracies are a function of the apparent 
strain characteristics of the strain gages. These correctable strain 
gage traits are stated here as, loop data , nonlinearity , and apparent 
strain curves of the bridge. The fourth strain gage generated 
inaccuracy is the shift in gage sensitivity (gage factor) as a 
function of temperature change. Each of these inaccuracies is 
explained and a correcting technique is offered. 

Loop data are stated here as a difference in the thermally 
induced output of a strain gage bridge, at a temperature, during a 
decreasing temperature excursion and the thermally induced output at 
the same temperature during an increase in the temperature excursion. 
This discussion will differentiate between 'small loop' data and 
'large loop' data and attempt to explain how each may be generated. 
The 'small loop' data as shown in Figure 1 is caused by, either, one 
or more arms of the bridge sensing the changing temperature in 
advance of the other gages, or it is generated as a function of the 
differences in the apparent strain curves of the individual gages 
comprising the bridge. When the latter is the cause, a "matching" of 
the gages (to be discussed later under Matching Apparent Strain 
Curves of Strain Gactes) prior to installation eliminates this 
unwanted signal. When "matched" gages are used any remaining 
thermally induced output, or 'small loop' data, is correctable with 
current balance design. Because this loop data appears to be, 
primarily, the result of changing thermal gradients through the 
measuring beams during the temperature excursion and because the 
cryogenic balances are designed as moment balances, a logical 
solution for eliminating this data is to utilize Poisson's ratio 
gaging configuration. This configuration pairs tension and 
compression gages in one area of the measuring beam allowing for each 
half-bridge pair of gages to see the same temperature during 
temperature excursions. This, in turn, helps to null any apparent 
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strain in the bridge that might othwise be present when gages do not 
change temperature at the same rate. 

The 'large loop' data, typically seen with the Axial component 
on cryogenic balances, is primarily the result of thermal gradients 
along the length of the axial section. These gradients cause 
thermally induced stresses in the axial measuring beams with a 
resulting axial component thermal hysteresis signal as large as 5 
percent of full scale under transient conditions. A method for 
reducing this unwanted signal incorporates the use of temperature 
sensitive resistors physically placed on the body of the balance near 
the outer portions of the Axial section (see Figure 3) where the 
largest gradients typically occur. Electrically, they are placed in 
two arms of the bridge circuit. Details for using this method in 
reducing the large loop data is presented in a technical memorandum 
authored by Judy Ferris (NASA Technical Memorandum 87712, May 1986), 
titled, "Cryogenic Strain Gage Techniques Used In Force Balance 
Design For The National Transonic Facility". 

Nonlinearity is defined for the thermal output of strain gage 
bridges as the maximum deviation of the thermal output occurring 
above or below a line drawn between the room temperature thermal 
output and the thermal output at the maximum temperature encountered 
during that particular temperature excursion. For cryogenic force 
balances this is typically between 25°C and -195°C. This 
nonlinearity, as shown in Figure 2, can be significantly reduced with 
"matched gages" and though not normally needed, virtual elimination 
of any remaining nonlinearity can be achieved by inserting an 
appropriate amount of Manganin wire (an alloy of copper, manganese, 
and nickel) internally in one arm of the bridge. Manganin wire is 
chosen because its resistance change is nonlinear from room 
temperature to -195°C, thus, when a predetermined amount is placed in 
the proper arm of the bridge it offsets the original nonlinearity. 
This technique, while correcting nonlinearity, changes the room 
temperature electrical zero of the bridge a considerable amount due 
to the wire's high resistivity. Additionally, the original apparent 
strain of the bridge is slightly altered due to the Manganin wires' 
thermal coefficient of resistance. This new thermal output may then 
be corrected with silver-clad copper wire also placed internally in 
one or two arms of the bridge. 

The apparent strain curve of the bridge circuit is primarily the 
result of the differences in the apparent strain curves of the 
individual gages comprising that particular bridge. Also, the 
differences in the resistance changes of the interbridge wiring used 
to connect the arms of the bridge can be a contributing factor. For 
this paper 'apparent strain' refers to gage output as a function of 
changing temperature. With moment type balances, equal resistance of 
interbridge wiring is usually achievable and the resistance of each 
wire is very small, hence, the 'apparent strain' they generate is 
minimal. The apparent strain of the strain gage bridges on Langley's 
cryogenic balances are compensated by inserting temperature sensitive 
wire(s) in one or two arms of the bridge. This is typically done 
with silver-clad copper wire. note: Nickel is normally used with 
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conventional balances but for the cryogenic balances copper is 
preferred because its coefficient of resistance is essentially linear 
throughout the balance's operating temperature range. While this 
method of reducing the apparent strain of a strain gage bridge is 
quite conventional, it has shortcomings when large temperature 
excursions are encountered, especially in the cryogenic region. The 
scatter in apparent strain from gage to gage is greater going cold 
than when going hot. Consequently, the apparent strain of the bridge 
is often much greater when going cold. This, in turn, requires a 
larger amount of compensating wire. With wind tunnel balances, 
providing space for the correcting wire (or in some instances, foil- 
type resistors) is an issue, as is the ability to subject the 
compensator (s) to the same rate of temperature change as the gages. 

Given these three difficulties, i.e., apparent strain, loop 
data, and nonlinearity, it would be advantageous to provide gages, 
prior to installation, whose apparent strains were matched such that 
there would be virtually only one apparent strain curve signature 
generated by the four gages that would comprise any strain gage 
bridge for cryogenic balances. The next paragraph describes this 
"matching of strain gages". 

Matching Apparent Strain Curves of Strain Gages 

There are inherent differences in the apparent strain curves of 
all resistance type strain gages and since these differences are 
magnified at cryogenic temperatures, a resultant apparent strain 
output is obtained when four gages are arbitrarily chosen to form a 
four active-arm bridge circuit. Therefore, it would be beneficial to 
have strain gages whose apparent strain curves are accurately 
predetermined and 'matched' with respect to each other. The 
previously stated, undesirable, strain gage generated signals, i.e., 
loop data, nonlinearity, and apparent strain curve of the bridge, are 
significantly reduced when matched gages are used. 

This matching of apparent strain curves has been accomplished by 
means of a "temporary bonding technique" and through computerized 
data comparison of each gage. The gages, after computer matching, 
are disbonded and made ready for permanent installation on the 
balance . 

The gages Langley selects for its cryogenic balances are a 
modified Karma series gage which is heat-treated by the manufacturer 
to Langley specifications. This particular heat-treatment provides 
the least apparent strain at -195°C and, at the same time, provides 
modulus compensation for reducing the degree of sensitivity shift as 
a function of temperature change. The optimum number of gages to be 
matched at one time currently is 16. These gages are positioned on a 
test block and bonded with a methyl-2 cyanoacrylate adhesive using 
standard bonding procedures. Typical three-wire single gage hookup 
is used with 16 bridge completion networks. The bridge completion 
networks are outside the test chamber with outputs fed directly to a 
custom data acquisition system programmed for this effort. 
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This computer system samples the outputs of the 16 gages at 
selected temperature intervals from 25°C to -195°C and back to 25°C. 
Groups of four-gage outputs are then computed and matched by 
mathematically adding and subtracting the individual outputs to 
simulate the resultant output as if the four gages were comprising a 
standard 4-arm bridge. The gages that mathematically "match” are 
grouped into fours that fall within predetermined tolerances for 
allowable amount of loop, nonlinearity, and apparent strain. The 
outputs of the more promising matched groups are then plotted so 
final selections can be made by comparing the plots of the "matched" 
groups of gages over the entire temperature range. 

Following the computer matching of the temporarily bonded gages, 
they are disbonded by simply subjecting the gages to an elevated cure 
cycle. The disbonded gages are next unsoldered and following a gage 
preparation procedure are then ready for installation on the balance. 

Shift in gage sensitivity with temperature is the fourth 
inaccuracy generated as a trait of the gage itself. Gage 
sensitivity, or gage factor, changes as a function of temperature. 

An additional factor affecting the sensitivity of the strain gage 
signal is the changing of the modulus of elasticity of the balance 
material with temperature. One means of minimizing this shift in 
gage sensitivity (also referred to as span variation with 
temperature) would be to have a gage with a gage factor that would 
change with temperature, an appropriate amount to offset the changing 
modulus of the balance itself. At Langley, several types of gages 
and several lots of gages within a type were tested under load at 
room temperature and at cryogenic temperatures in an attempt to 
locate a gage type and lot that changed gage factor an amount that 
would compensate for the change in modulus in the balance material 
when subjected to cryogenic temperatures. An encapsulated, modified 
Karma, 350 ohm gage was found to produce the least sensitivity shift 
of all gages tested. With four of these gages in a typical bridge 
circuit, mounted to measure strain in the principal stress direction, 
the change in sensitivity was -0.7 to -1.0 percent over the entire 
temperature range of the cryogenic balance. An unexpected benefit 
was realized by using bridges that have two of the four gages mounted 
transverse to the principal stress direction, i.e., Poisson's ratio. 
Because of Poisson's ratio of the balance material and the change in 
transverse sensitivity of the strain gages with temperature, the 
sensitivity shift was reduced to 0 to -0.3 percent. 


IMPROVEMENTS IN STRAIN GAGING AND WIRING METHODS INCORPORATED IN 
LANGLEY CRYOGENIC BALANCES 


In addition to identifying and correcting inaccuracies 
associated with strain gages used on balances in a cryogenic 
environment, other, strain gage related, measures have been 
incorporated which enhance the accuracy and reliability of 
Langley's cryogenic balances. Explanations for most of these 
innovations are somewhat lengthy and are discussed in other papers. 
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Therefore, rather than attempting to detail these measures, this 
paper will simply list several of them. Strain gage related 
improvements for Langley's cryogenic balances which enhance the 
accuracy and reliability of these balances (see Figures 3,4, and 5) 
include the following: 

- Strain gages manufactured specifically for cryogenic balances 
which minimize the change in sensitivity (signal vs. load) with a 
change in temperature 

- Strain gages which are "matched" for reducing initial apparent 
strain and non-linear thermal output such that corrections to 

data are minimal or unnecessary 

- Redundant strain gage bridges for all components which provide 
two totally independant sets of load constants for the balance 

- Platinum resistance thermometers (PRT's) replace thermocouples 
which eliminates concerns with accuracy and reliability of 
thermocouples and their leadwires 

- Connectors are now an integral part of the balance instead of 
being attached at the end of a leadwire system 

- A protective cover (s) is installed over the cage areas and the 
Axial section providing mechanical protection, more effective 
purging, and a reduction in the thermal gradients for the gages 

- Machining modification in the end of the balance sting provides 
for a more reliable gaseous nitrogen purging of the balance 

- Laboratory testing is now conducted for verification of 
performance characteristics of moisture-barrier (s) prior to 
implementation on balances 

Other innovations and improvements for these balances that are 
not strain gage related have been incorporated, but, it is not the 
intent of this paper to address non-strain gage related topics. 


STRAIN GAGING APPROACHES FOR ALLOYS AND COMPOSITES IN CRYOGENIC AND 
ELEVATED TEMPERATURE ENVIRONMENTS 


Langley uses between 8000 and 10,000 strain gages per year on 
laboratory test panels/coupons and structural test articles. For the 
majority of the tasks, the installations are routine requiring 
standard gaging practices and materials. However, with some of the 
newer aerospace alloys and composites being examined in harsh test 
environments, changes in the gaging approaches have become necessary. 
This portion of the paper will describe gaging difficulties that were 
encountered when very demanding tests were to be conducted for these 
structural test articles. Also presented are solutions that have 
been successfully employed for gaging the following test items for 
these severe testing conditions: 

- Aluminum/Lithium Bi-Axial Test Panels for testing at -320°F and 
at room temperature with high strain levels anticipated 

- Graphite/ Epoxy Test Panels for testing at -450°F to 350°F 

- Large Aluminum/Lithium and Composite Structural Test Panels for 
testing at -350°F to 250°F 
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Aluminum-Lithium Bi-Axial Test Panels 

Certain aluminum- lithium alloys are being considered for several 
future aerospace applications including the external tank for the 
next generation NASA space shuttle. Strain gages are being used 
extensively for determining the mechanical properties of this 
material at room temperature, cryogenically , and at elevated 
temperatures. An example of the testing of this type of material is 
shown in Figure 6 where cruciform panels were strain gaged for 
biaxial testing. These particular specimens were used to determine 
the yield locus for metals. This is considered especially important 
with alloys whose mechanical properties are anisotropic. A series of 
panels (similar to that shown in the figure) were to be tested at 
rather high strain levels. Herein lies the problem with strain 
gaging this material. 

The most widely used room temperature curing adhesive for strain 
gages is a cyanoacrylate based material. Though this adhesive has 
been used with strain gages to read strains in excess of 30,000^e on 
aluminum, this adhesive's bond-line failed under strain at 
approximately 3000^6 on the aluminum-lithium alloys. The requirement 
for this series of testing was to read strains up to 10,000/^6. 

Various techniques were employed in the laboratory to improve the 
performance of the cyanoacrylate adhesive but to no avail. The 
reason for the poor bond-line between the gage and the substrate 
using this type of adhesive is not yet fully understood. Finally, 
through lab testing, it was learned that several of the solvent- 
thinned epoxy adhesive systems that are typically used for transducer 
gaging worked well on this alloy. Unfortunately, these adhesives all 
require elevated cure cycles and no elevated curing was allowed on 
the aluminum-lithium panels due to possible aging effects. Now, the 
difficulty shifted to finding an adhesive system that would cure at 
room temperature and survive at strain levels four times higher than 
was currently being achieved with the standard room temperature 
strain gage adhesive. Through simple "test and see" efforts in the 
laboratory, two adhesive systems were found that provided the bond- 
line integrity necessary for testing these panels. The adhesives 
were able to maintain a bond between the gage and the aluminum- 
lithium surface sufficient to record strains up to 15,000/ne. Both 
adhesives are two-component 100% solids epoxy systems. These are not 
new to the gaging community and have been used fairly extensively at 
Langley for a number of years. There are two reasons that kept these 
adhesives from initial consideration. One, they required some type 
of clamping arrangement during curing, and two, the time element for 
the curing was considerable compared to that of a cyanoacrylate 
adhesive. One of these epoxy systems is now routinely used in the 
successful testing of the aluminum-lithium bi-axial panels. 

Another series of aluminum-lithium specimens to be tested in a 
harsh environment required strain gaging of lab-type coupons for 
tensile tests at various temperatures from room temperature down to 
-320°F. Again, through lab testing, it was found that the same two- 
component adhesives discussed above worked well for this temperature 
range. The one area of concern for the adhesive system is that it 
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does not tolerate high humidity during the application process. The 
humidity must be kept below 50% in order to assure a completely cured 
adhesive bond. 


Graphite/Epoxy Test Panels 

Several series of graphite/epoxy panels were to be instrumented 
with strain gages and thermocouples for testing in a number of harsh 
environments. One series of panels would be subjected to testing in 
a liquid nitrogen/ liquid helium environment followed by testing at 
elevated temperatures up to 350°F. A second series of panels would 
be subjected to a severe thermal gradient environment in which one 
side of the panel would see cryogenic temperatures while the other 
side would be heated to 350°F. A third series of panels would be 
tested at elevated temperatures following a long duration "wet soak" 
in water. The difficulties in gaging the three series of panels and 
the solutions for those difficulties are briefly discussed here. 

The primary difficulty Langley had in strain gaging the first 
and second series of panels as described above was the fact that the 
surface was too coarse for strain gaging. A solution for this would 
be to apply a basecoat to the original coarse surface that could then 
be conditioned to accept the strain gages. This basecoat would be 
required to possess the following features; (1) it must have an 
operating temperature range from -450°F to 350°F, (2) it must be 

capable of providing a tenacious, creep-free bond-line between the 
gage and the substrate throughout the temperature range and strain 
range for the gages, (3) it must not generate micro or macro-cracking 
at cryogenic temperatures, (4) it must be sandable, and, (5) it must 
be compatible with the strain gaging adhesive. With these 
attributes, the basecoat could be applied, cured, sanded down to 
where the peaks of the composite surface are reached, then, micro- 
sandblasted so that the strain gage could be installed using a 
conventional strain gage adhesive system for this type of 
application. Through laboratory efforts, a two-part, resin type 
structural adhesive was found to contain all of the above 
characteristics. This adhesive was subsequently used on the 
graphite/epoxy specimens in conjunction with a two-component, 
solvent-thinned, epoxy-phenolic adhesive for installing the gages. 
Because cryogenic as well as elevated temperature testing were 
involved, nickel-chromium alloyed strain gages, teflon insulated 
wiring, and a eutectic solder containing Antimony were used. 

The third series of graphite/epoxy panels did not have the very 
coarse surface. Therefore, the basecoat of structural adhesive with 
its necessary sanding was not required. However, it was observed 
that this particular series of panels was somewhat porous. Thus, 
when the gage was installed using conventional gaging practice, the 
bond-line was "starved". The solution for this was also the use of a 
basecoat. A technique was developed, using the gaging adhesive 
described above, such that the basecoat would not require any sanding 
prior to installing the gage once the basecoat was cured. 
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Large Aluminum-Lithium and Composite Structural Test Panels 

A series of rather large (approximately 35 square feet of 
surface area per side) aluminum- lithium alloy and graphite/ epoxy 
composite structural test panels are being instrumented at NASA 
Langley. These panels are complex in construction with curved 
surfaces and reinforcing stiffeners. Instrumentation includes strain 
gages, thermocouples, temperature diodes, and displacement sensors, 
for testing in harsh environments that include liquid helium, 
elevated temperatures as high as 300 °F, and pressure during loading 
sequences. These panels are being tested as part of NASA's Reusable 
Launch Vehicle program. 

With the lessons learned through gaging the test panels and 
laboratory coupons as described previously, application techniques 
for these structural panels were in place. The one obstacle with 
respect to the actual strain gaging task was in finding a means of 
applying pressure and heat to the installed gages during adhesive 
curing operations. Details of the construction of these panels 
cannot be presented for this paper, but, it can be stated that due to 
certain design features, there was a requirement that any pressure 
applied to a gage area must have an equal pressure on the opposing 
corresponding surface. With 90 areas to be strain gaged on each of 
these panels and with each panel having its own design features, a 
simple set of clamping bars would not suffice. Additionally, with 
the gage installation process requiring elevated temperature curing 
while pressure was being applied to the gages, a means of uniformly 
heating the panel was needed. A custom thermal/mechanical strain 
gage application fixture was designed which would provide the means 
for installing, clamping, and curing, at elevated temperatures, a 
large number of gages at a time. The fixture included a uniform 
support for the entire curved panel, adjustable clamping bars for all 
panel surfaces (including adjustment capability for the various 
designs among the panels) , spring-loaded pressure pads/rods for each 
gage location, and a means of applying equal pressure on both sides 
of the panel at a given location. For each strain gage installation 
curing cycle the entire fixture and panel were enclosed in a heating 
chamber which featured a closed-loop convection heating system. With 
this system, it was found that controllable heating rates with 
uniform heating of all panel surfaces were achieved. 


GAGING CARBON/ CARBON AND TITANIUM/MATRIX COMPOSITES FOR TESTING ABOVE 
700 DEGREES F 


The difficulties in obtaining useful strain data at temperatures 
above 700°F have been well documented over the years. Recently, 
solutions for overcoming several of these difficulties have emerged. 
This portion of the paper will address several sources of high- 
temperature strain gage failures with corresponding solutions for 
each. One important development appears in the area of apparent 
strain reduction. A strain gage developed at NASA Langley 
dramatically reduces the precipitous slope and nonrepeatability of 
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apparent strains historically encountered with high-temperature 
gages. The operational theory for this gage and its performance in 
service are summarized. 


Difficulty 1 - Debonding of high-temperature gages have shown to 
be a major problem when gaging carbon/carbon and titanium/matrix 
composites. Carbon/carbon in use for many aerospace applications 
actually contains a silicon carbide surface. This material with its 
low energy surface, low coefficient of thermal expansion, and its 
high modulus of elasticity presents a formidable task for any bonding 
scheme. Titanium matrix composites with their rapid oxidation rate 
and their oxidation resistant surface coatings also present bonding 
problems for high-temperature gages. 

Solution 1 - With silicon carbide (SiC) coated surfaces on 
carbon/carbon there are two basic deterrents to obtaining and 
maintaining a good bond with ceramic cement or flame sprayed aluminum 
oxide ( A1203 ) , either of which may be used to attach high-temperature 
strain gages. The first deterrent is the very hard Sic surface 
finish. The simplest and least costly solution for providing a 
bondable surface for this material was to texture the surface with a 
very coarse silicon carbide abrasive powder . The second deterrent to 
bonding gages on this surface is the micro-cracking of the surface 
itself that occurs during processing of the carbon/carbon composite. 
When heated, these micro-cracks re-generate and cause localized 
stresses in the strain gage basecoat that, at times, are sufficient 
to shear strain gage convolutes and in some instances cause basecoat 
debonding. One solution for this shearing is to use a ceramic 
basecoat followed by a flame sprayed A1203 over that basecoat prior 
to installing the gages. However, the optimum bonding for high- 
temperature strain gages on Sic surfaces, thus far, has included the 
use of plasma-arc flame spraying of A1203 as the primary basecoat 
prior to installing the gage. 

Difficulty 2 - Detachment of high-temperature strain gage exit 
leads (or trunk leads) from the gage has caused "gage failures" in 
high-temperature gages. The technique used in attaching the exit 
leads to the strain gage leads has not been consistent and has failed 
in some instances during elevated temperature testing. 

Solution 2 - Figure 7 illustrates an incorrect technique for 
mating the strain gage lead to the exit lead. As shown, the strain 
gage lead encompasses the exit lead in a full 360 degree spiral and 
both of the spotwelder probes are spanning only the strain gage lead. 
A correct technique would have the strain gage lead wrapped only half 
way around the exit lead such that the spotwelder probes contact each 
of the two conductors. These failures are often reported as "gage 
failures" when actually it is an electrical connection problem. 

Difficulty 3 - The most widely used high-temperature strain gage 
for aerospace test programs, to date, has been a foil type gage which 
has not shown an affinity for surviving numerous thermal cycles on 
carbon/carbon or titanium matrix composites. Additionally, its 
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apparent strain characteristics are such that data accuracy is 
compromised when mechanical strain data are recorded during 
temperature excursions. 

Solution 3 - Temperature compensation for the apparent strains 
generated by high-temperature strain gages is a reasonable approach 
for dramatically reducing the large magnitude of these unwanted 
outputs riding on the mechanical and thermally generated strain 
signals of the gages. The remainder of this paper will address the 
theory of operation and use of a NASA Langley designed temperature 
compensated gage that is now in use in several countries. 

Active/Compensatinq (Half-bridge) Gaging Concept 

The concept to be described for reducing the apparent strains 
associated with high-temperature strain gages is a relatively 
straightforward half-bridge approach. In a Wheatstone bridge 
circuit, when the resistance of adjacent arms remains equal to each 
other, the output remains nulled. Therefore, if two strain gages 
having identical thermal coefficients of resistance were wired to 
form a half-bridge and one of the gages could be placed on a surface 
to be tested in a strain-free manner while the other was bonded to 
the surface to respond to mechanical strains, the only apparent 
strain would be due to the mismatch in the thermal coefficient of 
expansion of the bonded strain gage and the substrate. 

Coincidentally, this number can be quite large, but it is easily 
correctable with a temperature sensitive wire such as platinum. The 
Langley gage, installed and ready for leadwire hook-up, is shown in 
Figure 8. The ability to have one of the gages (compensating gage) 
non-responsive to mechanical strains while encountering the same 
temperature change as the bonded gage (active gage) is achieved via 
the procedure for installing both gages. This gaging procedure 
requires many detailed steps and, therefore, is not described in this 
paper. Advantages of this gaging concept include the ability to 
obtain static strain data during the first temperature excursion. 

This is due to the gages' half-bridge configuration which provides a 
large degree of cancellation of the non-linearity, non-repeatability, 
and zero shift seen with a single active gage. The approach also 
offers the capability of minimizing the apparent strain output 
throughout the temperature excursion as opposed to nulling at one 
temperature only, which, again is a limitation with a single element 
high-temperature strain gage. Finally, with the precipitous slope 
and the non-repeatability of the apparent strain curves of high- 
temperature gages reduced by an order of magnitude, data accuracy has 
been improved dramatically. Figure 9 is a plot comparing the 
magnitude of the apparent strain curves of a popular high-temperature 
gage and the Langley developed gage as generated on a titanium matrix 
test panel. 

Two Beta 21S titanium/matrix panels were instrumented with 23 of 
these gages at Langley for testing at temperatures up to 1200 °F. 

Test results with the panels indicated that all 23 gages produced 
reliable data through a series of thermal cycles with applied loads 
to design load limits up to the 1200°F temperature limit. The gages 
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measured strains at 1200°F that generally agreed with linear analysis 
predictions. This agreement may be seen on the load plot in Figure 
10 where some measured strains were within 1 percent of the predicted 
strain. 


SUMMARY 

The NASA Langley Research Center uses an average of 14,000 
strain gages a year. A large portion of these gages are in service 
in harsh environments, including balances in use in cryogenic wind 
tunnels, test articles seeing cryogenic and elevated temperature 
excursions during a single test scenario, and testing of aerospace 
materials at temperatures up to 1500 °F. This paper has described 
several of the difficulties encountered when strain gages are 
required to perform accurately and reliably in these harsh 
environments and solutions for overcoming these difficulties. 
Improvements in strain gage performance, especially in extreme 
environments, have been achieved through fundamental, continuous, and 
dedicated laboratory research and development effort. 
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Loop Error 



Temperature, °C 


Figure 1 "Loop" Error Associated with Transient Temperatures 


"Non-Linearity" Error 



Temperature, °C 


Figure 2 "Non-Linearity" Error Associated with Transient Temperatures 
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